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PRECAUTIONS 


HAZARD SYMBOLS 


The meaning of hazard symbols appearing on the equipment is as follows: 


Symbol Nature of hazard Reference in manual 


A Dangerous voltage Page iii 


A Static sensitive component Page iy 


VAN Fire Hazard Page iv 


SAFETY 


This product has been designed and tested in accordance with BS4743 ‘Specification for 
safety requirements for electronic measuring apparatus’ and IEC Publication 348 ‘Safety 
requirements for electronic measuring apparatus’. 


WARNING - ELECTRICAL HAZARDS 


AC supply yoltage. This equipment conforms with IEC Safety Class 1, meaning that it 
is provided with a protective earthing lead. To maintain this protection the supply lead must 
always be connected to the source of supply via a socket with an earthing contact. 


Be aware that the supply filter contains capacitors that may remain charged after the 
equipment is disconnected from the supply. Although the stored energy is within the approved 
safety requirements, a slight shock may be felt if the plug pins are touched immediately after 


removal. 


Fuses. Note that there are supply fuses in both the live and neutral wires of the supply 
lead. If only one of these fuses should rupture, certain parts of the equipment could remain at 
supply potential. 


Removal of covers. Disconnect the supply before removing the covers so as to avoid the 
risk of exposing high voltage parts. If any internal adjustment or servicing has to be carried out 
with the supply on, it must only be performed by a skilled person who is aware of the hazard 


involved. 


Cathode ray tube. When exposing or handling the tube, take care to prevent implosion 
and possible scattering of glass fragments. Handling should only be carried out by experienced 
personnel and the use of a safety mask and gloves is recommended. A defective tube should be 
disposed of in a safe manner by an authorized waste contractor. . 
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WARNING - FIRE HAZARD 


Make sure that only fuses of the correct rating and type are used for replacement. 


If an integrally fused plug is used on the supply lead, ensure that the fuse rating is 
commensurate with the with current requirements of this equipment. See under ‘Performance 
Data' in Chapter 1 for power requirements. 


WARNING - TOXIC HAZARD 


Some of the components used in this equipment may include resins and other materials 
which give off toxic fumes if incinerated. Take appropriate precautions, therefore, in the 
disposal of these items. 


CAUTION - STATIC SENSITIVE COMPONENTS 


The presence of static sensitive components is indicated in the equipment by yellow 


discs, flags or labels bearing the symbol fd. Certain handling precautions should be observed 


to prevent these components being permanently damaged by static charges or fast surges. 


(1) Ifa printed board containing static sensitive components (as indicated by warning 
disc or flag) is removed, it must be temporarily stored in a conductive plastic bag. 


(2) If a static sensitive component is to be removed or replaced, the following anti-static 
equipment should be used: 


A work bench with a grounded conductive surface. 

Metallic tools grounded either permanently or by repeated discharges. 

A low-voltage grounded soldering iron. 

A grounded wrist strap and a conductive grounded seat cover for the operator whose 
outer clothing should not be of man-made fibre. 


(3) As a general precaution, avoid touching the leads of a static sensitive component. 
When handling a new one, leave it in its conducting mount until it is required for use. 


(4) If using a freezer aerosol in fault finding, take care not to spray programmable ICs as 
this may affect their contents. 


CAUTION - TILT FACILITY 


When the instrument is in the tilt position, it is advisable, for stability reasons, not to 
stack other instruments on top of it. 
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Chapter 1 


TECHNICAL DESCRIPTION 


Introduction 
Circuit summary .- 
RF input and output circuits and RF counter 
RF counter board AA2 : fe 
20 dB pad 
Input amplifiers 
Prescaler and counters 
Motherboard AB1/1 . 
Audio amplifier 
RF power overload circuits 
RF tray selection circuit . 
Keyboard interface circuit 
DTMEF decoder 
DCS filter 3 ; 
' Input switching assembly ACO/2 
20 dB power attenuator ... 
Switching circuit : 
Overload detection circuit 
RF and LF synthesizers 
RF synthesizer and oscillator board uel 
Oscillators 
Oscillator and filter selection circuits 
Filters 
Regulators 
Divider chain 
Synthesizer 
Loop amplifier... 


LF synthesizer and output amplifier board AA4/1 ... 


165 to 1000 MHz path 
88 to 165 MHz path 
0.4 to 88 MHz path 
Synthesizer summary 
200 MHz oscillator 
Divider and phase comparator 
Attenuator and ALC Joop 
Output amplifier and attenuators 
AF synthesizers and modulation control circuits 
AF synthesizer board ABG/1 
AF synthesizer logic array 
Output filters ... 
Modulation control circuits 
RF level setting 
Microprocessor interface circuit 
Switching and attenuator control 
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INTRODUCTION 


In this chapter, the descriptions are in the order of the signal path from the RF 
input/output circuits to the display circuits and then the microprocessor and power supply 
circuits. Boards are grouped according to function and arranged in alphabetical order. 


CIRCUIT SUMMARY 


Bee Cig i —1- 


The RF IN/OUT sockets are protected against overload and can be configured for 
simplex or duplex operation. The output from the RF signal generator can be modulated 
by either the AF generators or by an input through the EXT MOD INPUT socket. The 
outputs from the AF generators are also fed to the AF GEN OUTPUT socket. The RF 
generator and the AF generators are phase locked to the frequency standard which may 
be either internal or from an external standard which is connected to the EXT STD 


1 MHz socket. 


The RF signal input is fed to the RF counter, the RF power meter and the 
modulation meter. An output from the meter at the 110 kHz IF is fed to the IF OUT 
socket. The input to the voltmeter circuit is fed from the demodulator, from the AF 
INPUT socket or from the optional RF Directional Power Head which is connected to the 
ACCESSORY IN/OUT socket. Filters can be selected or automatically switched to 
provide the distortion and noise measurement functions. Analogue signals from the 
voltmeter and the power meter are converted to digital form for measurement by the 
microprocessor. From the filters, outputs are fed to the DE-MOD OUT socket and the 
audio amplifier for monitoring purposes, to the AF counter and to the oscilloscope for 


display. 

Most of the functions of the instrument, including the display, are controlled by the 
microprocessor which responds to the front panel controls and regulates inputs and 
outputs on the GPIB. 
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TECHNICAL DESCRIPTION 


RF INPUT AND OUTPUT CIRCUITS AND RF COUNTER 


See Fig. 1-2. 

The RF IN/OUT BNC socket is connected to the input switching assembly AC0/2 
where the input is sampled. The sample is passed to the overload/reverse power 
protection circuit on the motherboard ABi/1. If excessive power is detected, the input is 
isolated by a relay in ACO/2 so that the signal generator is protected. 


No such protection is necessary for the RF IN/OUT N socket since it is directly 
connected to a 20 dB pad. Excessive power at this socket results in overheating which is 
sensed in ACOQ/2 causing the detector on ABI/1 to inform the microprocessor which 
flashes a warning notice on the screen. 


Whenever there is excessive power to either socket, an audible warning is generated 
from the audio amplifier on AB1/1. This warning overrides the VOLUME control on the 


scope keyboard AF2/2. 


SAMPLE OVER- 
INPUT : 


POWER 
DETECT 


) 


ISOLATE § 
BNC E =p: Nt oa 


AF IN/OUT CHANGE SIMPLEX 
Ov OR 


ER 
DUPLEX 
pda SELECT 


OVER- 
HEAT 
DETECT 


TEMP 
SENSOR 


S ACCESSORY 


Fig. 1-2 Block diagram of RF input and output circuits and RF counter 
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The signal generator output signal is fed from the LF synthesizer and output 
amplifier board AA4/1 through the 0 to 100 dB attenuator assembly ADO (except 
Option 1) or attenuator and switch assembly RX2 (Option 1 only) and then through 
AC0/2. 


A changeover switch in ACO/2 responds to the SELECT key for simplex operation 
and defines the signal paths for one-port and two-port duplex operation. 


The signal input is fed from a splitter on the RF counter board AA2 to the 


‘ modulation meter on the modulation meter board AAJ and to the RF counter on AA2. 


The signal to the counter is fed through a 20 dB pad to a prescaler which is switched in 
for frequencies above 200 MHz. The counter is gated, depending upon frequency range, 
by a divider on the microprocessor board AB4/2. The resulting frequency measurement is 
fed on the data bus to AB4/2. 


TTEN 
SELECT 


CONTROL 


LOW 
SPEED 
DECADES 


HIGH 
eet SPLITTER --1/+4[--.]  speep 
: DECADES 


PRESCALER 


GATE 


PROG 
DIVIDER 
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RF COUNTER BOARD AA2 


See Fig. 7-9. 


The RF counter is a standard gated counter which has a +4 prescaler switched in at 
frequencies above 200 MHz. Normally, resolution is to 10 Hz. Below 200 MHiz, the gate 
time is 100 ms. Above 200 MHz, the gate time is increased to 400 ms to compensate for 
prescaler insertion. When 1 Hz resolution is selected for frequencies below 200 MHz, 
the gate time is commensurately increased from 100 ms to 1 s. When the frequency 
exceeds 200 MHz, the counter reverts to a 400 ms gate time and a 10 Hz resolution. 


Prescaler switching and gate timing are controlled by the processor which notes the 
frequency, checks that there are three successive counts which are the same, and then sets 


up the counter chain accordingly. 


20 dB pad 


The input switching assembly ACO/2 is connected by the SIGNAL INPUT line to 
20 dB 50 Q pad R3, R4 and R5._ ‘This is switched in by the microprocessor when it 
detects that the power input has increased to a level where the sampling gate on the 
modulation meter board AA] is approaching a non-linear condition. 


The pad also attenuates the input to the counter and avoids overdriving the input 
amplifiers. It is switched by RLA whih is controlled by the 20 dB IN/OUT line to 
transistor TR1. When the line is taken low, TR] is switched on and the pad is inserted in 
the signal path. The following 50 Q splitter R6, R7 and R8 has a 6 GB loss in all 
directions and splits the input between the RF counter and the sampling gate on AAI. 


Input amplifiers 


Amplifiers 1C1 and IC2 provide 10 dB per stage gain which restores the signal level 
which was lost in the splitter and matching circuit. IC1 and IC2 also provide an overall 
gain for the signal input to limiting amplifier and Schmitt trigger IC3. This has positive 
feedback from output pin 3 to input pin 10 to ensure Schmitt operation at low frequencies 
(below 100 MHz). This is necessary to drive the following dividers with the correct slew 
rate. At higher frequencies, sine wave operation is acceptable and the high gain is not 
required. Diode D6 across the amplifier input acts as a peak detector. The time constant 
of IC3 is capacitor C12 and resistor R13 in parallel with its internal impedance. This 
keeps the amplifier from self-biasing under high signal level conditions at high 


frequencies. 
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Prescaler and counters 


From IC3, the signal is routed to ECL +10 BCD counter IC7 either directly or 
through +4 prescaler IC6. The routeing for this is switched by transistor TR2 which is 
driven from the +4/-+-1 line at TTL level. For a low level signal, the prescaler is switched 
in. For a high level signal, the prescaler is bypassed through diodes D2 and D5. 


IC7 has a gate facility on INH pin 16 and TTL compatible outputs. The gating 
signal of either 100 ms or 400 ms duration originates in a programmable counter on the 
microprocessor board AB4/2 and is applied on the GATE INPUT line to TR3. TR3 with 
gate IC8 shift the level from TTL to ECL. IC7 pins 2, 7, 8 and 10 are state lines. IC7 

pin 11 is the carry (i.e. +10) output. 


The output from IC7 pin 11 is inverted by transistor TR4 to ensure correct polarity 
for the following TTL +10 BCD counter IC5. IC5 pins 8, 9, 11 and 12 are the state lines. 
IC5 pin 12 is the +2 output’to 7-elementt counter IC4. The signal at TP2 is thus either 


f,, + 80 or fi, +20 depending on prescaler setting. 


The state lines from both IC7 and ICS are taken to IC4. This has internal registers 
which store all 7 of the internal BCD states plus those of the external counters IC7 and 
IC5. The resulting data is read when enabled by a low on the EN COUNTER line to pin 


20. 


When the internal registers are addressed by the microprocessor on pins 14 to 17, 
the data is read from the tri-state outputs on pins 1 to 4. The data bus is not exclusive to 
the counter but is shared with the synthesizer in the modulation meter. Overflow 
information is provided by an internal latch which, when addressed, makes available an 


overflow flag. 

At the end of the counting period, a further address clears all the internal counters 
to zero and outputs a reset high pulse from pin 19. This resets the external counters IC5 
and IC7. | 
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MOTHERBOARD AB1/1 


To provide interconnection between the various parts of the instrument, this 
assembly contains five 32—-way 2-sided edge connectors which each hold a printed circuit 
board assembly AB2/2, AB3/2, AB4/2, ABS/2 and AB6/1. Additionally, this assembly 
contains the RF tray drivers, keyboard interface circuit, loudspeaker amplifier, DTMF 
decoder, DCS filter and part of the overpower and overheat protection circuits. 


Audio amplifier 


See Fig. 7-17. 


Audio power amplifier IC13 supplies the internal loudspeaker and earphones or a 
loudspeaker which is externally connected to the ACCESSORY IN/OUT socket on the 
front panel. The gain of IC13, and hence the volume, is controlled by the channel 
resistance of FET TR7. The bias of TR7 is controlled by the VOLUME control which is 
mounted on the scope keyboard AF2/2. To avoid parasitic oscillations, IC13 is heavily 
decoupled and has a low-pass filter R29 and. C11 at its output... ve 


RF power overload circuits 


See Fig. 7-17. 


In the input switching assembly AC0/2, diodes D1, D2, D3 and D4 are connected to 
the COVERPOWER- and OVERPOWER+ lines. On AB1/1, these lines are connected to 
Schmitt trigger IC6b pins 5 and 6. To detect when excessive RF power (approximately 
1.0 W) is applied to the RF IN/OUT BNC socket, the large differential voltage causes 
IC6b to take NAND gate IC5a pin 2 and IC5b pin 4 low. 


When 1CSa pin 2 is low, pin 3 is high which switches or holds off relay driver TRI. 
This takes the DX RELAY line low to ACO/2 which causes the input to be disconnected. 


When ICSb pin 4 is low, pin 6 is high which informs the microprocessor that 
excessive power is being applied. Also, NAND gate [C5d overrides the VOLUME control 
for maximum audible warning. 


In ACO/2, thermistor Ri is connected to the OVERHEAT line. On ABI/1, this line 
is connected to the non-inverting input of Schmitt trigger IC6a which gives a potential 
divider with R13. At normal temperatures, most of the voltage from the +5 V rail is 
dropped across R1 so that JCéa pin 3 is held high. When the thermistor detects that the 
20 dB pad is overheating due to the application of excessive RF power to the RF IN/OUT 
N socket, the decreased resistance (12 kQ at 100°C) is sufficient to trigger I1C6a. This 
ue ICSb pin 5 to go low. When [C5b pin S is low, pin 6 is high as above for the BNC 
socket. 
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RF tray selection circuit 


See Fig. 7-18. 


Address decoder IC11 operates when its pin 4 is taken low. Address lines AO to A2 
are decoded to produce clock signals for positive-edge triggered bistables IC8, IC9, IC14 
and IC15. IC11 also provides a low enable signal for data input buffer IC12. Data 
output buffer IC7 is enabled by the COUNTER EN line going high to latch IC9._ Tran- 
sistors TR2, TR3, TR4 and TRS5 are open collector drivers for oscillator and filter 
selection on the RF synthesizer and oscillator board AA3. 


Keyboard interface circuit 


See Fig. 7-18. 


This circuit consists of latch IC2, NAND gate IC3 and buffer IC4. It detects when a 
keypress is being made and enables the key to be identified. All of the COLUMNS 
inputs to IC4 are held high by pull-up resistor R1. These inputs are gated by IC3 whose 
output is thus normally low. From IC2, outputs on the ROWS lines are normally held 
low. When a key is pressed on the main keyboard AP1/2 or on the scope keyboard 
AF2/2, one of the ROWS lines is connected to one of the COLUMNS lines taking it low. 
The low is then detected by IC3 whose output goes high and causes a microprocessor 
interrupt. The microprocessor then reads the contents of IC4 to determine in which 
column the keypress is being made. To determine the row, the microprocessor sets the 
outputs of IC2 high in turn until the previously low line returns high. The output of IC2 
causing this response then corresponds to the row in which the keypress is being made. 


DTMF decoder 
See Fig. 7-17. 


DTMF decoder IC19 contains all necessary filters and frequency detectors. The 
input is the demodulated audio from the demodulation and scope board ABS/2. On 
receipt of a valid DTMF code, IC19 interrupts the microprocessor which in turn clocks the 
DTMEF code onto the data bus. Crystal X1 is used as the frequency reference for the 
decoder. Capacitor C19 and resistor R39 determine the response time. 


DCS filter 
See Fig. 7-17. 


This is a fourth-order low-pass filter which contains amplifiers 1C20b and IC20a. 
The filter removes all noise and audio signals above 180 Hz from the received 
demodulated signal before it is fed to the DCS decoder on the microprocessor board 


AB4/2. 
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INPUT SWITCHING ASSEMBLY AC0/2 
See Fig. 7-37. 


This unit contains the following:— 


(a) A dummy load and attenuator which dissipates the incoming RF power. 
(b) A changeover system which connects either the RF IN/OUT BNC or N socket. 


(c) A splitter which connects the N socket for full duplex one-port mode. 


(d) Detectors for input overload conditions and a disconnection circuit which 
protects the RF generator. 


20 dB power attenuator 


This consists of 20 dB thin film, tantalum nitride on alumina, T-pad R4. It is fixed 
to a nickel-plated copper carrier. This in turn is bolted into a substantial milled box and 
then to the case metalwork. Thus, there is efficient cooling of the load and this is 
assisted ‘by (the dir-flow. over. the Goxeby thesfant afer 

Thermistor R1 is placed in a hole in the copper carrier to monitor the temperature. 
The connection to the motherboard AB1/1 is on the OVER TEMP line. The reduction in 
resistance at high temperature causes an audible warning and a notice to be flashed on 
the screen. 


Switching circuit 


Relay RLA is used as the BNC input overload disconnection relay. It is capable of 
breaking up to 100 W of RF power. RLA is also used to connect part of the duplex 
splitter pad. The remainder of the duplex splitter is connected by relay RLC. 


The duplex splitter is a 6 dB pad R1, R2 and R3. This enables the signal generator 
and the receiver section to be connected to the RF IN/OUT N socket simultaneously. RLB 
performs a changeover action so that either of RF IN/OUT sockets is connected to the 
receiver section or to the signal generator. RLA, RLB and RLC are switched by +5 V 
(high) or 0 V (low) as follows:— 


Function RLA ALB RLC Connections 
high/low high/low high/low high/low 
Simplex High High Low BNC socket to receiver section, 


N socket to signal generator 


Simplex or High Low Low BNC socket to signal generator, 
duplex two-port N socket to receiver sectlon 
Duplex one port Low High or High BNG socket disconnected, 

low N socket to signal generator and 


to recelver sectlon 


SS Se st SY 
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Overload detection circuit 


The BNC socket is connected through 10:1 divider R4 and RS to a detector bridge 
D1, D2, D3 and D4 which is followed by limiter D5. Above a threshold of 0.7 V, the 
differential voltage between the bridge outputs is sufficient to cause the motherboard 
ABi/1 to generate the warning and to remove the drive on the DUPLEX-ISOLATE (L) 
line to RLA. Thus, RLA disconnects the BNC connector from the signal generator and 
the receiver section. 
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RF AND LF SYNTHESIZERS 
See Fig. 1-3. 


On the RF synthesizer and oscillator board AA3, there are three switched oscillators 
which provide a basic frequency range of 165 to 530 MHz. From these, all other signal 
generator frequencies are derived. Band defining filters select either the harmonic or 
fundamental frequencies and extend the range from 165 to 1000 MHz. Oscillator output 
is also taken to a prescaler and programmable divider for frequency setting and then to a 
control IC for phase locking purposes. 


The control signal and frequency modulation are fed back to the oscillators from the 
AF synthesizer board AB6/1. 


e185 — 1000) Miz ee 


BB ~ 165 MHz . 


0 4 - 88 MHz 


CONTHOL 


PRESCALEA 
& OG 
DIVIDER 


200 MHz 


AF 
SYNTH cohtBot 
Bs fa) 


CONTROL 


Fig. 1-3 Block diagram of RF and LF synthesizers 
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On the LF synthesizer and output amplifier board AA4/1, there is a divider to 
extend the range from 165 to 88 MHz and a mixer to reach from 88 to 0.4 MHz. The 
mixer reference is supplied by a 200 MHz oscillator. Switched band-pass filters pass the 
selected frequency through an attenuator controlled by ALC to a 400 kHz high-pass filter. 
A proportion of the signal from the output amplifier is fed back on the ALC loop together 
with amplitude modulation and level control signals from AB6/1. A switched 10 dB 
attenuator passes the signal on to the 100 dB output attenuator. 


The RF oscillator and the 200 MHz oscillator are phase locked to the 10 MHz 
standard from the CRT drive board AC1. 


165 — 1000 MHz 


8B ~ 165 MHz 
0/10 dB 
OUTPUT 

0 4 — BB MHz __AM & LEVEL ATTEN 

10 MHz 
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TECHNICAL DESCRIPTION 


RF SYNTHESIZER AND OSCILLATOR BOARD AAS 


This assembly contains the switched oscillators and filters which are used for 
frequency selection in the range 165 to 1000 MHz. It also contains the dividers and 
phase comparators which enable the selected frequency to be phase locked to the 10 MHz 


frequency standard. 


Oscillators 


See Fig. 7-11. 


There are three oscillators TRI, TR5 and TRi2. They are configured as Colpitts 
oscillators using split capacitors for feedback and have printed inductors. The oscillator 
frequency ranges are 165 to 260 MHz (oscillator 1), 260 to 400 MHz (oscillator 2) and 
400 to 530 MHz (oscillator 3). Only one oscillator is operational at a time, the power 
being supplied through their emitter resistors and switches TR2, TR6 and TRI3 as 
required. When either of the OSC CONTROL lines is low, TR2 or TR6 are switched off 
to disconnect the =9 V supply. When either oscillator 1 or 2 is working (i.e. TR2.or TR6 
is switched on), oscillator 3 is disabled by diodes D3 or D10 which switch off TR13. 


Frequency modulation of the oscillators is provided by the FREQ MOD INPUT line. 
To cope with the FM tracking of the oscillators, the signal is preset in amplitude on the 
AF synthesizer board AB6/1 and is then fed through attenuator networks R1 and R2 for 
TRi1, R15 and R16 for TR5 and R46 and R47 for TR12. 


Error voltages from loop amplifier IC107 (on Fig. 7-7) are applied through resistor 
R3 to varactor diodes D1 and D2 (oscillator 1), D4 (oscillator 2) and D22 (oscillator 3). 
The oscillators are run hard to obtain the required second and third harmonics. To select 
the required output frequency, the oscillator outputs are fed to a network of switched 
low-pass and high-pass filters. For phase locking purposes, an output is taken through 
an attenuator from the emitter of each oscillator to amplifier IC]. The output from ICI 
feeds to programmable dividers (on Fig. 7-7). 


Oscillator and filter selection circuits 


See Fig. 7-11. 


Oscillator and filter selection lines OSC CONTROL and FILTER CONTROL are 
connected to four open collector pnp transistors (driven from TIL) on the motherboard 
AB1/1. For the switching logic level which corresponds to the user-selected frequency, 
see Table 1-1. The frequencies from 165 to 1000 MHz are generated on this board but 
the remaining frequencies, those from 0.4 to 165 MHz, are generated on the LF 
synthesizer and output amplifier board AA4/1. 


46882-114B 
Dec. 91 


TECHNICAL DESCRIPTION 


TABLE 1-1 OSCILLATOR AND FILTER SELECTION 


Selected OSC CONTROL Selected FILTER CONTROL 
frequency line oscillator lIne 
MHz . PLA4 PLA5 MHz PLAG PLA7 
0.4to 60 High Low 165 to 260 Low Low 
60 to 88 Low High 260 to 400 Low Low 
88 to 130 High Low 165 to 260 Low Low 
130 to 4 166 Low High 260 to 400 Low Low 
165 to 260 High Low 165 to 260 Low Low 
260 to 400 Low High 260 to 400 Low Low 
400 to 530 Low Low 400 to 530 Low Low 
530 to 630 Low High 260 to 400 High High 
630 to 800 Low High 260 to 400 Low High 
800 to 1000 Low Low 400 to 530 Low High 
Filters 
.See Fig. 7-11. 


The FILTER CONTROL lines operate transistor switches TR3, TR4, TR7, TR8, TR9 
and TR22 which control switching diodes D5 to D9, D11 to D21 and D24 to D30 which 
define the signal paths through the filters. The selected path depends on which oscillator 
is switched on. For a summary of filter selection, see Table 1-2 for transistor switching 


and Table 1-3 for diode switching. 


For 165 to 530 MHz, both FILTER CONTROL lines are low so that TR3 and TR7 
are off. This allows pull-up resistor R23 to switch on TR4 which connects the 410 MHz 
LP filter to oscillator 2. TR4 also switches on D8 and D9 which respectively switch off 
TR8 and TR9. With TR9 off, pull-up resistor R78 switches on TR11 which connects the 
560 MHz LP filter to oscillator 3. The 265 MHz LP filter is permanently connected to 
oscillator 1. The filters select the oscillators’ fundamental frequencies for output. 


For 530 to 630 MHz, both FILTER CONTROL lines are high so that TR3 and TR7 
are on. TR3 switches on D11 which connects the 520 MHz HP filter. TR7 switches on 
D14 and D15 which connect the 630 MHz LP filter. Oscillator 2 is switched on and the 
filters select the second harmonic for output. 


For 630 to 1000 MHz, both FILTER CONTROL line PLAG is low and PLA7 is high. 
TR3 is switched on which connects the 520 MHz HP filter to oscillator 2. TR7 is switched 
off which allows TR8 to switch on which connects the 820 MHz LP filter to the same 
oscillator. TR9 switches on which connects the 800 MHz HP filter to oscillator 3 while 
also switching TR11 off. This allows pull-up resistor R63 to switch on D17 which 


connects a tuning stub to cut down sub-harmonics in the 800 to 1000 MHz range. The 
filters select the second harmonic outputs from both oscillators. 
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The output from the filters is fed to the LF synthesizer and output amplifier board 
AA4/1 through 18 dB gain amplifier IC4. 


TABLE 1-2 FILTER SELECTION TRANSISTOR SWITCHING 
pI 2 LR arene 8 SIE 1 a es 2 


Output FILTER Transistor switches Filters 
frequency CONTROL connected 
lines 
PLAS PLA7 TR3 TRS TRY TRE TRY TR11 

165 to Low Low Off On Off Off Off On ; 265 MHz LP 

530 MHz 410 MHz LP 
560 MHz LP 

530 to High High On Off On Off On Off 265 MHz LP 

630 MHz . 630 MHz LP 
520 MHz HP 
BOO MHz HP 

630 to Low High On Off Off On Off Off 265 MHz LP 

1000 MHz 820 MHz LP 
520 MHz HP 
800 MHz HP 

TABLE 1-3 FILTER SELECTION DIODE SWITCHING 

FILTER CONTROL Diode switches 

IInes 

PLA6 PLA7 D5 D6 D7 D8 DY D1 Di2 D113 Di4> Dif. 2D16_.. DIT 

Low Low Off On On On On Off Off On Off Off Off Off 

High High On Off Off Off Off On On Off On On On On 

Low High On Off Olfometolt Off On Off On Off Off Off On 

FILTER CONTROL Diode switches | 


lines 
PLA6 PLA7 D18 D19 D20 D2!1 D24 D25 D26 D27 D28 #£Dp2g D30 


Low Low Off On On Off Off On On Off Off On On 

High High Off On Off Off On Off Off On On Off Off 

Low High On Off Off On On Off Off On On Off Off 
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Regulators 


See Fig. 7-12. 


The oscillators and the CMOS sections of the divider chain have their own +9 V 
regulators [C2 and IC3. These remove any modulation which may have been introduced 


on the +12 V supply lines. 


‘Divider chain 
See Fig. 7-12. 


ECL +10/11 1C108 and IC112 enable the divider chain to function over a 165 to 
530 MHz range no matter what frequency is selected. ECL interfacing dual master/slave 
bistable IC111 gives adequate switching times for driving divider sidestep (increasing the 
division ratio by 1). It also retimes the sidestepping instruction from master pro- 
grammable divider [C104. Transistors TR102, TR103 and TR105 provide a CMOS to 
ECL level shift from IC104 to the ECL ICs. TR104 provides a level shift from ECL to 
CMOS. Diode D111 provides a clamp to avoid hole storage problems. 


Programmable dividers [C104 and IC101 form a master and slave relationship with 
1C104 being the master and IC101 being the slave. IC104 also provides all the timing 
pulses for prescalers IC108 and IC112. The dividers are programmed by means of data 
which is fed to inputs AO, Al, A2 and A3 where it is automatically scanned and loaded 
into the correct internal latches. Additional programming data is fed to inputs BO, Bi, B2 
and B3. The timing pulsés for data input are fed to the dividers’ PC (Program Clock) 


inputs by synthesizer IC106. 


Programming is controlled by the PE (Programme Enable). The input for division to 
each division to each divider is IN, from the prescalers to the master and from the 
master’s output OFS to the slave. Outputs OFB1 and OFB2 from the master carry 
feedback signals to the prescalers, OFB1 to IC112 which has the highest frequency and 
OFB2 to [C108. Master output OSY provides a synchronizing signal for the feedback. 
Slave output OFB3 is connected back to the master on input SI to provide the borrow, 
Output OFBI to input RI is the connection which is necessary for the master and slave 
configuration. The two outputs for phase locking are OFF from the master and OFS 
from the slave, both of which go to IC106. 


The FIFO (First In-First Out) memories IC102 and IC105 are the buffers between 
the microprocessor commands and the divider loading sequence. The programming data 
on D0 to D3 lines is clocked into the FIFOs in the order [C105 then [C102 by SHIFT IN 
from the microprocessor, after which the data ripples through the FIFOs on its own (with 
no clock). Then, an enable pulse on the PROGRAM ENABLE line is sent to the inputs 
PE of the dividers. Clock pulses from [C106 provide the SHIFT OUT signal for the 
FIFOs in addition to being used on the PC inputs to synchronously clock the data into the 


correct internal registers. 


There are seven clock periods D0 to D6. For a typical data input sequence, see 
Table 1-4. In order to set certain internal division ratios, the data to [C104 during 
periods D0 to DG is fixed. In order to set the internal registers of the slave as required, 
the data to IC101 during periods D2 to D6 is also fixed. At initialization, an extra set of 
data is required to ensure correct data during the period D6. 
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During periods DO to D6, the appropriate outputs DO to D6 from 1C104 and 1C101 
are each taken low in turn. Output D6 on IC104 and outputs D2 and D6 on IC101 are 
connected through diodes D101 to D108 to the divider’s inputs BO to B3. These inputs 
are normally held high by pull-up resistors. They are selectively pulled low during the 
appropriate periods D2 and D6 to provide additional programming. 


Two outputs from the dividers are used to phase lock the loop, both of which go to 
controller IC106. The 5 kHz fast output signal from the master’s output OFF, which has 
jitter, is connected to IC106 by the FAST PHASE LOCK line. This allows fast frequency 
locking. The 50 Hz slow output signal from the slave’s output OFS is jitter-free and is 
connected to IC106 by the SLOW PHASE LOCK line. This is used for fine phase control 
at a slower speed. These outputs consist of a train of negative-going pulses. 


TABLE 1-4 TYPICAL DATA INPUT TO PROGRAMMABLE DIVIDERS 


Perlod IC101 (Slave) 1C104 (Master) fe 
te’ AS) Ae AN AQ A3 A2 Ai Aa 
INIT Low High Low High High High High Low 
DO Data Data Data Data High High High High 
Di Data Data Data Data Data Data Data Data 
D2 Low High Low Low Data Data Data Data 
D3 High High High High Data Data Data Data 
D4 High High High ~ High Data Data Data Data 
D5 High High High High Data Data Data Data 
D6 Low High Low High High High High Low 


synthesizer 
See Fig. 7-12. 


The synthesizer IC106 phase, contains the frequency standard divider, a two-phase 
analogue comparator, a two-phase digital comparator and a modulator. 


The reference divider consists of a reference oscillator, a prescaler and a binary 
divider. The input IN to the reference oscillator is the 10 MHz INPUT line from the 
frequency standard. The prescaler is programmed to divide by 20 due to inputs DO to D1 
being held high by pull-up resistor R115. Inputs A2 and A4 are similarly held high so as 
to program the binary divider to divide by 20. Other inputs are held low by being 
connected to earth. Total division is thus 2000 which converts the 10 MHz input to the 
5 kHz at output OUT. This supplies the clock for the programmable dividers. Also, 
output OUT is fed back to input R to provide the internal reference for the phase 
comparators. 


The two phase comparators operate at 5 kHz from input FAST PHASE LOCK and 


50 Hz from input SLOW PHASE LOCK. This allows a fast lock using the 5 kHz phase 
comparator and a narrowband lock using the 50 Hz comparator. 
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The slow phase comparator is built around a sample and hold circuit. A 
negative-going transition at the input causes capacitor C104 to be discharged after which 
a positive-going ramp is produced. A negative-going transition from clock OUT to the 
dividers at input R terminates the ramp. C104 holds the voltage which the ramp has 
attained. An internal sampling switch transfers the voltage to capacitor C103 after which 
the voltage is available at output PC1. 


The fast phase comparator produces positive-going or negative-going pulses with 
variable width depending on the phase relationship between inputs Vand R. Output PC2 
is a linear function of the phase difference. The fast phase comparator is disabled when 
the slow comparator approaches lock. An out of lock indication is provided by LED D106 
which is driven by transistor TR101 from output D/L. The gain of the slow phase 

_comparator is much higher than that of the fast comparator and the loop bandwidth is 
much narrower. This is reflected in the large difference in value between resistors R114 


and Rii3: 


Frequency modulation of the synthesizer follows two paths. The first path is 
straight modulation of the oscillator varactor diodes as above. The second path is to 
extend the low frequency modulation response using the phase modulation capability of 
IC106. On the AP synthesizer board AB6/1, the modulating signal is preset to an 
amplitude of 1/N where N is the division ratio of the dividers. It is picked off before the 
FM/AM tracking DAC. The LF FREQ MOD INPUT is integrated i in amplifier IC109 and 
the gain of the two paths is equalized by adjusting R138 to givs a flat FM response down 
to 1 Hz. The integrated signal is then fed to IC106 phase comparator input MOD. This 
uses external capacitor C105 which is connected to input TCB. A negative transition at 
input V causes C105 to produce a positive-going linear ramp. When the ramp reaches a 
value almost equal to the MOD input voltage, the ramp terminates, C105 discharges and 
a start signal to the ramp at C104 is produced. In this way a linear phase modulation is 


produced. 


Loop amplifier 
pee Fic. 7-12: 


Amplifier IC107 forms the main loop with capacitors C109, Ci11, R125 and C113 
and resistor R114 for the time constants together with R3 and C5 (on Fig. 7-6). The 
1C106 phase comparator outputs PC1 and PC2 are summed together by [C107 and 
compared with 4.5 V provided by the potential divider formed by R119 and R117. From 
the IC107 output, the control voltage passes through connector PLD to the oscillator 


varactors (on Fig. 7-6). 
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LF SYNTHESIZER AND OUTPUT AMPLIFIER BOARD AA4/1 


The primary function of this board is to convert the 165 to 400 MHz input from the 
RF synthesizer and oscillator board AA3 to produce the range of frequencies from 0.4 to 
165 MHz. The board also provides part of the level control system. 


There are three paths for the input as follows:- 


(a) Through a 1000 MHz LP filter for 165 to 1000 MHz. 

(b) Through a +2 stage and 165 MHz LP filter for 88 to 165 MHz. 

(c) Through a mixer with its 200 MHz fixed LO and a 90 MHz LP filter for 0.4 
88 MHz. 


For a summary of frequency selection switching on this board, see Table 1-5. 


165 to 1000 MHz path 
oo. SéBBigy 7-145 7 


Switching diodes D3 and D4 are turned on through R6 by transistor TR2. TR2 is 
switched on by a low level on the LF RANGE 1 line from the motherboard AB1/1. When 
TR2 switches on, it also applies a high level to transistors TR1 and TR3 which then switch 
off. TRI, through resistors R27 and R29, causes the outputs from the 90 MHz and 
165 MHz LP filters to be blocked by diodes D12, D14 and D15. With TR3 switched off, 
divider IC2 is disabled. 


Transistor TR8 is switched off and thus the 200 MHz oscillator is disabled by a low 
level on the LF RANGE 2 line from the motherboard ABI/1. 


88 to 165 MHz path 


See Fig. 7-14. 


The LF RANGE 1 line is taken high which switches off TR2. The LF RANGE 2 line 
is taken low which reverse-biases D3 and D4 and forward biases clamp diodes D1 and 
D2. This disables the signal path through the 1000 MHz LP filter. TR1 switches on 
diodes DS and D6 which direct the signal to amplifier 1C1. This provides 600 mV RMS at 
its output pin 5. TR3 switches on and enables IC2 to provide a --2 signal, rich in 
harmonics, to the following LP filter. 


The IC2 output is an ECL compatible 1 V p-p square wave. When TR1 switches 
on, it also switches on D12 and switches off D14 while D15 is held off by TR3. TR8 is 
held off and the 200 MHz oscillator is disabled as above. The output level from the 
165 MHz low-pass filter is -15 dBm. 
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0.4 to 88 MHz path 


See Fig. 7-14. 


Both LF RANGE lines are high which switches off TR2 and TR3 and switches on 
TR8. Also, TR1 switches on through R6 so that D12 is on and D14 is off. IC2 is 
disabled and D15.is switched on by TR3. Thus, the signal path is through IC1 to mixer 
IC6 pin 7. With the LF RANGE 2 line high, transistors TR8 and TR6 switch on to supply 
power to 200 MHz oscillator TR5. The output from TRS is fed to IC6 pin 2. The input 
levels to IC6 are +6 dBm into pin 7 and -13 dBm to pin 1. 


The variable frequency input acts as the local oscillator and the 200 MHz fixed 
oscillator input acts as the level determining signal. Thus, the output is unaffected by 
any variation in local oscillator drive. The frequencies at IC6 pin 7 are 200.4 to 
288 MHz so that the selected difference frequency of 0.4 to 88 MHz provides the output 


from the filter. 
TABLE 1-5 SUMMARY OF FREQUENCY SELECTION SWITCHING 


Frequency PLB Transistor - : 
path contacts switches Vion eyes 

MHz 4 5 TA1 TR2 TA3 TRS D1 D2 D3 D4 D5 DE D112 D13 Di4 015 
165 to 1000 Low Low Off On Off Off Of COU On. OnwOths Off Off eOn: One Off 


88 to 165 High Low On Off On Off On On Off Off On On On On Off Off 
0.4 to 88 High High On Off Off On On On Off Off On On On Off Off On 


Synthesizer summary 


For a summary of the methods of frequency generation on both boards AA3 and 
AA4/1, see Table 1-6 and Fig. 1-4. 


TABLE 1-6 SUMMARY OF FREQUENCY GENERATION CIRCUITS 


Board AA4/1 


Range Board AA3 
Oscillator Filters 200 MHz +2 Filter 
oscillator stage 

MHz MHz MHz MHz 
0.4 to 60 165 to 260 265 LP On Off 80 LP 
60 to 88 260 to 400 205: ER On Off 90 LP 
88 to 130 165 to 260 265 LP Off On 165 LP 
130 to 165 260 to 400 410 LP Off On 165+UP 
165 to 260 165 to 260 265 LP Off Off 1000 LP 
260 to 400 260 to 400 410 LP Off Off 1000 LP 
400 toJ 530 400 to 530 560 LP Off Off 1000 LP 
530 to 630 260 to 400 520 HP & 630 LP Off Off 1000 LP 
630 to 800 260 to 400 520 HP & 820 LP Off Off 1000 LP 
800 to 1000 400 to 530 800 HP Off Off 1000 LP 
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Fig. 1-4 Block diagram of RF generators and filters 
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200 MHz oscillator 
See Fig. 7-14. 


This is a modified Colpitts type which is similar to those on the RF synthesizer and 
oscillator board AA3. The frequency is determined by inductor L18, capacitors C73, 
C74, C75 and C79 and varactor diode Di9. Preset capacitor C79 is used to set the 
frequency of the oscillator when it is unlocked. This is to ensure locking over the whole 
temperature range of the instrument. The oscillator is switched on by a high level on the 


LF RANGE 2 line. 


The output from the oscillator is taken from the emitter of TR5 to obtain the best 
harmonics. The output is then fed through the filter network R48, R59, L17 and C65 to 
make the harmonics >35 dB down. Transistor TR4 is used as an impedance translator to 
avoid loading the filter network. Resistors R35, R36 and R37 improve the matching of the 
mixer port while C54 and C57 prevent very high order mixer signals from feeding back to 


the oscillator. 


Divider and phase comparator 


See Fig. 7-14. 


The signal from the oscillator to the phase locking loop is taken from the collector of 
TRS to divider IC10 pin 8 (ECL in, TIL out). The output is then fed through 
exclusive-OR gate IC9a, to improve the edge speed, and then to bsistable IC11b. This is 
configured to divide by two and produces a square wave signal to phase comparator IC9c 
pin 9. The comparison signal is the internal 10 MHz standard divided by two in [C1 la. 
The two signals are compared and the resultant is passed through the loop filter R47, 
R62, C77, R64, C83, C84 and C85 to varactor diode D19. The capture range of the loop 
is +0.7 MHz and the hold-in range is +5 MHz. 


Attenuator and ALC loop 
nee rig 1-15, 


The attenuator consists of pin diodes D7, D8, D9 and D111. This provides the 
electronic RF attenuation for the fine attenuator, amplitude modulation and RF output 
levelling functions. Input level to the diodes is -15 dBm. Control voltages for the pin 
diode attenuator are provided on the AM AND LEVEL INPUT line by a level correction 
DAC on the AF synthesizer board ABG/1. The control voltages consist of a set RF level 
DC voltage plus audio modulation. This signal is fed to through attenuator R22 and R23 


to comparator [C3 where it is compared with a DC or a DC plus a low frequency AC 


signal which is proportional to the peak RF output level. The output voltage from IC3 
controls the pin diode attenuator through R8. Link PLC is provided to enable the loop to 
be broken so that a DC voltage can be inserted to check the control range of the 
attenuator. 

The feedback path from the RF output amplifier is through R44 to detector diode 
D117. This is connected to unity gain amplifier [C7 which has detector diode D16, 


matched with D17, in its feedback loop. This corrects for temperature drift and provides 
an impedance transfer (high in, low out). Capacitor C50 and resistors R30 and R39 


provide loop time constants to ensure stability. 
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Output amplifier and attenuators 
See Fig. 7-15. 


After the diode attenuator, a 400 kHz high-pass filter ensures that, for 250 kHz and 
below, the RF amplifier gain is reduced below unity. This is to prevent oscillations due 
to feedback around the ALC loop. The HP filter is followed by amplifiers IC4 and IC5 
which are thick film hybrids with a frequency response of 200 kHz to 1000 MHz and each 
giving 12 dB of gain. Output amplifier IC8 is similar to IC4 and ICS but with 28 dB gain 
and a higher power output capability. Because the ALC loop reduces the output 
impedance to approximately 1 ©, a 50 © resistor R46 is provided to give the correct 


output impedance. 


The output from IC8 is fed to a 10 dB pad R54 to R56. These are non-inductive 
metal film resistors to ensure adequate frequency response. Relay RLA is an RF relay 
which is switched by the 0/10 dB line from the motherboard AB1/1. The TTL level of the 
0/10 dB line is converted to the relay level by transistor TR7. A low level switches in the 
attenuator. 

The output signal is taken on the 0.4 to 1000 MHz line to the attenuator assembly 
ADO (except Option 1) or attenuator and switching unit RX2 (Option 1 only). 

Attenuator assembly ADO contains three stages of 20, 40 and 40 dB to give a total 


attenuation of 0 to 100 dB by increments of 20 dB. Relays are switched by drivers on the 
AF synthesizer board AB6/1. The output is fed to the input switching assembly AC0/2. 
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AF SYNTHESIZERS AND MODULATION CONTROL CIRCUITS 
See Fig. 1-5. 


The AF synthesizer board AB6/1 generates two independent frequencies in the range 
10 Hz to 20 kHz. Each generator is based on a custom-designed gate array which is 
configured as a bit rate multiplier whose output is an 8-bit address which is fed to a 
PROM look-up table. The PROM contains data which, when it is fed through a DAC, 
represents a stepped approximation to the required waveform. This is then fed through a 
filter to remove high order harmonics. 


The output from the filter supplies the reference for a multiplying DAC which is 
used for signal level control. The outputs from both generators are combined and fed 
through a power amplifier to the AF GEN OUTPUT socket. 


The AF synthesizer board AB6/1 also carries a dedicated square wave generator for 
digital signalling. 

The outputs from both generators are also routed to the modulation control circuits 
together with the output of the low frequency square wave generator. A combination of 
DACs and switched gain amplifiers provides the necessary FM and AM level controls to 
the RF synthesizer and oscillator board AA3 and the LF synthesizer and output amplifier 


board AA4/1. 
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Fig. 1-5 Block diagram of AF synthesizer and modulation control circuits 


46882-1148 
128 Dec. 91 


” 


TECHNICAL DESCRIPTION 


12-BIT 
DAG 


AF 
LEVEL 1 


12-BiT 
DAC 


AF 
LEVEL 2 


ee pcs 
CORRECTION 


5 or FM 


Moo. 
CORRECTION 


AM 
+ AF LEVEL 


RF OUTPUT 


REF LEVEL 


46882-1148 
Dec. 91 a 


TECHNICAL DESCRIPTION 


AF SYNTHESIZER BOARD AB6/1 


This assembly provides two AF signals (sine wave, square wave, triangle or 
sawtooth) for both external and internal use including modulation correction, RF 
generator level setting and RF attenuator control. Also, a POCSAG signal is provided 


from a low frequency square wave generator. 


These signals supply the AF GEN OUTPUT socket and modulate the internal RF 
signal generator. The frequencies can be changed very rapidly which enables the 


generation of DTMF and sequential tones. 


AF synthesizer logic array 
See Fig. 1-6 and Fig. 7-34. 


Both generators are functionally similar and are based on custom-designed CMOS 
logic arrays IC2 and IC3. Under the control of the microprocessor, a binary number is 
loaded into the phase increment register. This number is added into the accumulator at a 
rate determined by the clock input. |The output from the accumulator is therefore a 
binary number that is constantly incrementing by a programmed amount. This number is 
used as an address to PROMs IC4 and ICS which are used as look-up tables. The 8-bit 
wide data from IC4 and ICS is converted into an analogue voltage by the DACs IC6 and 


AGH ge 


The output of each generator (at TP2 and TP4) is a stepped approximation to the 
waveform. The number of steps depends on the desired frequency and the clock 
frequency. The larger the phase increment which is programmed into IC2, the sooner 
the accumulator overflows and starts again from zero, generating a lower number of steps 


and a higher output frequency. 


IC4 and IC5 are large enough to contain four separate waveforms — sine, square, 
triangle and ramp. These are selected by lines A10 and A11, as the two highest address 


bits. 


Output filters 
See Fig. 7-34 and Fig. 7-35. 


The outputs from the two generators are fed to third-order low-pass filters IC8b and 
IC9b. These remove the high order harmonics which are produced by the stepped 
approximation. In order to maintain the integrity of waveforms other than sinusoidal, the 
filter can be bypassed for generator 1 by means of analogue switch 1C34. 


The outputs from the two generators are fed to two halves of dual 12-bit DAC IC10 
which is used to set the AF level. The two signals are combined in the power amplifier 
stage IC12. The output is fed to the AF GEN output socket. IC12 has two gain settings, 
x 2 and x 0.2. This provides output level switching of 0 to 409.6 mV at 0.1 mV 
resolution and also at 1 mV resolution. Diodes D11 and D12 protect IC12 against large 
reverse voltages being fed into the AF GEN OUTPUT socket. 
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Fig. 1-6 Block diagram of AF synthesizer logic array 


Modulation control circuits 


See Fig. 1-7 and Fig. 7-35. 


Internal modulation signals come from the AF generator 1, the AF generator 2 and 


the POCSAG generator as selected by IC28d, IC29a and IC29b. Two signals are applied 
Both outputs are then 


as inputs to dual DAC IC13 which provides fine level control. 

combined with the external modulation signal in amplifier IC14c. This stage has six gain 
settings, dependent on the modulation selected and on which RF oscillator is selected. 
Switches IC26c and IC26d provide a 4:1 gain change which provides for full scale 
modulation settings of 6.25 kHz and 25 kHz (or 25% and 100%). This is necessary in 
order to maintain setting accuracy at low levels. Switches IC27a and IC27b are 
connected to give gain ratios of 1:2:4. These are selected depending on which RF range 
is selected. Amplifier IC14d provides phase modulation conversion using pre-emphasis 


circuits C15, R30 and R32. 
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At this point, the level is further scaled to compensate for the modulation tracking 
inaccuracies of the RF synthesizer. To do this, the microprocessor determines the fre~- 
quency for FM or the amplitude for AM which has been set and then looks up a table of 
correction factors. These correction factors are placed in modulation scaling DAC IC15. 
For FM, the level is now correct and it is passed on the FM MOD line to the RF tray. 


For AM, the signal is passed to the level setting section. 


To enable the RF synthesizer to be frequency modulated at low frequencies (e.g. for - 


POCSAG), a correction signal is generated by the other half of IC15 which is set to the 
frequency of the RF synthesizer divided by 2.5 MHz. The DAC is used in inverting mode. 
For low frequencies, the correction factor is large and, for high frequencies, the 
correction factor is small. The signal is fed to the RF tray on the DPL CORRECTION 


line. 
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) Fig. 1-7 Block diagram of modulation control circuits 
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RF level setting 


See Fig. 7-35. 


The RF synthesizer's output level is voltage controlled from this board. The control 
voltage is supplied from 12-bit multiplying DAC IC20 together with a stable voltage 
source. Any required amplitude modulation is summed with the control voltage so that it 
is automatically scaled with the level. The reference voltage generated by Zener diode 
D9 and set by resistor R20 is summed with the AM by amplifier IC16c. The composite 
signal is then scaled by IC20. The lowest 4 bits on lines DO to D3 are first latched into 
IC18 (on Fig. 7-22). Output to the RF tray is on the LEVEL AND AM line. 


Microprocessor interface circuit 


See Fig. 7-34. 


Two 3 to 8 line decoders, IC23 and IC24 provide the on-board addresses and hence 
the chip selects. These are gated through latch IC36 with the board. select line to reduce 
induced microprocessor noise. The data lines onto the board are also gated through 
buffer IC37 for the same reason. ‘This also has the benefit of reducing off-board 


loading. 


Switching and attenuator contro} 


See Fig. 7-34. 


The attenuator and control line information from the microprocessor is fed through 
latch IC30. The two input switching control lines for IPSELECT and DUPLEX are 
buffered by open-collector drivers TR7 and TR8 with catch diodes D7 and D8. The high 
current requirements of the attenuator solenoids necessitate the use of an additional 
buffer IC31. The attenuator drive signal consists of a software generated pulse 
approximately 20 ms long on the required contro! line. MMonostable IC38 holds the drive 
transistors off when the software is not running (e.g. at power up). 


POCSAG data generator 
See Pig, 7-35. 


The low frequency square wave generator for low frequency data for POCSAG and 
other systems consists of bistable IC39, switches IC29c and IC29d and amplifiers IC25a 
and IC25b. At the beginning and end of each pulse train, the generator is set to the off 
State with both IC29c and IC29d open. Thus, the mean modulation voltage is zero and 
the RF generator does not detune. 
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RF MODULATION METER 


See Fig. 1-8. 


On the RF modulation meter board AA1, the input signal in the range 1.5 to 1000 
MHz from the RF counter board AA2 is fed through a 20 dB attenuator to a mixer. An 
additional 20 dB attenuator on the RF counter board AA2 can be switched into circuit to 
prevent overloading the mixer. The mixer reference input is selected from one of two 
frequencies. One frequency is obtained directly from an 11.5 to 13.8 MHz oscillator and 
the other is derived by mixing the oscillator output with the 10 MHz standard from the 


CRT drive board AC1/1. 


The difference frequency of 1.5 to 3.8 MHz follows two paths. One path is to the 
main mixer and the other path is compared for phase with a divided input from the 
frequency standard. Comparison is made by a synthesizer IC operating under micro- 
processor control. The resulting DC is then used to control the VCO. Depending on the 
frequency of the input as measured by the RF counter, the microprocessor on the 
microprocessor board AB4/2 selects either the HI line or the LO line to provide the 
reference for the sampling gate mixer. The resulting 110 kHz IF is fed through a 
500 kHz low-pass filter to a 40 dB amplifier. Finally, the signal is fed to the 
demodulation and scope board ABS5/2 for demodulation and also to the rear panel IP OUT 


socket. 
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Fig. 1-8 Block diagram of RF modulation meter circuits 
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RF MODULATION METER BOARD AA1 


This assembly contains the RF section of the modulation meter. It consists 
basically of a synthesized oscillator and a sampling gate mixer followed by IF 
amplification and filtering. 


Oscillator and PLL 
See Fig. 7-6. 


Oscillator TR4 is voltage controllable in the range 11.5 to 13.8 MHz and is phase- 
locked to the instrument's 10 MHz crystal oscillator. Voltage control of frequency is by 
means of varactors D1 to D4. The oscillator is powered from —9 V supplied by regulator 
IC5 which is heavily decoupled to minimize power supply noise. To prevent pick-up and 
to reduce microphony, the oscillator is shielded in a casting. 
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The oscillator output is fed to squaring amplifier TRS and TR6 which produces a 
TIL compatible output which follows two paths. One path is through diode D9 to quad 
2-input NAND-gates IC6 (on Fig. 7-4) which is configured as a single pole changeover 
switch. The other path is to double—balanced mixer IC2. The second input to the mixer 
is derived from the 10 MHz crystal oscillator and 10 MHz filter to give only the 
fundamental frequency. Mixer output is in the required range of 1.5 to 3.8 MHz, but 
with unwanted mixer products (notably the fundamental input frequencies at 10 MHz and 
11.5 to 13.8 MHz), which are removed by the 4.4 MHz low-pass filter. 


The output then is fed to squaring amplifier TR2 and TR3 which gives a TTL 
compatible output which follows two paths. One path goes to IC6 (on Fig. 7-4) as the 
second input to the logic changeover switch. The other path provides the frequency to 
which the circuit phase locks and this is fed to synthesizer IC3 pin 3. The reference 
frequency for IC3 is derived from the 10 MHz crystal oscillator through IC1. IC3 
contains microprocessor—programmed reference and oscillator dividers and a phase 
comparator. The differential output from the phase comparator is fed to PLL filter IC4 
which removes the phase comparator frequency of 265 Hz and provides a DC control 
voltage to varactors DI to D4 and hence completes the loop. 


Mixer and output 


See Fig. 7-7. 


When the LO/HI signal from PLA contact 9 is taken high, the 1.5 to 3.8 MHz input 
from TR3 is gated through IC6a and IC6b. When the signal is taken low, the 11.5 to 
13.8 MHz input from TR6 is gated through IC6c to IC6b. The selected signal drives 
Schmitt trigger TR7 and TR8 which then drives sampling gate mixer diodes D7 and D8 
through balun T1 and capacitors C55 and C56. When the higher frequency input is 
selected, the low HI/LO signal switches on transistor TR14 and temperature compensation 
for the diodes is applied by thermistor R86 and the network in the emitters of TR7 and 


TRS. 


For most modulation meter frequencies, the high frequency input is selected, the 
low range being used only for continuity of frequency coverage. 


The modulation meter input, on the RF INPUT line, is applied through a 20 dB pad 
to the sampling gate mixer. 


Sampling gate output is at the IF of 110 kHz and at a level equal to the RF input to 
the sampling gate diodes. The output is buffered by FET TR9 and transistor TR11 and 
then filtered by a 500 kHz low-pass filter which removes unwanted signals (such as 
sampling gate drive frequencies). Next, the signal is amplified by 40 dB using transistors 
TR12 and TR13 and fed on the IF OUTPUT line for demodulation on the demodulation 
and scope board AB5/2. A second, buffered output is provided by transistor TR15. This 
is fed on the MONITOR OUTPUT line to the rear panel IF OUTPUT socket. 
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. DEMODULATOR, VOLTMETER AND POWER METER 


See Fig. 1-9. 


The input from the modulation meter on the RF modulation meter board AA1 is 
sent on the demodulation and scope board ABS/2 on two parallel paths. The AM path is 
through a 40 GB attenuator, an AGC controlled amplifier and a band-pass filter to an AM 
detector. The FM path is through a high-pass filter to the FM discriminator. Both paths 
feed through 15 kHz low-pass filters, with de-emphasis applied on the FM path for OM. 


_ The modulation selector connects the three inputs to the voltmeter input selector. 
This also connects to the optional RF Directional Power Head at the ACCESSORIES 
socket and to the AF INPUT socket for AF or a modulated DC as selected by the AC/DC 
key. Switched filters implement 300 Hz low-pass and 0.3 to 3.4 kHz high-pass filtering. 


Output for monitoring purposes is taken to the audio amplifier on the motherboard 
AB1/1. For voltmeter measurements, the signal is connected to an ADC either directly 
or through a SINAD filter. The RF power ranging circuit, operating under microprocessor 
control, is also connected to the ADC. The output selector connects either the output 
from the filters or the AF input for feeding to the AF counter on the microprocessor 
board AB4/2 and to the oscilloscope on the digital scope board AB2/2. 
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Fig. 1-9 Block diagram of demodulator, voltmeter and power meter circuits 
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TECHNICAL DESCRIPTION 


DEMODULATION AND SCOPE BOARD AB35/2 


This assembly contains all the demodulation circuits and ranging for AM, FM and 
©M, all amplitude ranging for the voltmeter, oscilloscope and RF power meter and also 
several audio filters. The board performs the following two main functions:- 


(a) Demodulation of the IF (including voltage ranging) from the RF moculation 
meter board AAJ]. 

(b) Measurement of all AF and DC voltages, including the demodulated AF from 
(a) above. 


IF demodulation 


See Fig. 7-30. 


After the 110 kHz IF is fed to this board from the RF modulation meter board AAI 
on the IF IN line, it follows two paths. One path ts for FM or ®M and the other is for AM. 
-The FM-or.®M path first passes through 85.kHz high-pass filtér IC100 to rémove | 
low frequencies (especially 15.625 kHz from the CRT drive) and then it splits into two 
paths. One path is to the RF power meter ranging amplifier (on Fig. 7-20) while the 
other path continues to comparator IC102 which acts as a limiter, the output being at TTL 
level. The output is fed to a pulse type discriminator monostable IC103 which produces 
pulses of a fixed width but with a varying mark/space ratio due to the modulation of the 
jigs 
The discriminator output is fed to 15 kHz low-pass filter IC104a and IC104d which 
has a gain of 4. This is followed by unity-gain 30 kHz filter IC104c which attenuates 
frequencies above 15 kHz (especially the 110 kHz IF). The signal is then a demodulated 
FM plus a DC level corresponding to the IF. To remove the latter, IC104c is AC coupled 
to amplifier 1C104b, which enables the output level to be set using preset R129. For ®M, 
the signal is fed to 1C105 which applies 750 ps de-emphasis. For FM, IC105 is 
by-passed. 


The AM path is first reduced 40 dB by attenuator R135 and R136 so that the 
following AGC section works with little distortion. At this point, the DC bias is set by 
preset R138. AGC is accomplished using a dual-gate MOS FET TR101 which is 
followed by amplifier TR102. TR102 amplifies the signal by about 50 before feeding it to 
band-pass filter IC106a and 1C106b. The filter consists of a 75 kHz high-pass filter with 
a gain of 10 followed by a 230 kHz low-pass filter. This substantially reduces the noise 


bandwidth. 


The signal is fed to AM detector IC107 and then to 15 kHz low-pass filter IC108a 
and IC10-8d which is configured similarly to the one used for FM. Output is then a 
demodulated AM plus a DC level corresponding to the mean carrier level. At this point 
the signal takes two paths. One path is to integrator IC108b which provides a DC which 
is fed back to TR101 as the AGC control signal. The reference AGC level is set by R172. 
For the second path, IC108d is AC coupled to amplifier 1C108c which enables the AM 


output level to be set using R168. 
One of the three sections of [C317 selects the required demodulated AM, FM or ®M 


Which is to be fed on the DEMOD line to the output filters. | The fourth section injects a 
5 V square wave (switched by the microprocessor) to generate the RF overpower warning 


signal. 
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Ranging and filters 


See Fig. 1-10 and Fig. 7-32. 


The AF input on the AF IN line is AC coupled when capacitor C200 is connected by 
relay RLA or DC coupled when C200 is bypassed by RLA. The 1 MQ input impedance 
is determined by resistor R201 and inverting amplifier IC200. The gain of [C200 is set to 
--2 when switch IC319d is open or to +20 when switch IC319d is closed. From IC200, 


the output takes two paths. One path is to the oscilloscope and the second path is to the 


voltmeter. 


The oscilloscope path starts with amplifiers 1C201 and 1C203a. The gain of [C201 
is set to 10 when switch 1C312c is open or to 1 when IC312c is closed. 1C203a enables 
the gain to be set for calibration using preset R209. Switch IC316b selects the AF input 
or switch IC316c selects an input from the voltmeter. The voltmeter input is from 
voltage follower [C205 which is connected to resistors R233 and R234 and switch IC316d 
to set the level according to modulation. Switch IC316d is closed for AM and open for 


FM and ®M. 


Switched gain amplifiers 1C204a and 1C204d provide ranging for the oscilloscope. 
The input from the vertical POSITION control, which is fed through voltage follower 
IC205b, and the oscilloscope ranging levels are summed in filter IC204c. This filter has a 


roll-off at 50 kHz to prevent aliasing. 


In the voltmeter path, switches IC319a, IC319b and 1C319c select the AF input, the 
forward power input or the reverse power input. The signal on the AF IN line, the FWD 
POWER line or the REY POWER line is fed to amplifier IC202 which has a gain of 1 
when switch 1[C312d is closed or a gain of 10 when IC312d Is open. For calibration 
purposes, the voltmeter gain is set by amplifier IC203b using R231. At this point, 
switches IC312a and IC318a determine whether the AF input or the input on the DEMOD 


. line continues along the voltmeter path. 


Switches IC318a and IC318b function as a 2-pole 4-way switch. In the first three 
positions, they pass the signal to the oscilloscope and voltmeter directly, or through the 
0.3 to 3.4 kHz band-pass filter. In the fourth position, EXTERNAL filter mode, it routes 
the demodulated signal directly to the scope and DEMOD OUT socket and routes the AF 
input to voltmeter. It is then possible to insert an external filter in the voltmeter path. 


The selected AF or DEMOD signal is fed through IC318a to amplifier IC204b which 
provides the ranging for the voltmeter. The signal is fed either through a SINAD filter or 
through a by-pass line as determined by two sections of switches [C313. The filter is a 
1 kHz notch filter with a gain of 10. The third section of IC313 is used to select an input 
on the RF POWER line from the RF power ranging circuit. The output on the 
VOLTMETER line is to the ADC on the matherboard AB1/J. A switched output is 
available on the +PK line to peak detectors on ABI/J for measuring modulation levels. 
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Switching 
See Fig. 1-10 and Fig. 7-31. 


All gain settings and signal routeing are performed under microprocessor control. 
Octal latches IC304, IC305 and IC306 control, through multiplexers IC307, IC308, IC309 
and 1C311, the operation of analogue switches IC312 to IC319 and also maintain the 
switch positions once they have been set. All of the switches use TTL levels on the 
control lines while their outputs switch between the +12 V and -12 V rails. 
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Fig. 1-10 Block diagram of voltmeter and scope output circuits 
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An output from the 85 kHz high-pass filter I1C100 (on Fig. 7-19) is fed to amplifier 
1C101a to provide the RF power signal. The gain is set by preset R106. 


RF power ranging is effected by switched gain amplifier IC101b. The required 
stage gain is selected by switches IC322. These are controlled by multiplexer IC311 
through level shifters 1C321. Output on the RF POWER line is switched to the required 
destination by IC313 (on Fig. 7-21). 
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OSCILLOSCOPE 


See Fig. 1-11. 


The input from the demodulation and scope board AB5/2 to the oscilloscope is 
ranged and summed with the vertical shift POSITION control on the scope keyboard 
AF2/2. A 50 kHz low-pass filter feeds out to both the scope trigger on the VDU Board 
AB3/2 and the ADC on the digital scope board AB2/2. The selected single or repetitive 
trigger from the microprocessor board AB4/2 is selected and used to gate in, from the 
CRT drive board ACI, the 10 MHz standard which provides the clock for the write 
address counters. 


For the read address counters, the clock is provided by VDU board AB3/2. These 
addresses are used to access the display RAM. The data held in RAM is from the 
maximum and minimum data selectors from which the vertical trace is selected at the line 
rate for output to the pulse stretcher on AB3/2. 
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Fig. 1-11 Block diagram of oscilloscope 
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DIGITAL SCOPE BOARD AB2/2 


This assembly converts the analogue waveform into 400 8~-bit digital samples which 
are stored in RAM. The samples are stored for the purpose of updating the screen which 
also gives the oscilloscope an indefinite storage capacity. Samples of the analogue signal 
are taken every 2.5 us byan ADC. This rate is much higher than the ordinate (displayed 
line) rate since otherwise the display could sample and show, for example, only the 


troughs of an AC signal thus giving the appearance of DC. 


The sample values which are stored at the ordinates are the maximum and 
minimum values which have occurred since the previous ordinate. This ensures that 
positive and negative spikes are always captured, provided that they are longer than 
2.5 ws in duration, regardless of timebase setting. Lines on the screen at the ordinates 
are drawn between whichever is the greater of the current and the next stored maximum 
and whichever is the least of the current and the next stored minimum. 


The oscilloscope raster is interlaced so that each ordinate only needs to be refreshed 
every 40 ms. The method of drawing eliminates possible flicker by ensuring that lines 
dre never drawn singly even if théy correspond to large spikes. 


Waveform conversion 


See Fig. 1-12 and Fig. 7-20. 


The signal on the SCOPE IN line is connected to ADC ICI which uses +5 V from 
regulator IC49, This voltage can be adjusted slightly by preset R14 so that the calibration 
of the oscilloscope corresponds to the calibration of the ADC on the microprocessor 
board AB4/2. The output from IC1 is fed to latch 1C2 and applied to two 8-bit 
comparators IC3 with IC5 and IC4 with IC6. 


IC3 and IC5 is the maximum comparator which compares the current sample which 
is latched in IC2 with the previous maximum stored in latch IC7. If the current sample 
value is greater than the stored one, it opens gate 1C13b to a clock signal which is 
generated when the QD outputs from counters !C26a and IC26b go high. The data is then 
transferred from IC2 to IC7 to become the new maximum data value. However, if the 
Current sample is smaller than the stored one, it is the minimum latch IC8 which is 
clocked and the current data byte becomes the new minimum data value. 


Sampling continues until the two latches hold the maximum (peak) and minimum 
(trough) values found during one ordinate period. The maximum and minimum latch 
outputs from IC7 and IC& connect to the A and B inputs of the data selector which is 
formed by multiplexers IC10 and ICI]. 


When IC10 and IC1] are enabled by their pins 15 being taken low by the SCOPE 
TIMEBASE signal, the inputs are connected to the data bus. Since SCOPE TIMEBASE 
occurs at the ordinate rate (which is variable and depends on timebase setting), only the 
peak and trough values during the preceding ordinate period are passed on. When IC26b 
QB goes low, the peak value is output and, when it returns high, the trough value is 


output. 
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The data are sent into two consecutive locations in display RAM 1C12. Write 
address counters [C18a and IC17a are incremented. IC7 and IC8 are both reloaded at 
this time with the current sample which is latched from IC2, ready for comparison with 


the next sample. 
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Fig. 1-12 Oscilloscope display generator process — AB2/2 


Trigger control circuit 


See Fig. 7-20. 


The data conversion and storing process is turned on and off by the trigger control 
circuit. This is done synchronously with the incoming waveform so that the latter is 


displayed stationary. 
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When 1C18a and IC17a reach their highest count and [C12 is full, pin 8 on write 
address counter IC17b goes high which sets D-latch IC23a. This takes the clear lines for 
ICi8a and IC17a high, preventing any further writes to memory. I1C23a is reset to 
re-enable memory writes when a negative edge is received on the TRIGGER line from the 
VDU board AB3/2. This signal is a squared version of the waveform which is to be 
displayed. This ensures that the waveform is shown without jitter on the screen because 
the first location in memory is always at the same point on the waveform. 


When TRIGGER signals are present, oscillator IC31, which has a period of 225 ms, 
is continuously reset. The negative edges of its output thus occur coincidentally with the 
negative edges of the TRIGGER signals. These clock IC23a pin 3 as though they were the 
trigger. 

When there is no audio signal is present of sufficient amplitude to generate a 
TRIGGER pulse, IC31 free-runs. Thus, through gate IC34b, IC23a is continuously reset 
as if a triggering waveform had been present thereby causing the oscilloscope to free run. 


Single sweep 
See Fig. 7-20. 


When the SINGLE SWEEP key is pressed, the SS/RST (single sweep/reset) line is 
pulsed low for a reset which, through gate IC24c, sets IC23a pin 5 high. This has four 


effects. 


Firstly, pin 11 on gate IC27d is enabled to go low when LOAD DISPLAY 
COUNTERS goes high. This closes gate IC27a to the 10 MHz clock and thus halts the 
timing generator. The generator halts with LOAD DISPLAY COUNTERS held high so 


that the screen refresh is allowed whenever it is required. 


Secondly, the write address counters are cleared. The occurrence of the reset pulse 
has the same effect as the write address counters overflowing. The current sweep is 
terminated to save the user waiting in slow timebase settings. 


_ Thirdly, the R-S latch IC27b and IC27c (cross-coupled NAND gates) is also set 
which causes gate 1C34b to close and block any trigger output from oscillator IC31. 


Fourthly, latch 1C23b is reset and opens gate 1C34d ready for the next TRIGGER 
pulse. 


When the next TRIGGER pulse occurs, it clocks 1C23a output pin 5 low. This 
immediately reopens gate IC27a to the 10 MHz clock for the timing generator. This 
restarts operation. 1C23a pin 5 going low also sets IC23b which closes gate IC34d to any 
further TRIGGER pulses. At the conclusion of the single sweep, the write address 
counters overflow which sets IC23a output high again to close [C27a to the 10 MHz clock. 
With both trigger sources gated off by IC34c and IC34d, operation is halted and the 
display is frozen. 


Operation is restarted by the SINGLE SWEEP key being pressed again, thus 
repeating the above operation, or by the REP SWEEP key being pressed instead. The 
latter action resets the R-S latch which reopens IC34b to continuous trigger pulses from 


1e31) 
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TECHNICAL DESCRIPTION 


Oscilloscope memory 


See Fig. 7-20. 


The oscillosope memory consists of read and write address counters, write address 
counters, data selectors and a sample store which is held in RAM for updating the 
display. Read and write operations are totally asynchronous. 


Write address counters IC17a, IC17b and IC18a are clocked by the timing generator 
section and cleared by the trigger control section. Read address counters [C19a, IC19b 
and IC18b are clocked by the 2XLS input at twice the line sync rate while the clear is 
controlled by R-S latch IC24a and IC24b (cross-coupled NAND gates). The frame sync 
signal sets this latch which clears the address counters and then holds them disabled for a 
variable period. This is ended by a pulse from the programmable counter on the 


motherboard ABiI/1. 


The generation of the pulse from AB1/1, and hence the delay before reading a 
waveform sample, is determined by the setting of the horizontal position control which 
thus sets the starting point of the waveform to be displayed. Selectors IC14, IC15 and 
IC16 pass read addresses to JC12 when select pin 1 is high and pass write addresses to 
IC12 when pin 1 is low. The enable inputs OE (Output Enable) to pin 20 and WE (Write 


. Enable) to pin 21 are controlled by the timing generator and prevent read/write conflicts. 


Display counters 


See Fig. 7-21. 


Four pairs of display counters IC35 with IC36, IC37 with IC38, IC39 with IC40 and 
IC41 with [C42 take the stored values from the RAM and convert them into pulses which 
cause an oscilloscope trace to be displayed. The four values are the current maximum 
and minimum and the next stored maximum and minimum. Loading of the counters is 
controlled by decoder IC48a. 


Since the raster is vertically scanned from top to bottom and the oscilloscope 
occupies the lower half of the screen, the counters are loaded during the first half of the 
sweep. This occurs when IC48a is enabled by the ENABLE line. 1IC4Sa then decodes the: 
pulses on the 12.8 ys line and the LS (Line Sync) line. This takes the YO to Y3 lines low 
in turn to load the counters in four sequential bytes from the RAM. 


The display counters feed into four D-type latches IC45 and IC46. Their outputs 
are gated by four NAND-gates [1C47a, [C47b, IC47c and [C47d. This part of the circuit 
determines which of the two maxima from the counters is the larger and which of the 
minima is the smaller. These two parameters then define the start and finish of the 


vertical trace which is drawn on the screen. 


To start the sequence, the latches are reset causing SCOPE VIDEO to be taken high. 
The display counters are then clocked by SCOPE CLK until either [C35 with IC36 or IC37 
with [C38 (which contain the two maxima) overflows denoting the maximum of the two 
values. This clocks a high logic level from either 1C46a or IC46b which takes SCOPE 
VIDEO lIow to begin the screen trace. SCOPE VIDEO remains low until the last counter 
overflows, denoting the minimum value, which returns SCOPE VIDEO high and the trace 


is ended. 
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VIDEO CONTROL AND FREQUENCY STANDARD CIRCUITS 
See Fig. 1-13. 


The video control circuit on the VDU board AB3/2 accesses the character generator 
PROM for read operations to update the display. It also enables the microprocessor on 
the microprocessor board AB4/2 to access the PROM for write operations to change the 
display. The PROM holds one screenful of information and this is sent out in serial form 
from the dot generator. The PROM also selects the attribute to accompany each 


generated character. 
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Fig. I-13 Block diagram of video control and frequency standard circuits 
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TECHNICAL DESCRIPTION 


Pulses from the digital scope board AB2/2, which provide the oscilloscope trace, 
are stretched on AB3/2 and then summed with the character and attribute data. The 
result is fed to the video amplifier on the CRT drive board AC1 for display. On this 
board, the line sync and frame sync signals from AB3/2 respectively control the vertical 
and horizontal drives for the CRT. Power from the power supply board ARi/1 is 
converted to the high voltages necessary for both the board and for the CRT. For the 
latter purpose, the voltages are connected to CRT base board AT2 which provides 


flashover protection. 


The 10 MHz crystal oscillator on AC1 provides the internal frequency standard. It 
operates in a phase locked loop to enable a 1 MHz input from the EXT STD socket to 
supply the standard when required. For phase comparison, both standards are divided 


down to 100 kHz. 
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TECHNICAL DESCRIPTION 


VDU BOARD AB3/2 


This assembly contains the display unit timing and character generation circuits. 
Additionally, it provides the timing for digital oscilloscope board AB2/2 and supplies the 
line syne and frame syne signals for the CRT drive board AC1. The trigger output is 
used by both the oscilloscope and the audio frequency counter. 


Rows counter 


see Fig. 7-23. 


This consists of IC16a, 1C17a and IC17b. The main purpose is to control the timing 
of the generation of the dots (pixels) which form each vertical line (ordinate) of the 
display. To do this, the counter supplies the lower 5 bits of the page memory read 
address in addition to providing enable signals for the page memory and character 
generator. The counter also controls the parallel to serial data conversion operation. 


The counter is clocked by the 10 MHz CLK signal and supplies, after division by 
two, the 5 MHz CLK from which is derived the internal operating frequency of the 
microprocessor. At the end of the count, the fine sync pulse is generated. This is fed out 
to the CRT drive board AC1 and the microprocessor board AB4/2. The signal is also 
inverted by [C22c and is used to set latch IC14a so that its output is high to open gate 
IC26c. Then, when LOAD DISPLAY COUNTERS is asserted high, a low ENABLE 
signal is sent to the digital scope board AB2/2 to allow the display counters to load. 


Columns counter 
See Fig. 7-23. 


This consists of IC18a and IC18b. The main function is to control the timing of the 
generation of the vertical ordinates which form each frame of the screen display. To do 
this, the counter supplies the higher 6 bits of the page memory read address in addition to 
providing the frame sync signal. 


For normal operation, data selector [C29 passes its A inputs from the columns 
counter to provide the frame sync and counter reset signals. When the oscilloscope 
function is required, IC29 alternately passes its A and B inputs. The columns counter 
then supplies frame sync signals that are shifted by half an ordinate period so as to 
provide an interlaced frame for double density plotting of the digitized waveform. 


Page memory and microprocessor circuit 


See Fig. 7-23. 


The interface circuit consists of three latches IC45, IC46 and IC47. It is used for 
writing to page memory IC34. The latches are loaded in three separate bytes during the 
vertical scan period. When line sync occurs, signalling the start of the flyback period, the 
memory is loaded. OE (Output Enable) to the latches and WE (Write Enable) to 1C34 
are both taken low so that data from IC45 is stored in the location which is specified by 
the address from IC46 to IC47. The address consists of 11 bits in order to access the 


- 1280 bytes which provide one screenful (40 x 32 characters) of information. 
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To read from the page memory, the outputs from the rows counter and from the 
columns counter are used to form the memory address. The address is fed to the bus by 
tristate drivers IC27 and IC37 when they are enabled by the line sync not being asserted. 
The 8-bit data from the memory provides the most significant bits of the address for the 
character generator in addition to being decoded to provide the FLASH, GRATICULE 
and DIM attributes. The character generator is addressed 32 times during the scan 


period to form the vertical trace. 


Character generator 


See Fig. 7-23. 


The character generator consists of PROM IC33. Its 8 most significant address bits 
are provided by the page memory and are used to select the required character of the 256 
in the character set. The 3 least significant address bits are provided by character scan 
counter IC16b. IC16b is clocked at the line scan rate and counts up from 0 to 7 to 
address in turn each of the 8 vertical lines of the selected 8 x 7 character. Gates IC19c, 
IC19d and IC20b-detect when the-count-réaches 7-6 which the-counter.is reset to zero. 
During the scan period, the selected vertical line of the 32 characters to be displayed is 
fed in parallel bytes to the parallel to serial converter. 


Parallel to serial conversion 


See Fig. 7-23. 


Shift register IC36 converts the parallel input data from the character generator into 
a serial output on the VIDEO line. New character data from IC33 is loaded into IC36 
when its LD (LoaD) input is taken low. To supply the required signal, all of the outputs 
from binary counter IC16a are fed to NAND gate IC25 together with inverted line sync 
and modified frame sync signals. The latter inputs prevent loading during either of the 


flyback periods. 


IC36 is clocked by the 5 MHz CLK line so that each pixel (picture element) which 
forms a character occupies 200 ns. Each bit of data clocked out serially onto the VIDEO 
line has its logic set to indicate whether the pixel it represents is to be lit or unlit when 
displayed. The sequence of a load and 8 clock signals is repeated for each of the 32 
characters during the vertical scan period. 


Video output 
See Fig. 7-23. 


Normally, when no attributes are asserted, the serial video output from IC36 is 
routed through NAND gates IC39c and IC38c and then in parallel to OR gates IC43c and 
IC49d. These feed to resistive combiners R17 and R18 which are current summers for 
the video amplifier on CRT drive board AC1. This output, on the VIDEO OUT line, 
provides three levels of intensity - off, bright and dim. The off condition is where the 
outputs from IC43c and IC49d are both high. The dim condition is where one output is 
high and the other is low. The bright condition is where both outputs are low. 
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Attributes 
See Fig. 7-23. 


The most significant bits of the character address are fed to the character generator 
and also to decoder gates IC38b, IC32b and JC38a to determine whether an attribute is to 
accompany the video signal. The attributes are FLASH, GRATICULE and DIM, all of 


which are asserted low. 
When flash is asserted, the low is clocked out from bistable IC40b by the inverted 


load signal for shift register IC36. The low logic level closes gate IC39c to the video 


output so that the signal can only pass through IC39d which is controlled by flash rate 
generator IC28a and IC28b. This binary counter is clocked by the modified frame sync 
signal at 52.4 Hz and results in the gate being opened for 0.3 s and closed for 0.6 s to 
give the required approximately 1 Hz flash rate. 


When the barcharts are selected for display, DIM is asserted low. This signal 
through gate IC32d provides a high data input for bistable I1C42a. Also at this time, 
SCOPE VIDEO is inactive since the oscilloscope function is disabled when the alternative 
barchart function has been selected. Output from pulse stretcher [C23c and IC23d is 
thus low forcing IC39 pin 3 to go high. Then, when IC42a is clocked by the inverted load 
signal for IC36, gate IC39b pin 4 is also taken high. This takes gate IC49d pin 13 low 
causing a high to be applied to the R17 summing arm of the VIDEO OUT line. The 
accompanying barchart character through the R18 summing arm Is therefore at reduced 


intensity when displayed. 
When D-latch IC42b is clocked with graticule asserted low, it has three effects. 


Firstly, 1C42b pin 8 is taken high which opens gate IC49a to the 10 MHz standard 
so as to provide the SCOPE CLK signal while the trace is passing through the graticule 
area. The clock drives the counters on the digital scope board AB2/2 which count up 
until they overflow so as to define the start and finish of the trace drawn vertically on the 


~ screen as described earlier. 


Secondly, IC42 pin 8 going high opens gate IC32c to the inverted graticule signal so 
as to provide a low data input to D-latch IC40a. Then, when the latch is clocked, gate 
IC39a pin 1 is taken high which opens the gate to the digitized SCOPE VIDEO signal. 
This signal is inverted by [C39a and fed to both summing arms so that the VIDEO OUT 
signal causes the waveform to be displayed at maximum intensity. When only the 
graticule is to be displayed, the absence of the waveform on the SCOPE VIDEO line takes 
IC39 pin 2 low so that [C49d pin 11 goes high causing the graticule characters to be 
dimmed whenever they are shown. 


Thirdly, the low from IC42b pin 9 is clocked out from D-latch 1C42a in inverted 
form to open gate IC32a. This enables the ODD/EVEN FIELD signal to pass through to 
data selector IC29 which is generating the FRAME SYNC signal. Flash rate generator 
IC28a divides the modified frame sync signal by two to provide the ODD/EVEN FIELD 
signal which causes IC29 to alternately select different synchronizing inputs thus causing 
the frame scan to be interlaced. This enables the analogue waveform to be displayed at 


twice the normal resolution. 
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Scope trigger 


See Fig. 7-24. 


The signal on the SCOPE INPUT line from the demodulation and scope board 
ABS/2 is AC coupled and then clipped by diodes D4 and D5 before being applied to 
peak/trough detector IC48a with Di and D2. The outputs are smoothed by capacitors C3 
and C4 and summed by means of resistors R7 and R8 to determine the average signal 
level. R7 and R8 are connected to the inverting input of comparator IC48b whose other 
input is connected to the undetected output of IC48a. IC48b is a Schmitt trigger whose 


hysteresis is set by R10. 


The following Schmitt trigger IC48c increases the speed of the edges of the signal. 
Diode D3 level shifts the signal so that the output from buffer IC44b is at TTL level. This 
TRIGGER output supplies the oscilloscope trigger for the digital scope board AB2/2 in 
addition to being used for period measurement by the audio counter on the 
microprocessor board AB4/2. 
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TECHNICAL DESCRIPTION 


CRT DRIVE BOARD AC1 


See Fig. 7-39. 


This assembly and the CRT base board AT2 provide the drive voltages to display the 
information which is generated by digital scope board AB2/2 and the VDU board AB3/2. 
Electromagnetic scanning is used to generate a 320 vertical line raster every 19 ms on a 
19 cm CRT with video modulation applied to the grid. 


Frame output 
The frame output is provided by TV vertical deflection circuit IC1. The oscillator 


' free-running frequency is determined by resistor R1 and capacitor C4. A linear voltage 


ramp is produced on C4 whose slope (the nominal frame rate in the absence of 
synchronizing pulses) is determined by the current flowing through R1. The oscillator is 
synchronized by pulses at 52.7 Hz on the FIELD SYNC line from the VDU board AB3/2. 
The height of the generated ramp is determined by the current flowing through potential 
divider R2 and R3. The shape of the ramp is modified by IC1’s internal buffer and by 
the external linearity resistors R4, R5 and R6 and capacitors C5 and C6. R6 is the frame 
linearity control. Finally, the modified ramp is fed from IC1’s power amplifier through 
the DC blocking capacitor C8 to the horizontal! deflection coils. 


The electron beam in the CRT is scanned by changing the flux in the scan coils. 
Since flux is proportional to current, the current in the frame scan coils is monitored by 
resistor R12 to enable ICi to compensate for the inductance of the scan coils and 
temperature variations. For this purpose, the current ramp in the coils is connected to 
IC1 pin 10, the inverting input of the preamplifier, and compared with the internal voltage 
ramp. Any necessary correction is applied to the power amplifier. 


Resistors R13, R9 and R11 determine the quiescent operating point of the power 
amplifier by modifying the DC bias on IC1 pin 10. Diode D1 and capacitor C1 rectify 
and store a voltage, approximately twice that of the +12 V rail, which is used by the 
power amplifier to produce a rapid flyback at the conclusion of the ramp. Capacitors C7 
and C9 and resistor Ri4 are used to damp the HF transients which are generated during 


_ flyback. The supply rail is heavily decoupled by resistor R36 and capacitors C2 and C3 


to prevent frame rate interference. 


Line output 


The tube is scanned vertically, starting from the top left-hand corner. Pulses at 
15.625 kHz are applied on the LINE SYNC line to monostable 1C2a which provides a 
delay, preset by resistor R21, so that the raster is centred vertically on the tube face. 
Monostable IC2b produces pulses which switch on, from pin 10, line output transistor 
TR3 or, from pin 12, switch on transistor TR4 to remove excess charge from the base of 
TR3. TR3 drives the line deflection coils in paralle! with the primary of line output 


transformer T1. 
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When TR3 is on, a current ramp flows from capacitor C16 through the linearity 
and width control L1 to the vertical deflection coils causing the CRT beam to scan 
vertically across the screen. The shape of the ramp is determined by the rate at which 
the stored voltage on C16 changes. (C16 is for ‘S' correction and helps to obtain a linear 
raster by reducing scanning velocity towards the edges of the screen. Li consists of a 
saturable inductor and permanent magnet. Saturation point, and thus the linearity, is 
adjustable by altering the orientation of the magnet. 


The inductance of Lj, and hence the current through the scan coils, is adjustable to 
obtain the desired raster height. When TR3 is turned off, the CRT beam is rapidly 
deflected back to the top of the screen and the stored energy in T1 is transferred to boost 
capacitor C18. Capacitor C17 tunes the primary of T1 to the third harmonic of the line 
scan to improve efficiency. The line output supply is decoupled by inductors L3 and L4 
and capacitors C30 and C31. 


Supplementary power supplies 
Rive supplementary supplies are generated by T1 to provide higher voltages for the 
video amplifier and the CRT supply lines. The final anode and anode 2 supply of +12 kV 
comes from an overwinding on T1 which has an integral rectifier moulded into the 
assembly. This output is taken directly to the CRT through the red EHT lead and anode 
cap. 
Rectifiers D9 and D16 provide a +475 V supply for anode 1 and anode 3 (focus) 


bias and conduct during line flyback. A +50 V rail is generated during flyback by 
rectifier DS and smoothed by capacitor C22. This supplies the video amplifier. 


+50 V is applied from C22 through diode D7 to add to 100 V which is generated 
through capacitor C21 when rectifier D8 conducts during the active line period. The 
+150 V so provided is smoothed by capacitor C23 and applied through the front panel 
INTENSITY contro! to the tube cathode. 


A boost rail of +24 V is generated by an overwinding on T1, connected to pin 10, 
and smoothed by capacitor C18. This supplies +22 V to the RF synthesizer and oscillator 
board AA3 through resistor R34 and diode DJ3. 


Video amplifier 


Current on the VIDEO IN line from the VDU board AB3/2 is applied to the video 
amplifier TR] and TR2 which has a gain of 15. The amplifier inverts and amplifies the 
Signal to 38 V pk-pk with black level (beam cut-off) corresponding to +5 V. 
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Phase locked loop 


The PLL causes the internal 10 MHz standard to be phase locked to an external 
1 MHz standard which is connected to the EXT STD socket on the rear panel. The 
external signal is passed through buffer TR5 and TR6 to divider IC4 which produces 
100 kHz. This is fed to IC3a pin 2. . 


The output from 10 MHz crystal oscillator OS1 is fed back and passed to divider ICS 
which produces 100 kHz which is applied to IC3a pin 1 for phase comparison with the 
external signal. 


Any resulting error signal is DC converted by a low-pass filter and fed to OS1 pin S. 
The error signal is used inside OS1 to control a variable capacitance diode which adjusts 
the frequency of the crystal until it is in lock. Finally, the oscillator square wave output 
is buffered by gate IC3b. 
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CRT BASE BOARD AT2 


See Fig. 7-38. 


This assembly supports the CRT base socket and has spark gaps punched into it to 
protect the semiconductors on the CRT drive board AC1 in the event of a high voltage 
flashover. 


If a flashover occurs within the CRT, the final anode capacitance is rapidly 
discharged through one of the CRT electrodes. The resulting voltage spikes are 
prevented from damaging the AC1 circuitry by a resistor and a spark gap at each 
electrode junction. The resistor presents a high impedance path to the spike while a low 
impedance path is presented by the spark gap when it is ionized. Thus, the discharge 
current is routed back to the external CRT coating. This prevents large currents from 
flowing through the CRT circuitry. 
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MICROPROCESSOR, DAC AND PROGRAMMABLE TIMER CIRCUITS 
See Fig. 1-14. 


On the microprocessor board AB4/2, there is an 8-bit data bus which is multiplexed 
with an 8-bit address bus to provide a 16-bit address. Besides controlling the major 
functions of the instrument, the microprocessor responds to interrupts from the GPIB and 
the main keyboard AF1i/2 and the scope keyboard AF2/2 and senses the direction of 
rotation of the VARIABLE control. 


The memory contains RAM for the latest instrument settings, EPROM for the 
operating system, EAROM for reference data and NOVRAM for the current setting. Loss 
of power from the power supply board ARI/1 is detected and the current setting is stored 
in non-volatile memory. Besides addressing the memory, the addresses are decoded to 
provide board and chip select signals to implement the various functions. 


. The data bus is supplied by an ADC for measurements of the voltmeter, power 

meter and demodulation inputs from the demodulation and scope board AB5/2. The data 
bus also communicates with a programmable divider which provides many of the timing 
and control signals for the instrument. Input and output data is controlled by means of a 
two-way buffer. 


The frequency which is to be measured by the AF counter is connected from AB5/2 
to the scope trigger on the VDU board AB3/2. It is then applied to a frequency 
comparator on AB4/2 and prescaled if it is above 1.2 kHz. It is then fed to the 
programmable divider together with a reference derived from the 10 MHz standard on the 
CRT drive board AC1. The reference is prescaled if the unknown frequency is below 


800 Hz. 
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Fig. |-14 Block diagram of microprocessor, DAC and programmable timer circuits 


46882-114B 
Dec. 91 


TECHNICAL DESCRIPTION 


FUNCTION SELECTION 


BOARD 
SELECT 


CHIP 
SELEOT 


16 ~ BIT ADDRESS 


CURRENT 
SETTINGS rey - 


TWO 
WAY 
BUFFER 
| 
/2 ; 


PAoG TIMING 
DIVIDER CONTROL 


46882-114B * 
Dec. 91 1-65 


128K x 6 


&- BIT DATA 


COUNTER 
PAESCALE 


TECHNICAL DESCRIPTION 


MICROPROCESSOR BOARD AB4/2 


Board AB4/2 contains the microprocessor, memory, AD converter and pro- 
grammable divider as well as the audio counter circuit. See Fig. 1-15. 


Microprocessor 
See Fig. 7-26. 


Microprocessor IC1 is an 8-bit Intel 8085A which uses a multiplexed data bus to 
accommodate the 16-bit address. This is split between the 8-bit address bus and the 
8-bit data bus. Output lines A8 to A15 carry the high order memory address. YO lines 
DO to D7 carry the low order memory address during the first clock cycle and then carry 
data during the second and third machine state clock cycles. I/O is memory mapped, i.e. 
the I/O devices are treated as part of the memory. The Address Latch Enable (ALE) line 
is used to differentiate between data and address. When it is taken high, the contents of 
the data bus are treated as part of the address and latched in I€2.° The Writé (WR) and 
the Read (RD) line asserted low enable the memory or I/O device selected by the address 
bus to be written into or read out from respectively. They also indicate that the data bus 
is available for the data transfer operation. X1 has a 5 MHz input which is divided 
internally to give the internal operating frequency. The Reset In (RST IN) line has a long 
time constant determined by R3 and C12 which ensures that all supply lines are stable 
when microprocessor operation commences. The Reset Out (RST OUT) line from the IC1 


is used to reset the GPIB interface. 


The Serial Input Data (SID) line is from D-type bistable IC29a whose data and clock 
inputs are supplied from the CONTINUOUS VARIABLE lines. These carry square waves 
which are phase-shifted +90° relative to each other depending on the direction of rota- 
tion of the front panel VARIABLE control. The information on these lines is converted by 
IC29a to a level on pin 5 which is high to SID for clockwise. Pulses to IC28 pin 13 (TP6) 
show the speed of rotation. The Serial Output Data (SOD) line controls the gating of IC28 
to determine whether the pulses cause a processor interrupt. (A high logic level here 


enables interrupts.) 


The 8085A is configured with three edge-triggered interrupt input lines. In 
ascending priority order, these are RST 5.5, RST 6.5 and RST 7.5. RST 5.5 is used for 
interrupts from the GPIB interface. RST 6.5 interrupts are generated by positive-edge 
triggered D-type bistable IC29b. When a keypress is detected on AB1/1, the pin Ja clock 
input is taken high causing an interrupt. RST 7.5 is fed from switch IC27, whose inputs 
are from the tones timer, DIMF decoder or DCS line. When an interrupt occurs on one 
of the RST lines, the start address of the service routine is pointed to by the vector stored 
at the location which is 8 times the RST value, e.g. for RST 7.5 the vector is stored at 3C 


hexadecimal! (60 decimal). 
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Analogue to digital conversion 
See Fig. 7-27. 


8-bit ADC IC3 operates by successive approximation. It is clocked at 250 kHz by 
the output from divider IC37 on Fig. 7-28. To minimize noise, the voltage reference for 
the V REF+ input is derived from the +12 V line using the Zener diode D6. There are 
eight analogue inputs for conversion. These are PEAK and TROUGH from the 
modulation meter section applied to INO and INI respectively, RMS VOLTS from the 
voltmeter section applied to IN2, and HORIZ SHIFT from the oscilloscope section applied 
to IN3. IN4 is connected to the output of the DCS filter. IN5 is not used. IN6 is from the 
Rx level from the sensitive receiver RX1 (when fitted) and IN7 is from the temperature 
sensor and from the sensitive receiver RX1 (when fitted). 


Precision peak/trough detector IC30, supplied from the MOD +/— PEAK line, 
provides the PEAK and TROUGH voltages which are used for two of the barchart 
displays. IC32 converts the voltage on the VOLTMETER line to RMS to provide the 
RMS VOLTS input. The Write (WR) and Read (RD) signals from the microprocessor 
respectively supply the START and OE (Output Enable) inputs to the ADC. These are 
gated by IC34b and IC34c with a chip select signal from decoder IC18 on Fig 7-26. 


To start the IC3 conversion process, a low from 1C18 pin 4 opens the gates of IC34 
ready for the WR pulse from the microprocessor. The rising edge of the pulse to the 
Address Latch Enable (ALE) input latches in the address on lines AO to A2. The address 
is decoded and one of the eight analogue inputs is selected. See Table 4-7 for conversion. 
The same rising edge is sent to START which commences the voltage sampling process 
on the selected input and resets its output data latch. When it is ready to use the 
digitized output, the microprocessor sends an RD pulse to the Output Enable (OE) input 
which changes the output from a high to a low impedance state to enable the data to be 


read. 
TABLE 4-1 ADC INPUT SELECTION LOGIC -- AB4/2 


Address Selected 
Cab a analogue input 
Era el -a INO - Peak 
Si a et | IN1 - Trough 
ale poug IN2. — RMS volts 
be a fi | IN3_ - Horiz shift 
Haile IN4 - DCS filter 
J a SR INS - Spare 
vi ig ee Sab, ING — Ax level 
Mah eH IN7 — Ax temperature 
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TECHNICAL DESCRIPTION 


Programmable divider 
See Fig. 7-28. 


IC4 is a complex programmable divider which contains an internal prescaler and 
five programmable counters. The prescaler is supplied on pin 6 with 1 MHz derived by 
1C23b from the 5 MHz CLOCK board input. 


Counter 1 controls the duration of the tones generated by the instrument. The 
5 MHz CLOCK input to the board is fed to pin 33 and the output, from pin 3 to [C27 pin 
4 on Fig. 7-26 is used as one of the two sources for the RST 7.5 processor interrupt 


signal. 


Counter 2 produces a 100 ms, 400 ms or 1s gate pulse for the RF counter section. 
A 1 kHz signal from IC4 pin 7, derived from the prescaler, is fed to IC4 pin 32. Cunt 
to the counter is on the RF COUNTER GATE line. 


Counter 3 measures the period.of the unknown audio frequency. The reference. 
frequency is fed in from data selector IC22b to IC4 pin 31 while the frequency to be 
measured is applied to IC4 pin 36 to gate the reference. The result is read over the data 


bus by the processor. 


Counter 4 provides control for the oscilloscope horizontal shift. It produces a pulse 
on output pin 38 which is delayed relative to the frame sync input on pin 35. It does this 
by counting double frequency line sync pulses on the 2xLS line to input pin 30. The 
number of line sync pulses counted is controlled by the microprocessor according to the 
digitized value of the horizontal shift obtained from IC3 on Fig. 7-27. 


Counter 5 provides a variable oscilloscope timebase by dividing a 2.5 js period 
clock which is fed to IC4 pin 29. The timebase obtained is output from pin 37 on the 


SCOPE TIMEBASE line. 


Audio counter and prescaler 
See Fig. 7-28. 


The AF counter works in period mode. The period to be measured is applied from 
contact 29b simultaneously to two frequency comparators. These are formed from two 
timers IC20a and IC20b and two D-type latches IC21a and IC21b. Transistors TR1 and 
TR2 discharge timing capacitors C28 and C29 at the start of each unknown period. The 
timers, effectively retriggerable counters, compare the unknown period with their own 
time constants and their output states at the end of each period are latched to provide 
steady levels for input frequency selection. These levels are fed back through low-pass 
filters R28 with C26 and R29 with C27 into the timers to provide a small amount of 
frequency hysteresis to eliminate jitter. Frequency selection is by IC22a and IC22b which 
select either an input prescaled by IC23a and IC23b or an undivided input. 
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The unknown frequency is a square wave whose falling edge triggers the timers and 
whose following rising edge clocks the latches. If the period of the unknown frequency is 
shorter than the timer periods (indicating a high unknown frequency) the latches will take 
their Q outputs high causing the prescaled inputs to be selected. The faster timer IC20b 
increases the accuracy of measurement of high frequency unknowns. If the unknown is 
higher than approximately 1.2 kHz, IC21 pin 9 is high causing IC22a to select unknown 
divided by 10. The slower timer IC20a prevents counter IC4 from overflowing on long 


. periods. If the unknown frequency is lower than approximately 800 Hz, the output of the 


latch IC21 pin 6 is high causing data selector IC22b to select 500 kHz from IC23b instead 
of 5 MHz as the reference for counter [C4. 


Memory 
See Fig. 7-26. 


The main operating system is contained in EPROMs IC9 and IC10 which provide a 
total of 192 kbytes of memory. As the total addressable area of the microprocessor is 
only 64k (16 address lines, 216 = 65,536), two-thirds of the total memory space is paged, 
i.e. eight memory areas sit at the same address but only one is selected at any one time. 
This is achieved by a complex chip select scheme using IC5 and IC12. 


IC13 is an 8 kbyte EAROM (Electrically Alterable ROM) which ts also paged - 4 
pages of 2 kbytes. It contains reference data such as calibration look-up tables, a 
maximum of 26 instrument settings saved using the STORE key and all the set-up 
information which is entered under the parameters menu. 


JC16 is a 32 kbyte RAM (Random Access Memory) in which is stored the latest 
instrument settings for each of the various modes (TX TEST, RX TEST, DUPLEX etc.) as 
Only 4 kbytes of the RAM is 


addressable by the microprocessor. 


IC14 is a 512 byte NOVRAM (Non-Volatile RAM) which holds the current front 
panel settings. It functions in a similar way to a normal RAM but with an additional 
EAROM in the same package. With the Non--Volatile Enable (NE) line high, the device 
functions as a normal RAM. When the NE line goes low, the contents of the RAM 
section are transferred into the EAROM part of this chip. 


In normal operation, the Low Volts line (LV) from the power supply is low. This 
causes data selector IC31 to select pins 2, 5, 11 and 1 onto 4, 7, 9 and 12 respectively. 
This means that CS, OE, WR and NE to the NOVRAM are controlled from the 
microprocessor. With LV low, TR3 is off and thus the local supply to IC14 and IC31 is 
maintained through D7 from the common 5 Y rail. At power down, the low volts driver 
on ARI/1 goes open collector and LV is pulled high by R37. This line is connected to 
IC31 pin 1 and when it goes high, pins 3, 6, 10 and 13 of IC31 are selected. This causes 
NE, CS and WR to the NOVRAM to go low and OE to go high. With LV high, TR3 is on 
and thus the local supply for IC14 and IC31 is maintained at 5 V through TR3 from the 
+12 V rail. This provides an extra 60 ms in which a store cycle can be completed. 
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Data direction control 
See Fig. 7-27. 


The direction of data flow between the microprocessor data bus and the quiet data 
bus is controlled by two-way tristate buffer IC7. This is enabled by a low from decoder 
IC18 to IC7 pin 19. Data direction is determined by the logic state of RD to pin 1. Fora 
read operation, this line is taken low. The buffer prevents microprocessor activity from 
spilling over onto the quiet data bus and causing analogue interference. 


Selection signals 
See Fig. 7-28. 


BS3 for board ABS5/1 provides the RMS TIME TRIGGER signal to IC36 on 
Fig. 7-26. Since a board select signal to ABS/1 usually involves a voltmeter range 
change; 1C36 is triggered to produce a low delay pulse to 1C26. Thé delay allows time for 
the RMS converter output to settle. 
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MAIN KEYBOARD AF1/2 
See Fig. 7-42. 


There are forty-nine push-button keys on this assembly. They are used to control 
most of the functions of the instrument. They are arranged in a matrix of rows labelled 1 
to 8 and columns labelled A to H. The columns are driven from an octal latch on the 
motherboard AB1/1 and the rows are received back onto AB1/1. 


LEDs D1 to DS are used to indicate modulation and input socket selection and are 
fed from driver IC1. They are controlled from AB1/1 using five column lines shared with 
the keyboard. In operation, AB1/1 first takes the appropriate column line high to ICI 
and then turns the selected LED on by strobing the CLK line. 


SCOPE KEYBOARD AF2/2 
See Fig. 7-43. 


On this assembly, there are six push-button keys to control the operation of the 
oscilloscope and four potentiometers. The keys are connected into the same matrix as the 
main keyboard AF1/2. 


The INTENSITY potentiometer R1 is connected to the CRT drive board AC1 in 
order to vary the cathode bias of the CRT and thus the brightness of the raster. 


The VOLUME contro] R2 is connected to ABI/lin order to control the gain of the 
audio power amplifier. 

The oscilloscope horizontal and vertical POSITION controls R3 and R4 are also 
connected to AB1/1. R3 controls the time delay which is introduced by counter number 4 
on the microprocessor board AB4/2, R4 varies the bias of the scope ranging IC on the 
demodulation and scope board ABS/2. 
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POWER SUPPLY CIRCUITS 


See Fig. 1-16. 


The power supply board AR1/1 selects its input from either an AC supply after 
rectification or from an external DC supply through the filter board AR4. When both AC 
and DC are connected, the AC is selected to supply the power. If the AC supply fails, 
the DC supply is automatically selected without any interruption of the instrument 
operation. Selection is not made if the DC polarity is incorrect. 


A 10 V regulator supplies the switched mode power supply controller through a. soft 
start circuit which limits current surge at switch-on. The supply current is monitored so 
as to shut down the controller for an overload. Controller operating frequency is locked 
to the 10 MHz standard from the CRT drive board AC1. An under-voltage detector 
enables the front panel settings to be saved by the microprocessor board AB4/2 in the 
event of a power failure. The resulting DC outputs are +5 V and +12 V with the +12 V 


line supplying a controlled drive for the fan. 
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TECHNICAL DESCRIPTION 


POWER SUPPLY BOARD AR1/1 


See Fig. 7-45. 


The power supply unit is a switched mode type which operates from either AC or 
DC. On the rear panel, there are a transformer, rectifier and smoothing capacitors which 
reduce the AC input to 24 V DC before supplying the PSU. Outputs from the PSU are on 
regulated +12 V and +5 V lines which are isolated from the DC input. 


Input power selection 


When the instrument's SUPPLY switch is set to ON with only external DC 
connected, the current on the ON/OFF SW line through diode D29 to capacitor C29 is 
sufficient to energize relay RLA. It is then held in by the current through resistors R48 
and R49. This selects the input on the EXT DC line. Diode D28 across the coil of RLA 
ensures that this selection is not made if the DC is applied with the incorrect polarity. Ifa 
DC input of greater than 34.7 V is applied, Zener diodes D11 and D12 conduct thereby 
switching the relay to the INT DC liné and so protecting the PSU. 

When AC supply is also connected, the rectified input on the INT DC line through 
resistor R52 switches on transistor TR19. This causes transistor TR18 to switch off 
which removes the drive to RLA and power is then supplied on the INT DC line from the 
transformer, rectifier and smoothing capacitors. 


Power supply unit 


Series regulator TR2, TR3, TR4 and TR5 provides for controller IC1 and supplies 
the drive for output switching transistors TR13 and TR16. TR3 and TR4 form a 
Darlington pair. TR2 amplifies the output from TR3 to provide the base drive for series 
pass transistor TR5. Potential divider R7, R46 and R8 across the regulator output causes 
the output voltage to be sampled by the base of TR4. 


When the DC input falls below 8.5 V, the sampled voltage is reduced so that TR4 is 
switched off. TR3 is clamped by Zener diode D1 so that current still passes through this 
transistor. TR6 is switched off by TR4, which takes the base of pnp TR9 low so that it 
switches on. This connects the dead time pin of IC1 to the reference which switches off 


ICh 


When the DC input falls below 10.8 V, the voltage drop across TR5 is reduced 
below the Vbe of transistor TR1 which turns off. The Vbe is preset by R46. A signal is 
then sent through opto-coupler IC4 to the microprocessor board AB1/1 on the LOW 
VOLTS line so that the front panel settings can be saved in anticipation of a complete 
failure of the DC supply. 


Timing components C6, R67 and R17 set the internal oscillator of IC1 to free run 
slightly higher than 156 kHz. After the instrument has been switched on and the 10 MHz 
crystal reference on CRT drive board AC1 has started, the 10 MHZ CLK input is fed to 
dividers 1C2a and IC2b to produce 156 kHz which is applied through isolating transformer 
T3 to transistors TR7 and TR8. These form a latch which turns on at every cycle of the 
divided reference. This connects R17 to earth. 
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IC1 mirrors the timing resistor current into C6 which charges to a threshold 
determined by [C1. ICi then discharges C6 and the resulting pulse through C5 turns off 
the latch to await the next cycle of the divided reference. In this way, the frequency of 
the PSU is locked to the crystal oscillator. Thus, interference frequencies generated by 
the PSU are predictable. Capacitor C10 and resistor R19 provide a soft start which limits 
the line surge current at switch-on. 


ICi provides two non-overlapping complementary square waves, on pins 11 and 8, 
to driver transistors TR11, TR12, TR14 and TR15. These provide the drive which is 
necessary for the highly capacitive gates of FETs TR13 and TR16 which are connected to 
transformer T1. The purpose of diodes D7, D8 and D9 and capacitor C25 is to clamp 
the drains of TR13 and TR16 to 75 V. | 


For +12 V, the square waves from the appropriate secondary of T1 is rectified by 
diodes D14, D15, D16 and D17 and then smoothed by inductive—capacitive filter L1 with 
C19 and C18 and filter L3 with Ci7 and C16. The -12 V rail has acD diode D25 to 
prevent overvoltage in the event of a no-load condition. 


For +5 V, the square waves from the appropriate secondary of T1 is rectified by 
Schottky diodes D18, D21 and D22 and then smoothed by inductive-capacitive filter L5 
with C24 and C23 and filter L7 with C22 and C21. The -5 V rail has clamp diode D24 to 
prevent overvoltage in the event of a no-load condition. 


The +12 V and +5 V rails are stabilized as a pair. They are fed to resistors R41 and 
R42 whose average voltage is compared by amplifier ICS with a reference voltage from 
Zener diode D31. The resulting error signal is fed through opto-coupler [C3 into the 
error amplifier of IC1. Capacitors C15 and C13 and resistor R39 are for frequency 
compensation. Capacitor C30 and resistor R58 are hum—bucking. 


The supply current is monitored by transformer T2. The output from T2 is added to 
the supply voltage with potentiometer R34 and R35 in such a way as to approximate the 
product of current and voltage to monitor the supply power. Regardless of the applied 
external voltage, if the PSU is overloaded by more than 20%, the voltage on IC] pin 16 
becomes equal that on pin 15, This shuts down the PSU until it is producing 


approximately 120% of its nominal output of 44 W. 


Fan supply 


The +12 V rail is connected to diodes D33, D27 and D26 which conduct while the 
fan is drawing stall current. When the fan starts running, the current through the diodes 
ceases and it flows instead through resistor R57. 
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DC FILTER BOARD AR4 


See Fig. 7-37. 
This assembly is supplied only with Option 6. 


This assembly prevents any noise which is generated by the switched mode power 
supply from feeding back to the rear panel DC SUPPLY socket. The filtering is wide 
band. Low frequencies are suppressed by capacitor C1 and the high frequencies are 
suppressed by inductive-capacitive filter L1 with C4 and C3 and filter L2 with C5 and C2. 


SENSITIVE OFF-AIR RECEIVER 


When Option 1 is fitted, the 2955B contains a Sensitive Receiver and appropriate 
switches. 

See Fig. 1-17. This shows how the Sensitive Receiver and its switches connect with 
the basic instrument. 


The circuits of br cereitive Receiver are carried on printed circuit boards RX11 and 
RX12. These are housed in a separate vertical tray which is mounted adjacent to the 


input switch and attenuator assemblies. 


When TRANSMITTER MONITOR mode is selected, the input signal from the RF 
IN/OUT connectors is routed through bypass switch assembly RX3 to the Sensitive 
Receiver. To provide the local oscillator during this mode of operation, the output from 
the RF signal generator is routed through attenuator and switch assembly RX2 and local 
oscillator driver board RX12 to the mixer in the Sensitive Receiver. 


The incoming signal is converted to an IF of 21.4 MHz. When the local oscillator 
frequency is set above 21.4 MHz, reception can be obtained at two frequencies which are 
separated by twice the IF. In order to prevent interference from an unwanted signal, the 
local oscillator can be set so that the unwanted frequency is either above or below the 
wanted signal. To do this, the RF IMAGE is set as UPPER or LOWER as described in the 


Operating Manual. 


The receiver IF output is levelled by the use of an AGC loop. The magnitude of the 
AGC control voltage is proportional! to the signal strength and provides the level which is 
shown on the display. 


To extend the receiver’s dynamic range, a 0/10 dB attenuator and a 0/32 dB 
amplifier are included. Three different gains are available — with the 0/10 dB attenuator 
at 0 and the 0/32 dB amplifier at +32 dB (range 0), with both the 0/10 dB attenuator and 
the 0/32 dB amplifier at 0 (range 1) and with the 0/10 dB attenuator at —10 dB and the 
0/32 dB amplifier at 0 (range 2). On reception of a signal within the operating range, the 
gain is automatically set appropriately. An internal calibration routine improves the 
accuracy of the displayed measurement. 


Two IF filter bandwidths can be set as described in the Operating Manual. In 
addition to improved selectivity, the narrower filter gives enhanced sensitivity. 
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Fig. 1-17 Block diagram of the Sensitive Receiver 


TECHNICAL DESCRIPTION 


SENSITIVE RECEIVER BOARD RX11 


See Fig. 7-48. 


This board receives the signal from the RF IN/OUT connector on the front panel. 
After amplification, the input signal is mixed with the output from the RF signal 
generator to produce an IF of 21.4 MHz. This output is levelled by means of an AGC 
loop and the control line is used to indicate signal strength. 


To extend the receiver operating range, there are two gain blocks - a 0/10 dB RF 
attenuator and a 0/32 dB IF amplifier. Control circuits select, as required, IF bandwidth, 
0/10 dB attenuator, 0/32 dB amplifier and local—-oscillator notch filter. 


RF section 


The RF input signal is routed to 0/10 dB attenuator R1, R2 and R3 which is 
controlled by contacts RLA. The output from the attenuator is fed through 20 dB 
amplifiers IC1 and IC2 to double balanced mixer IC3. The local oscillator drive for the 
mixer is fed from the local oscillator driver board RX12. To improve performance of the 
mixer, its IF port is terminated by 3 dB attenuator R6, R7 and R8. This is followed by 
100 MHz LP filter L5, C7, C8 and C9 to remove unwanted frequencies. 


IF filters 


The IF signal is fed through transformer T1 to the base of amplifier TR1 which 
recovers the voltage loss of IC3. Then, two identical tranformers are used as a wide-band 
filter. These are buffered from each other by 20 dB amplifier TR2. Adjustment of the 
resonant circuits is made on preset capacitors C15, C18, C27 and C31. The output from 
the second transformer is fed through emitter-follower TR3 to give a low output impe- 


dance to one of two routes. 


When wide-band filtering has been selected, contacts RLC and RLB are open so 
that the signal is routed through diodes D1 and D2 to the input of amplifier IC5. These 
diodes are forward biased to prevent signal break-through around crystal filter IC4. The 
low-pass filter C39, L11 and C41 improves the out-of-band rejection of the wide~band 


filter. 


When narrow-band filtering has been selected, RLC and RLB are closed so that the 
signal is routed through transformer T2 to IC4 with D1 and D2 reverse biased. T2 
converts the driving impedance to give a correct termination for IC4. The output from 
IC4 is fed through emitter-follower TR4 to give a low output impedance. 


0/32 dB IF amplifier 


The signal from RLB is fed to the junction of diodes D3 and D4. For 0 dB, diodes 
D4 and D6 are forward biased and diodes D3 and D5 are reverse biased. Thus, signals 
are directly routed to resistor R43. For 32 dB, D3 and DS are forward biased and D4 and 
D6 are reverse biased. Then, the signal is fed through amplifier IC5 to R43. 
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AGC loop 


The signal across R43 is applied to gain-controlled amplifier IC6 which is followed 
by further amplifiers IC7 and IC8. The IF output is fed to the bypass switch assembly 
RX3 and and to. peak-detector D7. Compensation for any temperature drift in the 
characteristics of D7 is provided by diode D8 which is in the circuit of buffer IC9a, D7 
and D8 being a. matched pair. The detected signal is then fed through 50 Hz low-pass 
filter IC9b, loop filter I1C9a and current-diiver IC9c. The action of the loop, over the 
operating range of the Sensitive Receiver, is to maintain a reference voltage of 6.2 V into 
IC9a in order to produce a constant IF output of 0 dBm at IC8. 


A separate output from the control line is provided by buffer IC10d. This output is 
used to display received signal strength. 


Temperature sensor 


To compensate for any drift characteristic of receiver gain, the temperature is 
monitored. The output from temperature sensor IC11 is fed through amplifier IC10c to 
give a suitable level for the calibration routine in order to maintain the accuracy of the 


signal strength measurements. 


Control logic 
For the 0/10 dB attenuator, 0 V on connector PLA contact 1 lowers the base voltage 


- of transistor TR6 causing it to conduct and energize relay RLA. This switches the 


attenuator into its 0 dB position. 


For the IF filter bandwidth, 0 V on PLA contact 9 lowers the base voltage of 
transistor TR7 causing it to conduct and energize relays RLB and RLC thus switching the 
IF signal through the filter. The high voltage to the inputs of amplifiers IC10a and IC10b 
causes the output to reverse bias diodes D1 and D2 thus isolating the filter. 


For the 0/32 dB amplifier, 0 V on PLA contact 13 to the input of IC10b causes the 
output to go high. This causes diodes D3 and DS to be to be forward biased (thus 
switching the IF signal through the amplifier) and diodes D4 and D6 to be reverse biased 
(thus isolating the bypass route around the amplifier). 


Relays in the attenuator and switch assembly RX2 are connected to PLA contacts 15 
and 16 so that they are energized by a positive voltage pulse when the base and the 
emitter of transistors TR10 and TR8 and the base of transistors TR11 and TR9 are taken 
for a short time to 0 V from PLA contacts 10 and 11. 


Relays in the bypass switch assembly RX3 are connected to PLC contacts 1 and 2 so 
that they are energized by a positive voltage pulse when the base and the emitter of 
transistors TR14 and TR12 and the base of transistors TR15 and TR13 are taken for a 
short time to 0 V from PLA contacts 3 and 7. 


For the notch filter, a relay on the local oscillator driver board RX12 is connected to 
PLC contact 6 so that it is energized by a positive voltage pulse when the base of 
transistor TR5 is taken for a short time to 0 V from PLA contact 5. 
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LOCAL OSCILLATOR DRIVER BOARD RX12 


See Fig. 7-50. 


When the Sensitive Receiver is selected, the RF generator output is fed into this 
board. Amplifier IC1 is used to give the correct level for the mixer on RX11. The signal 
to IC1 is fed direct or through a notch filter C1 to C5 and L1 to L4 (which are variable to 
enable the filter response to be optimized). The filter is tuned to the IF and is connected 
by relay RLA when the input frequency is above the IF. This filter prevents noise which 
is generated in the RF generator system around 21.4 MHz leaking across the mixer into 


the IF system. 


ATTENUATOR AND SWITCH ASSEMBLY RX2 


This consists of four sections. Three sections give 40, 40 and 20 GB attenuation for 
the normal RF generator output to the RF IN/OUT connectors. The relays which connect 
the pads have centre—-tapped windings, One end is pulse-driven to switch in_and the other 
end to switch out: ~All sections havea latching action and remain iridéfinatély in one state 
until pulsed to the other. The fourth section is used to route the RF generator output 
through RX12 to the mixer on RX11 or to the attenuator sections. 


BYPASS SWITCH ASSEMBLY RX3 


This consists of two change-over switch sections which are identical to that in RX2. 
One section is used to route the signal from the RF IN/OUT sockets to the input of RX11 
or to the modulation meter input on AA2. The other section is used to route the IF output 
from RX11 to the modulation meter input on AA2, 
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GPIB INTERFACE UNIT AD1 


See Fig. 7-41. 


This assembly contains controller 1C3 which provides communication between the 
instrument and the GPIB. IC3 is a talker/listener which implements all the necessary 
GPIB functions for the instrument in conjunction with transceivers IC4, IC5, IC6 and IC7 
and address reader IC2. 1C3 is controlled by the microprocessor and has capabilities 
which include data transfer, handshake protocol, talker/listener address recognition, 
service request and serial poll. 


Switch bank SW1 is used to enter the GPIB address. Five of the switches set the 
address in binary format (1, 2, 4, 8, 16) for the talk and listen modes. The sixth switch 
is set for the talk only mode. The switches configure the address in negative logic -~ 
when a switch is open, one of the pull-up resistors R1 to R6 holds the input high at logical 
‘0’ and, when a switch is closed, the input is connected to earth for logical ‘1’. [C2 is 
tristate-gated so that, when it is enabled by lines CS and A3 both being taken low, the 
switch settings are placed on the D0 to DS inputs to IC3 for address recognition purposes. 


IC3 takes care of data transfer in addition to decoding control messages. Control 
messages and addresses are passed onto the data bus by means of the handshaking 
process with ATN asserted by the controller to differentiate them from data. Control 
messages such as SPE, SPD (for serial poll) are decoded and the function is carried out. 


IC3 also performs address recognition. During this phase, the data on lines DIO1 
to DIOS is compared for equality with the data on lines ADO to AD4 lines from IC2. 
When a possible address is recognized, and providing certain other conditions are 
satisfied, the data on lines DIO6 and DIO7 is decoded to determine whether the 


instrument is being addressed as a talker or a listener. 


When the instrument is designated a talker by the controller, data is transferrred 


' from the microprocessor by means of a talk handshake to the listeners. This is sent 


through an internal register to the transceivers which are configured to send. 


When the instrument is designated a listener by the controller, and provided SW1 is 
not set to the talk only mode, data is received through the transceivers which are 
configured to receive by means of the listen handshake and stored in an internal data 


register. 


IC3 contains sixteen read/write registers (eight read, eight write). Two are for data 
transfer and the rest for interface control, status etc. Address lines AO, Al and A2 from 
motherboard ABI/1 are used to select the required internal read/write register in 
conjunction with lines WR and RD. When line A3 is taken high and line CS is taken low, 
decoders [Cla and ICib take input CS low which enables reading to or writing from the 
selected register. The interrupt request output INT is connected to the RST 5.5 input of 


the microprocessor and is taken high for request. 
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TECHNICAL DESCRIPTION 


Data flow to and from peripherals and controller is through transceivers IC4, ICS, 
IC6 and IC7 with the direction of data transfer controlled by output T1/R1 being taken 
high for outputs and low for inputs. Additionally, T1/R1 is used for the handshake 
process. For example, a low, after inversion by gate ICic, enables the listener Signals 
NRFD and NDAC to be taken low on the bus while reinversion by gate ICid ensures that 
the complementary DAV talker function is simultaneously disabled. 


The only function of T2/R2 is to set bus management line EOI low for reception or 
high for transmission. 
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Introduction 
Safety precautions 
Test equipment... 
Access to boards and units 
Removal of case 
Boards AAI, AA2, AA3 and AAA/1 
Board ABI/1 a 
Boards AB2/2, AB3/2, AB4/2, ABS/2. and AB6/1 
Board AC1 
Board AT2 i, 
Boards AF1/2 and AF2/2. 
Board ARi/1 é; 
Board AR4 ... 
Input switching assembly ‘ACO/2 
Attenuator assembly ADO (Except Option ‘ic 
Receiver tray assembly RX1 (Option 1 only) .. 


CAS ts 

Performance tests 

Entering calibration data 
Transmitter and receiver testing modes 
Transmitter monitor mode (Option 1 only) 
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Attenuator and switch assemblies RX2 and RX3 (Option 1 only) . 
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INTRODUCTION 
This chapter provides servicing support information for the following: 


(a) Operating Manual: Chapter 6 ‘Acceptance Tests’ - Procedures for verifying 
that the equipment complies with the Performance Data. 

(b) Maintenance Manual: Chapter 3 ‘Adjustment and Calibration’ — Procedures for 
restoring the equipment to peak performance. 


(c) Maintenance Manual: Chapter 4 ‘Initial Repair’ - Procedures for dealing with a 
dead instrument. ; 


(d) Maintenance Manual: Chapter 5 ‘Fault Diagnosis’ - Procedures for finding 
defective modules and components. 


SAFETY PRECAUTIONS 

Although this equipment has been designed and constructed in accordance with 
international saféty standards, it is important that the advicé...given under 
"PRECAUTIONS'’ at the front of this manual should be observed in all maintenance 
procedures to ensure safe working practices. 


TEST EQUIPMENT 


Recommended test equipment is listed in Table 2-1. Alternative equipment can be 
used provided it complies with the stated minimum specification. 

When more than one example is given for a particular type of equipment, tests are 
written around the first example. However, a test can be carried out using another 
example with very little or no change in the procedure. 


ACCESS TO BOARDS AND UNITS 


Removal of case 


The case has two covers. [Each cover is secured by four M4 countersunk self- 
tapping screws which are located at the sides. The covers are slightly sprung. Press at 
the sides to remove them from the grooves in the side plates. When refitting, ensure that 
the ventilation holes in the lower cover are at the front and that the covers are fitted into 


the grooves, 
Boards AA1, AA2, AA3 and AA4/1 


These are contained in the RF tray which is fitted to the underside of the instrument. 
There are covers which can be taken off after removing all the visible screws. Boards 
AAJ and AA2 are under the small cover. Boards AA3 and AA4/1 are under the large 


cover. 
When refitting a cover, ensure that all gaskets are refitted correctly. 


To remove AA3 or AA4/I, remove the soldered link which is between them. To 
remove any of these boards, unscrew the hexagonal pillars and nuts as necessary. 
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Description 


Spectrum Analyzer 


Power Meter & 
Sensors 


Modulation Meter 


Distortlon Meter 


Frequency Counter 
Synthesized LF 
Generator 

DVM 


Counter/Timer 


Audio Analyzer 
AC/DC Calibrator 


Signal Generator 


Power Splitter 

AF Power Source 
Standard 
Frequency Source 
Oscilloscope 


Pawer Supply 


50 2 termination 
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TABLE 2-1 RECOMMENDED TEST EQUIPMENT 


Minimum speclfication 


Frequency range: 0.4 -— 1000 MHz 
<3 Hz p-p residual FM, 
IF output at 47 MHz. 


Frequency range: 0.4 - 1000 MHz 
Power measurement range: -65 to +20 dB 
Accuracy: better than 0.15 cB 


AM measurement: 1.5 -- 400 MHz 
FM measurement: 0.5 — 100 MHz 
AM accuracy: 1% at 1 kHz rate, 
2.5% at rates 50 Hz - 15 kHz 


FM accuracy: 2% 
D-mod output: 0.3-3.4 kHz weighted filter 


0.2% distortion accuracy 


Frequency range: 0.4 — 1000 MHz 
1 MHz Std. O/P 


20 Hz - 20 kHz sine and square level 
0 to 2 V AMS 1 MHz Std. O/P 


20 Hz - 20 kHz, 0.02% accuracy RMS 
DC measurement down to 1 mV 


50 Hz — 15 kHz, accuracy better 
than 0.005 Hz 


Sinad measurement psophometric filter 


DC O - 100 V, AC 1 kHz, level accuracy 
better than 0,05% 


Synthesized freq.: 1.5 - 1000 MHz, 

1 MHz Std. O/P. RF level: 13 dBm 
FM: 0 -- 25 kHz daviation 

AM: O —- 90% Ext. mod. 50 Hz - 10 kHz, 
Ext. Std. I/P 

6 dB splitter, 50 O 1.5 — 400 MHz 


Overall uncertainty of 2% up to 500 MHz, 
3% up to 1000 MHz 


Frequency accuracy better than -£5 parts 
in 1010 


100 MHz dual channel 


Capable of supplying 55 W at 11 V 


50 9 1% 1/2 W 


Example 


Marconi 2383 


Marconi 6960A, 
6912 & 6920 
Sensors 


Marconi 2305 


Marconi 2331A or 
HP 8903B Audio 
Analyzer 


Marconi 2435 or 
Marconi 2440 


HP 3325A or B 
Datron 1065A or 
Solartron 7150+ 


Marconl 2438 or 
Philips 6654C 


HP 8903A or B 
Rotek 3950 


Marconl 2019A 


HP 11667A 


See RF Power 
Perform. Check 


Rubidium or 
Caesium ref. 


Tektronix 2235 


Coutant LB1000.2 or 


Farnell L12/10C 


Suhner 
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Board AB1/1 
This is the motherboard which can be seen under the card frame when the top cover 
is removed. 


To gain access to the underside of AB1/1, the RF tray is hinged so that it can be 
opened out. Remove the upper of two screws at the rear and the screw at the front from 
both sides while supporting the tray. Pull off the Conhex connectors at the front and then 
hinge the tray open slightly to withdraw connector PLF. open the tray out fully. 


Board AB2/2, AB3/2, AB4/2, AB5/2 and AB6/1 


These are mounted in the cardframe. This is protected by a cover which is retained 
by two captive studs. To remove the cover, turn the studs approximately a quarter turn 
anticlockwise until the slots in the stud heads are aligned with the bars which are marked 


on the cover. 
_, To remove a board, pull up the levers which are fitted to the top of each board. 
This disengages it from its socket. It can then be lifted out. 

When replacing a board, ensure that it is fitted with the component side facing the 
centre of the instrument and that the slot in the board engages with the peg in the 
motherboard socket. 

To obtain access to components and test points, these boards can be removed and 


reconnected to the instrument by means of the Extender Card which is available as an 
optional accessory. See under ‘Accessories’ in the Operating Manual. 


Board AC 


This board is mounted on the left-hand side of the instrument. A clear plastic 
safety cover is fitted over it to prevent accidental contact with its components. To remove 
the cover, remove the retaining nut and lift off the cover. 


To remove the board, undo the three nuts on the side frame and Jever the board 
inwards and upwards. Separate the heat sink plate from the board by removing the 
Screws from One side and the nut from the other. 


When replacing the board, ensure that it fits in its guide. 


Board AT2 


This is the CRT base board. A clear plastic safety cover is fitted over it to prevent 
accidental contact with the board which carries high voltages. To remove the board, first 
remove the cover over ACI as above. Then, pull off the AT2 with its cover. Slide the 
cover Off the board. Unsolder the leads. 
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Boards AF1/2 and AF2/2 


These are contained in the front panel asembly. For access to these and other 
components, partially remove the front panel as follows:- 


(1) On the right-hand side frame, remove the upper and lower M3 screws which 
are immediately behind the front panel casting. 


(2) On the left-hand side frame, loosen the upper and lower M3 nuts which are 
immediately behind the front panel casting. 


(3) Loosen the retaining screw on the bracket which is below the BNC sockets. 


(4) With the front panel casting remaining in place, push out the front panel 
assembly. 

(5) For further access, disconnect the cables between the RF IN/OUT sockets and 
the input switching assembly ACO0/2 (which is mounted on the right-hand side 
frame). Turn the.locking nut of the upper connector (SMA plug). Pull off the 
lower connector (SMB socket). 


(6) When replacing the assembly, ensure that no cable is trapped. Also, ensure 
that the screen bezel is located properly. 


AF1/2 is held by the VARIABLE contro! and six nuts. Pull off the VARIABLE 
control knob, loosen the grub screw, pull off the bush and unscrew the control retaining 
nut. Unscrew the nuts. 


AF2/2 is held by two of the VOLUME, INTENSITY and POSITION controls. 
Loosen the four grub screws, pull off the knobs and unscrew the two control retaining 


nuts. 


Board AR1/1 


The rear cover can be removed after removing two screws from each side above and 
below the side frame. This exposes AR1/1 with its screen and also the cooling fan. 


To remove ARi/1, pull off connectors PLA and PLB. Unscrew the six hexagonal 
pillars and the central nut on the heatsink. AR1/1 can then be removed. 


To remove the RF screen, first remove the rear cover and then remove the six 
screws which hold the screen. Ease off the grommet which protects the leads and then 


remove the screen. 


Board AR4 


This is attached to the rear panel. To remove the board, unscrew the two 
attachment screws and then unsolder the leads. 
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Input switching assembly ACO/2 
To remove this unit, proceed as follows:— 


(1) Remove the four screws which hold the assembly to the right-hand chassis. 


(2) Unscrew the SMA connector and remove the rigid pipe which connects to the 
attenuator assembly ADO (without Option 1) or RX2 (with Option 1). 


(3) Remove the SMC connector which is below the SMA connector. 


(4) Ease off the ribbon cable which connects to the connector PLM on the mother- 
board AB1/1. 

(5) Remove the SMA and SMB connectors which connect to the N and BNC RF 
IN/OUT connector. 


This assembly should not be dismantled. If a fault is found, the complete assembly 
should be replaced. 


When reassembling, follow the above procedure in the reverse order. When 
replacing the rigid pipe, take particular care not-to overtighten the connector. 


Attenuator assembly ADO (Except Option 1) 


Remove attenuator assembly ADO from the instrument to gain access to part of 
AB1/1. Proceed as follows:- 


(1) Unscrew and remove the pipe connecting to switching assembly AC0/2. 
Unscrew the connector to the RF tray lead. 


(2) Support the assembly while removing the two screws from the side frame. 
The assembly may now be removed, still connected by its ribbon cable. 


(3) When reassembling, take particular care not to overtighten the pipe 
connectors. 


Receiver tray assembly RX1 (Option 1 only) 


When looking from the front of the instrument with the top outer cover removed, the 
receiver tray assembly RXI1 is located to the right of the plug-in board compartment. 
Access for fault-finding and adjustments is obtained as follows:— 


(1) Remove the three screws (one at the top front and two at the top rear) which 
secure RX1 to the plug-in board compartment. 


(2) On the bypass switch assembly RX3, disconnect the pipe from SKB (the 
second connector from the front). At the RX1 end, this is to the front lower 
connector SKA (RF in). 


(3) On RX1, disconnect the cable from connector PLC (IF out), At the RX3 end, 
this is to SKC (the third connector from the front). 


(4) On RX1, there are two pegs which locate into retaining holes in the mother- © 
board. Gently lift RX1 upwards by about 2 cm to release it. 
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(5) 
(6) 
(7) 
(8) 


(9) 


(10) 
(11) 
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With care, lift the front end of RX1 just far enough to perform operations (6) 
and (7). 


On RX1, disconnect the upper pipe from connector PLB (LO in) but leave it 
connected at the attenuator and switch assembly RX2. 


On RX1, disconnect and remove the lower pipe from connector SKA (RF in), 


Place some protection on top of the plug-in board compartment and then 
gently manipulate RX1 upwards and lay it flat on the plug-in board 
compartment. Take care not to damage the feed-throughs. 


Lift RX1, twist it clockwise and upside down and again lay it flat on the 
plug-in board compartment but now with the lid on top. To make this easier, 
you may prefer to remove temporarily the ribbon cable to PL2. 


Remove the lid of RX1 for access to the boards RX11 and RX12. 


When replacing the lid and the connector pipes, secure them tightly as RF 
leakage could affect the sensitivity. 
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eS Attenuator and swiich assemblies RX2 and RX3 (Option 1 only) 


These are attached by means of screws to a side mounting plate which is attached 
by means of screws to the side of the instrument. Proceed as follows:- 


(1) Unscrew the SIA connectors and remove the pipes. 

(2) Remove the screws on RN2 and lift it our. 

(3) Remove the screws on the side mounting ;:.xte and lift it (with RX3) out. 
(4) Remove the screws on RX3. 

(5) To detach the ribbon cables, remove the Jics. 


(6) When reassembting, take particular care not to overtighten the pipe 
connectors. 


CRT 


There is an earthed metal screen surrounding tne C&T. This can be removed after 
first removing the cover over the CRT drive board AC] and the CRT base board AT2 as 
above. This gives access to two screws which secure the screen to the floor of the 
Loosen these screws and then slide the screen backwards until the screws 


instrument. 
enter the apertures. On AC1, withdraw connector PLA and then lift off the screen. 
ae When replacing the screen, ensure that the washers are immediately under the 
. screwheads. 


To remove the CRT, place the instrument on its face. Withdraw the yoke assembly. 
Then, using the pulls, unhock the triangular bandage. The CRT can then be pulled away 
complete with its rubber housing. Finally, remove the red EHT lead by gently levering off 


the grey anode cap. 


PERFORMANCE TESTS 


To verify the pertormance as given under ‘Performance Data’ tn the Operating 
Manual, utilize the iascts viven under ‘Acceptance tests’ in the Operating Manual. 
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ENTERING CALIBRATION DATA 


Noie.. 


This facility should not be used except as described in Chap. 5~2 or under the 
supervision of a Marconi Instruments representative. The effect of changing data is 
not immediate and is only seen after returning to one of the normal operating 


modes. 


Transmitter and receiver testing modes 


To enter data, proceed as follows:- 


(1) Press the TX TEST or RX TEST key and check that the TRANSMITTER TEST 
or RECEIVER TEST display appears. 


(2) Unlock the facility by pressing in turn the pee kev, the CHANGE PARA- 
METERS soft key, the AC DC key, the VERT 2 key, the FREQ | key and the 
REP SWEEP key. The CALIBRATION DATA display appears. 

(3) Ensure that the PAGE selection is 0. 


(4) Press the SET ADDRESS soft key. ADDRESS appears in reverse video until 
an address is entered. 


(5) Enter the address using the DATA keypad or increase or decrease the existing 
address by using the A INCREMENT FREQ (tens digit) and LEVEL (units 
digit) keys. The existing data at the selected address appears under READ. x 


(6) Enter new data using the DATA keypad. It appears under WRITE. To enter 
this data, press the ENTER DATA soft key. It then appears under READ. 


Transmitter monitor mode (Option 1 only) 


See in Chap. 5-3 for the use of the TEMPERATURE ADC, SIGNAL STRENGTH 
ADC and RANGE readings. Proceed as follows:— 


(1) Press the TX MON ON-OFF key and check that the TRANSMITTER 
MONITOR display appears. 


(2) Unlock the facility by pressing in turn the HELP key, the TX MON ON-OFF 


key, AC DC key, the VERT > key, the FREQ | key and the REP SWEEP key. 
The CALIBRATION MODE display appears. 


(3) To disable the automatic ranging for the RF inpur level, press the HOLD 
RANGE soft key. 


(4) To enter the calibration procedure STAGE 1, press the CALIBRATE soft key. 
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Chapter 3 


ADJUSTMENT AND CALIBRATION 


Introduction 


RF modulation feted ‘beard AAI 


Mixer 10 MHz rejection ... 

Phase detector balance 
RF synthesizer and oscillator board AA3 

Low frequency external FM cf 
LF synthesizer and output amplifier board AA4/1 ... 

200 MHz oscillator i 
Digital scope board AB2/2 ee 
Demodulation and scope board AB5/2 

Voltmeter and scope ranging 

Voltmeter gain... o 

Band-pass filter 

Notch width 

AM monitor 

FM and ®M monitor 

Scope path gain 

RF power meter calibration and software correction 
AF synthesiser board AB6/1 

AF generator output level 

RF output level calibration 

Recalibration of electronic fine attenuator 


Signal generator AM calibration and software correction 


Signal generator FM calibration and software correction 


CRT drive board ACI 


10 MHz standard 
Frame height ... 
Frame linearity... 
Vertical shift 
Linarity and width 
Focus 
Power supply board ARI/1 
Low level volts 
+5 V supply 
Sensitive Off-air Receiver A 
LO driver 21.4 MHz notch filter 
20 dB IF 180 kHz band-pass amplifier 
AGC and 38 dB amplifiers 
Signal strength meter (internal software) 
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ADJUSTMENT AND CALIBRATION 


INTRODUCTION 


This chapter describes adjustments which will restore the Test Set to its peak 
operating condition. Test equipment recommended for this purpose is listed in Chap. 2 
and summarized for each test board procedure. Before carrying out any adjustment 
procedures refer to Chap. 2 for safety considerations and access instructions. Refer to 
relevant procedures which are detailed under board headings before attempting any 


adjustment. 
Procedures are described for each board and are listed in board alphanumeric order. 
When it is known that re-adjustment is needed on just one or two boards, it is normally 
sufficient to confine activities to those boards alone. 
Adjustment and factory selected components are indicated on the circuit diagrams 
and their location is shown on the layout diagrams opposite the circuit diagrams. 


TABLE 3-1 ADJUSTMENT GUIDE - PLUG-IN BOARDS 


Adjustment Board Cae ar 
A-D converter calibration 
FM and ®M monitor AB2/2 Ri4 
RF power meter calibration AB5/2 R106 
FM and ®M monitor AB5/2 Ri29 
AM monitor AB5/2 R138 
AM monitor AB5/2 R168 
AM monitor AB5/2 Ri72 
Scope path gain AB5/2 R209 
Voltmeler and scope ranging AB5/2 R213 
Voltmeter and scope ranging AB5/2 R230 
Voltmeter and scope ranging AB5/2 R339 
Voltmeter gain AB5/2 R231 
Voltmeter and scope ranging AB5/2 R243 
Voltmeter and scope ranging AB5/2 R244 
Band-pass filter ABS/2 ; R305 
Notch width AB5/2 R314 
AF generator output level AB6/1 Ri 
AF output level calibration AB6/1 R20 
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TABLE 3-2 ADJUSTMENT GUIDE - NON-PLUG-IN BOARDS 
TTL 


Adjustment Board Component 

Mixer 10 MHz rejection AA1 R14 
Phase detactee balance AAI R27 
Low frequency external FM AA3 R138 
200 MHz oscillator AA4/1 Cys 
Linearity and width AC1 L1 
Frame height ACI RS 
Frame linearity AC1 R6 
Vertical shift AG1 R21 
Focus AC1 R26 
10 MHz standard AGI A39 
Low level volts ARI/1 R46 
+5 V supply line AR1/1 R47 


The board tests always assume that all other sections of the instrument are working 
correctly. Also, for each test of a component or group of components, it is assumed that 
all other components on the board are working correctly. This approach enables a fault 
finding procedure to be continued down to component level and also enables a quick 
functional check to be made following the replacement of a component or board. For 
these tests, the only equipment normally required is an oscilloscope. 


Tables 3-1 and 3-2, which are intended for use with Fig. 3-1, summarize the 
various instrument adjustment points. Table 3—5 shows those for the plug-in boards held 
in the card-frame while Table 3-6 shows the remaining, generally less accessible, ones. 
Fig, 3-1 is a simplified plan view of the instrument and shows the adjustment points that 
are accessible from above the instrument while also showing the locations of all boards 
except those in the RF tray. In the majority of cases, adjustment should only be necessary 
following component replacement. Adjustments can be made in accordance with the 
details given under the appropriate board headings, using the equipment specified in 


Chap. 2. 
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Fig. 3-1 


Adjustment points accessible from above the instrument 
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ADJUSTMENT AND CALIBRATION 


RF MODULATION METER BOARD AA1 


Test equipment: Signal generator, oscilloscope. 


Mixer 10 MHz rejection 


This adjustment sets up maximum rejection of the 10 MHz fundamental at the 
output of mixer IC2. It provides a clean IF output when the low frequency oscillator is 
being used. Proceed as follows:- 


(1) Connect the equipment as shown in Fig. 3-2. 
(2) Set the UUT to TRANSMITTER TEST, BNC input socket. 


(3) Set the signal generator to a carrier frequency of 55.6 MHz, RF level 0 dBm, 
modulation off. 


(4) Connect the oscilloscope probe to the IF OUTPUT at PLC. Adjust R11 for 
minimum distortion (i.e. cleanest sinewave). 


SIGNAL 
GENERATOR 


BNC 
RF IN/OUT 


Fig. 3-2 Test equipment connections for adjusting R11 and R27 on AAI 


Phase detector balance 


This adjustment removes the 265 Hz spikes produced by synthesizer chip IC3. 
Proceed as follows:- 


(1) Connect the equipment as shown in Fig. 3-2. 
(2) Set the UUT to TRANSMITTER TEST, BNC input socket. 


(3) Set the signal generator to a carrier frequency of 300 MHz, RF level 13 dBm, 
modulation off, i 

(4) Monitor TP1 on the oscilloscope and adjust R27 to reduce the height of the 
pulse spikes to a minimum. The spikes should be less than 150 mV in either 
the positive or negative direction. 
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RF SYNTHESIZER AND OSCILLATOR BOARD AA3 


Test equipment : Modulation meter, synthesized LF generator, oscilloscope. 


_Low frequency external FM 


This adjustment sets up the modulation input to synthesizer chip IC106 to prevent 
the PLL from restricting any low frequency FM from being applied. Proceed as follows:— 


(1) 
(2) 


(3) 
(4) 


(5) 


EXT. MOD 
INPUT 


Connect the equipment as shown in Fig. 3-3. 


Set the UUT to RECEIVER TEST, BNC output socket. Set the signal 
generator to 300 MHz, level 0 dBm, 0 kHz FM. 


Set the synthesizéd LF generator to give a 10 Hz square wave of 1 V pk-pk. 


Set the modulation meter to monitor FM. (If the Marconi Modulation Meter 
2305 is used, select the 10 Hz to oN kHz filter and set the LF control to the 
white mark.) - 


The oscilloscope should display a fuzzy 10 Hz ‘square wave’ which will have 
some sag. If there is more than 40% sag, adjust R138 until the top and 
bottom of the waveform are reasonably straight and smooth. 


MODULATION 
METEA 


BNC 
RF IN/OUT 


SYNTHESIZED 
LF GENERATOR 


Fig. 3-3 Test equipment connections for adjusting R138 on AA3 
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LF SYNTHESIZER AND OUTPUT AMPLIFIER BOARD AA4/1 


Test equipment : Frequency counter DVM. 


200 MHz oscillator 

This adjustment sets up the PLL capture range of the 200 MHz oscillator. Incorrect 
adjustment of C79 may result in the signal generator frequency not locking between 0.4 
and 88 MHz. Proceed as follows:- 


(1) 


(2) 
(3) 


(4) 
(5) 
(6) 
(7) 
(8) 


(9) 


46882-1148 


Dec. 91 


Connect the equipment as shown in Fig. 3-4. 


FREQUENCY | 
COUNTER DVM 


Fig. 3-4 Test equipment connections for adjusting C79 on AA4/] 


Turn C79 to one end (plates either fully open or fully closed). 


Set the UUT to RECEIVER TEST, BNC output socket. Set the UUT signal 
generator to 50 MHz, RF level 0 dBm, modulation off. 


Monitor the output with the frequency counter. If locked to S50 MHz, remove 
and reconnect PLA until the frequency remains unlocked with PLA connected. 


Using a high impedance (>1 MQ) DVM set to DC, note the voltage at the 
junction of R47, R64 w.r.t. earth. 

Slowly adjust C79 until the counter shows that the frequency is locked to 

50 MHz. 

Finally, adjust C79 to give a reading on the DYM of 30 mV less than the 
previously noted yoltage. 

Select a UUT signal generator frequency of 100 MHz and check that the 
counter reads 100 MHz. 


Reset the UUT signal generator frequency to 50 MHz and again check on the 
counter that it re-locks to 50 MHz. 


ADJUSTMENT AND CALIBRATION 


DIGITAL SCOPE BOARD AB2/2 
For adjustment of R14, see under ‘FM and ®M monitor’ (7) for board ABS/2. 


DEMODULATION AND SCOPE AB5/2 


Test equipment: AC/DC calibrator, synthesized LF generator, signal generator, 


modulation meter, oscilloscope, DVM, power source. 


The following adjustments affect the calibration of the oscilloscope, voltmeter, AF 
generator, AM/FM/®M monitors, distortion/SINAD meter and filters. 


Note... 


Many of the adjustments interact with each other so the following adjustments 
should be carried out in the sequence given below. 


Voltmeter and scope ranging 


Proceed as follows:- 


(1) 


(9) 


To minimise noise pick-up during the adjustment of R243, earth the AF input 
to IC200 on pin 2 as close to the IC as is practical. 


Set R243, R244 and R213 to their mid-positions. 


Set the UUT to RECEIVER TEST, AF generator frequency 1 kHz and level 0 
mV, Select distortion-SINAD-S/N off, 50 kHz low-pass filter. 


Monitor IC200 output on pin 6 with the DVM set to DC. Adjust R243 to give 
a reading on the DVM as close to 0 mV DC as possible. Remove the DVM. 


Select SCOPE and set the UUT oscilloscope to 20V/DIV, DC coupled. Using 
the oscilloscope vertical position control, set the trace to the centre graticule 
line. 

Change to 10mV/DIV and adjust R244 to bring the trace onto the centre line. 
Change to 100mV/DIV and adjust R213 to bring the trace once again onto the 
centre line. 

Repeat the adjustments in the preceding step until the trace remains stationary 
On the centre line through all the scope ranges. 

Set the UUT to AUDIO TEST and select the 50 kHz low-pass filter and DC 
coupling. 


Monitor ABS5/1 edge connector pin 31b with the DVM. Adjust R339 for a 
minimum reading (+1 mV DC). 


(10) Remove the earthing link. 
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e.) . Voltmeter gain 


Proceed as follows:- 


(1) 
(2) 
(3) 


(4) 


Connect the equipment as shown in Fig. 3-5. 
Set the calibrator to give 5.000 V DC. 


Set the UUT to RECEIVER TEST, distortion-SINAD-S/N off, DC coupled, 50 
kHz low-pass filter. 


Adjust R231 until an AF level of 5.00 V DC is displayed. 


C/ 


CALIBRATOR 


Fig. 3-5 Test equipment connections for adjusting R231 on AB5/] 


Band-pass filter 


-) Proceed as follows:— 

(1) Connect the equipment as shown in Fig. 3-6. 

(2) Set the synthesized LF generator to give a 1 kHz sinewave at a level of 1 V 
RMS. 

(3) Set the UUT to RECEIVER TEST, distortion-SINAD--S/N off, AC coupled, 50 
kHz low-pass filter. 3 

(4) Note the reading on the UUT AF voltmeter. 

(5) Select the band-pass filter on the UUT Now adjust R305 to obtain the same 


AF voltmeter reading on the UUT display as was indicated with the 50 kHz 
low-pass filter selected. 


UUT 


SYNTHESIZEO LF 
GENERATOR 


® Fig. 3-6 Test equipment connections for adjusting R305 and R314 on ABS5/I 
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Notch width 


Proceed as follows:- 


(1) 
(2) 


(3) 
(4) 


Connect the equipment as shown in Fig. 3-6. 


Set the synthesized LF generator to give a 1.007 kHz sinewave at a level of 1 V 
RMS. 


Set the UUT to RECEIVER TEST, AF generator, 0.3 to 3.4 kHz band-pass 
filter, AC coupled, distortion on. 


Adjust R314 for the minimum possible distortion reading on the UUT display. 


AM monitor 


Proceed as follows:- 


(1) 
(2) 


(3) 
(4) 
(5) 
(6) 
(7) 
(8) 
(9) 


(10) 


Connect the signal generator to the UUT as shown in Fig. 3- mn 


Set the signal generator to carrier frequency 100 MHz, modulation off, 
RF level 0 dBm. 


Set the UUT to TRANSMITTER TEST, monitoring AM, 0.3 to 3.4 kHz 
band-pass filter, BNC input. 


Set R172 to mid-position. Monitor TP1 via the probe on the oscilloscope. 


Reduce the signal generator output slowly until the trace on the oscilloscope 
starts to reduce. Now adjust R138 to peak the trace, i.e. maximum amplitude 


on TPI. 


Increase the signal generator RF level to 0 dBm and adjust R172 for 1 V pk-pk 
on the oscilloscope. Remove the oscilloscope probe from TP1. 


Set the signal generator to carrier 100 MHz, AM 50%, modulation 1 kHz, 
RF level 0 dBm. 


Set the modulation meter to measure AM, (pk--pk)/2 with the 0.3 to 3.4 kHz 
band-pass filter selected. 


Connect the signal generator output to the modulation meter input and note 
the AM depth reading. 


Connect the signal generator output to the UUT BNC input socket and adjust 
R168 to give the same AM reading on the UUT as was displayed on the 
modulation meter. 


FM and @M monitor 


Proceed as follows:-— 


(1) 
(2) 


Connect the signal generator to the modulation meter as shown in Fig. 3-7. 


Set the signal generator to carrier frequency 100 MHz, FM deviation 5 kHz, 
modulation rate 1 kHz, RF level 0 dBm. 
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RF SIGNAL 
GENERATOR 
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BNC 
RF IN/OUT 


MODULATION 
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Fig. 3-7 Test equipment connections for adjusting R138,R172,R168,R129 on ABS/I 


(3) Set the modulation meter to measure FM with the 0.3 to 3.4 kHz band-pass 
filter selected. 


(4) Adjust the signal generator FM deviation level to give a reading of 5.00 kHz 
deviation on the modulation meter. 


(5) Set the UUT to TRANSMITTER TEST, monitoring FM, 0.3 to 3.4 kHz 
band-pass filter, BNC input. 


(6) Connect the signal generator to the UUT BNC input and adjust R129 for a 5.00 
kHz indication on the 2955B display. 


(7) Select SCOPE on the UUT and +6/-6 FM oscilloscope range. Adjust R14 on 
board AB2/2 to indicate +5 kHz FM on the UUT oscilloscope. 


Scope path gain 
Proceed as follows:- 
(1) Connect the equipment as shown in Fig. 3-8. 


(2) Set the synthesized LF generator to give a 1 kHz sinewave and adjust the level 
for an indication of 0.707 V RMS on the DVM. 


(3) Adjust R209 for a 2 V pk-pk (4 divisions) indication on the UUT oscilloscope. 
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SYNTHESIZED 
LF GENERATOR 


Fig. 3-8 Test equipment connections for adjusting R209 on AB5/I 


RF power meter calibration and software correction 


Calibration of the RF power meter requires the use of an accurate power source 
capable of supplying at least 2 W from 1 MHz to 1.1 GHz with an accuracy of +2% up to 


500 MHz and +3% up to 1.1 GHz. Proceed as follows:- 
(1) Connect the equipment as shown in Fig. 3-9, where the power source is a 
calibrated one formed from the equipment shown in as described under ‘RF 
power meter’ in Chap. 6 of the Operating Manual. 


UUT 


POWER 
SOURCE 


N 
RF IN/OUT 


Fig. 3-9 Test equipment connections for adjusting R106 on ABS/1 


(2) Set the UUT to TRANSMITTER TEST, N input socket. 
(3) Set the power source to give 220 mW at 100 MHz, 


(4) Note the power reading on the UUT display. Repeat for the frequencies 
shown in Table 3~3a noting the power reading on the UUT for each frequency. 


46882-114B 
Dec. 91 


‘46882-1148 
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(7) 


(8) 


(9) 


(10) 


(11) 
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If the power readings are all low or all high, it will only be necessary to adjust 
R106 to optimize. 


If the readings are randomly high and low, the software corrections will 
require altering. To do this, enter the new data using the 2955B unlocking and 
data insertion procedure. Since different circuits are switched in internally for 
different levels and frequencies there are several sets of corresponding 
correction points. These corrections should be carried out at the frequencies 
and levels given in Tables 3-3a to 3-3e. This will ensure that the correct 


circuits are switched in. 


Set the power source to give 220 mW. Carry out the software correction for 
the frequencies and addresses given in Table 3-3a (20 dB pad on AA2 out, 
high oscillator band on AA1 selected). 


Set the power source to give 2 W. Carry out the software correction for the 
frequencies and addresses given in Table 3-3b (20 dB pad on AA2 in, high 
oscillator band on AAJ selected). 


set the UUT to one port DUPLEX test, with the power source at 2 W. Carry 
out the software correction for the frequencies and addresses given in Table 


3-3c. 


Set the UUT to TRANSMITTER TEST, with the power source at 2 W. Carry 
out the software correction for the frequencies and addresses given in Table 
3-3d (20 dB pad on AA2 in, low oscillator band on AAI selected). 


Set the power source to give 220 mW, then carry out the software correction 
for the frequencies and addresses given in Table 3-3e (20 dB pad on AA2 out, 


low oscillator band on AA1 selected). 


ADJUSTMENT AND CALIBRATION 


TABLE 3-3a RF POWER METER SOFTWARE CORRECTION 
(20 dB OUT, HIGH OSCILLATOR BAND) 


Address of Address of 
correction Frequency correction Frequency 

figure figure 

63445 11.5 MHz 63468 830 MHz 
63446 50 MHz 63469 840 MHz 
63447 100 MHz 63470 850 MHz 
63448 150 MHz 63471 860 MHz 
63449 200 MHz 63472 870 MHz 
63450 250 MHz 63473 880 MHz 
63451 300 MHz 63474 890 MHz 
63452 350 MHz 63475 900 MHz 
63453 400 MHz 63476 910 MHz 
63454 450 MHz 63477 920 MHz 
63455 500 MHz 63478 930 MHz 
63456 550 MHz 63479 940 MHz 
63457 600 MHz 63480 950 MHz 
63458 650 MHz 63481 960 MHz 
63459 670 MHz 63482 970 MHz 
63460 690 MHz 63483 980 MHz 
63461 710 MHz 63484 990 MHz 
63462 730 MHz 63485 1000 MHz 
63463 750 MHz . 63486 1010 MHz 
63464 770 MHz 63487 1020 MHz 
63465 790 MHz 

63466 810 MHz 

63467 820 MHz 
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TABLE 3-3b RF POWER METER SOFTWARE CORRECTION 
(20 dB IN, HIGH OSCILLATOR BAND) 


Address of 
correction 
figure 


63402 
63403 
63404 
63405 
63406 
63407 
63408 
63409 
63410 
63414 
63412 
63413 
63414 
63415 
63416 
63417 
63418 
63419 
63420 
63421 
63422 
63423 


TABLE 3-3c RF POWER METER SOFTWARE CORRECTION 
(ONE-PORT DUPLEX) 


Frequency 


11.5 MHz 


50 MHz 
100 MHz 
150 MHz 
200 MHz 
250 MHz 
300 MHz 
350 MHz 
400 MHz 
450 MHz 
500 MHz 
550 MHz 
600 MHz 
650 MHz 
670 MHz 
690 MHz 
710 MHz 
730 MHz 
750 MHz 
770 MHz 
790 MHz 
B10 MHz 


Address of 
correction 


figure 


63424 
63425 
63426 
63427 
63428 
63429 
63430 
63431 
63432 
63433 
63434 
63435 
63436 
63437 
63438 
63439 
63440 
63441 
63442 
63443 
63444 


Frequency 


820 MHz 
830 MHz 
840 MHz 
850 MHz 
860 MHz 
870 MHz 
880 MHz 
890 MHz 
900 MHz 
910 MHz 
920 MHz 
930 MHz 
940 MHz 
950 MHz 
960 MHz 
970 MHz 
980 MHz 
990 MHz 


1000 MHz 
1010 MHz 
1020 MHz 


ADJUSTMENT AND CALIBRATION 


Addrass of Addrass of 

correction Frequency correction Frequency 
figura flgure 
63167 11.5 MHz 63178 550 MHz 
63168 50 MHz 63179 600 MHz 
63169 100 MHz 63180 650 MHz 
63170 150 MHz 63181 700 MHz 
63171 200 MHz 63182 750 MHz 
63172 250 MHz 63183 800 MHz 
63173 © 300 MHz 63184 850 MHz 
63174 350 MHz 63185 900 MHz 
63175 400 MHz 63186 950 MHz 
63176 450 MHz 63187 1000 MHz 
63177 500 MHz 63188 1020 MHz 
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TABLE 3-3d RF POWER METER SOFTWARE CORRECTION 
(20 dB IN, LOW OSCILLATOR BAND) 


Address of 

correction Frequency 
figure 
63132 1.5 MHz These corrections interpolate 
63133 2.15 MHz as grouped, e.g. the corrections 
63134 2.98 MHz for 1.5, 2.15 and 2.98 MHz all 

affect each other and should be 
63135 3.01 MHz adjusted until the power reading 
63136 4.5 MHz Is correct at all 3 frequencies. 
63137 6.08 MHz 
63138 6.12 MHz 
63139 9.18 MHz 
63140 9,22 MHz 
63141 13.8 MHz 
63142 56.9 MHz 
TABLE 3-3e RF POWER METER SOFTWARE CORRECTION 
(20 dB OUT, LOW OSCILLATOR BAND) 

Address of 

correction Frequency 
figure 
63146 1.5 MHz These corrections interpolate 
63147 2.15 MHz as grouped, e.g. the corrections 
63148 2.98 MHz for 1.5, 2.15 and 2.98 MHz all 

affect each other and should be 

63149 3.01 MHz adjusted until the power reading 
63150 4.5 MHz Is correct at all 3 frequencies. 
63151 6.08 MHz 
63152 6.12 MHz 
63153 9.18 MHz 
63154 9.22 MHz 
63155 13.8 MHz 
63156 56.9 MHz 


esses ses SESS 


46882-114B 
Dec. 91 


ADJUSTMENT AND CALIBRATION 


AF SYNTHESIZER BOARD AB6/1 


Test equipment: DVM, power meter, modulation meter. 


AF generator output level 
To adjust the AP generator output level proceed as follows:- 
(1) Connect the equipment as shown in Fig. 3-10. 
(2) Set the UUT to AUDIO TEST. 


(3) Set the UUT AF GEN 1 frequency to 1 kHz sine wave, level 1 V. 
Ensure that AF GEN 2 Is switched off. 


(4) Set the DVM to measure AC. 


(5) Adjust R1 (for adjustment locations see Fig. 3-1) for a DVM reading of 1 V 
+0.005 V. 


UUT 


AF GEN 
OUTPUT 
Fig. 3-10 Test equipment connections for adjusting RI on AB6/1 


RF output level calibration 


Calibration of the RF generator signal levels is carried out using R20 and software 
correction for the electronic fine attenuator. 


Note... 


If the RF output level is adjusted, the RF generator AM and FM has to be 
recalibrated. | 


In most instances of recalibration, it is likely that the RF level will only require 
optimising using R20, i.e. the entire range of the electronic attenuator is slightly high or 
slightly low. This is determined by proceeding as follows:- 


(1) Connect the equipment shown in Fig, 3-11 via the 6912 sensor. 


(2) Set the UUT to RECEIVER TEST, RF generator frequency 300 MHz, level 
-15.5 dBm, increment 1 dB, modulation off, N socket. 
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Fig. 3-11 Test equipment connections for adjusting R20 on AB6/I 


Adjust R20 for an indication on the power meter of -15.5 dBm. 


Using the decrement key, decrement in 1 dB steps to eget 5 dBm while 
checking each step level on the power meter. 

If these levels are correct, the software correction for the fine attenuator need 
not be carried out. 


If these levels are incorrect, the electronic fine attenuator will have to be 
recalibrated as given below. 


Recalibration of electronic fine attenuator 


Proceed as follows:~ 


(1) 
(2) 


(3) 


(4) 


(5) 


(6) 


Enter the CALIBRATION DATA facility as described in Chap. 2. 


Enter address 63232, then enter a data correction figure of 005 into this 
address. 


Next enter address 63244 and enter a nominal correction figure of 000. Press 
the increment level key once to obtain the next memory address (63245) and 
again enter a nominal figure of 000. Continue this process entering a nominal 
figure of 000 up to and including address 63254, 


Re-enter receiver test and adjust R20 for an indication on the power meter of 
=15.0 dBn. 


Decrement the RF output by | dB, using the decrement level key, to -21.5 
dBm and note the reading on the power meter. 


If the output level is incorrect, enter the data menu and correct the data. Data 
corrections may be made in the range 000 to 254, and a data correction of 1 
gives an approximate change in level of 0.01 dB. Note that after altering any 
correction data figures, the RF level does not change until after returning to 
the receiver test mode. . 


46882-114B 
Dec, 91 


ADJUSTMENT AND CALIBRATION 


(7) Repeat step (6) above for the levels and addresses shown in Table 5-12. 


8 Note... 


It is vital to step down in 1 dB steps using the decrement level key and not by 
selecting the level desired using the white data entry keys. This is to ensure that 
none of the bulk attenuator pads are switched in and that the fine attenuator is 


calibrated over its entire range. 


TABLE 3-4 RF OUTPUT LEVEL SOFTWARE CORRECTION 


Address of RF Address of RF 

correction lavel correction lavel 
figura figure 
63244 -15.5 dBm 63250 -21.5 dBm 
63245 ~16.5 dBm 63251 —22.5 dBm 
63246 -17.5 dBm 63252 -—23.5 dBm 
63247 -18.5 dBm 63253 ~24.5 dBm 
63248 -19.5 dBm 63254 -25.5 dBm 
63249 -20.5 dBm 


Signal generator AM calibration and software correction 


Proceed as follows but note that AM calibration should not be carried out until after 
the RF level calibration has been set up as this affects the AM :- 


(1) Connect the equipment as shown in Fig. 3-12. 


(2) Set the UUT to RECEIVER TEST, RF generator frequency 125 MHz, RF level 
5 dBm, modulation frequency 1 kHz, modulation level depth 70%, BNC 


socket, distortion-SINAD-S/N off. 


(3) Set the modulation meter to AM, (pk-pk)/2, 0.3 to 3.4 kHz band-pass filter 
selected. 


(4) Note the modulation depth indicated on the modulation meter. 


(5) Enter the CALIBRATION DATA facility as described in Chap. 2. 
UUT (aes Sa 


MODULATION 
METER 


BNC 
RF IN/OUT 


Fig. 3-12 Test equipment connections for AM and FM calibration 
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Enter address 63255 and then increase the displayed ‘read’ figure by 1. 
Ensure that the new figure has been transferred to the ‘read’ display. 


Note the data correction figure entered, then return to RECEIVER TEST mode 
and note the new modulation depth displayed on the modulation meter. 


Now calculate the AM slope by subtracting the initial measured depth from the 
depth now displayed. Using this AM slope figure, calculate the correction 
figure required to give 70% depth by the following formula :- 


(70 ~ Mod depth now displayed . current correction data fig. 
(AM slope fig.) 


Enter address 63255 and enter the new calculated data correction figure. 


(9) 

Return to RECEIVER TEST mode. Modulation depth now displayed should be 
within 70% +5.9% AM. To optimise accuracy, repeat this step using the 
formula above. é 

(10) AM.accuracy at level 5 dBm should. now be correct. Repeat the above 
procedure for addresses and corresponding levels as shown in Table 3-5 up to 
address 63264, level -4 dBm. 

(11) The AM correction figures for -5 dBm and -5.9 dBm are entered in the same 
way as above except care must be taken to prevent the internal 10 dB pad of 
the attenuator from being automatically switched in. 

(12) To prevent automatic attenuator selection, set the UUT RF level to —4 dBm 
and set an increment level of 0.1 dB. Using the level increment down key, 
step down in 0.1 dB steps until -5 dBm is reached. 

TABLE 3-5 SIGNAL GENERATOR AM SOFTWARE CORRECTION 
Address of RF Address of RF 
correction level correction level 

figure figure 

63255 5 dBm 63261 ~1 dBm 

63256' 4 dBm 63262 -2 dBm 

63257 3 d8m 63263 -3 dBm 

63258 2 dBm 63264 -4 dBm 

63259 1 dBm 63265 -5 dBm 

63260 0 dBm 63266 ~5,.9 dBm 

(13) The AM correction for -5 dBm can now be carried out as normal. When this 


Note... 
If by accident the level is stepped past -5.9 dBm, for instance -6 dBm, the 10 dB 
pad is switched in and cannot be switched out by simply incrementing one step to 
-5.9 dBm. If this happens, return the RF level to -4 dBm and decrement —-5.9 in 
0.1 dB steps back to -5.9 dBm. 


is complete, decrement in 0.1 dB steps until -5.9 dBm is reached and carry out 
the AM correction procedure for this level. 
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Signal generator FM calibration and software correction 


Proceed as follows:- 


Connect the equipment as shown in Fig. 3-12. 


Set the UUT to RECEIVER TEST, RF generator frequency 165 MHz, RF level 
0 dBm, modulation frequency 1 kHz sine wave, deviation 10 kHz, BNC output 


socket selected. 
Set the modulation meter to FM, (pk-pk)/2, 0.3 to 3.4 kHz BP filter selected. 


Note the deviation measured on the modulation meter. 
Enter the CALIBRATION DATA facility as described in Chap. 2. 


Enter address 63267 and then increase the displayed ‘read’ figure by 1. 
Ensure that the new figure has been transferred to the ‘read’ display. 


Note the data correction figure, then return to RECEIVER TEST mode and 
note the new deviation measured on the modulation meter. 


Now calculate the tracking slope by subtracting the initial measured deviation 
from the deviation now displayed. Using this tracking slope figure, calculate 
the correction figure required to give 10 kHz deviation by the following 


formula:- 


(10 — deviation now displayed). current correction data figure 
(Tracking slope figure) 


Enter the CALIBRATION DATA facility as described in Chap. 2. 


Enter address 63257 and enter the new calculated data correction figure. 
Return to RECEIVER TEST mode. Deviation now displayed should be within 
10 kHz +7%. To optimise the accuracy, repeat this step using the formula 


above. 


FM accuracy at 165 MHz should now be correct. Repeat the above procedure 
for all the addresses and corresponding frequencies shown in Table 3-6. This 
lists the 131 software correction points covering the 3 main oscillators. 
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TABLE 3-6 SIGNAL GENERATOR FM SOFTWARE CORRECTION 


EEE: aE 


Oscillator 1 Ocillator 2 Oscillator 3 
Address Freq. Address Freq. Address Freq. 
63267 165 63306 260 63354 400 
63268 167.5 63307 263 63355 403 
63269 170 63308 266 63356 406 
63270 172.5 63309 269 63357 409 
63271 175 63310 272 63358 412 
63272 177.5 63311 275 63359 415 
63273 180 63312 278 63360 418 
63274 182.5 63313 281 63361 421 
63275 185 63314 284 63362 424 
63276 187.5 63315 287 63363 427 
63277 190 63316 290 63364 430 
63278 192.5 63317 293 63365 433 
63279 195 63318 296 63366 436 

- 63280 197.5 63319 299 63367 439 
63281 00. eae ‘64520"" — 302... eb 2 eae 
63282 202.5 63321 305 63369 445 
63383 205 63322 308 63370 448 
63284 207.5 63323 311 63371 451 
63285 210 63324 314 63372 454 
63286 212.5 63325 317 63373 457 
63287 215 63326 320 63374 460 
63288 217-5 63327 aad 63375 463 
63289 220 63328 326 63376 466 
63290 Zee.0 63329 329 63377 469 
63291 225 63330 332 63378 472 
63292 227.5 63331 335 63379 475 
63293 230 63332 338 63380 478 
63294 232.5 63333 341 63381 481 
63295 235 63334 344 63382 484 
63296 231.5 63335 347 63383 487 
63297 240 63336 350 63384 490 
63298 242.5 63337 353 63385 493 
63299 245 63338 356 63386 496 
63300 247.5 63339 359 63387 499 
63301 250 63340 362 63388 502 
63302 252.5 63341 365 63389 505 
63303 255 63342 368 63390 508 
63304 257.5 63343 371 63391 511 
63305 259.9999 63344 374 63392 514 

63345 277 63393 S17 
63346 380 63394 520 
63347 383 63395 523 
63348 386 63396 526 
63349 389 63397 529 
63350 392 

63351 395 

63352 398 

§3353 399.9999 

eS ies Oe eed) ee TE ee ee ee 
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CRT DRIVE BOARD AC1 


Test equipment: Synthesized signal generator, reference standard. 


10 MHz standard 


This adjustment governs the frequency accuracy of the RF generator, two AF 
generators and the AF and RF frequency counters. Note that the adjustment should not 
be carried out until the instrument has been switched on for at least 20 minutes. Then 


proceed as follows:- 


(1) Connect the equipment as shown in Fig. 3-13, but ensure that the external 
reference standard has an accuracy better than --5 parts in 1019, 


SYNTHESIZED 
SIGNAL GENERATOR 


AF IN/OUT OUT 
Fig. 3-13 Test equipment connections for adjusting R39 on ACI 


(2) Set the synthesized signal generator to externa! standard, carrier frequency 
1000 MHz, modulation off, RF level 0 dBm. 


(3) Set the UUT to TRANSMITTER TEST, BNC input socket selected. 


(4) Adjust R39 for a transmitter frequency indication on the UUT display of 
1000 MHz -41 count. 


Frame height 
To obtain full horizontal cover of the tube face, adjust HEIGHT preset R3. 


Frame linearity 
To obtain a linear display across the tube face, adjust LINEARITY preset R6. 


Vertical shift 
To position the display centrally on the tube face, adjust VERT SHIFT preset R21. 


Linearity and width 
To obtain full vertical cover of the tube face, adjust LIN AND WIDTH preset L1. 


Focus 
To obtain sharp focus of the display, adjust FOCUS control R26. 
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POWER SUPPLY BOARD ARi1/1 
Test equipment: DC supply, DVM. 


Low level volts 


Proceed as follows:- ; 
(1) Disconnect the AC mains supply lead from the UUT AC SUPPLY socket. 


(2) Connect the DVM and a DC supply capable of supplying 55 W at 16 V to the 
UUT rear panel DC SUPPLY socket. See Fig. 3-14. If the 2955B does not 
have the DC Supply Unit fitted (Option 6), connect the DC supply directly to 
PLB pin 4 (positive) and pin 2 (negative). 


DC 
SUPPLY 


DC SUPPLY 
uy Ose 


090 a0a000Q00 


Fig, 3-14 Test equipment connections for adjusting R46 on ARI 


(3) Switch on the UUT on and adjust the DC supply unti] the DVM reads 10.8 V. 
If the DC supply has been connected directly to PLB, adjust the DC supply so 
that the voltage at PLB is 10.3 V. 


(4) Remove the DVM and connect it between tag 8 (orange lead) and earth. 


(5) Adjust R46 for a DVM reading of 1.8 V, but note that due to the nature of this 
adjustment the voltage will be unstable. 


+5 V supply 
Proceed as follows:- 
(1) Connect the DVM between tag 4 and earth. 
(2) Adjust R47 for 5.05 V at tag 4. 
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ADJUSTMENT AND CALIBRATION 


SENSITIVE OFF-AIR RECEIVER 


Any problem which is experienced with the receiver performance is more likely to 
be due to component failure than to maladjustment of presets once these have been set at 
the factory. Because many of the presets are interactive, initial action should be to 
determine, as far as possible, that component failure is not the cause of the fault 


symptom before any adjustments are made. 


The procedures for the receiver tray assume that all other areas of the 2955B are 
performing correctly. Before making any adjustments to the hardware or the software, 
ensure that the 2955B has been on for not less than 30 minutes. 


Adjustments should be made in the following order:- 


Circult Board Components 
RX12 Eis Lok 4 


LO driver notch filter 
20 dB IF 180 kHz band-pass amplifier 
AGG and 38 dB amplifiers 


RX11 Cliente 7, a | 
RX11 ABZ eC G19, Roo 


After these hardware adjustments, software calibration can be undertaken. 


LO driver 21.4 MHz notch filter 


Test equipment: Spectrum analyzer (with tracking generator), active probe, lead with 


an SMC socket (female) and with a connector to the spectrum analyzer 
(tracking generator output). 


Proceed as follows:- 


(1) Remove the interconnecting link between RX12 and RxX11. 


(2) 


(3) 


(4) 


(5) 


(6) 


pe 14B 


Dec. 9 


Connect the tracking generator output to the LO input of RX12 at the SMC 
plug PLB. Using the active probe, connect the spectrum analyzer RF input to 
the signal output of RX12 at the interconnecting link position. See Fig. 3-15 
Earth the probe on the wall of the tray or on the adjacent pad. 


On the 2955B, set the MODE to TRANSMITTER MONITOR. Check that the 
TRANSMITTER TEST FREQUENCY is 300 MHz (to ensure that the notch 
filter is in circuit). 

On the spectrum analyzer, set the centre frequency to 21.4 MHz, span to 

2 MuHiz/division, reference level to 0 dBm, span to 10 dB/division, resolution 
bandwidth to 100 kHz and tracking generator on. 

Use Li, L2, L3 and L4 as necessary to tune the notch filter as shown in Fig. 
3-16. Li and L4 (pink) affect the notch depth, L2 (green) affects the LF slope 
and L3 (yellow) affects the HF slope. 


When the filter has been set, replace the interconnecting link between R12 
and RX11. 


ADJUSTMENT AND CALIBRATION 


SPECTRUM 
ANALYZER 


TRACKING 
GENERATOR 
OUT 


RX2_ 


RX3 


Fig. 3-15 Connections for adjustment of 21.4 MHz LO notch Jilter 
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® A dBm 21.4MHZ L.Q. NOTCH FILTER MANCC! 7 
10.4 Atten 40dB 50q 1s.=10.0d8m.___ 2382 
0.4 ree ial a CLOle! ct, SU 


239-6 i a) eee 
! 
me A 1 ' 


~69.6 | 
i oa 
-79.6 | | lel te | 
| | | 
-A9.6 1 
QAbPb = =Ref 20.94MHz 2.00MHz/div Aes bw 100kHz 


Inc 2MHz 40ms /div Vid bw 5. 4kHz 


Fig. 3-16 Response of 21.4 MHz LO notch filter 


20 dB IF 180 kHz band-pass amplifier 


a Test equipment: Spectrum analyzer (with tracking generator), RF signal generator, 50 dB 
attenuator pad, leads A, B and C to RX1 to lead A with an SMC plug 
(male) and an SMC socket (female), lead B with an SMC socket 
(female) and with a connector to the spectrum analyzer (tracking 
generator output), lead C with two SMA plugs (male), Jead from the RF 
signal generator to the RF IN/OUT BNC socket, lead from the spectrum 
analyzer (tracking generator output) to the attenuator (if necessary), 
lead from the attenuator to the RF IN/OUT BNC socket. 


Note... 
When checking the response of the IF filter, ensure that the receiver tray lid is fully 
secured as this affects the response. 


Before adjusting any of the presets, check the response as follows:- 


(1) On the 2955B, set the MODE to TRANSMITTER MONITOR, | the 
TRANSMITTER TEST FRE- QUENCY to 71.4 MHz, the RF IMAGE to 
LOWER, the IF FILTER to 180 kHz and the RF IN/OUT to the BNC socket. 


(2) Using lead A, connect its SMC plug to the free end of the pipe to SKB on RX2 
and connect its SMC socket to PLB on RX1. See Fig. 3-17. 


(3) Using lead B, connect its SMC socket to PLC on RX1 and connect its other end 
to the spectrum analyzer (RF input). 


5) (4) Using lead C, connect one SMA plug to SKB on RX3 and connect the other 
SMA plug to SKA on RX1. 
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Fig. 3-17 Connections for checking 20 dB IF 180 kHz band-pass amplifier 
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(12) 


(13) 
(14) 


ADJUSTMENT AND CALIBRATION 


Connect the signal generator output to the RF IN/OUT BNC socket. 
Set the signal generator to 71.4 MHz and -20 dBm. 


Select the CALIBRATION MODE display by pressing in turn the HELP, TX 
MON ON-OFF, AC DC, VERT >, FREQ | and REP SWEEP keys. 


On the display, check that RANGE 2 is indicated. Press the HOLD RANGE 
key. 2 then appears in reverse video. 


Disconnect the signal generator. 


Connect the tracking generator output through the 50 dB attenuator to the RF 
IN/OUT BNC socket. 


Set the spectrum analyzer to 21.4 MHz, span to 50 kHz/division, reference 
level to -8 dBm, span to 1 dB/division, resolution bandwidth to 3 kHz, video 


bandwidth to 43 Hz and tracking generator on. 


Check that the response is as shown in Fig. 3-18 and that the 3 dB points give 
a bandwidth of 180 +40 kHz. 


Reset the spectrum analyzer to 200 kHz/division and 10 dB/division. 


Check that the rejection at 1 MHz offset is >38 dB. 


A dBm 480 KHZ FILTER RESPONSE MARCONI 
~8,00 Atten 2548 500 OC JG -10.0dBm_ ere 2383 
1 1 : 
-9,00 | | : : os ce eA 
ie | : 
-10.00 ard ee sees. TL Ss 


“a7 ,00 


-48.00 : se 
DADbD Ref 21.4000MHz 50.0kHz/div Aes bw 
Inc 50kHz 2s /div Vid bw 43Hz 


Fig. 3-18 Response of 20 dB IF 180 kHz band-pass amplifier (lid secured) 
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ADJUSTMENT AND CALIBRATION 


Note... 
When adjusting the response, the receiver tray lid has to be removed. This : 
affects the response by shifting the centre frequency downwards by approximately € 
50 kHz. The ideal response is as shown in Fig. 3-18. With the lid removed, the 


response is as shown in Fig. 3-19. 


To adjust the response, proceed as in ‘Bypass switch driver’ and use C15, C18, C27 
and C31 as necessary tune the filters as shown in Fig. 3-19. The 3 dB points should give 
a bandwidth of 180 +40 kHz. After adjusting the response, replace the receiver tray lid 
and check that the response is now as shown in Fig. 3-18. 


A dBm 480 KHZ FILTER RESPONSE MARGONT 
-8.00 Atten 25dB 500 OC TG -10.0d8m 2383 
i 


-3.00 | 


\ 
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~414.00 | Bharani 2 ee Ce Se, eae 
~42.00 tli wy 
| TTS 
~43.00 | hd on 
} 
-14,.00 | : He 
{ 
-15,00 ox 
~16.00 | : MA xetiernatiny pM, 
* ' 
! 
-17.00 Wee as 13 . 2 Me 
ae ry 
-18.00 : : ois | 
DAbbb Ref 21.4000MHz 50.0kHz/div Aes bw 3kHz 
Inc SOkHz 2s /div Vid bw [43H] 


Fig, 3-19 Response of 20 dB IF 180 kHz band-pass amplifier (lid removed) 


AGC and 38 dB amplifiers 


Test equipment: Spectrum analyzer, RF signal generator, digital voltmeter, DVM probe, 
leads A, B and D to RX1 - lead A with an SMC plug (male) and an 
SMC socket (female), lead B with an SMC socket (female) and with a 
connector to the spectrum analyzer (tracking generator output), lead D 
with an SMA plug (male) and with a connector to the RF signal 
generator (RF out). 


Proceed as follows:- 

(1) Using lead A, connect its SMC plug to the free end of the pipe to SKB on RX2 
and connect its SMC socket to PLB on RX1. See Fig. 3-20. 

(2) Using lead B, connect its SMC socket to PLC on RX] and connect its other end 
to the spectrum analyzer (RF input). 

(3) Using lead D, connect its SMA plug to SKA on RX1 and connect its other end 
to the RF signal generator (RF out). 


(4) Connect the DVM to C6 on RX1. C6 is connected to PLA pin 14 on RX11 
(yellow wire). Earth the probe on the wall of the tray. 
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Fig. 3-20 Connections for AGC and 38 dB amplifiers 
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(5) Set the signal generator to a carrier frequency of 321.4 MHz and a level of -55 
dBm. 


(6) On the 2955R, set the MODE to TRANSMITTER MONITOR, the TX 
FREQUENCY to 321.4 MHz, and the IF FILTER to 12 kHz. 


(7) Use the DVM (on DC) to check the AGC output (with respect to ground) at 
RX1 C6. On RX11, adjust R87, L16 and L19 for a maximum level. The level 
should be 3.2 to 4.5 V. If the level is less than 3.2 V, adjust R59 to reduce the 
IF output level. On the spectrum analyzer, check that the IF output level is not 
less than -2 dBm. If this is not possible, change the SIC resistor R63 to 
300 kQ. 


(8) On the spectrum analyzer, check the IF output level. Adjust R59 to give 
0 dBm +1 dB. 


Signal strength meter (internal software) 

Test equipment: RF signal generator, lead with BNC male and N male connectors. 
There are calibration factors for frequency and for level in the instrument’s non- 

volatile memory (EAROM). This procedure consists of twenty stages in which these 


factors are corrected as necessary. To ensure accuracy, all inner and outer covers should 
be fitted. Remember to allow a warm-up of 30 minutes. 


This procedure should take approximately 10 minutes. Instructions appear on the 


display to set frequencies and levels (PD) on the signal generator and to enter calibration 
data. An incorrect entry could result in the message TOO MANY ITERATIONS 


appearing. If this appears or if an error is suspected, abort the procedure and start again. 
Proceed as follows:— 
(1) Set the signal generator to a carrier frequency of 300.0] MHz and an RF level 
of 800 pV PD. 


(2) Connect the signal generator output to the RF IN/OUT BNC socket. 


(3) In the TRANSMITTER MONITOR mode, select the CALIBRATION MODE 
display by pressing in turn the HELP, TX MON ON-OFF, AC DC, VERT 4, 
FREQ | and REP SWEEP keys. 


(4) Press the CALIBRATE soft key. The STAGE 1 display appears. The appro- 
priate instructions are given in the lower part of the display. See Table 3-7. 
IN STAGE 1, to ensure that the temperature is stable, check that the 
TEMPERATURE ADC does not change. 


(5) For each subsequent stage, press the CONTINUE soft key. When it is 
necessary to enter calibration data, the title of the ENTER soft key flashes. 
Enter new data using the DATA keypad. This data appears alongside the 
instruction. Press the ENTER soft key which changes to CONTINUE. In 
STAGE 2, the required data is 3.5. In STAGE 1], the required data is —0.162. 


(6) After stage 20 or to abort at any time, press the EXIT soft key. 
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| © TABLE 3-7 SIGNAL STRENGTH METER CALIBRATION 
Typical 
Stage Signal Range Instruction 
Strength 
ADC: 
1 046 0 ENSURE TEMPERATURE IS STABLE THEN CONTINUE 
2 046 0 ENTER LIFT FACTOA 
LO LIFT:- 


(LO output is 0 dBm at 100 kHz and entered 
dBm at 1000 MHz, normally 3.5) 


3 046 0 CONNECT SIG GEN TO BNC AND SET FREQ TO 300.01 MHz 
4 170 1 ADJUST LEVEL TO GET RANGE 1 AND STRENGTH 170 +2 
5 170 1 NOW ENTER SIG GEN LEVEL 

LEVEL:- 
6 104 1 NOW SET SIG GEN LEVEL TO ‘stage 5 entered lavel -+-8' 


WAIT FOR READING TO SETTLE 


it 242 1 NOW SET SIG GEN LEVEL TO ‘stage 5 entered level x 20’ 
WAIT FOR READING TO SETTLE 


NOW SET SIG GEN LEVEL TO ‘stage 5 entered lavel + 40’ 


@ 8 180 9) 
WAIT FOR READING TO SETTLE 
9 222 2 NOW SET SIG GEN LEVEL TO ‘stage 5 entered level x 30’ 
WAIT FOR READING TO SETTLE 
10 eae 2 POKING CALIBRATION DATA... . 
COMPLETE 
i 222 2 ENTER TEMP CAL FACTOR 
TEMP FACTOR:- (Narmally -0.162) 
2 130 1 NOW SET SIG GEN FREQ TO 100 kHz AND LEVEL TO 300 pV 


WAIT FOR READING TO SETTLE 
NOW SET SIG GEN FREQ TO 300 kHz AND LEVEL TO 300 pV 


13 134 1 
WAIT FOR READING TO SETTLE 

14 135 1 NOW SET SIG GEN FREQ TO 1.01 MHz AND LEVEL. TO 300 pV 
WAIT FOR READING TO SETTLE 

tO 135 1 NOW SET SIG GEN FREQ TO 3.01 MHz AND LEVEL TO 300 pV 
WAIT FOR READING TO SETTLE 

16 136 1 NOW SET SIG GEN FREQ TO 10.01 MHz AND LEVEL TO 300 pV 
WAIT FOR READING TO SETTLE 

17 132 1 NOW SET SIG GEN FREQ TO 30.01 MHz AND LEVEL TO 300 pV 
WAIT FOR READING TO SETTLE 

® continued... 
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TABLE 3-7 SIGNAL STRENGTH METER CALIBRATION (contd.) 


Typical 
Stage Signal Range Instruction 
Strength 
ADC 
18 134 1 NOW SET SIG GEN FREQ TO 100.01 MHz AND LEVEL TO 300 pV 
WAIT FOR READING TO SETTLE 
19 132 1 NOW SET SIG GEN FREQ TO 300.01 MHz AND LEVEL TO 300 pV 
WAIT FOR READING TO SETTLE 
20 iz 1 NOW SET SIG GEN FREQ TO 999.99 MHz AND LEVEL TO 300 pV 


WAIT FOR READING TO SETTLE 
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INTRODUCTION 


If your instrument has become faulty, this chapter may help you to identify the problem 
and rectify the fault. 


For some of the steps, access is necessary in accordance with ‘Access to Boards and 
Units' in Chap. 2 of this Maintenance Manual. 


“INSTRUMENT NOT ACTIVE 


If a display does not appear and there is no other sign that the instrument is active, check 
that the rear panel voltage range switch is in its correct position as under 'Power Requirements’ in 
Chap. 2 of the Operating Manual. 


If the voltage range switch has been set for 105 ta 120 V and a higher voltage has been 
applied, the AC supply fuses FS] and FS2 will have blown. Proceed as follows:- 


(1) On the power supply board AR1/1, check Zener diode D23. If necessary, replace 
D23 or the complete board ARI/1. 


(2) Set the valtage range switch correctly. 


(3) | Replace FSI and FS2 on the rear panel by the appropriate values as under ‘Power 
Requirements’ in Chap. 2 of the Operating Manual. 


If the voltage range switch has been set correctly, check the above fuses. 
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If the voltage range switch has been set correctly and the above fuses are unblown, 
proceed as follows:- 


(1) Check the power supply board ARI/1] output voltages at connector PLE on the 
motherboard ABI/1. These should be (with respect to pins 8 and 9) -12 V on pin 
2, -5 V on pin 3, +12 V on pin 4 and +5 V on pins 5 and 6. 


(2) If any of the readings is incorrect, AR1/1 or one of its load circuits could be 
faulty. To check the latter, disconnect the supply lead from PLE. On PLE, check 
that the DC resistances (with respect to pins 8 and 9) are greater than 750 Q for 
-12 V (pin 2), 1.4 kQ for -5 V (pin 3), 25 Q for +12 V (pin 4) and 320 Q for +5 V 
(pins 5 and 6). 


(3) If any of the loads is incorrect, try to isolate the fault by removing plug-in printed 
circuit boards and by disconnecting the following flying ribbon leads:- 


(a) RF tray to motherboard connector PLA. 
(b) RF tray to motherboard connector PLF. 
(c) Option | Rx tray to méthérboard connector PLZ 9 (when fitted). 


(4) If the loads are correct, ARI/I is probably faulty. Replace it or refer to it in 
Chap. 5. Refit the boards and disconnected leads. 


INSTRUMENT ACTIVE BUT NO DISPLAY 


If instrument otherwise seems to be active but there is no display, check the fuse FS4 
which is in the DC +12 V supply line from the motherboard AB1I/I to the CRT drive board ACI. 


If the above fuse has blown, remove the CRT base board AT2 and check on AC] that the 
DC resistance (with respect to pin 4) is not less than ]kQ for +12 V (pin 2) after 5 seconds. 


If the DC resistance is too low, replace ACI or refer to it in Chap. 5. 


If the DC resistance is satisfactory, replace FS4. Refer to Chap. 6, Refit AT2. 
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| INSTRUMENT ACTIVE BUT DISPLAY CONSISTS OF RANDOM 
| 2 CHARACTERS 


Check that the microprocessor board AB4/2 is correctly inserted in its socket. 
Check that all the plug-in ICs on AB4/2 are corrected inserted in their sockets. 


Remove the VDU board AB3/2 and check that all its plug-in ICs are correctly inserted in 
their sockets. 


If the fault continues, refer to AB4/2 and AB3/2 in Chap. 5. 


INSTRUMENT FAILED ALL SELF TESTS 


Refer to ‘Self Testing’ in Chap. 3 of the Operating Manual and Chap. | of this 
Maintenance Manual. 


It is most probable that there is a fault associated with one of the following:- 
(a) Attenuator assembly ADO (except Option 1). 

(b) Attenuator and switch assembly RX2 (Option 1 only). 

(c) Input switching assembly ACO/2. 


ol Check the continuity of these items. If a fault is found in one of the assemblies, replace it. 


INSTRUMENT FAILED SELF TESTS 1.0 TO 1.4. 


In these tests, the output from the RF synthesizer board AA3 is measured on the RF 
counter board AA2. See Fig. 4-1. 


INPUT 


. RF 
“{ SWITCH COUNTER 


C0666 


Fig. 4-] Circuits for self tests 1.0 to 1.4 


If the instrument fails tests 1.0 to 1.4 but passes tests 2.0 to 2.3, it is most probable that 
there is a fault on AAZ. 
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INSTRUMENT FAILED SELF TESTS 2.0 to 2.3 


For these tests, the RF power which is measured on the microprocessor board AB4/2 is 
compared with the output from the RF synthesizer board AA3. See Fig. 4-2. 


Fig. 4-2. Circuits for self tests 2.0 to 2.3 


There are additional circuits as follows:- 


(a) RF modulation meter board AAI. 
(b) -Demodulation and scope board AB5/2, IF routéing, 
(c) Microprocessor board AB4/2, Power measurement. 


If the instrument passes tests 1.0 to 1.4 and fails tests 2.0 to 2.3, it is most probable that 
there is a fault in these circuits. 


For the following check, the instrument has to be in test 2.0. Initiate each individual test 
by repeatedly using the NEXT TEST key. Step through 1.0 to 1.4 and stop at 2.0. 


Check the signal from the IF OUT socket on the rear panel. There should be an IF of 
110 kHz in addition to 10 MHz. If this is present, check for the IF at TP] on AB5/2. If the IF is 
not present here, check the lead from the RF tray to the motherboard. If a board is found to be 
faulty, replace it or refer to it in Chap. 5. 


46882-1148 
a4 May 92 


INSTRUMENT FAILED SELF TESTS 3.0 TO 3.3 


For these tests, modulation generation and measurement circuits are tested. See Fig. 4-3. 


RF 
SYNTH 

«3 (2) (4x2) (A) 3 

100d8 INPUT : AF | DEMOD- AUDIO 
TTE P} SWITCH >i COUNTER {°} ULATION >I ROUTEING | 

“ABB 

AF PEAK 

SYNTH DETECTORS 


CQ664 


Fig. 4-3 Circuits for self tests 3.0 to 3.3. 


There are additional! circuits as follows:- 


(a) AF synthesizer board AB6/1. 

(b) Demodulation and scope board AB5/2, Demodulation. 
(c) Demodulation and scope board AB5/2, Audio routeing. 
(d) Microprocessor board AB4/2, Peak detectors. 


If the instrument passes tests 1.0 to 1.4, passes tests 2.0 to 2.4 and fails tests 3.0 to 3.3, it 
is most probable that there is a fault in these circuits. 


To check AB6/1, AB5/2 and AB4/2, connect the AF GEN OUTPUT socket to the AF 
_INPUT socket on the front panel. Select the AUDIO TEST mode. Check that the appropriate 
AF signal is being generated and measured. 


If the AUDIO TEST circuits are correct, it is probable that there is a fault in the 
demodulation circuits on AB5/2 or in the modulation drive circuits on AB6/1. If a board is 
found to be faulty, replace it or refer to it in Chap. 5 
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Chapter 5 
FAULT DIAGNOSIS 


Introduction 
General procedure 
Fuse replacement 
Transistor: and diode checking 
Board testing 

RF modulation meter board ‘AAI 
Preliminary 
Regulators 
Phase locking operation 
Mixer it 
20 dB pad... 
Selection logic 
Mixer and output 


’ RF counter board AA2 


Preliminary 

Signal input path 

BCD counters 
7-element counter _... 

RF synthesizer and oscillator board AA3 
Regulators .. hee <i 
Oscillator switching 
Oscillator tuning 
Filter switching 
Filter operation 
Output amplifier 
Divider amplifier and divider chain 
FIFO memories 
LF modulation amplifier 
Phase locking 
Loop amplifier 


LF synthesizer and output amplifier bo board AAAII 


Switching ... 

Phase comparator dividers 

200 MHz oscillator 

Mixer : 

18 dB amplifier 

Divider operation 

Filter operation 

ALC operation ee : 

Output amplifier and attenuator. 
Motherboard AB1/1 

Audio amplifier 

Overheat logic 

Overpower logic 
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Bistable IC14 operation 
Bistable IC15 operation 
0 - 10 dB selection 
Bistable IC9 operation 
Keyboard interrupt 
DTMEF decoder 

Digital scope board AB2/2_ 
Trigger pulse generation 
A D converter ; 
Timing generator 
Read address reset 
Display counters 

VDU board AB3/2 
Rows counters 
Columns counters 
Frame sync 

= DeGpe Clock 
Scope trigger 

Microprocessor board ABA/2 


Operation of VARIABLE control 


Keyboard interrupt... 
Checking A D converter 
Bistable [C19 
RMS converter timer ... 
Audio counter 
Programmable divider 
Power down operation 
Decoder [C8 


Demodulation and scope board ABS/2_ 


Preliminary 

85 kHz HP filter 
Limiter 

Discriminator 

15 kHz LP filter 
Amplifier IC104b 
De~-emphasis 

Checking 40 dB attenuator 
Amplifier TR102 
AGG. 

Band-pass filter 

AM output 

Switching ... 

Amplifier chain 
Vertical shift 

S0nKIz Rat ter : 
0.3 to 3.4 kHz BP filter 
300 Fiz CPeitter 
SINAD filter 
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AF synthesizer board AB6/1 
Audio generators 
Gain setting 
Modulation level setting 
Phase modulation 
FM tracking correction 
AM/FM setting 
POCSAG generator ... 

Input switching assembly AC0/2 
Overheat 
Overload detection and isolation 
Input selection . 
Duplex/norma! 

CRT drive board ACI 
Internal standard 
Divider operation 
External input 
Phase detector operation 
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INTRODUCTION 


General procedure 
This chapter is intended as a guide to localizing any problem to one component or a 
small group of components. 


Fuse replacement 


Three cartridge-type fuses are located on the rear panel. For fuse ratings, see 
under ‘Power requirements’ in the Operating Manual. 


Transistor and diode checking 


Transistors can be checked by measuring the electrode voltages and/or by 
measuring the resistance between electrodes by means of a multimeter. So that the meter 
voltage does not damage the transistors or diodes, use the lowest voltage and the 
maximum source resistance available, e.g. the x10 ( range on the AVO 8 or the SEI 


Selectest Super 50. 


Board testing 


The board tests can be used for fault finding to component level as well as being 
used to ensure correct board operation following repair or replacement. When testing at 
board level, note that the various tests are carried out sequentially. This often means 
that test equipment and instrument settings for the second and subsequent tests in a 
sequence are dependent upon those used for the first test in the sequence. 
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FAULT DIAGNOSIS 


RF MODULATION METER BOARD AA1 


Test equipment : Signal generator, oscilloscope, frequency counter. 


Circuit diagram: Chap. 7, Figs. 7-6 and 7-7. 


Proceed as follows:- 


Preliminary 


(1) 


Connect the signal generator, set to 13.6 MHz and 0 dBm (224 mV RMS), to 
the RF IN/OUT BNC socket. Select TRANSMITTER TEST and set the 


frequency to 13.6 MHz. 


Regulators 


(2) 


(3) 


(4) 


(5) 


(6) 
(7) 


(8) 
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Check that the —9 V output from IC5 pin 1 and the +5 V output from IC7 pin 3 
are within +0.5 V of the stated voltage. 


Phase locking operation 


Connect the oscilloscope to the 10 MHz input at PLB and check for 10 MHz at 
TIL levels. Transfer to TR1 emitter and check for a 10 MHz sinewave at 200 


mV pk-pk. This checks the 10 MHz filter. 


Check the junction of C6/C7/L2 for a sinewave of 3.71 MHz at 1.5 V pk-pk. 
This checks the mixer operation. 


Check the junction of L3/C9/R17 for a 3.71 MHz pure sinewave of 0.7 V 


pk-pk. This checks the operation of the 4.4 MHz LP filter. If the amplitude is 
low, the mixer has to be adjusted before proceeding. See under ‘Mixer 


10 MHz rejection’ in Chap. 3. 


Connect to TR3 collector (can) and check for a 0 to 5 V squarewave. This 
checks the squaring amplifier. 


Connect the oscilloscope (or counter) to IC] pin 12 and check that its 
frequency is eth that on pin 1 (10 MHz). This checks the frequency divider. 


Connect the oscilloscope, set to 1 ms per division, to TP1 and check for one of 
three conditions:— 


(a) In lock and operating correctly: Small ‘pips’ of either polarity at a 
frequency of 265 Hz. 

(b) In lock but not operating correctly: Pulses (typically 1.75 V ) at 265 Hz. 
The balance has to be adjusted before proceeding. See under ‘Phase 
detector balance’ in Chap. 3. 


(c) Out of lock: A 180 mV pulse train of either polarity with varying 
mark/space ratio. 


(9) Transfer the oscilloscope to the junction of R41/C28/R42, Set the frequency to 
11.4 MHz and check that the DC level is +2 VY. Set the frequency to 13.6 
MHz and check that the level changes to -7 V. This checks the PLL filter 


formed by IC4. 


(10) Reset the frequency to 13.6 MHz. Connect to TR6 collector (can) and check 
for a square wave of 3.6 V pk-pk at 13.71 MHz. This checks the VCO and 


squaring amplifier. 


Mixer 


(11) Set the signal generator to 55.6 MHz and select AUTO TUNE on the 2955B. 
Connect the oscilloscope to the IF OUTPUT at PLC. Adjust Ril for 
minimum distortion (i.e. cleanest sinewave). 


20 dB pad 


(12) Reset the signal generator to 13.6 MHz. Check the RF INPUT at the junction 
of R57/R58 for 316 mV pk-pk. Transfer to the junction of R57/R59 and 


check for 31 mV pk=pk. 
Selection logic 


(13) Check IC6 pin 2 is low and IC6 pins 4 and 10 are both high. Check IC6 pin 6 
for a 13.71 MHz signal at TTL levels. 


(14) Transfer to TR14 collector and check for 0 V. 


(15) Set the frequency to 14 MHz. Check IC6 pin 2 is high, IC6 pin 10 is low and 
IC6 pin 5 is high. Check IC6 pin 6 for a 3.71 MHz signal at TTL levels. 


(16) Transfer to TR14 collector and check for --9 V. 


Mixer and output 


(17) Reset the frequency to 13.6 MHz. Connect the oscilloscope to TR8 collector 
and check for a good square wave from the Schmitt trigger. 


(18) Check at the junction of L12/C62/R77 for a pure 110 kHz sine wave at the 
same level as that at the junction of R57/R59. This checks the operation of 
the sampling gate mixer, buffer and LP filter. 


(19) Check the IF OUTPUT at PLC and the MONITOR OUTPUT at PLE for a 110 
kHz sinewave at 2.8 V pk-pk. This checks the operation of the VCO 
amplifier and the IF monitor respectively. 
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FAULT DIAGNOSIS 


RF COUNTER BOARD AA2 
! > Test equipment : Signal generator, oscilloscope. 
Circuit diagram: Chap. 7, Fig. 7~9. 
Proceed as follows:- 


Preliminary 
(1) Connect the signal generator, set to 10 MHz and 0 dBm (224 mV RMS), to the 
RF IN/OUT BNC socket. Select TRANSMITTER TEST set the frequency to 
10 MHz. 


Signal input path 


(2) Connect the oscilloscope to the SIGNAL INPUT at R6 and display the 
sinewave. Increase the signal generator output level to 11 dBm and check that 
the displayed level drops by 9 dBm. This checks the 20 dB pad and switching. 


(3) Set the signal gerierator to --10 dBm. Check that the signal on [C2 pin 5 is six 
times the amplitude of the signal on IC1 pin 1. This checks the operation of 


the 16 dB amplifier. 


(4) Check the junction of C16/R17/C17 for a square wave of 1 V pk-pk. This 
checks the Schmitt trigger. 
(5) Check IC7 pin 14 for 10 MHz at ECL levels. Change the signal generator 
-» frequency to 210 MHz and check for fin/4. This checks the operation of the 
prescaler and bypass switching. 


BCD counters 
(6) Check IC7 pin 16 for low 400 ms gating periods. Change the signal generator 
frequency to 10 MHz and check that the gating periods have changed to 100 
ms (10 Hz resolution selected), 
(7) Check IC5 pin 14 for fin/10 at TTL levels. Change the signal generator 
frequency to 210 MHz and check for fin/40. This checks the level shifter and 
first BCD counter. 


(8) Check TP2 for fin/80. Change the signal generator frequency to 10 MHz and 
check for fin/20. This checks the second BCD counter. 


-7-element counter 
(9) Check IC4 pin 19 for high reset pulses occurring every 120 ms. Change the 
signal generator frequency to 210 MHz and check that the pulses occur every 
400 ms. 
(10) Transfer to TP1 and check for a squarewave of 3.8 ws period. Change the 
signal generator frequency to 10 MHz and check that the squarewave changes 
to a 20 us period. 


S (11) Vary the frequency of the signal generator and check for ‘random’ data on IC4 
pins 1 to 4. This checks the data sent to the processor. 
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RF SYNTHESIZER AND OSCILLATOR BOARD AA3 


Test equipment : Oscilloscope, power source, frequency counter, spectrum analyzer. 


Circuit diagram: Chap. 7, Figs. 7-11 and 7-12. 


Proceed as follows:— 


Regulators 


(1) 


Check that the -9 V line at TP4 and the +9 V line at TP5 are within +0.5 V of 
the stated voltage. 


Oscillator switching 


(2) 


(3) 


(4) 


Select RECEIVER TEST and set the frequency to 500 MHz. Check that the 
AAO OSC SELECT inputs at feedthrough capacitors C43 and C44 are both low 
(-9 V). Check at their collectors that TR13 is on (-8.5 V) and.TR2 and TR6 
are both off (0 V). Change frequency to 900 MHz and check that the levels 
are unaltered. This checks the oscillator selection for the 165 to 530 MHz 
fréquency range. 

Change frequency to 300 MHz. Check that C43 is low (-9 V), C44 is high 
(0 V), TR6 is on and TR2 and TR13 are both off. Change frequency to 600, 
700, 150 and 70 MHz and check in turn that the levels are unaltered. This 
checks the oscillator selection for the 530 to 630 MHz frequency range. 


Change frequency to 200 MHz. Check that C43 is high (0 V), C44 is low 
(-9 V), TR2 is on and TR6 and TR13 are both off. Change frequency to 100 
then 50 MHz and check in turn that the levels are unaltered. This checks the 
oscillator selection for the 630 to 1000 MHz frequency range. 


Oscillator tuning 


(5) 


(6) 


Disconnect PLD. Connect the power source, initially set to 3 V, to R3 input. 
Connect the counter to TP3 to measure oscillator frequency divided by 100. 


Set the 2955B frequency in turn to 200, 300 and 500 MHz. each time varying 
the power source voltage between 3 and 18 V while checking that each 
oscillator operates over its full frequency range. Replace PLD. 


Filter switching 


(7) 


(8) 


(9) 


Set the frequency to 200 MHz. Check that the AAO FILT CONTROL inputs 
at feedthrough capacitors C45 and C46 are both low. Check at their 
collectors that TR4, TR11 are both on (-12 V) and that TR3, TR7, TR8, TR9 
are all off. This checks the filter switching for the 165 to 530 MHz range. 


Change frequency to 550 MHz. Check that C45 and C46 are both high. 
Check that TR3, TR7, TR9 are all on and that TR4, TR8, TR11 are all off. 
This checks the filter switching for the 530 to 630 MHz range. 


Change frequency to 650 MHz. Check that C45 is low and C46 is high. 
Check that TR3, TR8, TR9 are both on and that TR4, TR7, TR11 are all off. 
This checks the filter switching for the 630 to 1000 MHz range. 
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FAULT DIAGNOSIS 


Filter operation 
(10) Connect the spectrum analyser to the output from C96. 


(11) Set the frequency to 165 MHz. Check that the pass band is flat within +5 dB 
up to 259 MHz. Check that all harmonics are at least 36 dB down. This 
checks the 265 MHz LP filter. 


(12) Change the frequency to 260 MHz. Check that the pass band is flat within 
+5 dB up to 399 MHz. Check that all harmonics are at least 32 dB down. 


This cheeks the 410 MHz LP filter. 


(13) Change the frequency to 400 MHz. Check that the pass band is flat within 
+5 dB up to 529 MHz. Check that all harmonics are at least 30 dB down. 


This checks the 560 MHz LP filter. 


(14) Change the frequency to 530 MHz. Check that the pass band flatness from 
520 to 629 MHz ts within +6 dB. Check that all harmonics and sub-harmonics 
are at least 34 dB down. This checks the 520 MHz HP and 630 MHz LP 


filters. 
(15) Change the frequency to 630 MHz. Check that the pass band flatness from 


630 to 799 MHz is within +6 dB. Check that all harmonics and sub~—harmonics 
are at least 34 dB down. This checks the 520 MHz HP and 820 MHz LP 


filters. 
(16) Change the frequency to 800 MHz. Check that the pass band flatness from 


800 to 1000 MHz ts within --6 dB. Check that all harmonics are at least 
15 dB down and that all sub-harmonics are at least 32 dB down. 


Output amplifier 


(17) Remove the coupler between boards AA3 and AA4/1. Using a spectrum 
analyzer and signal injector, check that IC4 output is -15 to -8 dBm over all 
frequency ranges (including doubled ranges) of the oscillators. Replace the 


coupler. 


Divider amplifier and divider chain 


(18) Set the frequency to 165 MHz. Check, using the spectrum analyzer, that the 
gain of the amplifier from the junction of R14/C6 to IC112 pin 12 is greater 


than 14 dB. 


(19) Set the 2955B to 165, 259, 260, 399, 400 and 529 MHz in turn and check at 
TP3 for these frequencies divided by 100. 


(20) Check TP3 for oscillator frequency divided by 100 (i.e. 1.65 to 5.3 MHz) at 
CMOS levels. 


(21) Check TP1 for 40 to 60 Hz negative-going pulses. Transfer to TP2 and check 
for 4 to 6 kHz square waves. 
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FIFO memories | 
(22) Check for a positive 1.4 ms program enable pulse from IC103 pin 10. 


(23) Connect the oscilloscope to SHIFT OUT from 1C103 pin 4. Check for a train 
of pulses occurring each time the frequency is changed. The train consists of 
7 pulses each of 0.1 ms duration occurring in 1.4 ms. 


(24) Set the frequency to 300 MHz. Check that IC104 pin 4 is low and pins 1,2,3 
are all high. Transfer to IC101 and check that pins 1 and 3 are low and pins 2 


and 4 are high. 


LF modulation amplifier 


(25) Check the LF modulation amplifier and, if necessary, adjust it as given under 
“Low frequency external FM’ in Chap. 3. 


~Phase locking” 


(26) Check IC106 pin 22 for a 10 MHz input, and pin 26 for a 5 kHz output. This 
checks the internal divider. 


(27) Set the frequency to 200 MHz and check that LED D106 is unlit. Increment 
the frequency to 210 MHz while observing the LED. Check that the LED 
flashes then goes out again. This checks phase lock operation with the 165 to 


260 MHz oscillator. 


(28) Repeat the above test at 320 and 330 MHz to check the 260 to 400 MHz 
oscillator, and at 490 and 500 MHz to check the 400 to 530 MHz oscillator. 


Loop amplifier 
(29) Check for +22 V on IC107 pin 7. 


(30) Set the frequency to 165 MHz and check at IC107 pin 6 for 3 V. Change 
frequency to 259 MHz and check that the level has changed to 17 V. 
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FAULT DIAGNOSIS 


LF SYNTHESIZER AND OUTPUT AMPLIFIER BOARD AA4/1 


Test equipment : Oscilloscope, frequency counter, spectrum analyzer. 
Circuit diagram: Chap. 7, Figs. 7-14 and 7-15. 


Proceed as follows:— 


Switching 


(1) Select RECEIVER TEST and set the frequency to 50 MHz and check that the 
AAO LF RANGE inputs at feedthrough capacitors C37 and C36 are both high. 
Check that TR1, TR8 are both on and that TR2, TR3 are both off (TTL levels). 
This checks the 0.4 to 88 MHz range. 


(2) Change frequency to 100 MHz. Check that C37 is high and C36 is low. 
Check that TR1, TR3 are both on and that TR2, TR8 are both off. This 


checks the 88 to 165 MHz range. 


(3) Change frequency to 200 MHz. Check that C37 and C36 are both low. 
Check that TR2 is on and that TRJ, TR3, TR8 are all off. This checks the 165 
to 1000 MHz range. 


Phase comparator dividers 


(4) Connect the counter to IC11 pin 5 and check that its frequency is ¥ that of the 
10 MHz on pin 3. Connect to IC10 pin 4 and check that its frequency is %4, 
that of the 200 MHz on pin 8. Transfer to IC11 pin 9 and check that its 
frequency is ¥ that of the 10 MHz on pin 11. 


200 MHz oscillator 


(5) Set the frequency to 20 MHz and check that TR6 is switched on (-12 V on the 
collector). 


(6) Connect the counter to the junction of C57/R37 and check for 200 MHz. If the 
frequency does not lock the oscillator has to be adjusted before proceeding. 
See under '200 MHz oscillator setting’ in Chap. 3). 
Mixer | 
(7) Check that the input on pin 2 of mixer IC6 is at -13 dBm. Transfer to the 
mixer side of C33 and check for +6 dBm. 
18 dB amplifier 
(8) Connect the spectrum analyzer to the junction of R7/C7/D6 and set a reference 
level. Transfer to the mixer side of C33 and check for an 18 dB gain. 
Divider operation 


(9) Change the frequency to 100 MHz. Connect the counter to [C2 pin 6 and 
check that its frequency is % that of the 200 MHz on pin 1. 
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Filter operation 


(10) Set the frequency to 1000 MHz and the output level to +5 dBm. Check that the 
ALC voltage on TP2 from 165 to 1000 MHz is within 0 to 3 V. Check that all O% 
harmonics are at least 20 dB down and all subharmonics are at Jeast 30 dB 


down. 


(11) Change the frequency to 164 MHz and check that the ALC voltage on TP2 
from 88 to 164 MHz is within 0 to 3 V. Check that all harmonics are at least 


30 dB down. 


(12) Change the frequency to 87 MHz and check that the ALC voltage on TP2 from 
0.4 to 87 MHz is within 0 to 3 Y. Check that all harmonics and spurii are at 


least 25 dB down. 


ALC operation 


(3) Check TP2 for an ALC voltage ranging from +0.25 to +3 V i, well 
-below +2-¥V over -all-ranges with +5-dBm/-15 dBm selected). 


Output amplifier and attenuator 
(14) Set the to 10 MHz and -45 dBm. 


(15) Check that the level at IC8 pin 9 (1.2 V pk-pk) is 30 to 40 times the 
measurement at the junction of C3/R5/ID7 and 100 times the measurement at 


the junction of R9/D11. 
(16) Check that the level at the junction of R46/C66 is 14 that at IC8 pin 9. a 


(17) Check that the level at the board output is 14 that at the ee of R46/C66 
(i.e. 10 dB lower). 


(18) Select -35 dBm and check that the output level is 3.3 times greater (i.e. 10 dB 
higher). 
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FAULT DIAGNOSIS 


MOTHERBOARD AB1/1 
Test equipment : Oscilloscope, power source, signal generator. 
Circuit diagram: Chap. 7, Figs. 7-17 and 7-18. 


Proceed as follows:- 


Audio amplifier 


(1) Select. RECEIVER TEST and press AF GEN to enter AUDIO TEST. Set the 
AF generator output level to 1 V. Connect the AF GEN OUTPUT socket to 
the AF INPUT socket and check for an audible output. This checks the 
operation of TR7 and JC13 as well as the loudspeaker. 


Overheat logic 


(2) Turn the VOLUME control to minimum. Connect a 12 kQ resistor between 
earth and PLM contact 2 in order to simulate an overheat condition. Check 
that ICS pin 5 goes low and that IC5 pins 6 and 11 are both taken high. (The 
screen should flash followed after a delay by an audible warning.) This 
checks Schmitt trigger [Cé6a. 


Overpower logic 


(3) Connect the power source set to ~1 V to PLM contact 4. Check that IC5 pins 
3 and 6 go low and that PLM contact 9 goes high. Repeat the checks with a 
+1 V input to PLM contact 8. This checks Schmitt trigger IC4b. 


Bistable IC14 operation 
(4) The operation of bistable IC14 and selector IC 11can be checked as (5) to (7). 


(5) Set the frequency to 50 MHz and check that the AAO LF RANGE inputs at 
feedthrough capacitors C37 and C36 are both high (TTL levels). Change 
frequency to 100 MHz and check that C37 is high and C36 is low. Change 
frequency to 200 MHz and check that C37 and C36 are both low. 


(6) With the frequency at 200 MHz, check that the AAO FILT CONTROL inputs at 
feedthrough capacitors C45 and C46 are both low. Change frequency to 
550 MHz and check that C45 and C46 are both high. Change frequency to 
650 MHz and check that C45 is low and C46 is high. 


(7) Set the frequency to 500 MHz and check that the AAO OSC SELECT inputs at 
feedthrough capacitors C43 and C44 are both low. Change frequency to 
300 MHz and check that C43 is low and C44 is high. Change frequency to 
200 MHz and check that C43 is high and C44 is low. 
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Bistable IC15 operation 
The operation of bistable IC15 and selecter IC1] can be checked as (9) to (11). & 


0-10 dB 
(12) 


Bistable 


(8) 
(9) 


(10) 


(11) 


(13) 
(14) 


(15) 


(16) 


(17) 


(18) 


(19) 


(20) 


Continuously change the frequency using the VARIABLE control while 
checking for ‘random’ data (negative-going pulses) on the AAO DO to D3 
outputs at feedthrough capacitors C49, C51, C52, C53. 


Continuously change the frequency using the VARIABLE control while 
checking for a train of seven +9 V pulses, each of 75 us duration on the AAO 
SI(1) input at feedthrough capacitor C54. Check that this train is followed by 
a similar pulse train on the AAO SI(2) output at C56. 


Continuously change the frequency using the VARIABLE control while 
checking for a +9 V 450 ps pulse on the AAO SYNTH ENABLE output at 


feedthrough capacitor C55. 


selection 
Set the level to —36-dBm .and.check -that.the AAOQ.0-10 dB output at feed- 


through capacitor C35 is high. Change the level to -46 dBm and check that 


C35 is low. 


IC9 operation 
The operation of bistable IC9 and selector IC11 can be checked as (14) to (20). 


Switch the frequency between 11.4 and 13.6 MHz each time checking for four 
0.1 ms +9 V pulses at 2 ms separation on the AAO SYNTH ENABLE output at 


feedthrough capacitor C6. 


Set the frequency to 13.6 MHz and check that the AAO HIGH/LOW output at 
feed- through capacitor C1 is low. Change frequency to 14 MHz and check 
that C1 is high. 


Connect the signal generator set to 10 MHz, +5 dBm to the BNC RF IN/OUT 
socket. Select TRANSMITTER TEST mode. Check that the AAO —4/—1 output 
at feedthrough capacitor C14 is high. Change the generator frequency to 300 
MHz and check that C14 is low, 


With the signal generator at 0 dBm, check that the AAO 20 dB IN/OUT output 
at feedthrough capacitor C13 is high. Increase the signal generator output to 
greater than +13 dBm and check that C13 is low. 


Check on the AAO ENABLE COUNTER output at feedthrough capacitor C15 
for a low 5 ms pulse followed by a high period of fixed duration. 


With 10 Hz counter resolution selected, set the frequency to 210 MHz and 
check that the high period ts 400 ms. Change frequency to 10 MHz and check 
that the period has changed to 100 ms. 


Press HELP then CHANGE PARAMETERS and set the RF COUNTER RESO- 
LUTION to 1 Hz. Check that the high period is now 1 s. 
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FAULT DIAGNOSIS 


Keyboard interrupt 


(21) Check at SKC Ja for a low logic level. Press the front panel keys in turn and 
check each time that the level goes high, with the initial 40 ms consisting of 
negative—going 40 jis pulses. This checks the operation of IC1, IC2, IC3 and 
IC4. 


DTMF decoder 


(22) Select AUDIO TEST and then the TONES menu and DIMF. Connect the AF 
GEN OUT socket to the AF IN socket. Load up a number sequence and 
check it is received correctly. During reception, IC19 pins 10 and 15 should 
change and the received sequence should be audible from the loudspeaker. 
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DIGITAL SCOPE BOARD AB2/2 


Test equipment : Oscilloscope. 


Circuit diagram: Chap. 7, Figs. 7-20 and 7-21, 


Proceed as follows:- 


Trigger pulse generation 


(1) 


(2) 


(3) 


(4) 


(5) 
(6) 


(7) 


(8) 


(9) 


Select RECEIVER TEST and press the AF GEN and SCOPE keys. Set the AF 
generator to 20 Hz and connect the AF GEN OUTPUT socket to the AF INPUT 


socket. Press the REP SWEEP key. 


Connect the oscilloscope to IC34 pin 13 and check for a 20 Hz square wave. 
This checks IC48b. 


Connect the oscilloscope second channel to IC34 pin 5 to display the output 
from IC31. Check that the falling edges of both signals are coincident. This 


checks that IG31 is being reset: 


Remove the input to the AF INPUT socket and check that the output from [C31 
has changed to a 225 ms period squarewave. This checks the IC31 
auto-trigger function. Replace the input to the RF INPUT socket. 


Check that IC27 pin 8 is high and that the trigger waveform is present on IC34 
pin 6 and IC23 pin 3. This checks the repetitive sweep gating. 


Press the SINGLE SWEEP key and check that IC34 pin 4 is low and IC34 pin 6 
is high. This checks the single sweep gating. 


Remove the input to the AF INPUT socket. Press SINGLE SWEEP and check 
that I1C48 pin 10, 1C23 pin 8 and [C23 pin 5 are all high. This checks the reset 
operation. 


Check that IC27 pin 12 and IC27 pin 3 are both high. This checks that the 
timing generator has halted. 


Check that the write address outputs from IC17 and IC18 are all low. This 
checks that the write address counters have correctly reset. Replace the input 
to the AF INPUT socket and press REP SWEEP. 


A D converter 


(10) Check the voltage reference for the A D converter and, if necessary adjust it as 


under board AB2/2 in Chap. 3. 


(11) Check TP! for a 0.5 us positive pulse at a 400 kHz rate. 


(12) Vary the vertical shift while checking that the output from latch IC2 changes 


(TTL levels). 


Timing generator 


(13) Check the operation of the timing generator as shown in Fig. 5-1. 
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10 MHz 
1C27 pin 2 
OBI 


IC26 pln 6 ; 


001 

{C26 pln7 

eae SELECT HI DATA 

IC26 pin 11 SELECT LO DATA 

os wal 

1C26 pin 10 TE ADDRESS READ ADORESS 

aQD2 

IG26 pin 8 Te es Coster aris mbtesdate dt folios vy shen 
SCOPE 

TIMEBASE TP3 

OE 

(C24 pin 13 REA Dosliive Guile tila leone mnc peiedof (ocfm 
WE 

IC28 pin 6 TOT eel Feng Plo ses (Aan 


. fase ; 
C28 pln t2 


Fig. 5-1! Board AB2/2 timing generator timing 


Read address reset 


(14) Set the horizontal POSITION control fully anticlockwise. Trigger from IC24 
pin 6 and check for a high reset pulse on [C24 pin 1. Adjust the POSITION 
contro! and check that the width of the reset pulse decreases from the left. 


Display counters 


(15) With an input connected to the AF INPUT socket, check the operation of 
decoder IC48a as shown in Fig. 5-2. 


(16) Set the input to 10 kHz and select a slow timebase. Trigger an oscilloscope 
from the falling edge of the Y1 pulse on IC48 pin 5 and display the SCOPE 
VIDEO signal on TP6, Check that the signal starts high, goes low and then 
returns high, all within the line scan period of 64 ps. 


46882-1148 
Dec. 91 5-17 


5-18 


(17) Vary the amplitude of the input and check that the duration of the low period 


increases and decreases with amplitude. 


ENABLE 

IC48 pin 1 

12.8 us 

IC48 pin2 | | | | | | | | 
LS 

IC48 piln3 | | 
SCOPE CLK 

IC44 pin 1 

Y2 (max) 

(C48 pin 6 

Y3 (min) 

-IC48 pin? - 

YO (max 

1C48 pin 

Y1 (min) 

IC48 pin S 


Fig. 5~2 Board AB2/2 display counters timing 
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FAULT DIAGNOSIS 


VDU BOARD AB3/2 
Test equipment : Oscilloscope. 
Circuit diagram: Chap. 7, Figs. 7-23 and 7-24. 


Proceed as follows:- 


(1) Select RECEIVER TEST and press the AF GEN and SCOPE keys. Set the AF 
generator to 1 kHz and connect the AF GEN OUTPUT socket to the AF INPUT 


socket. Press the REP SWEEP key. 
Rows counters 
(2) Check the operation of the rows counters and associated circuits as shown in 
Fig. 5-3. 
Columns counters 
(3) Check the operation of the columns counters and associated circuits as shown 
in Fig. 5-4. 
Frame sync 


(4) Connect the oscilloscope to TP2 FRAME SYNC. With SCOPE selected, check 
for a 450 ps positive pulse in a frame sync period of 18.95 ms. 


(5) Press the BAR CHART key and check that the period increases by 32 ps. 
(6) Check that IC29 pin 1 is held high. Press SCOPE and check that pin 1 is 
alternately high and low for successive frame sync periods. 
Scope clock 
(7 ee Giecweom the’ sCOPE CLK line at 1C49 pin 3 for a 26 ys train of 10 MHz 
pulses in a period of 64 us. 
Scope trigger 


(8) Connect the AF GEN OUTPUT socket to the AF INPUT socket and set the 
oscilloscope horizontal scale to 100 mV/div. With a 1 kHz input, check on the 


TRIGGER line at TP] for 1 kHz TTL square waves. 
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sp), 4 op eos actiee 
IC19 pin6--- - 


PAUL! WIAUINYOID 


12,8us 

IC17 pin 13 

OA 

QB 

Qo 

IC17 ping | | | | 
CLEAR 

1G17 pin 12 


ENABLE 
IC26 pin & 


WE 
IC34 pin 21 


Fig. 5~3 Board AB3/2 rows counters timing 


CLK 

IC16 pin 13 

OA 

IC16 pin 11 | | HN Pde 
QB 

IC16 pin 10 | | Og. On ee | | | 

Qc 

IC16 ping | | 

QB.QC. 

IC20 pin 4 _oliupe {efebt! f sot OFF xn on OI 
QA,QB.QC 

{C19 pin 8 


Fig. 5-4 Board AB3/2 columns counters timing 
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FAULT DIAGNOSIS 


MICROPROCESSOR BOARD AB4/2 


» Test equipment: Oscilloscope, signal generator, frequency counter. 


Circuit diagram: Chap. 7, Figs. 7-26, 7-27 and 7-28. 


Proceed as follows:- 


Operation of VARIABLE control 


(1) 


(2) 
(3) 


(4) 


Ensure that the TONES mode is not selected. Adjust the VARIABLE control 
while checking on TP6 and TP7 for square waves whose frequency increases as 
the rate of spin is increased. This checks board AZ1 operation. 


Check that IC] pin 5 (SID) is high when the VARIABLE control is turned 
clockwise, and low when it is turned anti-clockwise. This checks IC29. 


Check that IC1 pin 4 (SOD) is high and that square waves are present on ICI 
pin 6 when the VARIABLE control is turned. 


Press the TONES key then select CONTINUOUS from the RX SEQUENTIAL 
TONE menu. Check that IC] pin 4 is low and that IC1 pin 6 does not respond 
to movement of the VARIABLE control. 


Keyboard interrupt 


(5) 


(6) 


Select RECEIVER TEST. Check at TP8 for a low logic level. Press the front 
panel keys in turn and check each time that the level goes high, with the initial 


40 ms consisting of negative-going 40 ps pulses. 


Transfer to IC1 pin 8. Press the front panel keys in turn and check for a high 
pulse that returns low when IC29 pin 13 goes low. 


Checking A D converter 


(7) 


(8) 


(9) 


(10) 


(11) 


(12) 
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SelecteREGHIVERCEES iithenm press the. AR°GEN and SCOPE*keyss Set the 
AF generator to 1 kHz and connect the AF GEN OUTPUT socket to the AF 


INPUT socket. 


Connect an oscilloscope to TP3 and check for a V REF of +5.0 V. This checks 
Zener diode D6. 


Check [C37 pin 11 for a 500 kHz squarewave. Transfer to IC3 pin 10 and 
Check (dr a 250 KEHz clock: 


Connect the oscilloscope to IC18 pin 4 and display the negative-going write 
and read pulses of 50 pts separation on channel one. 


Connect the oscilloscope channel two to OF JC3 pin 9. Check for a positive 
pulse coincident with the read (first) pulse on channel one. 


Transfer to ALE IC3 pin 22 and check for a positive pulse coincident with the 
write (second) pulse on channel one. 


(13) Connect the oscilloscope to the VOLTMETER input at IC32 pin 4 and display 
the signal. Transfer to the RMS VOLTS input to IC3 pin 28 and check that 
the signal level is 0.707 of its former peak level. This checks the operation of 


RMS converter [C32. 


(14) Connect the signal generator modulated by 5 kHz FM to the RP IN/OUT N 
socket. Select TRANSMITTER TEST and the RF IN/OUT N socket. 


(15) Check for positive-going ‘humps’ on the PEAK line to IC3 pin 26 and the 
TROUGH line to IC3 pin 27. This checks the operation of peak/trough 
detector IC30. 


(16) Check that when the horizontal POSITION control is adjusted, the voltage on 
the HORIZ SHIFT input to IC3 pin 1 alters accordingly. 


Bistable IC19 


(17) Press the front panel keys and check each time for a 13 ps negative—going 
pulse on the KEYBOARD LATCH RESET line to IC19 pin 15. 


(18) Reselect SCOPE. Press the SINGLE SWEEP key and check for an 8 ps 
negative-going pulse on the SCOPE SINGLE SHOT/RESET line at IC19 pin 9. 
Press the REP key and check for a similar pulse on the SCOPE REPEAT line 


at IC19' pin 12. 

(19) Connect the oscilloscope to IC]9 pin 6. Switch off then back on while 
checking for a negative-going pulse (note that this may be difficult to detect) 
on pin 6. 


(20) The remaining outputs are checked under the programmable divider heading. 


RMS converter timer 


(21) Check on the RMS TIME TRIGGER input at IC36 pin 3 for negative—-going 
0.6 js pulses (the number and periods depending upon the mode selected). 
Transfer to [C36 pin 6 and check for the generation of 65 ms negative—going 


pulses, 


Audio counter 


(22) Select BAR CHART. With 1 kHz connected to the AF INPUT socket, check 
for a 1 kHz squarewave at IC24 pin 13. 


(23) Decrease frequency and check that at about 800 Hz, [C21 pin 9 goes low and 
that fin is present on 1C22 pin 6. Check that IC21 pin 5 is high and that a 5 
MHz squarewave is present on IC22 pin 8. 


(24) Increase frequency until at about 1 kHz, IC21 pin 9 goes high. Check that 
fin/‘10 is present on 1C22 pin 6 and that 1C21 pin 5 is still high. 


(25) Decrease frequency until at about 250 Hz, 1C21 pin 5 goes Jow and that a 500 
kHz squarewave is present at IC22 pin 8. 
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Programmable divider 


46882-1148 


(26) 
(27) 
(28) 
(29) 
(30) 


(31) 


(32) 


(33) 


(34) 
(35) 


(36) 
(37) 
(38) 
(39) 


(40) 


(41) 


(42) 


(43) 


Dec, 9 


Select TRANSMITTER TEST and connect a signal generator to the RF INPUT 
socket. 

Check at TPS for a 100 ps period square wave. 

Transfer to the RF COUNTER GATE output at IC4 pin 2 and check for a 
positive 

6 ms pulse followed by a low period. 

Set the signal generator in turn to 210 MHz and 10 MHz and check that the 
low period is respectively 400 ms and 100 ms (10 Hz resolution selected). 


Press HELP then CHANGE PARAMETERS and set the RF COUNTER 
RESOLUTION to 1 Hz. Check that the gating period has changed to 1 s. 
Disconnect the signal generator. 


Select RECEIVER TEST mode and press the AF GEN and SCOPE keys. Set 
the AF generator to 100 Hz and connect the AF GEN OUTPUT socket to the 


AF INPUT socket. Press the REP key. 


Check that IC19 pin 5 is held high. 


Repeatedly press the BAR/SCOPE key. Check for a 500 ps negative-going 
pulse each time that SCOPE is selected. 


Check for similar pulses whenever the HORIZ keys are pressed. 


Transfer to 1C4 pin 29 and check for a burst of 1 jis positive pulses in a 2.5 ps 
period. 

Select the fastest timebase (100 ys) and check that the duration of the burst is 
1.25 ms. 

Check that the duration of the burst increases linearly with timebase setting, 
e.g. with a I ms oscilloscope time base selected, the burst occupies 12.5 ms. 


Transfer to the SCOPE TIMEBASE output at IC4 pin 37. Select the fastest 
timebase (100 jis) and check that pin 37 is held low. 

Select a 1 ms timebase and check for a 2.5 pts negative-going pulse in a 25 Ls 
period. 


Check that the period increases linearly with timebase setting, e.g. with a 10 
ms oscilloscope timebase selected, a negative-going 2.5 us pulse appears in a 
250 ps period. 

Select RECEIVER TEST mode and press TONES. Select SEQUENTIAL and 
then select CCIR from the TONES STANDARD menu and enter a tone 
number, 

Select TONE BURST and check on IC4 pin 3 for a negative~going 0.1 ms 
pulse in a 100 ms period. 


Press RETURN and select the ZVEI tones standard. Select TONE BURST 
and check on [C4 pin 3 that the period has changed to 70 ms. 


(44) 
(45) 


(46) 
(47) 


PAULI VIAGINY OCIS 


Repeat the preceding step for EEA (or EJA) and check that the period has 
changed to 40 ms (or 33ms). 


Select SCOPE and check on the 2xLS input line at IC4 pin 30 for clock pulses 
of varying width occurring every 32 ps. 


Check on the FS input at IC4 pin 35 for a 450 ps pulse in a period of 18.95 ps. 


Transfer to the DELAY output at IC4 pin 38 and trigger from IC4 pin 35. Set 
the horizontal POSITION control fully anti-clockwise and check for a positive 
pulse occurring after a delay of 1.5 ms. Turn the POSITION control fully 


clockwise and check that the delay has increased to 3.5 ms. 


Power down operation 


(48) 
(49) 


Check that TP4 is low. Check that TR4 is on (0 V at the collector). 


Repeatedly switch off to simulate LOW VOLTS, then back on. Check that 
immediately after switching off, TR4 switches off (+5.6 V on the collector) and 


_that.TR3 switches.on. . 


Decoder IC8& 


(50) 


(51) 


(52) 


(53) 


Select RECEIVER TEST. Repeatedly change the signal generator frequency 
using the VARIABLE control and check each time for negative-going double 
pulses on ABI/1 SKC 10b. Check that pulse duration is 0.6 jas and separation 


isso ES: 
Select TRANSMITTER TEST, Repeatedly change the AF generator frequency 


using the VARIABLE control and check each time for negative-going triple 
pulses on ABI/1 SKC 13a, Check that pulse duration is 0.6 jis and separations 


are 56 pts and 24 ps. 


Check for negative-going triple pulses on ABI/1 SKC 1b. Check that pulse 
duration is 0.6 ps and separations are 6.8 pts and 6.4 ps. 


Check for single 0 6 ps pulses on ABI/1 SKC 13b. 


Notes... 


(1) For maintenance purposes, the memory map is shown in Fig. 5-5 (seven 
pages). 


(2) When replacing EPROMs, note that they are marked A and B and are 
inserted in the sockets for IC10 and IC9 respectively. 
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Addrass (Hex) 
aaad 


Maln area code 


E000 
Paged area code E006 
E010 
AF generator 
Common area code 
EOQIF 
E022 
Keyboard 
Hardware 1/O and screen 
E027 
£038 
MOD meter 
 ) EQ3E 
E040 
GPIB Interface 
E04F 
DTMF 
Accessory Oscaoder E060 
Sacket 
€800 
Voltmeter 
£407 
EAQGO 
F7FE Counter 
Fa00 
EAQ1 
RAM 
eee FEFF 


Fig. 5-5 Memory map 
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Memory map 
Address (HEX) Address (DEC) Description 


0000 - TT7FF 00064 - 30719 Main area coda 
7800 - 7FFF 30720 - 32767 RAM 

8000 - BFFF 32768 - 49151 Paged area code 
co00 - ODFYF 49152 - 57343 Common area code 
B000 - EBYF 57344 - 60415 Hardware I/0 
ECcOoO0 = EDFF 60416 - 60927 NOVRAM 

EEOO 60928 Accessory socket 
F000 - FT7FF 61440 - 63487 Paged EAROK 


F800 YPFY 63488 - 65535 RAH 


Main area code 


Address (HEX) Address (DEC) Description 


0000 00000 Hardware RESET vector 

0010 00016 Jump table error vector 

0024 00036 VARIABLE interrupt vector 

002c 00044 GPIB interrupt vector 

0034 00052 Keyboard interrupt vector 

0038 00056 Software RESET vector 

003c 00060 Tones, DTHF and data interrupt vector 
0040 00064 - 30719 Code 


RAM 


Address (HEX) Address (DEC) Description 


7800 - 79¥FF 30720 - 31231 TMPSTR Temporary store for NOVRAM data 
7A00 -  ‘TEFF 312320) 320 67 Unused 


Paged area code 


Address (HEX) Address (DEC) Description 


8000 -  BEDP 32768 - 48863 Pages 0,1,2,3 or 4 
BEEO =Senne EP. 48864 - 49151 Jump table for calls to paged areas 


Common area code 


Address (HEX) Address (DEC) Description 


C000 - (C2¥PF 49152 - 49919 Jump table for calls to main area 
c300 - C7FF 49920 - 51199 Text strings 

cB00 ~  CPFF 51200 - 53247 Numbers, terminators and messages 
D000 DY FF 53248 - 57343 Text strings 


Se .  —— ———————————————————————————————————————— 


————— +--+ — 


Hardware 1|/O 


Address (HEX) Address (DEC) Description 


E000 - E006 57344 ~ 57350 RF tray 
E010 - EO1F 57360 - 57375 AF generator 

E022 - E027 57378 - 57383 Keyboard and screen 
E03B ~ E03E 57403 - 57406 MOD mater 

E040 - EO4P 57408 - 57423 GPIB interface 
E060 57440 DTMF decoder 

E800 - E807 59392 - 59399 Voltmeter 
EAOO EAO1 59904 - 59905 Counter 
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NOVRAM 


| » Address (HEX) Address (DEC) Label (Length) Description 
EcO00 - Eco4 60416 - 60420 RFPREQ (5) RF GEN frequenoy 
EcO5 - ECcOB 60421 - 60427 RPLEVL (7) RP GEN level and increment 
EcOoc - ECOF 60428 -— 60431 AFFRQ1 (4) AF GEN1 frequency 
EC10 - §EcC13 60432 - 60435 AFPRQ2 (4) AP GEN2 frequency 
EC14 - ECi7 60436 - 60439 APLEV1 (4) AP1 leval 
EC18 - EcIB 60440 - 60443 APLEV2 (4) AP2 level 
Ecic - ECP 60444 ~ 60447 MDLEV1 {4) MOD1 level 
EC20 -  EC23 60448 - 60451 MDLEV2 (4) HOD2 level 
EC24 - EC27 60452 - 60455 LINC (4) Level increment 
EC28 - §Ec2c 60456 - 60460 FINC (5) Frequency increment 
EC2D 60461 TRAMON TX MON flag - 0 = normal, 1 = TX MON 
EC2E 60462 IPFILT T*% MON IP filter - 0 = 12 kuz, 4 = 180 kHz 
EC2P 60463 TXUNIT TX MON STRENGTH units - 0 = uv, 1 = dB, 
2 = dBm, 3 = dBR 
Ec30 60464 SCHODE TX HON scan moda 
Ec31 - EC32 60465 - 60466 TNESTD (2) Address of current tone standard 
EC33 60467 LEVINC (1) Level increment type 
Ec34 60468 FRQINC (1) Prequency increment type 
Ec35 60469 SEL (1) RF input socket 
EC36 60470 Acpc (1) AF input coupling 
EC37 60471 BARSCP (1) Barchart/Scopa 
EC38 60472 DISTRT (1) Distortion type 
Ec39 60473 SCSSWP (1) Scopa single sweep/repeat 
EC3A 60474 SCTIH (1) Scope timeabase pointer 
EC3B 60475 SCVRAM (1) Scope AM vertical gain pointer 
‘Bc3c 60476 SCVRPH (35) Scope FM vertical gain pointer 
EC3D 60477 SCVRPH (1) Scope PH vartical gain pointer 
EC3E 60478 GENSEL (1) AP generator selection 
EC3F 60479 GENST1 (1) Generator type salaction 
Ec40 60480 GENST2 (1) Generator attribute salection 
ECAL 60481 AFON (1) AP generator on/off 
Ec42 60482 AFPSTAT (1) AP generator statuag 
ECA3 60483 HODON (1) Hodulation on/off 
ECAA 60484 CWON (1) RF generator on/off 
EC45 604B5 LVLLOR (1) AP or MOD levela locked 
Ec46 60486 MODE (1) Main instrument mode 
> ECA7 60487 MODMDE (1) Redeiver MOD type 
EC4B 60488 TXHODH (1) Transmitter MOD type 
ECA9 60489 NEWMOD (1) New MOD type 
EC4A 60490 MDTUNE (1) HOD meter tuning auto/manual 
EC4B 60491 FILTER (1) AP filter type 
Ec4c 60492 DBVELG (1) AF level dBV flag 
EC4D 60493 DBRPLG (1) MOD level GBR flag 
ECAE 60494 BARHLD (1) Barchart auto-range/hold-range 
EC4P 60495 BARNUH (1) Current barchart selected for update 
Ec50 60496 BARSEL (1) Current barchart selected by user 
Ec51 60497 TONEXT (1) Tone number for axtendad tone 
ECS2 60498 RPIMIT (1) TX MONITOR RF image lower/upper 
Ec53 60499 BAND (1) TX MONITOR frequancy band 
EC54 60500 SMODE (C15) Instrument sub-mode 
ECS5 - ECBS 60501 - 60600 TNEDAT (100) Sequential tones send data buffar 
ECB9 - ECHC 60601 - 60604 HDPRQS (4) pecs MOD fraquancy (bit-rate) 
ECBD - ECCcO 60605 - 60608 HDLVLS (4) pcs MOD level 
Ecci 60609 GENPOL (1) DCS generator polarity 
ECC2 60610 DECPOL {1) DCs decodar palarity 
ECcC3 - EcC4 60611 - 60612 SKOUNT (2) DCS dacoder sample aounter 
ECCS 60613 INDCS {1) pcs showing/not-showing 
ECC6 = Eeae9 60614 - 60617 APLEVD (4) DTMP AF lavel 
-ECCA 60618 AFSTAD (1) DTHF AF ganerator status 
ECCB - ECCE 60619 -— 60622 MDLYVLD (4) DTHP MOD level 
ECCP 60623 HODHMDD (1) DTMP MOD type 
ECDO - ECEB 60624 - 60651 SDBUFF (28) DTMF fend data buffer 
ECEC 60652 STOTAL (1) DTMF send data huffer counter 
ECED 60653 RTOTAL (1) DTHP receive data buffer counter 
ECEE - ECF2 60654 -— 60658 RPFRQP (5) POCSAG RF frequency 
ECF3 - ECF 9 60659 -— 60665 RFLVLP (7) POCSAG RF level 
ECFA - ECPD GO666 - 60669 HMDFRQP (4) POCSAG MOD frequency (hit-rate) 
ECFE - EDO1 60670 - 60673 HDLVLP (4) POCSAG MOD lavel (daviation) 
EDO2 - Epd5 60674 -— 60677 POXRIC (4) POCSAG RIC in binary integer format 
EDO6 = EDOS 60678 ~ 60681 ERHASK (4) POCSAG error mask 
EDOA 60682 ADRNUM (1) POCSAG addresa number 
EDOB 606B3 MESNUM (1) POCSAG message number 
EDOC - EDOP 60684 - 60687 DCSWRD (4) DcS codeword 
ED10 S ED14 60688 - 60692 TXFREQ (5) TX MOD meter frequency 
46882-114B 
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NOVRAM (contd.) 


EDi5 - ED32 60693 - 60722 DTHBUY (30) DTMF receive data buffer 

ED33 - ED38 60723 - 60728 ERFDBH (5) dam TX power 

ED39 60729 SQULEV TX KON squelch level 

ED3A 60730 SQUFLG TX MON squelch flag - 0 = mod of€, 

3=mod on 

ED3B - ED3E 60731 - 60734 FRQFAC (4) TX MON strength frequency correction 
factor 

ED3F - ED42 60735 ~- 60738 LEVSQU (4) TX MON ADC equivalent squelch level 

ED43 60739 OLOOP Outer loop counter for INCREN 

ED44 60740 OLPHAX Outer loop max count for INCREH 

ED45 60741 ILOOP Inner loop counter for INCREM 


ED46 60742 ILPHAX Inner loop max count for INCREM 


EAROM Page 0 


Address (HEX) Address (DEC) Label (Length) Description 
F000 - PSAYP 61440 - 62895 NVSTR (1456) 26 non-volatile stores, each of 


56 bytes 

FSBO ~ F64B 62896 - 63051 Unused 

¥6é4C - Ys4r 63052 - 63055 TXDIFF (4) TX MONITOR iteration difference 

F650 63056 TXITER (1) Number of iterations for last 
TX MONITOR cal 

F651 63057 OPTION (1) TX MONITOR available flag 

F652 - F653 63058 - 63059 TX100K (2) 9 TX MONITOR strength calibration 

F654 ~- F655 63060 - 63061 TXI00K (2) factors for frequency 

P656  ~ . F657. “63062°= 63063 © TX1M - (2 )r= "VS e a 

F658 ~ F659 63064 - 63065 TX3M {2) 

F65A ~ F65B 63066 ~ 63067 TX1ON (2) 

Fe6es5c - Fr65D 63068 - 63069 TX3 0H (2) 

F65E - F65P 63070 - 63071 TX100M (2) 

F660 - F661 63072 - 63073 TX300M (2) 

P6622 - F663 63074 - 63075 TX1G (2) 

F664 - F667 63076 - 63079 PACL (4) 7 TX MONITOR strength calibration 

F668 ~ F66B 63080 - 63083 FAC2 (4) factors for level 

F6é6cC - F66FP 63084 - 63087 FAC3 (4) 

F670 - ¥673 63088 - 63091 FaAc4 (4) 

F674 - F677 63092 - 63095 FACS (4) 

F678 ~ P67B 63096 - 63059 PAC6 (4) 

FP67C ~ F67F 63100 - 63103 FACT (4) 

F680 63104 THPPAC (1) TX MONITOR calibration temperatura 

F681 - F684 63105 - 63108 CWFRAC (4) 3 DIRECTIONAL POWER METER 
calibration factors 

P685 - F688 63109 - 63112 PEPPAC (4) 

P689 - Fe6esc 63113 - 63116 PEPSQR (4) 

F6sD 63117 Unused 

P68E - F691 63118 - 63121 DEPMDL (4) DeEault MOD level 

P692 63122 DEFMTP (1) Default HOD types 

P693 - F696 63123 - 63126 RPLVOF (4) RF level offset 

F697 - F695 6312) g=G3,03)1- TNEEXT (G45) Extended tone length 

F69C - P6B7 63132 - 63159 RFCORSI (28) Low frequency band RF POWER correction 

P6BB 63160 PDEM (1) Power reading PD/EHF 

F6B9 63161 RPRES (1) RF counter resolution 

F6BA 63162 SNADEF (1) Default reading 

P&BB 63163 NALLOW (1) STORE function enable/disable 

F6BC -  F6BE 63164 - 63166 FPCOD (3) SEL¥ TEST fail codes 

F6BF - F6éD4 63167 - 63188 RFCOR2 (22) 6dB DUPLEX RY POWER correction 

P6D5 63189 Unused 

F6D6 ~  F6D7 63190 - 63191 DTMFTN (2) Duration of DTHF tone 

F6D8 - F6D9 63192 - 63193 DTHFGP (2) Duration of DTHF gap 

F6DA - 63194 DEFFIL (1) Default APF filter 

F6DB 63195 POHODE {1) GPIB MODE normal/2955 emulation 

FéDpc - F&DE 63196 - 63198 Unused 

F6DFP 63199 UKUSFL (1) Tons standard OUK/USA 

F6E0 - P6PFP 63200 - 63231 TONSTD (32) User-defined tones 

F700 ?70B 63232 - 63243 BULKY {12) Bulk attenuator correction 

¥70c > P716 63244 ~ 63254 LAWCOR (11) RF lavel fine correction 

717 - ¥722 63255 - 632656 AMLAW (12) AM correction to RF leval 

F723 - F749 63267 - 63305 OS1LAW (39) PM correction to ycool frequency 

F74A - F779 63306 ~ 63353 OS2LAW (48) PM correction to vCo2 frequency 

P77A 63354 63398 OS3 LAW (45) FM correction to vco3 frequency 
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EAROM Page 0 (contd.) 


P7A7 
P7A8 
P7A9 
F7AA 


EAROM Page 1 
Address (HEX) 


- 


F800 
Fe40 
Fsaa 
F8co 
F900 
FcoOo 
Fpao 
FPDs0 
PEOO 
FEBO 
FFAO 
FPSO 


aT ees Som mea SP ft er eet eas | 
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F207 


P20D 
F20F 
F214 


F217 


Address (HEX) 


F83F 
F87F 
FB8BF 
P8FP 
PBFF 
FCrY 
FPD7F 
saben 
FETFP 
PF3P 
FF7F 
FFFF 


63399 
63400 
63401 


63402 - 63486 


Address (DEC) 


61440 
61960 


61961 
61966 
61968 
61973 


61974 
61976 


61977 
61978 


61959 


61965 
61967 


= 61972 


61975 


Address (DEC) 
63488 - 63551 


63552 
63616 
63680 
63744 
64512 
64768 
64896 
65024 
65152 
65344 


65406 - 


63615 
63679 
63743 
64511 
64767 
64895 
65023 
65151 
65343 
65407 
65535 


TRMLOR 
AF20DB 
OHH600 
RFCOR 


Label (Length) 


TITLE (520) 
CHPLG1 


STFRQI1 
STCHN1 
SCINC1 
INCSGN 


STPNUL 
CHFLG2 


SCNUM2 
SCBUF2 


Description 


TX TEST mode store 
RX TEST mode store 
AP TEST mode store 
DX TEST mode store 


TX/RX MOD meter frequenay lock 
AP 20dB attenuator flag 

600Q adaptor flag 

High frequenoy band RP POWER 
correction 


Description 


26 store titles, each of 20 bytes 
TX HON channel scan flag 

0 = display freq, 1 = display chan 
TX MON scan 1 - start freq 

TX HON scan i - satart chan 

TX MON scan 1 - scan increment 


TX MON scan 1 - incramant direation 


0 = positive, 255 = negative ~ 

TX MON scan 1 - no.of stepea 

TX MON channel scan 2 flag 

0 = display freq, 1 = display freq 


TX MON scan 2 - no. of freqs set up 


TX HON scan 2 - 11 fFreqs/channelg 


Common area variables 


Main area variables 
Keyboard buffer 
GPIB input buffer 
GPIB output buffer 


Paged area variables 
TX MONITOR mode stora 


Stack 


ot 


5-29 


RF tray 
Address (HEX) 


E000 
E001 
£002 
E004 
E005 
E006 


AF generator 


Address (HEX) 
E010 


Address (DEC) 


57344 
57345 
57346 
57348 
57349 
57350 


Address (DEC) 


57360 
57361 
57362 
57363 
57364 
57365 
57366 
57367 
57368 
57369 
57370 
57371 | 


Address (HEX) 


E022 
E023 
E024 
E025 
E026 
E027 


Address (HEX) 
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57372 
Ly fg fe 
57374 
57375 


Keyboard and Screen 


Address (DEC) 


57378 
57379 
57380 
57381 
57382 
57383 


Label 


AAI0 
AA31 
RECVER 
AA14 
AALS 
AA16 


Label 


AFGEN1L 
AFGEN2 
APLTCH 
ANLEVH 
ANLEVL 
APDPL 

MODCON 
IPATEN 
MDDACL 
MDDAC2 
LTAHFEM 
LVAHPH 


AFDAC1 


AFDAC2 
AFDAC3 
AFDAC4 


Label 
ROWS 


Description 


RF generator frequency 

MOD meter RF path 
Sensitive receiver RF path 
MAB844 address register 
MAB44 data register 
MA844 control register 


Description 


AF GEN1 frequency 

AF GEN2 frequency 

AF GEN address latch and wave shape 
AM modulation lavel bits 4-11 

AM modulation level bits 0-3 

AF and DCS control switching 
Nodulation control switching 

RF input and attenuator relay control 
NOD1 1ével DAC ° 
MOD2 level DAC 

Modulation level correction DAC 

pcS correction DAC 


(upper 4 bits) 
AF2 level DAC (lower 8 bits) 
(upper 4 bits) 


Description 


Keyboard rows read 


COLS, SETKEY Keyboard columns write 


LEDL 


ADDRUT 


Front panel LEDs 
Screen data 

Screen column address 
Screen row address 


a a ne 


Modulation meter 


Address (DEC) 


57403 
57405 
57406 


Label 


IC35EN 
IC34EN 
IC33EN 


Description 


Demod and AP path 
Demod and AF path 
Demod and AF path 
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GPIB interface 


Address (HEX) Address (DEC) Labol 

E040 - E047 57408 - 57415 ADDRSW 
E048 57416 DATALO 
E049 57417 INTST1 
EQ4A 57418 INTST2 
EO4B 57419 SPOLDT 
EQ4c 57420 ADDRHD 
EO4AD 57421 AUXIND 
E04E 57422 ADDREG 
EO4P 57423 EOSREG 


DTMF decoder 


Address (HEX) Address (DEC) Label 
E060 57440 DTMFCS 


Voltmeter 


Address (HEX) Address (DEC) 


E800 59392 
E801 pete fin) 
E602 59394 
E803 59395 
E804 59396 
E805 S997 
EBO06 5939/8 
E807 59399 


Counter 
Address (HEX) Address (DEC) Label 


EAQGO 59904 
EAOL 599.05 
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Description 


Address switch 

Data I/O register 
Interupt status byte 1 
Interupt status byte 2 
Serial poll ragister 
Address mode register 
Auxiliary mode register 
Address register 

End of String register 


Description 
DTMF decoder ragister 


Description 


+V peak detector 

-v peak datector 

RMS detector 

Scope horizontal shift 

DCS dacoder input 

PM indicator 

Sensitiva receiver signal strength 
Sansitivea receiver temperatura 


Description 


Divider data register 
Divider command register 
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DENMIODULATION AND SCOPE BOARD AB5/2 

Test equipment : Oscilloscope, signal generator, AF generator. 

Circuit diagram: Chap. 7, Figs. 7-30, 7-31 and 7-32. 
Proceed as follows:- 


Preliminary 


(1) Set the signal generator to carrier frequency 100 MHz, FM deviation 25.5 kHz, 
modulation rate 1 kHz, RF Jeve] 0 dBm. 


(2) Select TRANSMITTER TEST, modulation FM and RF IN/OUT BNC socket. 
Select manual tune (to prevent tracking the signa] generator). 
85 kHz HP filter 


(3) Switch the signal generator modulation off. Check at IC100 pin 6 fora 110° 
Kriz sine wave. ee. : re: 


(4) Tune the signal generator higher in frequency and check that after plus 30 kHz 
roll-off occurs. Retune the signal generator to 100 MHz. 
Limiter 
(5) Connect the oscilloscope to IC102 pin 7 and check for 110 kHz at TIL levels. 
This checks the limiting operation. 
(6) Set the modulation to AM and check that IC1]02 pin 7 goes high. This checks 
the operation of switch TR100. 
Discriminator 
(7) Reset the modulation to FM. Check IC103 pin 6 for 3.4 ys pulses. 
(8) Vary the signal generator carrier frequency in 10 kHz Steps around 100 MHz 
and check that the mark/space ratio changes accordingly. 
15 kHz LP filter 


(9) Connect the oscilloscope to TP2. Switch the signal generator modulation on 
and adjust the frequency while checking for roll-off after 10 kHz. Check that 
at 15 kHz the level has decreased by half (i.e. 6 dB down), 


Amplifier IC104b 


(10) Set the signal generator modulating frequency to 1 kHz. Check at TP2 fora 
] kHz sinewave at 10 V pk-pk 420%. If not, the FM and oM level may hve 


to be adjusted. See Table 3-1. 


De-emphasis 


(11) Set the signal generator modulation to 5 kHz deviation. Connect the oscil- 
loscope to IC105 pin 6 and check for 4 V pk-pk at a 1 kHz rate, for 2 V pk-pk 
at a 2 kHz rate, and 8 V pk-pk at a 500 Hz rate. 
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Checking 40 dB attenuator 


(12) Connect the oscilloscope, AC coupled, to the junction of C124/R141/R142 and 
check that the 110 kHz signal level is %o9 of that on the IF IN line at contact 2a. 


Amplifier TR102 
(13) Check that the 110 kHz signal at the junction of C127/C128/C129/R149 is 50 
times greater than that at the junction of C126/R146/R147. 
AGC : 


(14) With the signal generator modulation off, check TP1 for a 110 kHz sinewave at 
1 V pk-pk. If not, the AM monitor has to be adjusted before proceeding. See 
Table 3-1. 


Band-pass filter 


(15) With the signal generator modulation off, turn down the RF level until the 
AGC has no effect. Adjust the signal generator carrier frequency upwards 
from 100 MHz and check that roll-off occurs at plus 50 kHz. Tune 
downwards from 100 MHz and check that roll-off occurs at minus 80 kHz. 


AM output 


(16) Set the signal generator to 64% AM. Connect to TP3 and check for 5 V pk—-pk 
+20%. If not, the AM monitor has to be adjusted before proceeding. See 
Table 3-1. 


Switching 


(17) Check the switching operation for the whole board by using the information 
given in Tables 5--1a to 5—1e. 


_ Amplifier chain 


(18) The amplifier chain can be checked by connecting a signal source to the AF 
INPUT socket with RECEIVER TEST mode selected, then checking the levels 
by reference to Tables 5-2 and 5-3. To check the oscilloscope path, select 
SCOPE and refer to Table 5-2. To check the voltmeter path, select BAR 
CHART and refer to Table 5-3. For the lower voltage levels, use an AF 
generator set to ] kHz. For the higher voltage levels, it may be necessary to 
use a DC source (but remember to convert the input values from pk-pk to 
RMS). 


(19) If the levels are incorrect, it is necessary to adjust the voltmeter and scope 
ranging before proceeding. See Table 3-1. 


Vertical shift 


(20) Vary the oscilloscope vertical shift control and check that the DC level at the 
junction of R221/C204/R222 varies commensurately. 
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50 kHz LP filter 


(21) Select RECEIVER TEST and connect the AF generator. set to 10 kHz to the AF 
INPUT socket. Connect the oscilloscope to the SCOPE line at contact 32b. 


(22) Check that the response is flat to 20 kHz and that obvious roll-off occurs at 
50 kHz. 


0.3 to 3.4 kHz BP filter 


(23) Select BAND PASS and connect the oscilloscope to the rear panel DE-MOD 
OUT socket. 


(24) Adjust the AF generator frequency upwards from 1 kHz and check that the 
signal is 3 dB down at 3.4 kHz. Tune downwards and check that the signal is 


3 dB down at 300 Hz. 


(25) Switch between the band-pass and 50 kHz low-pass filters. If the signal 
levels are different, then the band-pass filter has to be adjusted before 


proceeding. See Table 3-1. 


300 Hz LP filter 
(26) Press LOW-PASS to obtain the 300 Hz LP filter. 


(27) Adjust the AF generator upwards from 100 Hz and check that the signal is 
3 dB down at 300 Hz. 


SINAD filter 


(28) Select DIST’N on. Set the AF generator output to 1 kHz at 100 mV. Check at 
1 kHz minus 8 Hz and 1 kHz plus 8 Hz that the level at [C301 pin 14 is less 
than Y%, of the level at 1C204 pin 7. If not, the notch width has to be adjusted. 


See Table 3-1. 
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AF SYNTHESIZER BOARD AB6/1 


Test equipment : Oscilloscope, frequency counter. 
Circuit diagram: Chap. 7, Figs. 7-34 and 7-35. 


Proceed as follows:- 


Audio generators | 
(1) Set frequency to 1 kHz, sinewave. Monitor TP2 with an oscilloscope. A 1 kHz 
sine wave of 6 V pk-pk (approx.) should be present. Change frequency to 20 
kHz. The step approximations should be clearly visible, with no steps 
missing. TP3 should be a smoothed version of the same signal. 


(2) Repeat (1) for AF GEN 2, but at TP4 and 5. 

(3) LP filter check. Set both generators to 20 kHz, square wave. Compare the 
signals at TP3 and TP5. TP3 should be a 5 V pk~pk square wave and TP5 
should be a filtered equivalent. 


Gain setting - al i. % 
(4) Set AF GEN 1 to 1 kHz, 100 mV, sine wave. TP6 should be a 1.5 V pk-pk 
sine wave. AF GEN out should be 100 mV RMS (280 mV pk-pk). Change 
AF GEN 1 level to 1 V and check AF GEN out is 1 V RMS (2.8 V pk-pk). 


(5) Turn AF GEN 1 off and AF GEN 2 on and repeat (4), but with TP7. 


Viodulation level setting 
(6) In RECEIVER TEST test mode, set RF GEN frequency 150 MHz, mod Jevel 25 
kHz. Monitor TP12. Note the voltage (approximately 6 V pk-pk). Change 
the RP GEN frequency to 300 MHz. The voltage should halve. Change the RF 


GEN frequency to 600 MHz, the voltage should halve again. 
(7) Turn MOD 1 off, MOD 2 on, and repeat (6). 


Phase modulation 


(8) Monitor TP13. Set mod frequency 1 kHz level 25 kHz. Change modulation 
frequency to 2 kHz, the signal amplitude should not change. Change 
modulation level to 5 rad, the signal amplitude should fall by 50%. 


FM tracking correction 


(9) Set modulation frequency 1 kHz, level 25 kHz. Monitor TP15. Changing the 
RF GEN frequency from 90 to 150 MHz should vary the mod amplitude by 


10-30%. 


AM/FM setting 


(10) Monitor TP16. Check that with FM selected, the signal is a constant voltage 
that should vary with adjustment of R20. Check that with AM selected the mod 


appears at TP16, and that 1C28(b) is open. 


POCSAG generator 
(11) Enter the POCSAG display. Monitor TP15. Pressing the SEND key should 
produce a burst of data (approximately 1.6 V pk-pk) centred about zero. 
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a INPUT SWITCHING ASSEMBLY ACO0/2 


Test equipment: Oscilloscope, power source. 
Circuit diagram: Chap.7, Fig. 7-36. 


Proceed as follows:- 


Overheat 


(1) Select TRANSMITTER TEST and the RF IN/OUT N socket. Connect the 
oscilloscope to OVER TEMP OUT AC0/2 tag 1. 


(2) With no RF input, i.e. at ambient temperature, check that the voltage on 
AC0/2 tag 1 is between 4 and 5 V. 


(3) Connect the power source set to 30 W to the RF IN/OUT N socket. Check that 
the voltage on ACO/2 tag 1 falls to no lower than 2.5 V. 


(4) Connect a 12 kQ resistor between ACO/2 tag 1 and earth and check that the 
screen flashes, followed after a delay by the audible warning. 


Overload detection and isolation 


(5) Select the RF IN/OUT BNC socket and connect the power source set to a low 
yy level to the socket. 


(6) Check for a high logic level on DUPLEX-ISOLATE AO tag 2. 


(7) Increase the input voltage negatively, and check that when AO tag 4 is at +1 V, 
the screen flashes followed after a delay by an audible warning. Check that 
AO tag 2 goes to a low logic level to operate the relay to disconnect the input. 


(8) Increase the input voltage positively, and check that when AO tag S is at -1 V, 
the screen flashes and the warning sounds as before. 


Input selection 


(9) With TRANSMITTER TEST selected, check that INPUT SELECT on AO tag 3 
is at a high logic level. 


(10) Select two-port DUPLEX test and check that AO tag 3 has gone low. 


-Duplex/normal 


(11) With two-port DUPLEX test selected, check that DUPLEX/NORMAL on AO 
tag 6 is at a low logic level. 


(12) Select one-port DUPLEX test and check that AO tag 6 has gone high. 
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CRT DRIVE BOARD AC1 
Test equipment: Oscilloscope, signal generator. 
Circuit diagram: Chap. 7, Fig. 7-37. 

Proceed as follows:- 


Internal standard 


(1) The frequency of the internal 10 MHz crystal oscillator can be checked and, if 
necessary, adjusted using the procedure given under ‘10 MHz standard’ in 


Ghap-a3. 
Divider operation 
(2) Check at ICS pin 4 for 10 MHz at TTL levels. Transfer to IC5 pin 3 and 
check for 1 MHz, then to pin 13 and check for 100 kHz, 
External input . 


(3) Connect a 1 MHz signal in the range 100 mY to 3 V RMS to the rear panel 
EXT STD 1 MHz socket. ; 


(4) Check at IC4 pin 1 for 1 MHz at TTL levels. This checks TR5 and TR6. 
(S) Check at IC4 pin 12 for 100 kHz. This checks the divider operation. 


Phase detector operation 


(6) Vary the frequency of the external signal and check for a varying mark/space 
ratio at IC3 pin 3. 


(7) Transfer to the junction of R43/C34/R42 and check for a varying DC voltage as 
the frequency of the external signal is varied. 


Video amplifier 


(8) Check tag 9 for a 38 V pk-pk signal. Check that the lower level (beam 
cut-off) is at +5 V. This checks the operation of TR1,TR2. 


Frame output 
(9) Check on IC] pin 9 for a ramp at a rate of 52.7 Hz. 


(10) Check that the display has full horizontal cover of the tube face. IF not, 
adjustment is necessary. See Table 3-2. 


(11) Check that the characters on the display are linear across the tube face. If not, 
adjustment is necessary. See Table 3-2. 


(12) Check IC1 pin 10 for a DC bias 0fi2:3) Ve 


(13) Check at IC1 pin 4 for a waveform of 25 V amplitude at the frame rate. 
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ke) Line output 


(14) Check that the display is centrally positioned on the tube. If not, adjustment is 
necessary. See under ‘Vertical shift’ in Table 3-2. 


(15) Check that TR4 and TR3 switch on and off (but note the 300 V on TR3 
collector) at the line sync rate. 


(16) Check that the display has full vertical cover of the tube face. If not, 
adjustment is necessary. See under ‘Linearity and width’ in Table 3-2. 


Supplementary supplies 
(17) Check for +475 V at the junction of D9/C26. 
(18) Check for +50 V at TR2 collector (can). 
(19) <oheck for +150) V at PLB 1. 
(20) Check tag 8 for +22 V. 


INTENSITY control 


(21) Check at tag 14 that the voltage varies between 125 and 80 V (nominal) as the 
| front panel INTENSITY control is varied across its range. Check for a full 
7] : range of intensities (note that the lower voltage provides the high intensity). 


(22) Check that the display is in sharp focus. If not, adjustment is necessary. See 
under ‘Focus’ in Table 3-2, 
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FAULT DIAGNUSIS 


MAIN KEYBOARD AF1/2 


Test equipment: Oscilloscope. 


Circuit diagram: Chap. 7, Fig. 7-41. 


Proceed as follows:- 


Key operation 


(1) 
(2) 


(3) 


Check that the COLUMNS lines leading to PLA7, 11, 16, 19, 18, 13, 14, 15 
are all high. 

Check that the ROWS lines leading to PLA12, 20, 17, 9, 6, 10, 2, 3, 4 are all 
low. 

Press and hold the keys in turn while checking for corresponding low logic 


levels on the COLUMNS lines (refer to the circuit diagram to correlate keys 
with lines). For example, pressing and a the RX TEST ney causes PLA 


11 to go low. 


Latch operation 


(4) 
(S) 


(6) 
(7) 


(8) 


(9) 


Press SELECT until IC] pin 5 goes high. Check that RF IN/OUT BNC socket 
BD Dy ais slit: 


Press SELECT once. Check that ICI] pin 7 goes high and that RF IN/OUT N 
SOCKEC Zeist. 


Select RECEIVER TEST and set a modulating frequency. 


Set an AM depth level. Check that IC] pin 12 goes high and that LED D4 is 
lit. 

Set an FM deviation level. Check thatIC] pin 15 goes high and that LED D5 
is lit. 

Set a OM deviation level. Check that ICI pin 10 is goes and that LED D3 is 
lit. 
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FAULT DIAGNOSIS 


Bis) SCOPE KEYBOARD AF2/2 
Test equipment: Oscilloscope. 
Circuit diagram: Chap.7, Fig. 7-42. 
Proceed as follows:— 
Key operation 
(1) Check that the COLUMNS lines leading to tags 4, 6 and 8 are all high. 
(2) Check that the ROWS lines leading to tags 7 and 9 are both low. 


(3) Press and hold the keys in turn while checking for corresponding low logic 
levels on the COLUMNS lines (refer to the circuit diagram to correlate keys 
with lines). For example, pressing and holding the RX TEST key causes tag 4 


to go low. 


_ Analogue controls 


(4) Connect the oscilloscope in turn to the wipers of the VOLUME and POSITION 
controls R2, R3 and R4 and check for 0 to +5 V as the controls are adjusted 
over their full ranges. 


e GPIB INTERFACE UNIT AD1 
Test equipment: Oscilloscope. 
Circuit diagram: Chap. 7, Fig. 7-40. 
Proceed as follows:- 


Power supply 
(1) Check ABi/1 PLC contact 20 for +5 V. 


Clock signal 
(2) Check ABi/1 PLC contact 19 for a 5 MHz square wave at TTL levels. 
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POWER SUPPLY BOARD ARi1/1 

Test equipment: Oscilloscope. 

Circuit diagram: Chap. 7, Fig. 7-44. 
Proceed as follows:- 


Input relay 


(1) Connect a DC supply of 12 to 15 V at 6 to 5 A to the rear panel DC SUPPLY 
socket. Check that TR18 is switched on (0 V at collector) and that RLA 
contacts 5 and 6 are connected. (Check at this time, that the fan is operating.) 


(2) Connect AC mains to the rear panel AC SUPPLY socket. Check that TR19 
switches on, TR18 switches off and RLA contacts:7 and 6 are connected. 


(3) Remove the AC supply. Check that RLA contacts 5 and 6 are teconnected. 


10 V regulator 


(4) Check at IC1 pin 12 for 10 V. If not, the regulator setting requires adjustment. 
See under ‘Low level volts’ in Table 3-2. 


Low volts 


(5) Decrease the DC supply voltage and check that at 10.7 V (at 6 A) TRI 
switches on. Check that tag 8 is logically high. 


Dividers 
(6). Check IC2 pin 6 for 10 MHz divided by 16. 
(7) Check IC2 pin 10 for 10 MHz divided by 64. 
(8) Check that TR8 is pulsed on and off at the divided reference (156 kHz) rate. 


Controller 


(9) Decrease the DC supply voltage still further and check that at about 8.5 V on 
IC1 pin 12, TR4 and TR6 both switch off and TR9 switches on. 


(10) Check that the controller has switched off by checking that pins 8 and 11 are 
both high. | 


(11) Restore the DC supply. Check ICI pins 8 and 11 for complementary pulses. 


(12) Vary the DC supply voltage and check for a varying mark/space ratio on IC] 
pins 8 and 1]. 


(13) Check tag 6 for +12 V and tag 4 for +5.05 V. If not, the error amplifier needs 
adjustment. See under ‘+5 V supply line’ in Table 3-2. 
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FAULT DIAGNOSIS 


DC FILTER BOARD AR4 

Test equipment: Oscilloscope. 
Circuit diagram: Chap 7, Fig. 7-46. 
Checking filter 


With no external DC supply connected, check that all unwanted signals (mainly at 
50 Hz) on tags 3 and 4 are much reduced on tags 1 and 2. 
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FAULT DIAGNOSIS 


SENSITIVE RECEIVER BOARD RX11 


Test equipment: RF signal generator, DC voltmeter, spectrum analyzer, active 
probe, oscilloscope. 


Circuit diagram: Chap. 7, Fig. 7-34. 


0/10 dB attenuator 


This is switched by RLA to 0 for signal levels below typically 4 mV (BNC socket) or 
40 mV (N socket) and to -10 dB for signal levels above these. Proceed as follows:- 


(1) On the 2955R, set the MODE to TRANSMITTER MONITOR, the TX 
FREQUENCY to 50 MHz, the modulation as appropriate and the RF IN/OUT 
to the BNC socket. 


(2) Connect the signal generator to the RF IN/OUT BNC socket. Set the frequency 
to 50 MHz and the level to 1 mV. 


(3) Use the active probe to connect the spectrum analyzer to IC1 pin 1. Check 
that the level is approxiamtely -47 dBm. 


(4) Set the signal generator to -10 dBm. Check that the level at ICI pin 1 is 
—20 dBm. 


(5) If the levels in (3) and (4) are incorrect, check for the levels in para. 27. 


The switching of this attenuator is controlled by the microprocessor in accordance 
with the RF level output. Check the following DC levels for 0 dB (RANGE 0 and 1) and 


~10 dB (RANGE 2):~ 


Position 0 dB -10 dB 
R74 input side 0 +5 V 
Junctlon of Dii and TA6 collector +5 V 0 


20 dB RF amplifier and LO input 


IC] and IC2 give approximately 12 dB and 8 dB gain respectively. Proceed as 
follows:— 


(1) Connect the signal generator between RX3 and the board RF input. Set the 
frequency to 50 MHz and the level to -55 dBm. 


(2) Tune the spectrum analyzer to 50 MHz and connect the active probe in turn to 
IC] pin 3 and IC3 pin 3. Check that the levels are approximately -43 dBm 
and —35 dBm respectively. 


(3) Check that the DC voltages at IC] pin 3 and IC2 pin 3 are approximately 5.0 V 
and 5.3 V respectively. 


(4) Connect the active probe between RX12 and the board LO input. Check for 
the presence of the LO signal at approximately +8 dBm. 
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FAULT DIAGNOSIS 


(5) Use the spectrum analyser to check that the LO frequency is as follows:- 


RF IMAGE setting LO frequency 
UPPER 71.4 MHz 
LOWER 28.6 MHz 


Mixer 


The IF is 21:4 MHz. The mixer conversion loss is typically 7 dB. Check the 
conversion loss as follows:- 


(1) Tune the spectrum analyzer to 21.4 MHz and connect the active probe to the 
junction of C7, C8, L5, R7 and R&. 


(2) Assuming that the 0/10 dB attenuator is at 0, check that the IF level at the 
junction is approximately 10 dB (20 — 7 - 3) above the input level. 


_ 20 dB IF 180 kHz band-pass amplifier 


Check the response as follows:- 


(1) Connect the tracking generator of the spectrum analyzer to the RF IN/OUT 
BNC socket. Set the level to -60 dBm. 


(2) On RX11, remove the link on PLB. 
(Sym Oumies2 9 jst ser tie LA PREQUENGY to.21.4 MHz. 


(4) Tune the spectrum analyzer to 21.4 MHz and set the span to 1 MHz2/division. 
Connect the active probe to TP1. 


(5) On the spectrum analyzer, check that the response is as follows:- 


Bandwidth Frequency 
3 dB 180 KHz +40 kHz 
60 dB 2 MHz approximately 


(6) The response is affected by the lid being removed, especially the centre 
frequency. If there is any doubt about the correct shape, proceed as described 


in Chap. 5-2 para. 39. 


42 kHz band-pass filter 


Check the response as follows:- 
(1) On the TRANSMITTER MONITOR display, set the IF FILTER to 12 kHz. 


(2) Tune the spectrum analyzer to 21.4 MHz and set the span to 5 kHz/division. 
Connect the active probe to the junction of C46, D3, D4 and R38. 


(3) On the spectrum analyzer, check that the response is as follows:- 


Bandwidth Frequency 
3 dB 12kHz +6/--2 kHz 
60 dB 80 KHz approximately 
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This filter is switched by RLB and RLC. When the filter is not in circuit, the pin 
diode switch D1 and D2 form an alternative signal path. Check the following DC levels:- 


Position 12 kHz 180 kHz 
IC10 pin 1 mei oey, +8V 
R76 input sida OV +5 V 


0/32 dB amplifier 


This is switched to +32 dB for signal levels below typically 150 pV and to 0 for 
signal levels above this level. Proceed as follows:- 


(1) 


(2) 


(3) 
(4) 


(5) 


Connect the signal generator to the RF IN/OUT BNC socket. Set the signal 
generator frequency and the TX FREQUENCY on the 2955R to the same 
figure. Set the signal generator level to 50 LV. 


Select the CALIBRATION MODE display by pressing in turn the HELP, TX 
MON ON-OFF, AC DC, VERT, FREQ | and REP SWEEP keys. 


On the display, check that RANGE 0 is indicated. 


Increase the signal level until the SIGNAL STRENGTH ADC reading is 231. 
At this point, check that the RANGE changes to 1 and that the SIGNAL 
STRENGTH ADC reading is approximately 135. If not, further examination is 
necessary. 


If the ADC readings are suspect, monitor the gain change by using an active 
probe connected to TP2. 


Check the following DC levels for 0 dB (RANGE 1 and 2) and +32 dB (RANGE 0):- 


Position 0 dB +32 dB 
IC5 pin 3 +8 V +8 V 
IC10 pin 7 -12V +8 V 


AGC amplifier 


The IF output has to be terminated in approximately 50 Q. Otherwise, the AGC 
loop may oscillate. The amplifier gain is dependent on the current drive from IC9 pin 8. 
This relies on a peak detector to measure the amplifier output level, an AGC buffer to 
linearize the peak detector output, a loop filter and a voltage to current converter. The 
link formed by PLB can be removed to facilitate fault finding in the AGC loop. 


38 dB amplifier 


IC7 and IC8 give approximately 32 dB and 12 dB gain to give a gain of 38 dB | 
+6/-0 dB. Check the following DC levels:— 


5-52 


Position DC level 
IC7 pin 3 +8 V 
ICB pin 3 +5 V 
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Select the CALIBRATION MODE display as previously described and check the 
following typical DC levels:- 


SIGNAL STRENGTH IC10 IC9 
ADC raading pin 14 pin 1 
230 +4,69 V -4,69 V 
200 +4.05 V -4.05 V 
150 +3.05 V -3.05 V 
125 +2.51 V -2.51 V 
110 +2.23 V -2,23 V 


Temperature sensor 


The output of the ternperature sensor is from 0 to 5 V by 65.095 mV/°C with 0 mV 
at 0°C. This is fed to the ADC on AB4/1. Select the CALIBRATION MODE display, as 
previously described, to check the TEMPERATURE ADC reading. 


Bypass switch driver 


When TRANSMITTER MONITOR made is selected, the input signal from the RF 
IN/OUT connectors is routed through RX3 to the sensitive receiver. The relays in RX3 
require a pulse of typically 20 ms duration. On the oscilloscope, check this at TR15 


collector and TR13 collector. 


Local oscillator swltch driver 


When TRANSMITTER MONITOR mode is selected, the output signal from the 
signal generator is routed through RX2 and RX12 to the mixer in the sensitive receiver. 
The relays in RX2 require a pulse of typically 20 ms duration. On the oscilloscope, check 
this at TR11 collector and TR9 collector. 


Output buffer 


The AGC voltage is buffered by IC10d and this voltage is fed to the ADC on AB4/1 
to indicate the RF level using an algorithm which incorporates the 0/10 dB attenuator 
setting, the 0/32 dB amplifier setting , temperature data and calibration data to correct for 
frequency and level variations. Select the CALIBRATION MODE display, as previously 


described, to check the SIGNAL STRENGTH ADC reading. 


LO driver 21.4 MHz notch filter switch driver 


At the frequencies given in para. 42, check the following DC levels for the RX12 
filter in circuit and out of circuit:- 


Filter 
Position In Out 
R72 Input side 0 +5 V 
Junction of 010 and TRS collector +5 V @) 
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FAULT DIAGNOSIS 


LOCAL OSCILLATOR DRIVER BOARD RX12 


Test equipment: Spectrum analyzer, active probe, oscilloscope. 


Circuit diagram: Chap. 7, Fig. 7-51. 


21.4 MHz notch filter 
This is switched by RLA when the TX FREQUENCY is set as follows:- 


RF IMAGE 
TX FREQUENCY LOWER UPPER 
0.1 to 10 MHz Not available Out 
10 to 21.8 MHz Not available In 
21.8 to 34.8 MHz In In 
34.8 to 52.8 MHz Out In 
52:8 to 978.6 In In 
978.6 to 1000 MHz In Not available 


Check the response as follows:- 


On the 2955R, set the MODE to TRANSMITTER MONITOR and the TX 


(1) 
FREQUENCY to greater than 52.8 MHz. 

(2) Connect the tracking generator of the spectrum analyzer between RX2 and the 
board RF input. 

(3) Set the spectrum analyzer to 21.4 MHz centre frequency and 1 MH<2/division. 

(4) Connect the active probe to the junction of RLA pin 1 and C6. Check that the 
response is as shown in Fig. 5-2-16. 

(5) If the spectrum analyzer display is almost flat, then is is likely that the filter is 
not in circuit. See para. 42 to check the switch driver. 

(6) If necessary, adjust the filter response by resetting L1, L2, L3 and L4. 

(7) Set the TX FREQUENCY to less than 10 MHz. Check that the response is 
flat. 

8 dB amplifier 


Check the gain of IC. If the gain is not approximately 8 dB, check that the 
voltage on IC] pin 3 is 5.5 +0.5 V. 
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REPLACEABLE PARTS 


Unit Part no. 
PREECE ING ENC) etree eect race teehee iar ect Es Sat ae tay Saas) cee eusas ceersvsbavdcesssscessdcdassescaeesicas ehssecerenconnaers 
MOTE MER Vetter evel san termi eertec Gotht hansetets. eels tetet ir scncode db eeegents sid ib dehlNias Micvncasssavsnssncesnnas 
OE reas ee arse acter erate arena serves (enV is) cre etactrerstuts esicanidvartsentesensdasacdvsaaypasucsataseesssnseas 
BleCCALCOMIPONcuScccecearurerteysevsecerstitcatect se tstretacttond coc ree teed seah ttre MELT aL alee leet 
Eafe UTR Toc | U7 a a a eC ie oe AQ 52955/500 
RE: trayvrnssermibl Views crraessrcycctd stern seeceide-adecedehisoaccetsesed AAO - 
RFimodulation meter board » icc ssyeas00c cao. ea neeee AAI 44828/878 
RE COUNEEr- boar Mme Re tater iy th geen cds AA2 44828/879 
RPsynthesizerand Oscillator board iii asc. hisscsss AA3 44828/880 
LF synthesizer and output amplifier board.........ceseeeee AA4/1 = 44829/613 
MIGUEL DOaTE se cota, rust Patra eredlts err aeet aaltas cian tesiues) ABI/1 = 44829/523 
POTEAU D UAL tavern sr miectetsg Rta nects Map savage rues hast te Weds AB2/2  44829/635 
WALES dal ene RR Oe ea ree errr ere ite AB3/2 44829/636 
NICPOPEOGESSOLIDOALK Weta s tees ise Tadd dalneeee AB4/2 = 44829/902 
Demodulation and scope DOATd Ais... ccceccscccsseescseese ABS5/2 44829/770 
JAR LAT Alaa cals bute teveoicr Apenicohad Preeti aan tyr itch AB6/1 44829/526 
ENGI WONNIE ASSEMLOLY Wirstersercssscasees-csesecscescacecsccerss AC0/2  44990/998 
Cem CEM GO CaL Us, merenermtter tec stees sstvecsts cs sacererctscnsecoreaees ACI 44828/890 
Attenuaton assemoly (Axcept Options 1). ..ccceccsscasssascseseess ADO 44429/039 
Re tEietO CU Lites ete cane tacet scans ssasscacuacestevesessasace AD1 44990/845 
BYR Nera ss couch edesiiasernesecsenseaness AFI1/2 - 
BNC TC Ky MAE settee s aires cues sy cvsinysitensoctvsaessesiveense sass AF2/2 - 
OMe ees OLVADOGUC wescarsckinessesvsss so usansscassanqovecaesstvsaceds ARI/1 44829/645 
ELC UR STS Petit ne lie ated dena eater penn AR4 44829/5()8 
Ai RAOUL etenre ete hots tncteceincesstteresssccsasecsctanssavessess AT2 44828/520 
Receivectiay assembly (Option I Only).......sc<-sys0ser00s- RX] 4499()/879 
Sensitivesmeceiver,voard (Option: 1 Only) ......:acscccsseees. RX 11 44329/561 
Local oscillator driver board (Option | only)..........cseee RX12 44829/594 
Attenuator and switch assembly (Option | only) ........... RX2 44429/037 
Bypass switch assernbly (Option 1 only) vv. RX3 44429/038 
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INTRODUCTION 


Each sub-assembly or printed circuit board in this instrument has been allocated a unit 
identification, e.g. AO/1, AA2, AB1/1 etc. The complete component reference carries its unit 
number as a prefix e.g. AB1/1 C3 (capacitor C3 on the mother board) but, for convenience in the 
text and on circuit diagrams, the prefix is not used. However when ordering replacements or in 
correspondence, quote the complete component reference. 


COMPONENT VALUES 


| One or more of the components fitted in the equipment may differ from those listed in 
this chapter for any of the following reasons;- 


(a) | Components that have SIC after their circuit designator have their values selected 
during test to achieve particular performance limits. 


(b) Owing to supply difficulties, components of different value or type may be 
substituted provided the overall performance of the equipment is maintained. 


(c) As part of a policy of continuous dévelopment, components may be changed in 
value or type to obtain detail improvements in performance. 


When there is a difference between the component fitted and the one listed, always use as 
a replacement the same type and value as found in the equipment. 


ORDERING 


When ordering replacements, address the order to our Service Division (address on rear 
cover) Or nearest agent and specify the following for each component required:- 


(1)  Type# and serial number of equipment. 
(2) Complete circuit reference. 

(3) Description. 

(4) Part number. 


#As given on the serial number label at the rear of the equipment; if this is superseded by a 
model number label, quote the mode] number instead of the type number. 
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Clr. MI part 
Ref. number Descriptlon 
ELECTRICAL COMPONENTS 


Overall assembly AO 


Dec. 91 


C1 26426-093 
C2 26426/093° 
C3 26415/820 
C4 26582/679 
C901 26343/498 
c902 26343/432 
D1 28359-190 
FS1 23411/059 
23411/064 

FS2 23411/059 
23411/064 

FS3 23411/065 
23416/192 

“FS4 23411/204 
23416/320 

LS1 23646/109 
R4 24773/233 
x3 23635-845 
X4 93635-845 
23635/811 
23467/260 

44533/153 

46882-114B 


When ordering, prefix circuit reference with AO. 


CAPACITOR FIXED ALUMINIUM 4700uUF -10/+50% 40V 
ELECTROLYTIC, TAG TERMINATIONS, 


CAPACITOR FIXED ALUMINIUM 4700uF -10/+50% 40V 
ELECTROLYTIC, TAG TERMINATIONS, 


CAPACITOR FIXEO ALUMINIUM 220uF -20/+100% 63V 
ELECTROLYTIC, AXIAL, (LOOSE), 


CAPACITOR FIXED POLYCARBONATE 470nF +/-10% 100V 
RADIAL, 15.2mm PWP, WIRES 20mm MIN LONG, (LOOSE) 


CAPACITOR FIXED CERAMIC 18pF +/-2% 63V NPO 
SINGLELAYER, RADIAL, 2.6mm PWP, (TAPED) 


CAPACITOR FIXED CERAMIC 150pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED) 


DIODE RECTIFIER, BY260-200.,.. BRIDGE, 200V 12A 2Vi 
@ 7A, ENCAPSULATED, 22.6mm DIA 


FUSE T/LAG 0.8A 20x85 or 

FUSE T/LAG 1.6A 20x5 

FUSE T/LAG 0.8A 20x5 or 

FUSE T/LAG 1.6A 20x5 

FUSE T/LAG 6.3A 20x5 

FUSE HOLDER PANEL 20x 
FUSE T/LAG 1.6A 31.8x6.35 
FUSE HOLDER IN-LINE 31.8x6.35 


LOUDSPEAKER ROUND, 8A 200mW - 2.25in DIA, 0.85in 
DEEP: 


RESISTOR FIXED METAL-FILM 22A +/- 2% 250mW 250V 
100 ppm/DEG.C, AXIAL, (TAPED) 


FERRITE BEADS, 5mm DIA 
FERRITE BEADS, 5mm DIA 
FERRITE BEADS, 8mm DIA 


OPTO SHAFT ENCODER 
PROGRAMMED EPROM AB3/2 1C33 


ePetiw 
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Ref. 


twas pal 4 
number 


Description 


Overa!l assembly Ad (contd.) 


44533/400 
44533/401 
44533/351 
44633/351 
23423/150 


23462/266 
23462/881 
37561/105 
23467/161 


23443/442 
23424/535 


43990/087 
44990/903 
28235/617 


28298/157 
28238/158 


43138/101 
43137/801 
43130/167 
43130/170 


43130/194 
43130/194 
43130/194 
43137/469 
43137/475 


43130/196 
43137/478 
43137/470 
43137/473 
43137/990 
43130/944 


43137/233 
43137/476 


431397/477 
43130/165 
43130/183 
43130/184 
43130/227 
43130/169 
43130/199 
43130/201 


PROGRAMMED EPROM KIT AB4/2 IC9 & IC10 
PROGRAMMED EPROM AB4/2 IC13 
PROGRAMMED EPROM AB6/1 IC4 
PROGRAMMED EPROM AB6&/1 IC5 

CON MAINS PLUG, 3 WAY, RF FILTER 


SW TOG 4CO MIN ON-ON 

SW PART TOG LEVER CAP BLACK 
COVER MAINS SW 4 POLE 

SW SLICE 2CO PANEL MTG 


CON-RF BNC SOCKET 
CON DIN SOCKET, 7 CONTACTS (ACCESSORY IN/OUT) 


TRANSFORMER MAINS 
FAN ASSEMBLY 
CATHODE RAY TUBE M19/H8GH 


MAGNET, CRT-CORRECTOR, 3mm 
MAGNET, CRT-CORRECTOR, 2mm 


CABLE ASSEMBLIES, COMMON (WITHOUT OR WITH OPTION 1):- 


(TO IF OUT SOCKET), (TO AC1 15 & 16) 
BNC SOCKET (RF IN/OUT), SMB SOCKET (TO ACO/2) 
BNC SOCKET (AF INPUT), SMB SOCKET (TO AB1/1 PLR) 


BNC SOCKETS (AF GEN OUTPUT & EXT MOD INPUT), CRIMP 
SOCKET (TO AB1/1 PLK) 


CRIMP SOCKET 2 WAY (TO AAi PLB), (TO AAO PLA) 
CRIMP SOCKET 2 WAY (TO AAi PLC), (TO AAO PLB) 
CRIMP SOCKET 2 WAY (TO AAI PLE), (TO ACO/2) 
CRIMP SOCKET 2 WAY (TO ABI/1 PLP), (TO SPEAKER) 


CRIMP SOCKET 2 WAY (TO ABi/1 PLS), (TO DE-MOD OUT 
SOCKET) 


CRIMP SOCKET 3 WAY (TO AA4/1 PLA), (TO ABI/1 PLU) 
CRIMP SOCKET 3 WAY (TO ACI PLB), (TO AF2/2) 
CRIMP SOCKET 4 WAY (TO AC1 PLA), (TO CRT COILS) 
CRIMP SOCKET 4 WAY (TO AA2 PLB), (TO AB1/1 PLF) 
CRIMP SOCKETS 4 WAY (TO ENCODER, TO AB1/1 PLX) 


CRIMP SOCKET 7 WAY (TO AB1/1 PLJ), (TO ACCESSORY 
IN/OUT SOCKET& SPEAKER) 


CRIMP SOCKET 8 WAY (TO AA4/1 PLB), (TO AB1/1 SKA) 


CRIMP TERMINAL 5 WAY (TO AR4/1 PLB), (TO CHASSIS 
COMPS) 


CRIMP TERMINAL 8 WAY (TO AB1/1 PLE), (TO AR 1/1) 

N SOCKET (RF IN/OUT), SMA PLUG (TO AGO/2) 

RIBBON SOCKET 10 WAY (TO AB1/1 PLG), (TO AF2/2) 
RIBBON SOCKET 10 WAY (TO AA1 PLA), (TO AB1/1 SKF) 
SMB SOCKET (TO AAO), (TO IF OUT SOCKET) 

SMB SOCKET (TO AAO PLB), CRIMP SOCKET (TO AB1/1 PLY) 
SMB SOCKET (TO AAO), CRIMP SOCKET (TO ABi/1 PLW) 
SMB SOCKET (TO AB1/1 PLB) (TO AC1 16) 
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Mi part 
number 


Description 


Overall assembly AO (contd.) 


43130/447 


43130/202 
43130/203 


43130/168 


43190/193 
43137/533 


43137/513 


43137/514 
43137/511 
43137/512 
43130/189 


43137/534 
43137/535 
43137/540 
43137/537 
431937/539 
43137/536 
43137/538 
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SMB SOCKETS (AAO SKB, SKQ, SKA, SKS), CRIMP 
(ABi/1 PLU 1, 11,9, 3) 

SMB SOCKET (TO ABI/1 PLT), (TO AR1/1 2) 

SMB SOCKET (TO AC1 PLC), (TO EXT STD 1 MHz SOCKET) 


CABLE ASSEMBLIES, WITHOUT OPTION 1:- 


SMG SOCKETS (TO ACO/2, TO AAO PLC) 
SMA PLUGS (TO ACO/2, TO ADO) 
SMA PLUG (TO ADO), SMG SOCKET (TO AAO) 


CABLE ASSEMBLIES, OPTION 1 ONLY:- 


CRIMP SOCKET 3 WAY (TO RX12 PLA), CRIMP SOCKET 6 WAY 
(TO AX1 PLC), (TO RX1 CAPS) 

CRIMP SOCKET 10 WAY (TO AAO PLN), (TO AAO CAPS) 

RIBBON SOCKET 16 WAY (TO AX1 PLA), (TO AAO CAPS) 

RIBBON SOCKET 20 WAY (TO AAO PLZ), (TO AAO CAPS) 

RIBBON SOCKET 20 WAY (TO ABI/1 PLH), PCB TRANSITION 
TO AF1/2) 

SMA PLUG (TO RX2), SMC SOCKET (TO AAO) 

SMA PLUG (TO RX2), SMC SOCKET (TO AX1) 

SMA PLUGS (TO RX2, TO ACO/2) 

SMA PLUG (TO RX3), SMC SOCKET (TO AX1) 

SMA PLUG (TO AX3), SMC SOCKET (TO ACO/2) 

SMA PLUG (TO RX3), SMC SOCKET (TO AAO) 

SMA PLUGS (TO AX3, TO RX1) 


@eea 


el 


6-5 


Clr. 
Ref. 


Ml part 
number 


Description 


RF iray assembiy AAG 


C1 


C2 


C19 


6-6 


When ordering, prefix circuit reference with AAO. 


This Is not available as a complete unit. 


26373/733 


26373/733 


263793/7933 


26373/733 


26373/733 


26373/733 


26373/733 


26373/733 


26373/733 


26373/733 


26373/733 


26373/733 


26373/733 


26373/733 


26373/733 


26373/733 


26333/229 


26373/733 


26373/733 


26373/733 


26373/733 


26373/733 


26373/733 


26373/733 


26373/733 


CAPACITOR FIXED CERAMIC 1nF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 


CAPACITOR FIXED CERAMIC inF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC inF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC inF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC inF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPAGITOR FIXED CERAMIC InF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC inF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 


CAPACITOR FIXED CERAMIC inF -20/+80% 300V K3000 


'" FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 


CAPACITOR FIXED CERAMIG inF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC inF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC 1nF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC 1nF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC 1nF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC inF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC inF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPAGITOR FIXED CERAMIC 1nF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC 50pF +/-10% 300V N1500 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC InF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC inF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC 1nF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC InF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC inF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC inF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC inF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC inF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
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Clr. 
Ref. 


Mi part 
number 


HErPLACEABLE PARTS 


Description 


RF tray assembly AAO (contd.) 


C29 
C30 
C31 
C32 
C33 
C34 
C35 
C36 
C37 
caa 
C39 
C40 
C4 
C42 
C43 
C44 
CAS 
C46 
C47 
C48 
C49 
C50(SIC) 
C51 
C52 
C53 
C54 
C55 


C56 


26373/733 
26339/229 
26373/733 
26373/733 
26373/733 
26373/733 
26397/205 
26397/205 
26397/205 
26397/205 
26397/205 
26397/205 
26397/205 
26373/733 
26373/733 
26373/733 
26373/733 
26373/7343 
26373/733 
26373/733 
26373/733 
263973/855 
26373/733 
26373/733 
26373/733 
26373/733 
26373/733 


26373/733 


46882-1148 


CAPACITOR FIXED CERAMIC inF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 


CAPACITOR FIXED CERAMIC S0pF +/-10% 300V N1500 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC inF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC tnF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC 1nF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC tnF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
FILTER RFI-SUPPRESSION, 1.5nF MIN, 350V DC, 
FEED-THROUGH, CERAMIC, PI-CIRCUIT, SOLDER-IN, 
FILTER RFI-SUPPRESSION, 1.5nF MIN, 350V DC, 
FEED-THROUGH, CERAMIC, PI-CIRCUIT, SOLDER-IN. 
FILTER RFI-SUPPRESSION, 1.5nF MIN, 350V DG, 
FEED-THROUGH, CERAMIC, PI-CIRCUIT, SOLDER-IN. 
FILTER RFI-SUPPRESSION, 1.5nF MIN, 350V DC, 
FEED-THROUGH, CERAMIC, PI-CIRCUIT, SOLDER-IN. 
FILTER RFI-SUPPRESSION, 1.5nF MIN, 350V DC, 
FEED-THROUGH, CERAMIC, PI-CIRCUIT, SOLDER-IN. 
FILTER AFI-SUPPRESSION, 1.5nF MIN, 350V OC, 
FEED-THROUGH, CERAMIC, PI-CIRCUIT, SOLDER-IN. 
FILTER RFI-SUPPRESSION, 1.5nF MIN, 350V DC, 
FEED-THROUGH, CERAMIC, PI-CIRCUIT, SOLDER-IN, 
CAPACITOR FIXED CERAMIC tnF.-20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC 1nF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC inf -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC inF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC 1nF -20/+80% 300V K3000 
FEED- THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC 1nF -20/+80% 300V K3000 _ 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC 1nF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3 9mm MOUNTING 
CAPACITOR FIXED CERAMIC 1nF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC 56pF +/-20% 500V N1500 
FEED-THROUGH, SCREW-IN MOUNTING, 2BA THREAD WITH 
CAPACITOR FIXED CERAMIC 1nF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC 1nF -20/+80% 900V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC 1nF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC 1nF -20/+809 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC 1nF -20/480% 300V K3000 
FEED-THROUGH, SOLDEA-IN MOUNTING, 3.9mm MOUNTING 


CAPACITOR FIXED CERAMIC 1nF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 


Cir. 
Ref. 


Mi part 
number 


Description 


RF iray assembly AAO (contd.) 


C57 


C60 


Cé1 


C62 


Cé3 


L21 


L23 


6-8 


26397/205 


26397/205 


26397/205 


26397/205 


26397/205 


23642/551 


44190/036 
44190/036 
44190/036 
44190/036 


44190/0396 © 


44190/036 
44190/036 
44190/036 


44190/036 


44190/036 


44190/036 


44190/036 


44190/036 


44190/036 


44190/036 


44190/036 


23642/552 


23642/652 


23642/552 


44190/036 


FILTER RFI-SUPPRESSION, 1.5nF MIN, 350V DC, 
FEED-THROUGH, CERAMIC, PI-CIRCUIT, SOLDER-IN. 


FILTER RFI-SUPPRESSION, 1.5nF MIN, 350V DC, 
FEED-THROUGH, CERAMIC, PI-CIRCUIT, SOLDER-IN. 


FILTER RFI-SUPPRESSION, 1.5nF MIN, 350V DC, 
FEED-THROUGH, CERAMIC, PI-CIRCUIT, SOLDER-IN. 


FILTER AFI-SUPPRESSION, 1.5nF MIN, 350V DC, 
FEED-THROUGH, CERAMIC, PI-CIRCUIT, SOLDER-IN. 


FILTER AFI-SUPPRESSION, 1.5nF MIN, 350V DC, 
FEED-THROUGH, CERAMIC, PI-CIRCUIT, SOLDER-IN. 


INDUCTOR FIXED 2.2uH +/- 10% COATED-LACQUER, 
MINIATURE, 470mA ORS MAX, 32 Q @ 7.9 MHz, 140 MHz 


WOUND-PART INDUCTOR, BEAD-CORE, 5 TURNS, 
WOUND-PART INDUCTOR, BEAD-CORE, 5 TUANS, 
WOUND-PART INDUCTOR, BEAD-CORE, 5 TURNS, 
WOUND-PART INDUCTOR, BEAD-CORE, 5 TURNS, 


WOUND:PART INDUGTOR; BEAD-GORE, 5 TURNS, 


WOUND-PART INDUCTOR, BEAD-CORE, 5 TURNS, 

WOUND-PART INDUCTOR, BEAD-CORE, 5 TURNS, 

WOUND-PART INDUCTOR, BEAD-CORE, 5 TURNS, 
UNMOUNTED. 

WOUND-PART INDUCTOR, BEAD-CORE, 5 TURNS, 
UNMOUNTED. 

WOUND-PART INDUCTOR, BEAD-CORE, 5 TURNS, 
UNMOUNTED. 

WOUND-PART JNDUCTOR, BEAD-CORE, 5 TURNS, 
UNMOUNTED. 

WOUND-PART INDUCTOR, BEAD-CORE, 5 TURNS, 
UNMOUNTED. 

WOUND-PART INDUCTOR, BEAD-CORE, 5 TURNS, 
UNMOUNTED. 

WOUND-PART INDUCTOR, BEAD-CORE, 5 TURNS, 
UNMOUNTED. 

WOUND-PART INDUCTOR, BEAD-CORE, 5 TURNS, 
UNMOUNTED. 

WOUND-PART INDUCTOR, BEAD-CORE, 5 TURNS, 
UNMOUNTED. 

INDUCTOR FIXED 3.3uH +/- 10% COATED-LACQUER, 
MINIATURE, 350mA 1R6 MAX, 32 Q @ 7.9 MHz, 115 MHz 

INDUCTOR FIXED 3.3uH +/- 10% COATED-LACQUER, 
MINIATURE, 350mA 1R6 MAX, 32 Q @ 7.9 MHz, 115 MHz 

INDUCTOR FIXED 3.3uH +/- 10% COATED-LACQUER, 
MINIATURE, 350mA 1R6 MAX, 32 Q @ 7.9 MHz, 115 MHz 

WOUND-PART INDUCTOR, BEAD-CORE, 5 TURNS, 
UNMOUNTED. 
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Clr. 
Ref. 


MI part 
number 


REPLACEABLE PARTS 


Description 


RF tray assembly AAO (contd.) 


PLA 
PL6 
PLO 
| PLE 
PEF 
dB 


PLH 


R1 
R2 


R3 


X421 
K422 
X423 
X424 
X425 
X427 


23444/331 
23444/331 
29444/331 
23444/331 
23444/331 
23444/331 


23444/331 


24772/053 
24772/059 


24772/065 


23635/833 
23635/839 
23635/833 
23635/833 
23635/833 
23635/833 


43130/195 
43137/472 
43137/474 
43130/1 82 
43130/186 
43130/187 
43130/188 


i in i oe oe | a 


CONNECTOR-RF SMB-TYPE MALE, RECEPTACLE, 50 OHMS, 
BULKHEAD, SOLDER-BUCKET, FRONT MOUNTING, NICKEL 


CONNECTOR-RAF SMB-TYPE MALE, RECEPTACLE, 50 OHMS, 
BULKHEAD, SOLDER-BUCKET, FRONT MOUNTING, NICKEL 


CONNECTOR-RF SM8-TYPE MALE, RECEPTACLE, 50 OHMS, 
BULKHEAD, SOLDER-BUCKET, FRONT MOUNTING, NICKEL 


CONNECTOR-RF SMB-TYPE MALE, RECEPTACLE, 50 OHMS, 
BULKHEAD, SOLDER-BUCKET, FRONT MOUNTING, NICKEL 


CONNECTOR-RF SMB-TYPE MALE, RECEPTACLE, 50 OHMS, 
BULKHEAD, SOLDER-BUCKET, FRONT MOUNTING, NICKEL 


CONNECTOR-RF SMB-TYPE MALE, RECEPTACLE, 50 OHMS, 
BULKHEAD, SOLDER-BUCKET, FRONT MOUNTING, NICKEL 


CONNECTOR-RF SMB-TYPE MALE, RECEPTACLE, 50 OHMS, 
BULKHEAD, SOLDER-BUCKET, FRONT MOUNTING, NICKEL 


RESISTOR FIXED METAL-FILM 150R 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 270R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 470R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


CORE BEAD, 4.2mm DIA, 5.5mm LONG, 1.8mm 1/DIA, 
CORE BEAD, 4.2mm DIA, 5.5mm LONG, 1.8mm I/DIA, 
CORE BEAD, 4.2mm DIA, 5.5mm LONG, 1.8mm I/DIA, 
CORE BEAD, 4.2mm DIA, 5.5mm LONG, 1.8mm J/DIA, 
CORE BEAD, 4.2mm DIA, 5.5mm LONG, 1.8mm I/DIA, 
CORE BEAD, 4.2mm DIA, 5.5mm LONG, 1.8mm I/DIA, 


CABLE ASSEMBLIES:- 


CRIMP SOCKET 2 WAY (TO AA3 PLC), (TO AAO C20) 
CRIMP SOCKET 2 WAY (TO AAI PLD), (TO AAO CAPS) 
CRIMP SOCKET 9 WAY (TO AA3 PLA), (TO AAO CAPS) 
RIBBON SOCKET 10 WAY (TO AA3 PLB), (TO AAO C26-34) 
RIBBON SOCKET 14 WAY (TO AA2 PLA), (TO AAO C1-15) 
RIBBON SOCKET 20 WAY (TO AB1/1 PLA), (TO AAO CAPS) 
RIBBON SOCKET 20 WAY (TO AB1/1 PLF), (TO AAO CAPS) 


Wile 


Ref. 


owas Praag 


number 


Description 


RF modulation meter board AAT 


C1 


C2 


C10 


C12 


44828/878 


26383/006 


26343/432 


26343/437 


26383/006 


26383/006 


26582/429 — 


26343/433 
26343/434 
26343/433 
26582/429 
26582/429 
26421/115 
26582/429 
26486/225 
26383/006 
26383/583 
26383/583 
26582/431 

26582/432 
26582/432 
26582/429 
26582/432 
26582/429 
26421/115 


26421/115 


When ordering, prefix circuit reference with AAI. 


Complete unit 


CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 150pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 100pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPAGITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER i00nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 47pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 68pF +/-2% 63V Ni50 
SINGLELAYER, RADIAL, 2.5mm PWR, (TAPED). 
CAPACITOR FIXED CERAMIC 47pF +/-2% 63V Ni50 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPAGITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 33uF +/-20% 25V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED TANTALUM 10uF +/-20% 35V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 680pF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 680pF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 22nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 1uF +/-10% 50V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 1uF +/-10% 50V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 1uF +/-10% 50V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 33uF +/-20% 25V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 33uF +/-20% 25V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
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Clr. 
Ref. 


MI part 
number 


REPLACEABLE PARTS 


Description 


RF modulation meter board AA (contd.) 


C27 
C28 
C29 
exch 
C32 
C33 
C34 
C35 
C36 
C37 
Cas 
cag 
C40 
ter) 
C42 
C43 
C44 
C45 
C46 
C47 
C48 
C49 
C51 
C52 

C53 
C54 
C55 


C56 


26582/212 
26582/426 
26582/426 
26343/493 
26538/557 
26538/557 
26383/586 
26421/141 
26582/430 
26421/114 
26421/115 
26383/591 
26421/112 
26582/429 
26582/429 
26383/006 
26421/142 
26582/429 
26421/142 
26582/429 
26582/430 
26582/427 
26383/007 
26486/219 
26383/006 
26343/433 
26343/495 


26343/495 


AGRAID141A4BR 


CAPACITOR FIXED POLYESTER 150nF +/-10% 100V 250 
ppm/DEG,C, RADIAL, 10.2mm PWP, (LOOSE OR TAPED), 


CAPACITOR FIXED POLYESTER 10nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 10nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 15pF +/-2% 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED POLYSTYRENE 100pF +/-2% 63V 150 
ppm/DEG,C, RADIAL, 7.6mm PWP, (TAPED). 
CAPACITOR FIXED POLYSTYRENE 100pF +/-2% 63V 150 
ppm/DEG.C, RADIAL, 7.6mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 1.8nF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 100uF +/-20% 35V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 220nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 22uF +/-20% 25V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 33uF +/-20% 25V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 4.7nF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 10uF 4/-20% 35V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, Smm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 100nfF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 220uF 4+/-20% 16V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppnVDEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 220uF +/-20% 16V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 220nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 470nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 22nF -20/4+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED TANTALUM 4.7uF +4/-20% 35V 
ELECTAOLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 47pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 3.3pF +/-0.25pF 63V NPO 
SINGLELAYER, RAOIAL, 2.5mm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC 3.3pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
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C57 


C58 


Cé1 


C62 


C63 


C64 


C65 


C66 


C67 


C68 


C&é9 


C70 


C7} 


D1 


D2 


D3 


D4 


D5 


D6 


D7 


D8 


D9 


IC1 


IC2 


IC3 


6-12 


26582/429 


26343/436 


26383/583 


26383/581 


26582/430 


26582/429 


26582/429 


26582/427 


26383/007 


26582/427 


26383/007 © 


26343/484 


26343/487 


28381/132 


28381/132 


28381/132 


28381/132 


28371/757 


28371/401 


28349/020 


28349/020 


28349/013 


28464/117 


28461/924 


28461/937 


CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 270pF +/-2% 63V N750 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 680pF +/-10% 638V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC S60pF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 220nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 470nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 22nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 470nF +/-10% 63V 330 : 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED), 
CAPACITOR FIXED CERAMIC 22nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 2.7pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 6.8pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


DIODE VARI-CAP BB809... 28V 20mA 29pF @ 3V, CAPAC 
RATIO 5.0 MIN, AXIAL, DO-34, (TAPED). 

DIODE VARI-CAP BBS09... 28V 20mA 29pF @ 3V, CAPAC 
RATIO 5.0 MIN, AXIAL, DO-34, (TAPED). 

DIODE VARI-CAP BB809... 28V 20mA 29pF @ 3V, CAPAC 
RATIO 5.0 MIN, AXIAL, DO-34, (TAPED). 

DIODE VARI-CAP BB809... 28V 20mA 29pF @ 3V, CAPAC 
RATIO 5.0 MIN, AXIAL, DO-34, (TAPED), 

DIODE ZENER BZX79-C9V1... 500mW 9.1V 5% 250mA 
AXIAL, DO-35, (TAPED). 

DIODE ZENER BZX79-C5V1... S00mW 5.1V 5% 250mA 
AXIAL, DO-35, (TAPED). 

DIODE SCHOTTKY BAR1Q... 4V 30mA 0.6Vi @ 10mA, 
AXIAL, DO-35, (TAPED). 

DIODE SCHOTTKY BAR19... 4V 30mA 0.6VI @ 10mA, 
AXIAL, DO-35, (TAPED). 

DIODE SCHOTTKY BAT42... 400mW 30V 0.5Vf @ 50mA 
FAST-SWITCHING, AXIAL, DO-35, (TAPED). 


IC DIGITAL COUNTER 74LS93.... 4 BIT, BINARY, 
DIVIDE BY 2,8 OR 16, TTL-SCHOTTKY-L/PWR, 14 PIN, 

IC ANALOGUE MODULATA/DEMODULATOR MC1496... 
BALANCED, LINEAR, MONOLITHIC, 14 PIN, 

IC ANALOGUE PHASE-LOCKED-LOOP MC145145... 4 BIT 
DATA-BUS INPUT, CMOS, 18 PIN, DUAL-IN-LINE. 
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IC4 
‘105 
IC6 


IC7 


U4 
re 
L3 
L4 
LS 
L6 
L7 
Le 
L9 
Li 


ute 


PLA 
PLB 
PLC 
PLD 
PLE 
Al 
R2 
R3 


A4 


28461/349 
28461/748 
28466/9331 


28461/734 


23642/549 
23642/559 
23642/559 
23642/464 
23642/464 
23642/561 
23642/562 
23642/558 
29642/563 
23642/562 


23642/565 


23435/188 
23435/1 88 
23435/1 88 
23435/188 
23435/188 
24772/097 
24772/071 
24772/085 


24772/073 


AGRR9.1414B 


IC ANALOGUE OPERATIONAL AMP TLO74CN... QUAD, 
JFET-INPUT, LINEAR, 14 PIN, DUAL-IN-LINE. 

IC ANALOGUE VOLTAGE-REGULATOR LM337LZ... 37V 100mA 
NEGATIVE ADJUSTABLE, LINEAR, MONOLITHIC, 3 PIN, 

IC DIGITAL NANO-GATE 74800... 2 INPUT, QUAD, 
TTL-SCHOTTKY, 14 PIN, DUAL-IN-LINE. 

IC ANALOGUE VOLTAGE-REGULATOR 78LO5AC... 5V 100mA 
POSITIVE, LINEAR, MONOLITHIC, 3 PIN, TO-92. 


INDUCTOR FIXED 1uH +/- 10% COATED-LACQUER, 
MINIATURE, 820mA OR3 MAX, 45 Q @ 25 MHz, 210 MHz 
INDUCTOR FIXED 47uH +/- 10% COATED-LACQUER, 
MINIATURE, 140mA 9R6 MAX, 55 Q @ 2.5 MHz, 15 MHz 
INOUCTOR FIXED 47uH +/- 10% COATED-LACQUER, 
MINIATURE, 140mA 9A6 MAX, 55 Q @ 2.5 MHz, 15 MHz 
INDUCTOR FIXED 1uH +/- 5% MOULDED-EPOXY, 830mA 
0R29 MAX, 50 Q @ 25 MHz, 200 MHz SAF, AXIAL, 
INDUCTOR FIXED 1uH +/- 5% MOULDED-EPOXY, 830mA 
OR29 MAX, 50 Q @ 25 MHz, 200 MHz SAF, AXIAL, 
INDUCTOR FIXED 100uH +/- 10% COATED-LACQUER, 
MINIATURE, 140mA 11R MAX, 50 Q @ 2.5 MHz, 7 MHz 
INDUCTOR FIXED 150uH +/- 10% COATED-LACQUER, 
MINIATURE, 130mA 13R MAX, 40 Q @ 0.79 MHz, 5.5 MHz 
INDUCTOR FIXED 33uH +/- 10% COATED-LACQUER, 
MINIATURE, 210mA 5R2 MAX, 55 Q @ 2.5 MHz, 20 MHz 
INDUCTOR FIXED 220uH +/- 10% COATED-LACQUER, 
MINIATURE, 110mA 17A MAX, 45 Q @ 0.79 MHz, 4.2 MHz 
INDUCTOR FIXED 150uH +/- 10% COATEO-LACQUER, 
“MINIATURE, 130mA 19R MAX, 40 Q @ 0.79 MHz, 5.5 MHz 
INDUCTOR FIXED 470uH +/- 10% COATED-LACQUER, 
MINIATURE, 87mA 26R5 MAX, 45 Q @ 0.79 MHz, 2.9 MHz 


TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5,97mm 

HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 
TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 

HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 
TERMINAL CONNECTOR-PIN, 0,.64mm SQUARE, 5.97mm 

HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 
TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 

HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 
TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 

HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 
RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 

100 ppm/DEG.C, AXIAL, (TAPED). 
RESISTOR FIXED METAL-FILM 820R +/- 2% 125mW 150V 

100 ppm/DEG.C, AXIAL, (TAPED). 
RESISTOR FIXED METAL-FILM 3K3 +/- 2% 125mW 150V 

100 ppm/DEG.C, AXIAL, (TAPED). 
RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 

ppm/DEG.G, AXIAL, (TAPED). 
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F5 


R6 


R7 


R8 


R9 


Ait 


Ri2 


R13 


Al4 


Ris 


R16 


R17 


R18 


Rig 


Rei 


R22 


R23 


R24 


R25 


R26 


R27 


R28 


R29 


R30 


R31 


R32 


R33 


24772/073 


24772/049 


24772/085 


24772/073 


24772/097 


25711/643 


24772/097 


24772/073 


24772/093 


24772/073 


24772/073 


24772/073 


24772/025 


24772/081 


24772/067 


24772/025 


24772/073 


24772/107 


24772/107 


24772/096 


25711/639 


24772/097 


24772/135 


24772/037 


24772/118 


24772/083 


24772/090 


RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED), 

RESISTOR FIXED METAL-FILM 8K83 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR VARIABLE CERMET LINEAR, 50K 10% 500mW 
200V 150 ppm/DEG.C, SINGLE-TURN, HORIZONTAL-PCB, 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). | 

RESISTOR FIXED METAL-FILM 6K8 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 2K2 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 560R +4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 27K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 27K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 9K1 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR VARIABLE CERMET LINEAR, 2K 10% 500mW 200V 
150 ppm/DEG.C, SINGLE-TURN, HORIZONTAL-PCB, 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 390K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 33R +/- 2% 125mW i50V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 75K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 2K7 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 5K1 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 
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a 
“AS4 24772/091 
R35 24772/083 
AS6 24772/090 
R37 24772/091 
R38 24772/043° 
Rag 24772/043 
R40 24772/097 
R41 24772/124 
R42 24772/073 
R43 24772/140 
R44 24772/132 
R45 24772/080 
R46 24772/097 
R47 24772/081 
R48 24772/063 
R49 24772/082 
R50 24772/041 
ASI 24772/081 
R52 24772/097 
R53 24772/081 
R54 2477 2/025 
ASS 24772/067 
R56 24772/025 
AS7 24762/639 
R58 24762/571 
R59 24762/571 
R60 24772/087 
46882-1148 


RESISTOR FIXED METAL-FILM 5K6 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 2K7 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 5K1 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM SK6 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 56R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 56R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 820K 4+/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED), 

RESISTOR FIXED METAL-FILM 300K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 2K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 2K2 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 390R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 2K4 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 47R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 2K2 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 2K2 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10A +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 560R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10A 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 360R +/- 1% 250mW 250V 
100 ppm/DEG.C, NON-INDUCTIVE, AXIAL CUT, AXIAL, 

RESISTOR FIXED METAL-FILM 61A1 +/- 1% 250mW 250V 
100 ppm/DEG.C, NON-INDUCTIVE, AXIAL CUT, AXIAL, 

RESISTOR FIXED METAL-FILM 61A1 +/- 1% 250mW 250V 
100 ppm/OEG.C, NON-INDUCTIVE, AXIAL CUT, AXIAL, 

RESISTOR FIXED METAL-FILM 3K9 +/- 2% 125mW 150V 
100 pprn/DEG.C, AXIAL, (TAPED). 
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R62 


R63 


R64 


R65 


R66 


R67 


R68 


R69 


R71 


R72 


R73 


R74 


R75 


R76 


R77 


R78 


R79 


R81 


R82 


R83 


R84 


R85 


R86 


R87 


R88 


24331/984 
24331/979 
24331/965 
24331/975 
24331/988 
24331/976 
24331/984 
24331/988 
24331/988 
24762/558 
24772/105 
24772/105 
24772/105 
24772/093 
24772/068 
24772/095 
24772/084 
24772/044 
24772/091 
24772/073 
24772/099 
24772/081 
24772/054 
25685/244 
24772/084 
24772/101 
24772/065 


24772/081 


RESISTOR FIXED CARBON-COMPOSITION 680R +/- 5% 
125mW 150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 68R +/- 5% 125mW 
150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED CARBON-GOMPOSITION 560R +/- 5% 
125mW 150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 47RA +/- 5% 125mW 
150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 22R +/- 5% i25mW 
150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 220R +/- 5% 
125mW 150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 680R +/- 5% 
125mW 150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 22R +/- 5% 125mW 
150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 22R +/- 5% 125mW 
150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 50R +/- 1% 250mW 250V 
100 ppm/DEG,C, NON-INDUCTIVE, AXIAL CUT, AXIAL, 

RESISTOA FIXED METAL-FILM 22K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 22K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 22K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 6K8 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 620R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 8K2 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED), 

RESISTOR FIXED METAL-FILM 3K +/- 2% 125mW 150V 100 
ppm/DEG.CG, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 62R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 5K6 4+/- 2% 125mW 150V 
100 ppm/DEG.G, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K 4/- 2% 125mW 150V i100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 12K 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 2K2 4+/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 160R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

THERMISTOR NEGATIVE-TC BEAD, 5mm 4K @ 25 DEG.C, 
4.4 %/DEG.C +/- 2% 875mW 5mm PWP, RADIAL. 

RESISTOR FIXED METAL-FILM 3K +/- 2% 125mW i50V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 15K +4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 470R 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 2K2 +/- 2% 125mW 150V 
100 ppm/DEG C, AXIAL, (TAPED). 
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Sule oy eunber 
Rot 24772/04 1 
R92 24772/025 
R93 24772/071 
R94 24772/065 
R95 25685/248 
R96 24772/029 
Ti 49590/141 
TRI 28452/197 
TR2 28431/767 
TRS 28452/197 
TR4 28459/028 
TRS 29433/455 
TRE 28452/197 
TR7 28452/157 
TRS 28452/157 
TRO 28459/028 
TRI4-28452/777 
TRi2  —-28482/777 
TR13 28433/455 
TRi4 28433/455 
TRIS. 28455/421 
46882-114B 


Dec. 94 


RESISTOR FIXED METAL-FILM 47A +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10R +/- 2% 125mW 1S0V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 820A +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 470R +/- 2% 125mW 150V 
100 ppr/DEG.C, AXIAL, (TAPED). 

THERMISTOR NEGATIVE-TC BEAD, 6mm S50R @ 25 DEG.C, 
3.3 %/DEG.C +/- 1% 5mm PWP, UNCOATED, RADIAL. 


' RESISTOR FIXED METAL-FILM 15A +/- 2% 125mW 150V 


100 ppm/DEG.C, AXIAL, (TAPED). 


WOUND-PART TRANSFORMER, BALUN, RING-CORE, 5:5 
TURNS, TWISTED BIFILAR WOUND, UNMOUNTED, 


TRANSISTOR NPN BIPOLAR 2N2369.... 15V SOOMHz 360mW 
500mA 40hFE @ 10mA, TO-18. 

TRANSISTOA PNP BIPOLAR MPS4258.... 12V 700MHz 1W 
BOmA 30hFE @ 50mA, TO-92, (LOOSE). 

TRANSISTOR NPN BIPOLAR 2N2369.... 15V 500MHz 360mW 
500mA 40hFE @ 10mA, TO-18. 

TRANSISTOR N-CHANNEL-DEPLETION JFET J310.... 25V 
350mW 24mA TO-92, (LOOSE). 
TRANSISTOR PNP BIPOLAR 8C308B,... 20V 130MHz 200mW 
100mA 200hFE @ 2mA, TO-92, (TAPED EMITA FIRST). 
TRANSISTOR NPN BIPOLAR 2N2369..,. 15V 500MHz 360mW 
500mA 40hFE @ 10mA, TO-18. 

TRANSISTOR NPN BIPOLAR BFY@90.... 15V 1GHz 200mW 
25mA 25-i50hFE @ 2mA, 4 LEAD, TO-72. 

TRANSISTOR NPN BIPOLAR BFY9O.... 15V 1GHz 200mW 
25mA 25-150hFE @ 2mA, 4 LEAD, TO-72. 

TRANSISTOR N-CHANNEL-DEPLETION JFET J310... 25V 
350mW 24mA TO-92, (LOOSE), 

TRANSISTOR NPN BIPOLAR BC1098,C.... 20V 150MHz 
300mW 100mA 410hFE @ 2mA, TO-18. 

TRANSISTOR NPN BIPOLAR BC109B,C.... 20V 150MHz 
300mW 100mA 410hFE @ 2mA, TO-18. 

TRANSISTOR PNP BIPOLAR BC308B..,. 20V 130MHz 200mW 
100mA 200hFE @ 2mA, TO-92, (TAPED EMITR FIRST). 
TRANSISTOR PNP BIPOLAR BC308B..,. 20V 130MHz 200mW 
100mA 200hFE @ 2mA, TO-92, (TAPED EMITR FIRST). 
TRANSISTOR NPN BIPOLAR BC237A.... 45V 150MHz 200mW 

100mA 170hFE @ 2mA, TO-92, (LOOSE). 
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ms part 
number 


Description 


RF counter board AA2 


C20 


C21 


C22 


44828/879 


26383/006 
26421/115 
26383/006 
26343/490 
26383/006 
26383/006 
26383/006 
26343/490 
26383/006 
26383/585 
26383/031 
26582/430 
26383/006 
26383/007 
26383/031 
26582/429 
26383/006 
26383/585 
26383/585 
26421/112 
26421/112 
26383/585 
26582/429 
26383/006 


26383/006 


When ordering, prefix circuit reference with AA2. 


Complete unit 


CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPAGITOR FIXED ALUMINIUM 33uF +/-20% 25V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 1.8pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80%. 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 1.8pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC inF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 100nF -20/+80% 30V K7004 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 220nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIG 22nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 100nF -20/+80% 30V K7004 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED) 
CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 1nF 4/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC InF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 10uF +/-20% 35V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 10uF +/-20% 35V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 1nF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 


46882-114B 
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Description 


RF counter board AA2 (contd.) 


Mar. 93 


’ Cir. MI part 
Ref. number 
C26 26383/031 
C27 26383/006 
C28 26383/585 
C29 26383/006 
C30 26383/585 
C31 26383/585 
C32 26383/006 
C33 26383/006 
C34 26383/587 
D1 28336/676 
D2 28335/675 
D3 28336/676 
D4 28336/676 
D5 28335/675 
D6 28349/014 
1C1 28461/351 
C2 28461/351 
1c3 28461/364 
IC4 28464/042 
IC5 28464/014 
IC6 28464/024 
IC7 28464/027 
IC8 28466/219 
46882-114B 


CAPACITOR FIXED CERAMIC 100nF -20/+80% 30V K7004 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 1OnF -20/4+80% 25V K7004 
SINGLELAYER, RADIAL, Smm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC inF +/-10% 68V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC inF 4/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPAGITOR FIXED CERAMIC tnF 4/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/4+80% 25V K7004 
SINGLELAYER, RADIAL, mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/4+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 2.2nF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


DIODE GENERAL-PURPOSE 1N4148... 75V 110mA 1VI @ 
10mA, AXIAL, DO-35, (TAPED). 

DIODE GENERAL-PURPOSE BA4B2... 35V 100mA 1.2Vf @ 
100mA AXIAL, DO-34, (TAPED). 

DIODE GENERAL-PURPOSE 1N4148... 75V 110mA 1Vf @ 
10mA, AXIAL, DO-35, (TAPED). 

DIODE GENERAL-PURPOSE 1N4148... 75V 110mA 1Vf @ 
10mA, AXIAL, DO-35, (TAPED). 

DIODE GENERAL-PUAPOSE BA482... 35V 100mA 1.2VI @ 
100mA AXIAL, DO-34, (TAPED). 

DIODE SCHOTTKY BAT29... 100mW SV 0.55VI @ 10mA 
SMALL-SIGNAL, AXIAL, DO-35, (TAPED). 


IC ANALOGUE WIDEBAND-AMPLIFIER OM34S5... SINGLE, 
12V 400KHz-1GHz, 12dB, VHF/UHF, HYBRID, 5 PIN, 

IC ANALOGUE WIDEBAND-AMPLIFIER OM4345. . SINGLE, 
12V 400KHz-1GHz, 12dB, VHF/UHF, HYBRID, 5 PIN, 

IC ANALOGUE LIMITING-AMPLIFIER SL952... 1GHz, 
LINEAR, 14 PIN, DUAL-IN-LINE. 

IC DIGITAL COUNTER CLA61053... 10 DECADE, CUSTOM, 
MOS, 24 PIN, DUAL-IN-LINE. 

IC DIGITAL COUNTER 74LS90.. 4 BIT, DECADE, DIVIDE 
BY 2,5 OR 10, TTL-SCHOTTKY-L/PWR, 14 PIN, 

IC DIGITAL DIVIDER SP8610B.... GIVIDE BY 4, 
1.0GHz, PRESCALER, ECL, 14 PIN, DUAL-IN-LINE. 

IC DIGITAL DIVIDER SP86378... DIVIDE BY 10, 
400MHz, ECL, 16 PIN, DUAL-IN-LINE. 

IC DIGITAL NOR-GATE 10102... 2 INPUT, QUAD, ECL, 
16 PIN, DUAL-IN-LINE. 
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ee 


RF counter board AA2 (contd.) 


PLA 


PLB 


Ai 


R2 


R3 


R4 


R5 


R6 


R7 


R8 


R9 


Rid 


Alt 


Ri2 


R13 


Ri4 


R15 


Rié6 


Ri7 


R18 


R19 


R20 


R21 


R22 


R23 
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23435/188 


23435/188 


24772/073 
24772/081 
24762/571 
24762/631 
24762/571 
24772/009 
24762/558 
24762/557 
24772/049 
24331/978 
24331/978 
24331/998 
24772/117 
24772/095 
24772/025 
24331/984 
24772/069 
24772/083 
24772/093 
24331/979 
24772/071 

24772/081 


24772/069 


TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 
HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 


TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 
HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 


RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 2K2 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 61R1 +/- 1% 250mW 250V 
100 ppm/DEG.C, NON-INDUCTIVE, AXIAL CUT, AXIAL, 

RESISTOR FIXED METAL-FILM 247R +/- 1% 250mW 250V 
100 ppm/DEG.C, NON-INDUCTIVE, AXIAL CUT, AXIAL, 

RESISTOR FIXED METAL-FILM 61R1 +/- 1% 250mW 250V 
100 ppm/DEG.C, NON-INDUCTIVE, AXIAL CUT, AXIAL, 

RESISTOR FIXED METAL-FILM 2R2 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 50R +/- 1% 250mW 250V 
100 ppm/DEG.C, NON-INDUCTIVE, AXIAL CUT, AXIAL, 

RESISTOR FIXED METAL-FILM 53R3 +/- 1% 250mW 250V 
100 ppm/DEG.C, NON-INDUCTIVE, AXIAL CUT, AXIAL, 

RESISTOR FIXED METAL-FILM 100R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 33R +/- 5% 125mW 
150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 33R +/- 5% 125mW 
150V AXIAL, (LOOSE OR TAPED), 

RESISTOR FIXED CARBON-COMPOSITION 120A +/- 5% 
125mW 150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 68K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 8K2 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10A +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 680R +/- 5% 
125mW iSO0V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 6B80R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 2K7 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 6K8 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 68R +/- 5% 125mW 
150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 820R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 2K2 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 680R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


46882-114B 
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Dec. 91 


Re, number 
RF 
R24 24773/249 
R25 24772/065 
R26 24772/069 
R27 24772/115 
R28 24772/075 
R29 24772/066 
A30 24772/071 
R31 24772/097 
R32 24772/097 
R33 24772/073 
R34 24772/097 
ASS 24772/097 
A36 24772/071 
R37 24772/025 
R38 24331/961 
ALA 23486/101 
TAI 28434/857 
TR2 28434/857 
TR3 28452/781 
TR4 28452/197 
46882-1148 


Description 


counter board AA2(contd.) 


RESISTOR FIXED METAL-FILM 100R +/- 2% 250mW 250V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 470R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 680R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 56K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K2 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 510R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 820A +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXEO METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 820R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10R 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 180R +/- 5% 
125mW 150V AXIAL, (LOOSE OR TAPED). 


RELAY MAGNETIC, DOUBLE-POLE CHANGEOVER, 5V COIL, 
62R - CONTACTS 1A @ 28VDC, 9.5mmSQ, 9.6mm HIGH, 


TRANSISTOR PNP BIPOLAR BCY70.... 40V 250MHz 350mW 
200mA 50hFE @ 10mA, TO-18. 

TRANSISTOR PNP BIPOLAR BCY70.... 40V 250MHz 350mW 
200mA S5SOhHFE @ 10mA, TO-18. 

TRANSISTOR NPN BIPOLAR BC208B.... 20V 150MHz 200mW 
100mA 290hFE @ 2mA, TO-92, (TAPED EMITR FIRST). 
TRANSISTOR NPN BIPOLAR 2N2369.... 15V 500MHz 360mW 
500mA 40hFE @ 10mA, TO-18. 
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RAF synthesizer and oscillator board AAS 


C1 


C2 


C3 


C4 


C5 


C6 


C7 


C8 


Cg 


Ci 


C12 


C13 


C14 


C15 


Ci6 


Ci7 


Ci8 


Ci9 


C21 


C22 


C23 


C24 


C25 


C26 


C27 
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44828/880 
26383/585 
26383/031 
26383/585 
26383/585 
26582/430 
26383/585 
26343/499 
26343/498 
26343/560 
26383/585 
26343/499 
26343/493 
26343/488 
26343/487 
26343/485 
26383/006 
26383/585 
26343/488 
26343/492 
26343/493 
26343/493 
26343/497 
26343/492 
26343/437 


26383/585 


When ordering, prefix circuit reference with AA3. 


Complete unit 


CAPACITOR FIXED CERAMIC inF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPAGITOR FIXED CERAMIC 100nF -20/+80% 30V K7004 
SINGLELAYER, RADIAL, 7.5mm PWP, (LOOSE). 
CAPACITOR FIXED CERAMIC inF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED GERAMIC inF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 220nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC inF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 27pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC i8pF +/-2% 63V NPO 
SINGLELAYER;,- RADIAL, 2.5mm PWP;-(TAPED), | 
CAPACITOR FIXED CERAMIC 47nF +/-10% 50V X7R 
MULTILAYER, RADIAL, 2.5mm PWP, MONOLITHIC, 
CAPACITOR FIXED CERAMIC 1nF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 27pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 15pF +/-2% 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 8.2pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 6 &pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXEN CERAMIC 4.7pF +/-0 25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC InF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 8.2pF +/-0 25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10pF +/-2% 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPAGITOR FIXED CERAMIC 15pF +/-2% 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 15pF +/-2% 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 12pF +/-2% 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10pF +/-2% 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED), 
CAPACITOR FIXED CERAMIC 100pF +/-2% 63V Ni50 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 1nF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
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Dec. 91 


Cir. MI part 
Ref. number 
C28 26383/585 
C29 26343/488 
C31 26343/485 
C32 26343/488 
C33 26343/484 
C34 26343/487 
C35 26349/487 
C36 26383/585 
687 26386/766 
C38 26343/487 
C39 26343/497 
C40 26386/954 
C41 26383/585 
C42 26386/766 
C43 26383/585 
C44 26343/437 
C45 26343/487 
C46 26343/487 
C47 26343/487 
C48 26343/484 
C49 26343/487 
C50 26383/585 
C51 26343/487 
C52 26343/488 
C53 26343/495 
C54 26343/488 
C55 26343/491 
46882-114B 


CAPACITOR FIXED CERAMIC Inf +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 8.2pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 4.7pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 8.2pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 2.7pF 4/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 6.8pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 6.8pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC inF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 15pF +/-5% 100V 60 
ppm/DEG.C, HIGH-Q, MULTILAYER, SURFACE-MOUNTED, 
CAPACITOR FIXED CERAMIC 6.8pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 12pF +/-2% 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 8.2pF +/-0.25pF 50V 60 
ppm/DEG.C, HIGH-Q, MULTILAYER, SURFACE-MOUNTED, 
CAPACITOR FIXED CERAMIC tnF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 15pF +/-5% 100V 60 
ppm/DEG.C, HIGH-Q, MULTILAYER, SURFACE-MOUNTED, 
CAPACITOR FIXED CERAMIC 1nF +/-10% 63V 2C2. 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 100pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 6.8pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 6.8pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 6.8pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 2.7pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 6.8pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC inf +/-10% 63V 2C2 
SINGLELAYEA, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 6.8pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 8.2pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 3.3pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 8.2pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 2.2pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
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dd... eee 


Cir, 
Ref, 


Ml part 
number 


Description 


RF synthesizer and oscillator board AA3 (conid.) 


CS5& 


C57 


C58 


C59 


C60 


C61 


C62 


Cé5 


6-24 


26343/492 


26343/497 


26343/497 


26343/491 


26383/585 


26343/495 


26383/585 


26383/585 


26383/585 


26386/956 


26343/437 


263983/585 


26386/955 


26386/955 


26383/585 


26343/487 


26343/487 


263983/585 


26343/497 


26343/487 


26343/487 


26343/488 


26421/112 


26383/006 


26343/499 


26383/585 


26421/114 


26343/485 


CAPACITOR FIXED CERAMIC 10pF +/-2% 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


CAPAGITOR FIXED CERAMIC 12pF +/-2% 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC 12pF +/-2% 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC 2.2pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC inF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC 3.3pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC inF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC 1nF +/-10% 63V 202 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC inF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC 12pF +/-5% 100V 60 


_ ppm/DEG.C, HIGH-Q, MULTILAYER, SURFACE-MOUNTED, 


CAPACITOR FIXED CERAMIC 100pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED) 
CAPACITOR FIXED CERAMIC 1InF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10pF +/-0.25pF 100V 60 
ppm/DEG.C, HIGH-Q, MULTILAYER, SURFACE-MOUNTED, 
CAPACITOR FIXED CERAMIC 10pF +/-0.25pF 100V 60 
ppm/DEG.C, HIGH-Q, MULTILAYER, SURFAGE-MOUNTED, 
CAPAGITOR FIXED CERAMIC 1nF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 6.8pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 6.8pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 1nF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 12pF 4+/-2% 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED) 
CAPACITOR FIXED CERAMIC 6.8pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 6.8pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 8.2pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 10uUF 4/-20% 35V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 27pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED) 
CAPACITOR FIXED CERAMIC inF +4/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 22uF +/-20% 25V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 4.7pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2 5mm PWP, (TAPED), 
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Clr. 
Ref. 


MI part 
number 


REPLACEABLE PARTS 


Description 


RF aeaelaon and oscillator board AA3 (contd.) 


Cas 
caé 
C87 
Cas 
cag 
C90 
cot 
C92 
c93 
co4 
C95 
C96 
C97 
C98 
C101 
C102 
C103 
C104 
‘105 
C106 
C107 
C108 
C109 
Citt 
C112 
C113 
C114 


G115 


26343/491 
26343/495 


26383/585 


26343/492 


26349/493 
26389/006 
26343/493 
26421/112 
26383/585 
26383/585 
26383/031 
26983/585 
26421/112 
26421/112 
263983/585 
26421/017 
26582/431 
26582/429 
26582/431 
26582/429 
26421/122 
26421/124 
26582/492 
26582/432 
26421/121 
26582/428 
26421/118 


26582/432 


46882-114B 


CAPACITOR FIXED CERAMIC 2.2pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPAGITOR FIXED CERAMIC 3.3pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC inF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.6mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10pF +/-2% 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 15pF +/-2% 63V NPO 
SINGLELAYER, RADIAL, 2.6mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 15pF +/-2% 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPAGITOR FIXED ALUMINIUM 10uF +/-20% 35V 
ELECTROLYTIC, RADIAL, 5Smm.PWP, (TAPED). 
CAPAGITOR FIXED CERAMIC inF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC inF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 100nF -20/4+80% 30V K7004 
SINGLELAYER, RADIAL, 7.5mm PWP, (LOOSE). 
CAPACITOR FIXED CERAMIC inF 4/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 10uF +/-20% 35V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 10uF +/-20% 35V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 1nF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 47uF +/-20% 16V 
ELECTROLYTIC, RADIAL, 3.5mm PWP, LOW LEAKAGE WITH 
CAPACITOR FIXED POLYESTER 22nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 100nF 4+4/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 22nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 100UF +/-20% 35V 
ELECTROLYTIC, RADIAL, 5mm PWP, (LOOSE OR TAPED). 
CAPACITOR FIXED ALUMINIUM 220uF +/-20% 16V 
ELECTROLYTIC, RADIAL, 5mm PWP, (LOOSE OR TAPED). 
CAPACITOR FIXED POLYESTER 1uF +/-10% 50V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 1tuF +/-10% 50V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 47uF +/-20% 63V 
ELECTROLYTIC, RADIAL, 5mm PWP, (LOOSE OR TAPED). 
CAPACITOR FIXED POLYESTER 47nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOA FIXED ALUMINIUM 100uF 4/-20% 6.3V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 1uF +/-10% SOV 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
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RF synthesizer and oscillator board AA3 (contd.) 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 


C116 
Ci17 
C118 
C119 
C121 
Ci22 
C123 


C124 


Di 
D2 
D3 
D4 
D5 
D6 
D7 
D8 
Dg 
D10 
D114 
D1i2 
Di3 
D14 
Dis 
Di6 
D17 


Di8 


6-26 


26383/006 


26421/112 


269383/585 


26421/122 


26383/585 


26383/006 


26343/485 


26343/502 


28381/132 


28381/132 


28336/676 


28381/132 


28335/675 


283935/675 


28335/675 


28336/676 


28336/676 


28336/676 


28335/675 


28336/676 


28335/675 


28335/675 


28335/675 


28336/676 


28335/675 


28335/675 


SINGLELAYER, RADIAL, 5mm PWP, 


(TAPED). 


CAPACITOR FIXED ALUMINIUM 10uUF +/-20% 35V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC inF +/- 


10% 63V 2C2 


SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 100uF +/-20% 35V 


ELECTROLYTIC, RADIAL, 5mm PWP, (LOOSE OR TAPED). 


CAPACITOR FIXED CERAMIC nF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 


SINGLELAYER, RADIAL, 5mm PWP, 


(TAPED). 


CAPACITOR FIXED CERAMIC 4.7pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC ipF +/- 


0.5pF 63V P100 


SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


DIODE VARI-CAP BB809... 28V 20mA 


29pF @ 3V, CAPAC 


“RATIO 5.0 MIN, AXIAL, DO-34, (TAPED). 


DIODE VARI-CAP BB809 .. 28V 20mA 


29pF @ 3V, CAPAC 


RATIO 5.0 MIN, AXIAL, DO-34, (TAPED). 


DIODE GENERAL-PURPOSE 1N4148, 
10mA, AXIAL, DO-35, (TAPED). 


DIODE VARI-CAP BBB809... 28V 20mA 


. Z5V 110mA 1VE @ 


29pF @ 3V, CAPAC 


RATIO 5.0 MIN, AXIAL, DO-34, (TAPED). 


DIODE GENERAL-PURPOSE BA482... 


100mA AXIAL, DO-34, (TAPED). 
DIODE GENERAL-PURPOSE BA482... 

100mA AXIAL, DO-34, (TAPED), 
DIODE GENERAL-PURPOSE BA4B2... 

100mA AXIAL, DO-34, (TAPED). 


DIODE GENERAL-PURPOSE 1N4148., 


10mA, AXIAL, DO-35, (TAPED). 


DIODE GENERAL-PURPOSE 1N4148. 
10mA, AXIAL, DO-35, (TAPED). 


DIODE GENERAL-PURPOSE 1N4148.. 


10mA, AXIAL, DO-35, (TAPED). 


DIODE GENERAI.-PURPOSE BA4B2... 
{00mA AXIAL, DO-34, (TAPED). 


DIODE GENERAL-PURPOSE 1N4148.. 


10mA, AXIAL, DO-35, (TAPED). 
DIODE GENERAL-PURPOSE BA482... 
100mA AXIAL, DO-34, (TAPED). 
DIODE GENERAL-PURPOSE BA482.., 
100mA AXIAL, DO-34, (TAPED). 
DIODE GENERAL-PURPOSE BA482... 
100mA AXIAL, DO-34, (TAPED). 


DIODE GENERAL-PURPOSE 1N4148... 


10mA, AXIAL, DO-35, (TAPED). 
DIODE GENERAL-PURPOSE BA482... 

100mA AXIAL, DO-34, (TAPED). 
DIODE GENERAL-PURPOSE BA482... 

100mA AXIAL, DO-34, (TAPED). 


35V 100mA 1.2Vi @ 


35V 100mA 1.2Vi @ 


35V 100mA 1.2Vi @ 


. 75V 110mA 1Vi @ 


. 75V 110mA 1VI @ 


. 75V 110mA 1Vi @ 


35V 100mA 1.2Vi @ 


. 75V 110mA 1Vi @ 


35V 100mA 1.2Vi @ 


35V 100mA 1.2VEf @ 


35V 100mA 1.2Vi @ 


75V 110mA iVi @ 


35V 100mA 1.2Vi @ 


35V 100mA 1.2Vi @ 
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Description 


RF synthesizer and oscillator board AA3 (contd.) 


Man ad 


Rel, number 
Di9 28335/675 
p20 28335/675 
D21 28335/675 
p22 28381/132 
p23 28371/481 
024 28335/675 
p25 28335/675 
D26 28335/675 
D27 28935/675 
p28 28335/675 
p29 28335/675 
030 28335/676 
031 28335/675 
032 28335/675 
p33 28335/675 
D101 28336/676 
D102 28336/676 
| D103 28336/676 
0104 28336/676 
D105 28336/676 
D106 28624/104 
D107 28336/676 
D108 28336/676 
D109 28336/676 
D111 28349/013 
D112 28336/676 
D113 28336/676 
D114 28336/676 
46882-114B 


DIODE GENERAL-PURPOSE BA482... 35V 100mA 1.2Vi @ 
100mA AXIAL, DO-34, (TAPED). 

DIODE GENERAL-PURPOSE BA482... 35V 100mA 1.2VI @ 
100mA AXIAL, 00-34, (TAPED). 

DIODE GENERAL-PURPOSE BA482... 35V 100mA 1.2Vt @ 
100mA AXIAL, DO-34, (TAPED). 

DIODE VARI-CAP 88809... 28V 20mA 29pF @ 3V, CAPAC 
RATIO 5.0 MIN, AXIAL, DO-34, (TAPED). 

DIODE ZENER BZX79-C6V2... 500mW 6.2V 5% 250mA 
AXIAL, DO-35, (TAPED). 

DIODE GENERAL-PURPOSE BA482... 35V 100mA 1.2VI @ 
100mA AXIAL, DO-34, (TAPED), 

DIODE GENERAL-PURPOSE BA4ez... 
100mA AXIAL, DO-34, (TAPED). 

DIODE GENERAL-PURPOSE BA4e2... 
100mA AXIAL, DO-34, (TAPED). 

O1IOOE GENERAL-PURPOSE BA482... 
100mA AXIAL, DO-34, (TAPED). 

DIODE GENERAL-PURPOSE BA482... 
100mA AXIAL, DO-34, (TAPED). 

DIODE GENERAL-PURPOSE BA482... 
100mA AXIAL, DO-34, (TAPED). 

DIODE GENERAL-PURPOSE BA4B2... 
100mA AXIAL, DO-34, (TAPED). 

DIODE GENERAL-PURPOSE BA482... 
100mA AXIAL, DO-34, (TAPED). 

DIODE GENERAL-PURPOSE BA482... 
100mA AXIAL, DO-34, (TAPED). 

DIODE GENERAL-PURPOSE BA482.., 35V 100mA 1.2Vt @ 
{00mA AXIAL, DO-34, (TAPED). 

DIODE GENERAL-PURPOSE 1N4148... 
10mA, AXIAL, DO-35, (TAPED). 

DIODE GENERAL-PUARPOSE 1N4148... 
10mA, AXIAL, DO-35, (TAPED). 

DIODE GENERAL-PUAPOSE 1N414B8 .. 
{0mA, AXIAL, DO-35, (TAPED). 

DIODE GENERAL-PURPOSE 1N4148... 
{0mA, AXIAL, DO-35, (TAPED). 

DIODE GENERAL-PURPOSE 1N4148.. 
10mA, AXIAL, DO-35, (TAPED). 

LED RED, SIZE T1.3/4, 5mm DIA, TLUAS400... 1.6 VI 
TYP, 40 mA Il MAX, 0.8 mcd @ 20mA - DIFFUSED, WITH 

DIODE GENERAL-PURPOSE 1N4148... 75V 110mA 1VI @ 
10mA, AXIAL, DO-35, (TAPED). 

DIODE GENERAL-PURPOSE 1N4148.., 75V 110mA 1Vi @ 
10mA, AXIAL, 00-35, (TAPED), 

DIODE GENERAL-PURPOSE 1N4148... 75V 110mA 1VI @ 
10mA, AXIAL, DO-35, (TAPED). 

DIODE SCHOTTKY BAT42... 400mW 30V 100mA O.5VI @ 
50mA, FAST-SWITCHING, AXIAL, DO-35, (TAPED). 

DIODE GENERAL-PURPOSE 1N4148... 75V 110mA 1VI @ 
10mA, AXIAL, DO-35, (TAPED). 

DIODE GENERAL-PURPOSE 1N4148... 75V 110mA 1VI @ 
40mA, AXIAL, DO-35, (TAPED). 

DIODE GENERAL-PURPOSE 1N4148... 75V 110mA 1VI @ 
10mA, AXIAL, 00-35, (TAPED). 


35V 100mA 1.2Vi @ 
35V 100mA 1.2Vf @ 
35V 100mA 1.2Vf @ 
35V 100mA 1.2Vf @ 
35V 100mA 1.2Vf @ 
35V 100mA 1.2VI @ 
35V 100mA 1.2Vf @ 


35V 100mA 1.2Vfi @ 


75V 110mA iVF @ 
75V 110mA 1VI @ 
75V 110mA 1Vf @ 
75V 110mA 1Vi @ 


75V 110mA 1Vf @ 
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Ref, 


number 


Description 


RF synthesizer and oscillator board AA3 (conid.) 


D115 


D116 


IC 


IC2 


IC3 


IC4 


1C101 


IC102 


IC103 


16104 


IC105 


1C106 


1C107 


IC108 


1C109 


ICitt 


1C112 


Lt 


L2 


L6 


Li4 


EIT. 


L28 


6-28 


28336/676 


28357/028 


28461/371 
28461/748 
28461/741 
28461/371 
28469/433 
28467/531 
28466/207 
28469/433 
28467/531 
28469/432 
28461/347 
28464/015 
28461/347 
28462/605 


28464/026 


23642/553 
44290/805 
44290/805 
44290/805 
44290/805 


23642/553 


DIODE GENERAL-PURPOSE 1N4148... 75V 110mA 1Vi @ 
10mA, AXIAL, DO-35, (TAPED). 

DIODE RECTIFIER 1N4004... 400V 1A 1.1Vf @ 1A, 
AXIAL, SOD-81, (TAPED). 


IC ANALOGUE WIDEBAND-AMPLIFIER OM850... SINGLE, 
12V 40MHz-860MHz, 18dB, VHF/UHF, HYBRID, 5 PIN, 

IC ANALOGUE VOLTAGE-REGULATOR LM387LZ... 37V 100mA 
NEGATIVE ADJUSTABLE, LINEAR, MONOLITHIC, 3 PIN, 

IC ANALOGUE VOLTAGE-REGULATOR LM317LZ... 37V 100mA 
POSITIVE ADJUSTABLE, LINEAR, MONOLITHIC, 3 PIN, 

IC ANALOGUE WIDEBAND-AMPLIFIER OM350... SINGLE, 
12V 40MHz-860MHz, 18dB, VHF/UHF, HYBRID, 5 PIN, 

IC DIGITAL DIVIDER HEF4751.. UNIVERSAL DIVIDER, 
CMOS, 28 PIN, DUAL-IN-LINE. 

IC DIGITAL REGISTER 40105.. 4 BIT, 16 WORD FIFO, 
ASYNCHRONOUS MODE, TRI-STATE OUTPUTS, GMOS, 16 

IC DIGITAL NOR-GATE.4001,.. 2 INPUT, QUAD, CMOS, 
14 PIN, DUAL-IN-LINE: | | ath eer 

IC DIGITAL DIVIDER HEF4751.. UNIVERSAL DIVIDER, 
CMOS, 28 PIN, DUAL-IN-LINE. 

IC DIGITAL REGISTER 40105.. 4 BIT, 16 WORD FIFO, 
ASYNCHRONOUS MODE, TRI-STATE OUTPUTS, CMOS, 16 

IC DIGITAL FREQ SYNTHESIZER 4750... CMOS, 28 PIN, 
DUAL-IN-LINE. 

IG ANALOGUE OPERATIONAL AMP TLO7IGP... SINGLE, 
JFET-INPUT, LINEAR, 8 PIN, DUAL-IN-LINE. 

IC DIGITAL DIVIDER SP8647B... DIVIDE BY 10/11, 
200MHZ, ECL, 16 PIN, DUAL-IN-LINE. 

IC ANALOGUE OPERATIONAL AMP TLO71CP... SINGLE, 
JFET-INPUT, LINEAR, 8 PIN, DUAL-IN-LINE. 

IC DIGITAL FLIP-FLOP/D-TYPE 10131.. DUAL, 
MASTER-SLAVE, ECL, 16 PIN, DUAL-IN-LINE. 


IC DIGITAL DIVIDER SP8685B... DIVIDE BY 10/11, 
500MHz, PRESCALER, ECL, 16 PIN, DUAL-IN-LINE. 


INDUCTOR FIXED 4.7uH +/- 10% COATED-LACQUER, 
MINIATURE, 760mA ORO035 MAX, 45 Q @ 7.9 MHz, 65 MHz 

WOUND-PART INDUCTOR, 10uH, BEAD-CORE, 4 TURNS, 
UNMOUNTED. 

WOUND-PART INDUCTOR, 10uH, BEAD-CORE, 4 TURNS, 
UNMOUNTED. 

WOUND-PART INDUCTOR, 10uH, BEAD-CORE, 4 TURNS, 
UNMOUNTED. 

WOUND-PART INDUCTOR, 10uH, BEAD-CORE, 4 TURNS, 
UNMOUNTED. 

INDUCTOR FIXED 4.7uH +/- 10% COATED-LACQUERA, 
MINIATURE, 760mA ORO35 MAX, 45 Q @ 7.9 MHz, 65 MHz 
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Clr. 
Ref. 


MI part 
number 


REPLACEABLE PARTS 


Description 


RF synthesizer and oscillator board AA3 (contd.) 


PLA 
PLB 
PLC 


PLD 


Al 
R2 
R3 
R4 
RS 
R6 
R7 
Re 
Rg 
Ait 
R12 
R13 
A14 


R16 


Ris 


R23 


R24 


23435/188 
23435/188 
23435/188 


29435/1 88 


24772/107 
24772/041 
24772/097 
24772/049 
24772/105 
24772/097 
24331/985 
24331/979 
24331/975 
24331/975 
24331/961 
24772/077 
24331/978 
24772/107 
24772/039 
24772/049 
24772/105 
24772/097 
24331/979 
24331/975 
24772/089 


24772/081 


AGRAD11AR 


TERMINAL CONNECTOR:PIN, 0.64mm SQUARE, 5.97mm 
HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 
TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 
HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 
TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 
HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 
TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 
HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 


RESISTOR FIXED METAL-FILM 27K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED), 

RESISTOR FIXED METAL-FILM 47A +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 22K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 4A7 +/- 10% 
125mW 150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 68F +/- 5% 125mW 
150V AXIAL, (LOOSE OR TAPED), 

RESISTOR FIXED CARBON-COMPOSITION 47A +/- 5% 125mW 
150V AXIAL, (LOOSE OA TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 47RA +4/- 5% 125mW 
150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 180R +/- 5% 
125mW 150V AXIAL, (LOOSE OF TAPED). 

RESISTOR FIXED METAL-FILM 1K5 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 33R +/- 5% 125mW 
150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 27K 4+/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 39R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100R +/- 2% 125mW 150V 
100 pprn/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 22K 4+/- 2% 125mW 150V 
100 ppm/DEG C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K 4+/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 68R +/- 5% 125mW 
150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 47RA +/- 5% 125mW 
150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 4K7 4+/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 2K2 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


eee 


Clr. 
Ref. 


MI part 
number 


Description 


RF synthesizer and oscillator board AAs (conid.) 


R25 


R26 


R27 


R28 


R29 


R31 


R32 


R33 


R34 


R35 


R36 


R37 


R38 


R39 


R40 


R41 


R42 


R43 


R44 


R45 


R46 


R47 


R48 


R49 


R51 


R52 


R53 


AS4 


6-30 


24331/998 
24331/957 
24772/105 
24772/097 
24772/411 
24772/097 
24331/979 
24331/992 
24772/075 
24772/105 
24772/097 
24772/089 
24772/081 
24331/978 
24772/103 
24331/975 
24331/997 
24772/089 
24772/081 
24331/979 
24772/111 
24772/043 
24772/103 
24772/105 
24772/097 
24772/089 
24772/103 


24772/097 


RESISTOR FIXED CARBON-COMPOSITION 120R +/- 5% 
125mW 150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 6R8 +/- 10% 
125mW 150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 22K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 39K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 68R +/- 5% 125mW 
150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 270R +/- 5% 
125mW 150V AXIAL, (LOOSE OR TAPED), 

RESISTOR FIXED METAL-FILM 1K2 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 22K +/- 2% 125mW 150V 
100 ppm/DEG.G; AXIAL, (TAPED); 

RESISTOR FIXED METAL-FILM 10K 4/- 2% 125mW i50V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 4K7 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 2K2 +/- 2% 125mW i50V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 933A +/- 5% 125mW 
150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 18K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 47R +/- 5% 125mW 
150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 100R +/- 5% 
125mW 150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 4K7 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXEOD METAL-FILM 2K2 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 689A +/- 5% 125mW 
150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 39K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 56R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 18K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 22K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 4K7 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED) 

RESISTOR FIXED METAL-FILM 18K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED), 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED), 
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MI part 
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NEeOCLAVOCADLI rania 


Description 


RF synthesizer and oscillator board AA3 (contd.) 


R55 
R56 
AS7 
ASB 
R59 
R61 
R62 
R63 
R64 
R65 
R66 
R67 
R68 
Reg 
R71 
| R72 
A73 
R74 
A75 
A76 
R77 
A78 
R79 
Rat 
AB2 
Ra4 
“ABS 


R86 


24331/975 
24931/997 
24772/081 
24772/049 
24772/111 
24772/097 
24772/105 
24772/097 
24772/095 
24772/081 
24331/979 
24331/998 


24331/974 


'24772/097 


24331/990 
24331/979 
24772/089 
24331/978 
24331/992 
24772/075 
24772/063 
24331/970 
24331/983 
24331/970 
24331/975 
24331/997 
24331/983 


24772/065 


46882-114B 
Man Of 


RESISTOR FIXED CARBON-COMPOSITION 47FA +/- 5% 125mW 
150V AXIAL, (LOOSE OR TAPED). . 

RESISTOR FIXED CARBON-COMPOSITION 100R +/- 5% 
125mW 150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 2K2 4+/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED), 

RESISTOR FIXED METAL-FILM 39K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 22K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW i50V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 8K2 4+/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 2K2 +/- 2% 125mW i50V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 68R +/- 5% 125mW 
150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 120F +/- 5% 
125mW 150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 10R +/- 5% 125mW 
150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 150R +/- 5% 
125mW 150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 68R +/- 5% 125mW 
150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 4K7 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 33R +/- 5% 125mW 
150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 270R +/- 5% 
125mW 150V AXIAL, (LOOSE OR TAPED), 

RESISTOR FIXED METAL-FILM 1K2 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 390R 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 4K7 +/- 5% 125mW 
150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 2K2 +/- 5% 125mW 
150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 4K7 +/- 5% 125mW 
150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 47RF +/- 5% 125mW 
150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 100R +/- 5% 
125mW 150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 2K2 +/- 5% 125mW 
150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 470R +/- 2% 125mW 150V 
100 ppm/DEG C, AXIAL, (TAPED). 


6-371 


Ref. 


number 


Description 


RF synthesizer and oscillator board AA3 (conid.) 


R87 


R88 


R89 


R101 


R102 


R103 


R104 


R105 


R106 


R107 


Ri08 


R109 


A110 


R111 


Rii2 


R113 


R114 


R115 


Rii6 


Ri17 


R118 


R119 


R120 


R121 


Ri22 


R123 


R124 


A125 


6-32 


24772/082 


24772/085 


24331/965 


24681/668 


24772/105 


24772/105 


24772/105 


24772/073 


24772/109 


24772/105 


24772/105 


24772/117 


24773/203 


24772/103 


24772/097 


24772/113 


24321/877 


24772/025 


24772/104 


24772/097 


24772/079 


24772/097 


24772/141 


24772/038 


24772/049 


24772/073 


24772/038 


24772/107 


RESISTOR FIXED METAL-FILM 2K4 +/- 2% 125mW 150V_ 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 3K3 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED CARBON-COMPOSITION S60R +/- 5% 
125mW 150V AXIAL, (LOOSE OR TAPED). 

RESISTOR NETWORK BUSSED, THICK-FILM, 2K7 2% 1W 50V 
100 ppm/DEG.C, 9 RESISTORS, LOW PROFILE, 10 PIN, 

RESISTOR FIXED METAL-FILM 22K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 22K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 22K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 33K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 22K +/- 2% 125mW i50V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 22K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 68K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1R2 +/- 2% 250mW 250V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 18K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 47K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-GLAZE 2M2 +/- 5% 250mW 1 6KV 
200 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 10R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 20K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAI.-FILM 1K8 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1M +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED), 

RESISTOR FIXED METAL-FILM 36R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 100R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 36R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 27K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 
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Description 


RF synthesizer and oscillator board AA3 (contd.) 


R126 24772/073 
R127 24772/073 


'RIi28 24772/068 


A129 24772/068 
A130 24772/073 
A131 24772/067 


R132 24772/138 
R133 24772/041 


R134 24772/041 


Ri3s 24772/097 
R136 24772/109 
R137 24772/077 
R138 25711/645 
R139 24772/033 


A140 24772/069 
Al41 24331/964 


Ri42 24772/073 


A143 24772/073 
R144 24772/089 
R145 24772/089 
R146 24772/137 


R147 24772/097 


A148(SIC) 24772/104 


TRI 28452/167 
TR2 2452/7814 
TR3 28452/781 
46882-114B 


Dec. 91 


RESISTOR FIXED METAL-FILM 1K 4+/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXEO METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 620R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 620R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 560R 4+/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 560K 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 47RA 4+/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 47R 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 33K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K5 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR VARIABLE CERMET LINEAR, 200K 10% S00mW 
200V 150 ppm/DEG.C, SINGLE-TURN, HORIZONTAL-PGB, 

RESISTOR FIXED METAL-FILM 22A +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL.-FILM 680R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 470R +/- 5% 
125mW 150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 4K7 4+/- 2% 125mW i50V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 4K7 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 470K +/- 2% 125mW 150V 
{00 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXEO METAL-FILM 10K 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 20K 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


TRANSISTOR NPN BIPOLAR BFRQO.,.. 15V 5GHz 180mW 
25mA 40hFE @ 14mA, SURFACE MOUNTED, SOT-37 


TRANSISTOR NPN BIPOLAR BC208B..., 20V 150MHz 200mW 
100mA 290hFE @ 2mA, TO-92, (TAPED EMITR FIRST). 


TRANSISTOR NPN BIPOLAR BC208B.... 20V 150MHz 200mW 
100mA 290hFE @ 2mA, TO-92, (TAPED EMITR FIRST). 
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TR4 
TRS 
TR6 
TR7 
TR8 
TRO 
TRI 
TR1i2 
TRi3 
TR101 
TRi02 
TR103 
TR104 


TR105 


28452/781 
28452/167 
28452/781 
28452/781 
28452/781 
28452/781 
28452/781 
28452/167 
28452/781 
28452/781 
28452/197 
28452/197 
28452/197 


28452/197 


TRANSISTOR NPN BIPOLAR BC2088B.... 20V 150MHz 200mW 
100mA 290hFE @ 2mA, TO-92, (TAPED EMITR FIRST). 
TRANSISTOR NPN BIPOLAR BFR90..., 15V 5GHz 180mW 
25mA 40hFE @ 14mA, SURFACE MOUNTED, SOT-37. 
TRANSISTOR NPN BIPOLAR BC208B..,. 20V 150MHz 200mW 
100mA 290hFE @ 2mA, TO-92, (TAPED EMITA FIRST). 
TRANSISTOR NPN BIPOLAR BC208B.... 20V 150MHz 200mW 
100mA 290hFE @ 2mA, TO-92, (TAPED EMITR FIRST). 
TRANSISTOR NPN BIPOLAR BC208B.... 20V 150MHz 200mWw 
100mA 290hFE @ 2mA, TO-92, (TAPED EMITR FIRST). 
TRANSISTOR NPN BIPOLAR BC208B.... 20V 150MHz 200mW 
100mA 290hFE @ 2mA, TO-92, (TAPED EMITR FIRST). 
TRANSISTOR NPN BIPOLAR BC208B.... 20V 150MHz 200mW 
100mA 290hFE @ 2mA, TO-92, (TAPED EMITR FIRST). 
TRANSISTOR NPN BIPOLAR BFR9O.... 15V 5GHz 180mW 
25mA 40hFE @ 14mA, SURFACE MOUNTED, SOT-37. 
TRANSISTOR NPN BIPOLAR BC208B.... 20V 150MHz 200mWw 
100mA 290hFE @ 2mA, TO-92, (TAPED EMITR FIRST). 
TRANSISTOR NPN BIPOLAR BC208B.... 20V 150MHz 200mW 
100mA 290hFE @ 2mA, TO-92, (TAPED EMITR FIRST). 
TRANSISTOR NPN BIPOLAR 2N2369.... 15V 500MHz 360mW 
500mA 40hFE @ i0mA, TO-18. 
TRANSISTOR NPN BIPOLAR 2N2369.... 15V S0GMHz 360mW 
500mA 40hFE @ 10mA, TO-18. 
TRANSISTOR NPN BIPOLAR 2N2369.... 15V 500MHz 360mW 
500mA 40hFE @ 10mA, TO-18. 
TRANSISTOR NPN BIPOLAR 2N2369.... 15V 500MHz 360mwW 
500mA 40hFE @ 10mA, TO-18. 
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Cir. 
Ref. 


Mi part 
number 


NErLAVLCADLE raAnia 


Description 


LF synthesizer and output amplifier board AA4/1 


44829/613 
C1 26343/484 
C2 26343/490 
G3 26582/428 | 
C4 peasant 
C5 26383/007 
C6 26343/498 
C7 26343/437 
C8 26383/592 
cg 26383/590 
C10 26343/492 
cit 26582/437 
Ci2 26383/585 
C13 263983/006 
C14 26343/491 
C15 26383/585 
C16 26343/497 
C17 26343/487 
Ci8 26343/489 
C19 26343/492 
C20 26582/428 
C21 26943/488 
C22 26383/590 
C23 26383/593 
C24 26383/590 
C25 26343/437 
46882-114B 
Dec. 91 


When ordering, prefix circuit reference with AA4/1. 


Complete unit 


CAPACITOR FIXED CERAMIC 2.7pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 1.8pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 47nF +/-10% 63V 930 : 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 22nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 18pF +/-2% 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 100pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 1.2nF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 3.9nF 4+/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10pF +/-2% 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 150nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC inF 4/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 2.2pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 1nF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 12pF 4+/-2% 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 6.8pF +/-0.25pF 639V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 22pF +/-2% 63V N150 
SINGLELAYER, AADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10pF +/-2% 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 47nF 4/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 8.2pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 3.9nF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 1.5nF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 3.9nF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC 100pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


————————— TT 


Ref. 


s “68 


aes r 
number 


Description 


LF synthesizer and output amplifier board AA4/i (contd.) 


C26 


C27 


C28 


C29 


C31 


C32 


C33 


C34 


C35 


C36 


C37 


C38 


C39 


C40 


C41 


C42 


C43 


C44 


C45 


C46 


C47 


C48 


C50 


C52 


C53 


C54 


C55 


6-36 


26383/585 


26343/497 


26343/492 


26343/488 


26582/428 


26383/589 


26383/585 


26383/585 


26383/006 


26582/428 


26582/428 


26383/031 


26343/497 


26343/433 


26343/444 


26343/430 


26383/006 


26343/494 


26343/444 


26343/444 


26343/494 


26582/428 


26343/432 


26582/428 


26343/437 


26343/485 


26383/031 


CAPACITOR FIXED CERAMIC inF +/-10% 63V 2G2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 12pF +/-2% 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10pF +/-2% 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 8.2pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 47nF +/-10% 63V 330 
ppm/DEG.G, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 3.3nF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC inF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC inF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 47nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). _ ; 
CAPACITOR FIXED POLYESTER 47nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 100nF -20/+80% 30V K7004 
SINGLELAYER, RADIAL, 7.5mm PWP, (LOOSE). 
CAPACITOR FIXED CERAMIC 12pF +/-2% 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 47pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 56pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 39pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 33pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED) 
CAPACITOR FIXED CERAMIC 56pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 56pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 33pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 47nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 150pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 47nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 100pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 4.7pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 100nF -20/+80% 30V K7004 
SINGLELAYER, RADIAL, 7.5mm PWP, (LOOSE). 
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Description 


LF synthesizer and output amplifier board AA4/1 (contd.) 


Dec. 91 


Cir, MI part 
Ref. number 
C56 26582/428 
C57 26383/585 
C58 26383/585 
C59 26383/585 
C60 26582/428 
Cé1 26386/759 
C62 26443/436 
C63 26421/124 
Cé4 26582/428 
Cé5 26343/497 
C66 26386/759 
: C67 26383/006 
Cé8 26383/581 
Cé9 26421/124 
C70 26383/585 
C71 26383/031 
C72 26582/429 
C73 26343/489 
C74 26343/489 
C75 26343/493 
C76 26383/006 
C77 26582/427 
{G75 26878/402 
C80 26383/006 
CB1 26421/124 
C82 26421/124 
C83 26383/585 
46882-114B 


CAPACITOR FIXED POLYESTER 47nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC inF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC 1nF 4+/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC 1nF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


CAPACITOR FIXED POLYESTER 47nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC 22nF +/-20% 50V X7A 
MULTILAYER, SURFACE-MOUNTED, SIZE 1206, NICKEL 


CAPACITOR FIXED CERAMIC 270pF +/-2% 63V N750 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


CAPACITOR FIXEO ALUMINIUM 220uF +/-20% 16V 
ELECTROLYTIC, RADIAL, 5mm PWP, (LOOSE OR TAPED). 


CAPAGITOR FIXED POLYESTER 47nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC 12pF +/-2% 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC 22nF +/-20% 50V X7R 
MULTILAYER, SURFACE-MOUNTED, SIZE 1206, NICKEL 


CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC S60pF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


CAPACITOR FIXED ALUMINIUM 220uF 4/-20% 16V 
ELECTROLYTIC, RADIAL, 5mm PWP, (LOOSE OR TAPED). 


CAPACITOR FIXED CERAMIC inF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC 100nF -20/+80% 30V K7004 
SINGLELAYER, RADIAL, 7.5mm PWP, (LOOSE). 


CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
pprmn/DEG.C, RADIAL, 5mm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC 22pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC 22pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC 15pF +/-2% 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 


CAPACITOR FIXED POLYESTER 470nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 


CAPACITOR VARIABLE PTFE 2pF to 15pF 200 ppm/DEG.C, 


VERTICAL-PCB MOUNT, 5mm DIA, 5mm PWP, 2 PIN, CODED 


CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 

CAPACITOR FIXED ALUMINIUM 220uF +/-20% 16V 
ELECTROLYTIC, RADIAL, 5mm PWP, (LOOSE OR TAPED). 

CAPACITOR FIXED ALUMINIUM 220uF +/-20% 16V 
ELECTROLYTIC, RADIAL, 5mm PWP, (LOOSE OR TAPED). 


CAPACITOR FIXED CERAMIC inF +/-10% 63V 2G2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


——————— 


Ref. 


number 


Description 


LF synthesizer and output amplifier board AA4/1 (contd.) 


C84 


C85 


C86 


C87 


C88 


C90 


C91 


C92 


C93 


C94 


C95 


D1 


D2 


D3 


D4 


D5 


D6 


(7 


D8 


D9 


Dit 


Di2 


D13 


6-38 


26582/429 


26383/585 


26383/585 


26383/585 


26383/006 


26343/493 


26421/115 


26383/585 


26343/489 


26343/560 


26343/560 


28335/675 


28335/675 


28335/675 


28335/675 


28335/675 


28335/675 


28383/997 


28383/997 


28383/997 


28383/997 


28335/675 


28336/676 


28335/675 


28335/675 


28349/011 


CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC inF +/-10% 63V 2G2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC inF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 1nF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED), 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 15pF +/-2% 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 833uF +/-20% 25V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC InF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 22pF +/-2% 6&3V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 47nF +/-10% 50V X7R 
MULTILAYER, RADIAL, 2.5mm PWP, MONOLITHIC, 


“CAPACITOR FIXED GERAMIG 47nF 47-10% 50V X7R 


MULTILAYER, RADIAL, 2.5mm PWP, MONOLITHIC, 


DIODE GENERAL-PURPOSE BA482... 35V 100mA 1.2V @ 
100mA AXIAL, DO-34, (TAPED). 

DIODE GENERAL-PURPOSE BA482.., 35V 100mA 1.2Vi @ 
100mA AXIAL, DO-34, (TAPED). 
DIODE GENERAL-PURPOSE BA482... 
100mA AXIAL, DO-34, (TAPED), 
DIODE GENERAL-PURPOSE BA4B2... 
100mA AXIAL, DO-34, (TAPED). 
DIODE GENERAL-PURPOSE BA4a2... 
100mA AXIAL, DO-34, (TAPED). 
DIODE GENERAL-PURPOSE BA482... 
100mA AXIAL, DO-34, (TAPED). 

DIODE PIN 5082-3379... 250mW SOV VHF-UHF 
ATTENUATOR, AXIAL, HP-OUTLINE-15, (TAPED) 

DIODE PIN 5082-3379... 250mW SOV VHF-UHF 
ATTENUATOR, AXIAL, HP-OUTLINE-15, (TAPED). 

DIODE PIN 5082-3379... 250mW 50V VHF-UHF 
ATTENUATOR, AXIAL, HP-OUTLINE-15, (TAPED). 

DIODE PIN 5082-3379... 250mW S50V VHF-UHF 
ATTENUATOR, AXIAL, HP-OUTLINE-15, (TAPED). 

DIODE GENERAL- PURPOSE BA482... 35V 100mA 1.2VI @ 
100mA AXIAL, DO-34, (TAPED). 

DIODE GENERAL-PURPOSE 1N414B... 75V 110mA 1Vi @ 
10mA, AXIAL, DO-35, (TAPED). 

DIODE GENERAL-PURPOSE BA4B2... 35V 100mA 1.2VI @ 
100mA AXIAL, DO-34, (TAPED). 

DIODE GENERAL-PURPOSE BA482... 35V 100mA 1 2Vi @ 
100mA AXIAL, DO-34, (TAPED), 

DIODE SCHOTTKY 5082-2826... 250mW 15V 1VI @ 20mA, 
(BATCH MATGHED - 5082-2811), AXIAL, HP-OUTLINE-15, 


35V 100mA 1.2Vi @ 
35V 100mA 1.2Vi @ 
35V 100mA 1 2VI @ . 


35V 100mA 1.2Vi @ 
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REPLACEABLE PARTS 


Descriptlon 


LF synthesizer and output amplifier board AA4/1 (contd.) 


Dec. 91 


Ref. Rabat 
D1i7 28349/011 
Di8 28336/676 
Di9 28381/132 
D22 28371/401 
D23 28383/903 
D24 28371/401 
IG1 28461/9371 
(C2 28462/022 : 
Te 28461/317 
IC4 28461/351 
ICS 28461/351 
IC6 28531/002 
IC7 28461/347 
Ic8 28461/406 
icg 28466/406 
IC10 28464/034 
{C11 28462/611 
‘ES 23642/557 
L6 23642/557 
7 23642/549 
L165 23642/333 
L16 23642/552 
L19 44190/036 
46882-114B 


DIODE SCHOTTKY 5082-2826... 250mW 15V 1Vf @ 20mA, 
(BATCH MATCHED - 5082-2811), AXIAL, HP-OUTLINE-15, 


DIODE GENERAL-PURPOSE 1N4148... 75V 110mA 1VI @ 
10mA, AXIAL, DO-35, (TAPED). 


DIODE VARI-CAP BB809... 28V 20mA 29pF @ 3V, CAPAC 
RATIO 5.0 MIN, AXIAL, DO-34, (TAPED). 


DIODE ZENER BZX79-C5V1... 500mW 5.1V 5% 250mA 
AXIAL, DO-35, (TAPED). 


DIODE DUAL RECTIFIER BAV99... 70V 100mA 1.1Vf @ 
50mA, IN SERIES, MARKING CODE A7, SURFACE MOUNTED, 


DIODE ZENER BZX79-C5V1... 500mW 5.1V 5% 250mA 
AXIAL, DO-35, (TAPED). 


IC ANALOGUE WIDEBAND-AMPLIFIER OM350... SINGLE, 
12V 40MHz-860MHz, 18dB, VHF/UHF, HYBRID, 5 PIN, 


[C DIGITAL DIVIDER SP8604BCM... DIVIDE BY 2, 
300MHZ, ECL, 8 PIN, TO-5. 


IC ANALOGUE OPERATIONAL AMP NE531. HIGH SLEW 
RATE, LINEAR, 8 PIN, OUAL-IN-LINE. 


IC ANALOGUE WIDEBANO-AMPLIFIER OM345... SINGLE, 
12V 400KHz-1GHz, 12d8, VHF/UHF, HYBRID, 5 PIN, 


IC ANALOGUE WIDEBAND-AMPLIFIER OM345... SINGLE, 
12V 400KHz-1GHz, 12d8, VHF/UHF, HYBRID, 5 PIN, 


RF-MIXER DOUBLE-BALANCED, DIODE RING, SBL-1.. 
1-500MHz, 50F 1 dBm RF-1dB COMPRESS, 5.5 dB LOSS, 


IC ANALOGUE OPERATIONAL AMP TLO71CP... SINGLE, 
JFET-INPUT, LINEAR, 8 PIN, DUAL-IN-LINE. 


IC ANALOGUE WIDEBAND-AMPLIFIER OM370L.. SINGLE, 
12V 400KHz-1GHz, 28dB, VHF/UHF, HYBRID, 9 PIN, 


IC DIGITAL. EXCLUSIVE-OR 74LS86... 2 INPUT, QUAD, 
TTL-SCHOTTKY-L/PWR, 14 PIN, QUAL-IN-LINE. 


IC DIGITAL DIVIDER SP8789DP... DIVIDE BY 20/21, 
225MHz, TWO MODULUS, ECL, 8 PIN, DUAL-IN-LINE. 


(C DIGITAL FLIP-FLOP/D-TYPE 74LS74.. 2 BIT, DUAL, 
POS EDGE TRIGGER, PLUS SET & CLEAR, 


INDUCTOR FIXED 22uH +/- 10% COATED-LACQUER, 
MINIATURE, 260mA 3A MAX, 55 Q @ 2.5 MHz, 25 MHz 


INDUCTOR FIXED 22uH +/- 10% COATED-LACQUER, 
MINIATURE, 260mA 3R MAX, 55 Q @ 2,5 MHz, 25 MHz 


INDUCTOR FIXED 1uH +/- 10% COATED-LACQUER, ; 
MINIATURE, 820mA 0A3 MAX, 45 Q @ 25 MHz, 210 MHz 


INDUCTOR FIXED 470uH +/- 10% SCREENED, 
MOULDED-EPOXY, 310mA 3A3 MAX, 90 Q @ 0.79 MHz, 3 


INDUCTOR FIXED 3.3uH +4/- 10% COATED-LACQUER, 
MINIATURE, 350mA 1R6 MAX, 32 Q @ 7.9 MHz, 115 MHz 


WOUND-PART INDUCTOR, BEAD-CORE, 5 TURNS, 
UNMOUNTED. 
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Ref. 


number 


LF synthesizer 


L20 


L214 


PLA 


PLB 


Ri 


R2 


A3 


R4 


RA5 


R6 


R7 


R8 


RQ 


R11 


Ri2 


R13 


R14 


Ris 


R16 


Ri7 


Ris 


R19 


R21 


A22 


6-40 


23642/558 


44190/036 


23435/188 


23435/188 


24331/998 


24772/099 — 


24772/099 


24331/998 


24331/976 


24772/067 


24772/082 


24772/057 


24331/976 


24772/081 


24772/089 


24772/081 


24772/089 


24772/041 


24772/077 


24331/998 


24772/051 


24331/996 


24331/979 


24772/073 


Description 


and output amplifier board AA4/i (conid.) 


INDUCTOR FIXED 33uH +/- 10% COATED-LACQUER, 
MINIATURE, 210mA 5R2 MAX, 55 Q @ 2.5 MHz, 20 MHz 

WOUND-PART INDUCTOR, BEAD-CORE, 5 TURNS, 
UNMOUNTED. 


TERMINAL GONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 
HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 


TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 
HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 


RESISTOR FIXED CARBON-COMPOSITION 120R +/- 5% 
125mW 150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 12K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 12K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). ne 

RESISTOR FIXED CARBON-COMPOSITION 120R +/- 5% 
125mW 150V AXIAL, (LOOSE OR TAPED), 

RESISTOR FIXED CARBON-COMPOSITION 220R +/- 5% 
125mW 150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 560R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 2K4 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 220R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED), 

RESISTOR FIXED CARBON-COMPOSITION 220R +/- 5% 
125mW 150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 2K2 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 4K7 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED) 

RESISTOR FIXED METAL-FILM 2K2 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL.-FILM 4K7 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 47—A +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K5 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 120R +/- 5% 
125mW 150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 120R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 82R +/- 5% 125mW 
150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 68R 4+/- 5% 125mW 
150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 
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R23 24772/087 RESISTOR FIXED METAL-FILM 3K9 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

R24 24772/081 RESISTOR FIXEO METAL-FILM 2K2 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

R25 24772/083 RESISTOR FIXED METAL-FILM 2K7 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

R26 24772/081 RESISTOR FIXED METAL-FILM 2K2 4+/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

R27 24772/049. RESISTOR FIXED METAL-FILM 100R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

R28 24772/073 RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED), 

R29 24772/065 RESISTOR FIXED METAL-FILM 470R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

R30 24772/093 RESISTOR FIXED METAL-FILM 6K8 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

A314 24331/990 RESISTOR FIXED CARBON-COMPOSITION 150R +/- 5% 

125mW 150V AXIAL, (LOOSE OR TAPED). , 

R32 24772/089 RESISTOR FIXED METAL-FILM 4K7 +/- 2% 125mW 150V 
100 ppm/DEG,C, AXIAL, (TAPED). 

A33 24772/099 AESISTOA FIXED METAL-FILM 12K 4+/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

Ra4 24772/051 RESISTOR FIXED METAL-FILM 120R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

R35 24331/990 RESISTOR FIXED CARBON-COMPOSITION 150R +/- 5% 


125mW 150V AXIAL, (LOOSE OA TAPED). 


R36(SIC) 24991/975 AESISTOR FIXED CARBON-COMPOSITION 47A +/- 5% 125mW 
150V AXIAL, (LOOSE OR TAPED). 


A37 24331/978 RESISTOR FIXED CARBON-COMPOSITION 339A +/- 5% 125mW 
150V AXIAL, (LOOSE OR TAPED). 

R38 24772/137_ RESISTOR FIXED METAL-FILM 470K +/- 2% 125mW 150V 
100 ppm/DEG.G, AXIAL, (TAPED). 

A39 24772/093 RESISTOR FIXED METAL-FILM 6K8 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

A40 24391/967 RESISTOR FIXED CARBON-COMPOSITION 1K +/- 5% 125mW 
150V AXIAL, (LOOSE OR TAPED). 

RAI 24331/984. RESISTOR FIXED CARBON-COMPOSITION 680A 4/- 5% 
125mW 150V AXIAL, (LOOSE OR TAPED). 

R42 24772/137 RESISTOR FIXED METAL-FILM 470K 4/- 2% 125mW 150V 

| 100 ppm/DEG.C, AXIAL, (TAPED). 

A43 24331/947 RESISTOR FIXED CARBON-COMPOSITION 1K8 4/- 5% 125mW 
150V AXIAL, (LOOSE OA TAPED). 

R44 24331/997 AESISTOR FIXED CARBON-COMPOSITION 100R +/- 5% 


125mW 150V AXIAL, (LOOSE OR TAPED). 


R45(SIC) 24331/975 RESISTOR FIXED CARBON-COMPOSITION 47A +/- 5% 125mW 
150V AXIAL, (LOOSE OR TAPED). 


A46 24762/558 AESISTOR FIXED METAL-FILM 50R +/- 1% 250mW 250V 
100 ppm/DEG.C, NON-INDUCTIVE, AXIAL CUT, AXIAL, 

R47 24772/089 RESISTOR FIXED METAL-FILM 4K7 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

R48 24331/964 RESISTOR FIXED CARBON-COMPOSITION 470A +/- 5% 
125mW 150V AXIAL, (LOOSE OR TAPED). 

R50 24772/033 AESISTOR FIXED METAL-FILM 22R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

AS1 24331/947. RESISTOR FIXED CARBON-COMPOSITION 1K8 +/- 5% 125mW 


150V AXIAL, (LOOSE OR TAPED), 
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R52 


R53 


R54 


R55 


R56 


R57 


R58 


R59 


R60 


R64 


FA62 


R63 


R64 


R70 


R71 


R74 


R75 


RLA 


SKi 


TRI 


TR2 


TR3 


TR4 


6-42 


2433 1/974 


24772/097 


24762/582 


24762/572 


24762/582 


24772/105 


24772/081 


24331/963 


24331/984 


24772/085 


24772/059 


24772/073 


24772/057 


24772/077 


24772/125 


24772/089 


24772/089 


23486/101 


23435/990 


28435/227 


28435/227 


28435/227 


28452/167 


RESISTOR FIXED CARBON-COMPOSITION 10R +/- 5% 125mW 
150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 96F3 +/- 1% 250mW 250V 
100 ppm/DEG.C, NON-INDUCTIVE, AXIAL CUT, AXIAL, 

RESISTOR FIXED METAL-FILM 71R2 +/- 1% 250mW 250V 
100 ppm/DEG.C, NON-INDUCTIVE, AXIAL CUT, AXIAL, 

RESISTOR FIXED METAL-FILM 96R93 +/- 1% 250mW 250V 
100 ppm/DEG.C, NON-INDUCTIVE, AXIAL CUT, AXIAL, 

RESISTOR FIXED METAL-FILM 22K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 2K2 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 390R +/- 5% 
125mW 150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED CARBON-COMPOSITION 680R +/- 5% 
125mW 150V AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 3K93 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 270R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 220R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K5 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 150K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 4K7 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 4K7 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


RELAY MAGNETIC, DOUBLE-POLE CHANGEOVER, 5V COIL, 
62R - CONTACTS 1A @ 28VDC, 9.5mmSQ, 9.6mm HIGH, 


CONNECTOR SHORTING, SOCKET, 2 WAY, FOR 0.64mm SQ 
PINS, 2.54mm PITCH, 9.6mm HIGH, FREE MOUNTING, 


TRANSISTOR PNP BIPOLAR BC307A OR B.., 45V 130MHz 
200mW 100mA 180hFE @ 2mA, TO-92, (LOOSE). 

TRANSISTOR PNP BIPOLAR BC307A OR B... 45V 130MHz 
200mW 100mA 180hFE @ 2mA, TO-92, (LOOSE). 

TRANSISTOR PNP BIPOLAR BC307A OR B... 45V 130MHz 
200mW 100mA 180hFE @ 2mA, TO-92, (LOOSE), 


TRANSISTOR NPN BIPOLAR BFR9O.... 15V 5GHz 180mW 
25mA 40hFE @ 14mA, SURFACE MOUNTED, SOT-37. 
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TRANSISTOR NPN BIPOLAR BFR90.... 15V 5GHz 180mW 
25mA 40hFE @ 14mA, SURFACE MOUNTED, SOT-27. 


TRANSISTOR NPN BIPOLAR BC209C.,.. 20V 150MHz 200mW 
100mA 420hFE @ 2mA, TO-92, (TAPED EMITR FIRST). 


TRANSISTOR PNP BIPOLAR BCY72..., 25V 200MHz 350mW 
200mA SOhFE @ 10mA, TO-18, 


TRANSISTOR PNP BIPOLAR BG307A OR B... 45V 130MHz 
200mW 100mA 180hFE @ 2mA, TO-92, (LOOSE). 
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Motherboard ABi/1 


C3 


C4 


C5 


C6 


C8 


C9 


C10 


Ci4 


Ci2 


Ci3 


C14 


Ci5 


Cié6 


Ci7 


C18 


G19 


C20 


C21 


C22 


C23 


C24 


C25 


C26 


6-44 


44829/523 


26421/142 


26421/115 


26421/115 


26421/143 


26383/017 


26383/017 


26383/017 


26582/429 


26421/127 


26421/142 


26421/112 


26582/429 


26383/017 


26383/017 


26582/429 


26582/429 


26582/426 


26383/582 


26421/112 


26421/112 


26582/426 


26383/587 


26383/006 


When ordering, prefix circuit reference with ABI/1. 


Complete unit 


CAPACITOR FIXED ALUMINIUM 220uF +/-20% 16V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 83uF 4/-20% 25V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 33uF +/-20% 25V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 470uF +/-20% 6.3V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 47nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 47nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 47nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 470uUF +/-20% 16V 
ELECTROLYTIC, RADIAL, 5mm PWP, (LOOSE OR TAPED). 
CAPACITOR FIXED ALUMINIUM 220uF +/-20% 16V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 10uF +/-20% 35V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 390 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 47nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 47nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 10nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED) 
CAPACITOR FIXED CERAMIC 470pF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 10uF +/-20% 35V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 10uF +/-20% 35V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 10nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED), 
CAPACITOR FIXED CERAMIC 2.2nF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
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Bao Mae ber 
D1 28371/401 
D2 28371/401 
03 28336/676 
D4 28371/371 
{C1 28465/027 
| ic2 28462/615 
IC3 28466/348 
1C4 28469/182 
IC5 28466/346 
IC6 28461/348 
|C7 28469/101 
IC8 28462/615 
IC9 28462/612 
{C11 28465/027 
ICi2 28469/184 
iC13 28461/372 
IC14 28462/619 
| {C15 28462/619 
{C16 28469/112 
1017 28469/112 
IC18 28466/345 
1c19 28461/962 
{C20 28461/348 
|C21 28462/615 
{C22 28464/014 
46882-114B 


DIODE ZENER BZX79-C5V1... 500mW 5.1V 5% 250mA 
AXIAL, DO-35, (TAPED). 


DIODE ZENER BZX79-C5V1... 500mW 5.1V 5% 250mA 
AXIAL, DO-35, (TAPED). 

DIODE GENERAL-PURPOSE 1N4148... 75V 110mA 1VI @ 
10mA, AXIAL, DO-35, (TAPED). 

DIODE ZENER BZX79-C4V7... 500mW 4.7V 5% 250mA 
AXIAL, 00-35, (TAPED). 


IC DIGITAL DECODER/DEMULTIPLEX 74LS138.. 3 INPUT, 
6 BIT, SINGLE, INVERTING, 3 BIT ADDRESS, 


IC DIGITAL FLIP-FLOP/D-TYPE 74LS273... OCTAL, POS 
EDGE TRIGGER, TTL-SCHOTTKY-L/PWR, 20 PIN, 


IC DIGITAL NAND-GATE 74LS30... 8 INPUT, SINGLE, 
TTL-SCHOTTKY-L/PWR, 14 PIN, DUAL-IN-LINE. 


IC DIGITAL BUFFER/LINE-DRIVER 74LS244.. 1 INPUT, 
OCTAL, NON-INVERTING, TRI-STATE BUS, 


IC DIGITAL NAND-GATE 74LS03., 2 INPUT, QUAD, 
OPEN-COLLECTOR, TTL-SCHOTTKY-L/PWR, 14 PIN, 

IC ANALOGUE OPERATIONAL AMP TLO72CP... DUAL, 
JFET-INPUT, LINEAR, 8 PIN, DUAL-IN-LINE. 


IC DIGITAL BUFFER/LINE-DRIVER 74LS126.. QUAD, BUS, 
TRI-STATE, TTL-SCHOTTKY-L/PWA, 14 PIN, 


IC DIGITAL FLIP-FLOP/D-TYPE 74LS273... OCTAL, POS 
EDGE TRIGGER, TTL-SCHOTTKY-L/PWR, 20 PIN, 


IC DIGITAL FLIP-FLOP/D-TYPE 74LS174.. 6 INPUT, 6 
BIT, HEX, POS EDGE TRIGGER & MASTER RESET, 


{C DIGITAL ODECODER/DEMULTIPLEX 74LS138.. 3 INPUT, 
8 BIT, SINGLE, INVERTING, 3 BIT ADDRESS, 


IC DIGITAL BUFFER/LINE-DRIVER 74LS125A... QUAD, 
TRI-STATE, LOW ENABLE, TTL-SCHOTTKY-L/PWR, 14 PIN, 


IC ANALOGUE AUDIO-AMPLIFIER LM380N.. 2.5W, LINEAR, 
MONOLITHIC, 14 PIN, OUAL-IN-LINE. 


IC DIGITAL FLIP-FLOP/D-TYPE 74LS377... OCTAL, POS 
EDGE TRIGGER, CLOCK ENABLE, TTL-SCHOTTKY-L/PWR, 20 


IC DIGITAL FLIP-FLOP/D-TYPE 74LS377... OCTAL, POS 


EDGE TRIGGER, CLOCK ENABLE, TTL-SCHOTTKY-L/PWR, 20 


IC DIGITAL BUFFER/LINE-DRIVER 7416.... HEX, 
OPEN-COLLECTOR, 15V, INVERTING, TTL, 14 PIN, 

IC DIGITAL BUFFER/LINE-DRIVER 7416.... HEX, 
OPEN-COLLECTOR, 15V, INVERTING, TTL, 14 PIN, 

IC DIGITAL NAND-GATE 74LS00 ., 2 INPUT, QUAD, 
TTL-SCHOTTKY-L/PWR, 14 PIN, DUAL-IN-LINE. 

IC ANALOGUE DTMF-RECEIVER 8870... LOW-POWER, CMOS, 
18 PIN, QUAL-IN-LINE. 

IC ANALOGUE OPERATIONAL AMP TLO72CP . OUAL, 
JFET-INPUT, LINEAR, 8 PIN, DUAL-IN-LINE. 

IC DIGITAL FLIP-FLOP/D-TYPE 74LS273... OCTAL, POS 
EDGE TRIGGER, TTL-SCHOTTKY-L/PWR, 20 PIN, 


IC DIGITAL COUNTER 74LS90.. 4 BIT, DECADE, DIVIDE 
BY 2,5 OR 10, TTL-SCHOTTKY-L/PWR, 14 PIN, 


Gir. 
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PLA 


PLB 


PLC 


PLO 


rLe 


PLF 


PEG 


PLH 


PLJ 


PLK 


PLM 


PLP 


PLA 


PLS 


PLT 


PLU 


PLW 


PLX 


PLY 


3a re 


PLAA 


PLAB 


Ri 


R2 


R3 


A4 


23435/188 


23444/334 


23435/188 


23435/913 


23435/913 


23435/188 


23435/188 


23435/188 


23435/188 


23435/188 


23435/188 


23435/188 


23444/334 


23435/188 


23444/334 


23435/188 


23435/188 


234395/188 


23435/188 


234935/188 


23435/188 


23435/188 


24681/654 


24772/073 


24772/083 


24772/073 


TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 

HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 
CONNECTOR-RF SMB-TYPE MALE, RECEPTACLE, 50 OHMS, 

PCB-MOUNTING, NICKEL PLATED BODY. 
TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 

HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 
CONNECTOR MULTIWAY, PCB HEADER, 9 WAY, STRAIGHT, 

5.08mm PITCH, TIN PLATED PINS, 1.14mm SQUARE. 
CONNECTOR MULTIWAY, PCB HEADER, 9 WAY, STRAIGHT, 

5.08mm PITCH, TIN PLATED PINS, 1.14mm SQUARE. 
TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 

HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 
TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 

HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 
TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 

HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 
TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 

HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 
TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 

HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 


_ TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm ___ ae 


HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 
TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 

HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 
GONNECTOR-RAF SMB-TYPE MALE, RECEPTACLE, 50 OHMS, 

PCB-MOUNTING, NICKEL PLATED BODY. 
TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 

HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 
CONNECTOR-RF SMB-TYPE MALE, RECEPTACLE, 50 OHMS, 

PCB-MOUNTING, NICKEL PLATED BODY. 
TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 

HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 
TERMINAL CONNECTOR-PIN, 0.644mm SQUARE, 5.97mm 

HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 
TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 

HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 
TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 

HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 
TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 

HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 
TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 

HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 


TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 
HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 


RESISTOR NETWORK BUSSED, THICK-FILM, 1K 2% 1W 50V 
100 ppm/DEG.C, LOW-PROFILE, 10 PIN, 


RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 2K7 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 1K 4/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 
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i 
RS 24772/073 
R6 24772/073 
A7 24772/073 | 
R8 24772/073 
Rg 24772/137 
Ait 24321/885 
AI2 24772/091 
Ri3 24772/103 
R14 24772/097 
RIS 24772/097 
R16 24772/129 
AI7 24772/091 
A18 24772/065 
R19 24772/073 
A20 24772/073 
R21 24772/073 
R22 24772/078 
R24 24772/073 
R25 24772/073 
R26 24772/121 
R27 24772/121 
R28 24772/097 
R29 24772/01 1 
R30 24772/097 
R31 24772/097 
R32 24772/121 
A383 24772/093 
Aa4 24772/093 
46882-114B 


RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K 4/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K 4+/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 470K 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-GLAZE 10M +/- 5% 250mW 1.6KV 
200 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 5K6 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 18K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 220K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 5K6 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 470R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +4/- 2% 125mW 150V 
{00 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 2R7 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (LOOSE OR TAPED) 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 6K8 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 6K8 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). . 


Cir. 
Ref. 


Ml part 
number 


Description 


Motherboard ABi/i (conid.) 


R35 


R36 


R37 


R38 


A39 


R40 


R41 


R42 


R43 


R44 


R45 


R46 


R47 


R48 


R49 


SKA 


SKB 


SKC 


SKD 


SKE 


TR1 


TR2 


TR3 


TR4 


6-48 


24772/137 


24772/073 


24772/121 


24772/121 


24772/132 


24772/132 


24772/139 


24772/131 


24772/121 


24772/129 


24772/127 


24772/069 


24772/097 


24772/069 


24772/049 


23435/827 


23435/827 


23435/827 


23435/827 


23435/827 


28435/868 


28435/227 


28435/227 


28435/227 


RESISTOR FIXED METAL-FILM 470K +/- 2% 125mW 150V 
100 ppm/DEG.G, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100K +/- 2% 125mW 150V 
100 ppm/DEG.G, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 300K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED), 

RESISTOR FIXED METAL-FILM 300K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 680K +/- 2% 125mW i50V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 270K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 220K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). _ 

RESISTOR FIXED METAL-FILM 180K +/- 2% 125mW i50V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 680R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 680R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100R +/- 2% 125mW i150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


CONNECTOR EDGE, DOUBLE-SIDED, 64 WAY, 3.81mm 
PITCH, OPEN-ENDED, PCB MOUNTING, TAILS 3.5mm MAX 
CONNECTOR EDGE, DOUBLE-SIDED, 64 WAY, 3.8imm 
PITCH, OPEN-ENDED, PCB MOUNTING, TAILS 3 5mm MAX 
CONNECTOR EDGE, DOUBLE-SIDED, 64 WAY, 3.81mm 
PITCH, OPEN-ENDED, PCB MOUNTING, TAILS 3.5mm MAX 
CONNECTOR EDGE, DOUBLE-SIDED, 64 WAY, 3.8imm 
PITCH, OPEN-ENDED, PCB MOUNTING, TAILS 3.5mm MAX 
CONNECTOR EDGE, DOUBLE-SIDED, 64 WAY, 3.81mm 
PITCH, OPEN-ENDED, PCB MOUNTING, TAILS 3.5mm MAX 


TRANSISTOR PNP BIPOLAR 2N2905A..,.. GOV 200MHz 
600mW 600mA 100hFE @ 150mA, TO-39. 


TRANSISTOR PNP BIPOLAR BC307A OR B... 45V 130MHz 
200mW 100mA 180hFE @ 2mA, TO-92, (LOOSE). 

TRANSISTOR PNP BIPOLAR BC307A ORB... 45V 130MHz 
200mW 100mA 180hFE @ 2mA, TO-92, (LOOSE). 

TRANSISTOR PNP BIPOLAR BC307A OR B... 45V 130MHz 
200mW 100mA 180hFE @ 2mA, TO-92, (LOOSE). 
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Ref. number Description 
Motherboard AB1/1 (contd.) 
TR5 28495/227 TRANSISTOR PNP BIPOLAR BC307A OR 6... 45V 130MHz 
200mW 100mA 180hFE @ 2mA, TO-92, (LOOSE). 
TR7 28459/046 TRANSISTOR N-CHANNEL-ENHANCE MOSFET VN10KM.... 60V 
1W 500mA TO-237. 
x1 28312/129 CRYSTAL 3.57954 MHz +/- 30 ppm, @ 25 DEG.C, 20pF 
PARALLEL RESONANCE, 200R ESA MAX, TEMP TOL 
46882-114B as 
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Ref. 
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number 


Description 


Digital scope board AB2/2 


C1 


C2 


C3 


C4 


C5 


C6 


C7 


C8 


CS 


C10 


Cii 


Ci2 


C13 


Ci4 


Cis 


Ci6 


Ci7 


Ci8 


C19 


D1 


D2 


6-50 


44829/635 


26383/006 


26383/006 


26383/006 


26383/006 


26582/426 


26421/106 


26421/106 


26582/429 


26383/006 


26383/006 


26383/006 


26383/006 


26383/006 


26383/006 


26383/006 


26383/006 


26383/006 


26582/429 


26343/068 


28349/013 


28349/013 


When ordering, prefix circuit reference with 


Complete unit 


CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIG 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 10nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 1uF +/-20% 50V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 1uF +/-20% 50V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.€, RADIAL, 5mm PWP, (TAPED). 
CAPAGITOR FIXED CERAMIC i10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPAGITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED GERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 100pF +/-5% 500V N750 
SINGLELAYER, RADIAL, 5mm PWP, (LOOSE). 


DIODE SCHOTTKY BAT42... 400mW 30V 100mA 0.5Vf @ 
50mA, FAST-SWITCHING, AXIAL, DO-35, (TAPED). 
DIODE SCHOTTKY BAT42... 400mW 30V 100mA O.5Vi @ 
50mA, FAST-SWITCHING, AXIAL, DO-35, (TAPED). 
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Cir. MI part 
Ref. number 
IC4 28461/935 
IC2 28462/615 
IC3 28469/371 
Ic4 28469/371 
105 28469/971T 
IC6 28469/371 
1C7 28462/615 
IC8 28462/615 
IC10 28469/712 
ICi1 28469/712 
IC12 28469/307 
C13 28466/345 
1014 28469/720 
ICi5 28469/720 
IC16 28469/720 
—1C17 28464/130 
1C18 28464/130 
{C19 28464/130 
C21 28462/611 
1C23 28462/611 
1C24 28466/214 
IC25 28469/171 
{C26 28464/127 
{C27 28466/345 
{C28 28466/351 
1C31 28468/304 
1C34 28466/345 
1635 28464/116 
46882-114B 


IC ANALOGUE A/D CONVERTER ADCO820CCN... 8 BIT, 
HIGH SPEED 2uS, CMOS, 20 PIN, OUAL-IN-LINE, 

IC DIGITAL FLIP-FLOP/D-TYPE 74LS273... OCTAL, POS 
EDGE TRIGGER, TTL-SCHOTTKY-L/PWRA, 20 PIN, 

IC DIGITAL COMPARATOR 74LS85.. 4 BIT, MAGNITUDE, 
TTL-SCHOTTKY-L/PWR, 16 PIN, DUAL-IN-LINE. 

IC DIGITAL COMPARATOR 74LS85.. 4 BIT, MAGNITUDE, 
TTL-SCHOTTKY-L/PWR, 16 PIN, DUAL-IN-LINE, 

IC DIGITAL COMPARATOR 74LS85.. 4 BIT, MAGNITUDE, 
TTL-SGHOTTKY-L/PWR, 16 PIN, OUAL-IN-LINE. 

IC DIGITAL COMPARATOR 74LS85., 4 BIT, MAGNITUDE, 
TTL-SCHOTTKY-L/PWA, 16 PIN, DUAL-IN-LINE. 

IC DIGITAL FLIP-FLOP/D-TYPE 74LS273... OCTAL, POS 
EDGE TRIGGER, TTL-SCHOTTKY-L/PWR, 20 PIN, 

IC DIGITAL FLIP-FLOP/D-TYPE 74LS273... OCTAL, POS 
EDGE TRIGGER, TTL-SCHOTTKY-L/PWR, 20 PIN, 

IC DIGITAL MULTIPLEXER 74LS257... 2 INPUT, QUAD, 
TAI-STATE, TTL-SCHOTTKY-L/PWR, 16 PIN, 

IC DIGITAL MULTIPLEXER 74LS257... 2 INPUT, QUAD, 
TRI-STATE, TTL-SCHOTTKY-L/PWA, 16 PIN, 

IC MICRO STATIC-RAM, 2K x 8 BIT, HM6116P-4... 
200nS, CMOS, 24 PIN, DUAL-IN-LINE. 

IC DIGITAL NAND-GATE 74LS00... 2 INPUT, QUAD, 
TTL-SCHOTTKY-L/PWR, 14 PIN, DUAL-IN-LINE. 

IC DIGITAL MULTIPLEXER 74LS158... 2 INPUT, QUAD, 
INVERTED OUTPUTS, TTL-SCHOTTKY-L/PWR, 16 PIN, 

IC DIGITAL MULTIPLEXER 74LS158... 2 INPUT, QUAD, 
INVERTED OUTPUTS, TTL-SCHOTTKY-L/PWR, 16 PIN, 

IC DIGITAL MULTIPLEXER 74LS158... 2 INPUT, QUAD, 
INVERTED OUTPUTS, TTL-SCHOTTKY-L/PWR, 16 PIN, 

IC DIGITAL COUNTER 74LS393.. 4 BIT, DUAL, BINARY 
RIPPLE, TTL-SCHOTTKY-L/PWR, 14 PIN, DUAL-IN-LINE. 

IC DIGITAL COUNTER 74LS393.. 4 BIT, DUAL, BINARY 
RIPPLE, TTL-SCHOTTKY-L/PWA, 14 PIN, DUAL-IN-LINE, 

IC DIGITAL COUNTER 74LS393.. 4 BIT, DUAL, BINARY 
RIPPLE, TTL-SCHOTTKY-L/PWR, 14 PIN, DUAL-IN-LINE. 

(C DIGITAL FLIP-FLOP/D-TYPE 74LS74.. 2 BIT, DUAL, 
POS EDGE TRIGGER, PLUS SET & CLEAR, 

IC DIGITAL FLIP-FLOP/D-TYPE 74LS74.. 2 BIT, DUAL, 
POS EDGE TRIGGER, PLUS SET & CLEAR, 

IC DIGITAL NOR-GATE 74LS02.. 2 INPUT, QUAD, 
TTL-SCHOTTKY-L/PWR, 14 PIN, DUAL-IN-LINE. 

IC DIGITAL INVERTER 74LS04.. HEX, 
TTL-SCHOTTKY-L/PWR, 14 PIN, OUAL-IN-LINE. 

IC DIGITAL COUNTER 74LS490.. 4 BIT, DUAL, OECADE 
RIPPLE, TTL-SCHOTTKY-L/PWR, 16 PIN, DUAL-IN-LINE. 

IC DIGITAL NAND-GATE 74LS00... 2 INPUT, QUAD, 
TTL-SCHOTTKY-L/PWR, 14 PIN, DUAL-IN-LINE. 

IC DIGITAL NANO-GATE 74LS10... 3 INPUT, TRIPLE, 
TTL-SCHOTTKY-L/PWR, 14 PIN, DUAL-IN-LINE. 

IC ANALOGUE TIMER NESSS,. SINGLE, 16V ASTABLE & 
MONOSTABLE MODES, MONOLITHIC, 8 PIN, DUAL-IN-LINE. 

IC DIGITAL NAND-GATE 74LS00.,, 2 INPUT, QUAD, 
TTL-SCHOTTKY-L/PWA, 14 PIN, DUAL-IN-LINE. 

IC DIGITAL COUNTER 74LS197.. 4 BIT, BINARY, 
PRESETTABLE, TTL-SCHOTTKY-L/PWR, 14 PIN, 
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IC36 
IC37 
IC38 
IC39 
IC40 
10414 
IC43 
IC44 
IC45 
IC46 
1C47 
IC48 


IC49 


Rt 
Re 
R3 
A4 
RS 
R6 
R7 
R8 
Rg 
R10 
Rid 
R12 


Ri3 
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28464/116 
28464/116 
28464/116 
28464/116 
28464/116 
28464/116 
28464/116 
28469/171 
28462/611 
28462/611 
28466/345 
28465/029 


28461/741 


24772/073 
24772/073 
24772/073 
24772/073 
24772/073 
24772/073 
24772/073 
24772/073 
24772/097 
24772/125 
24772/063 
24772/079 


24772/087 


IC DIGITAL COUNTER 74LS197.. 4 BIT, BINARY, 
PRESETTABLE, TTL-SCHOTTKY-L/PWR, 14 PIN, 


IC DIGITAL COUNTER 74LS197.. 4 BIT, BINARY, 
PRESETTABLE, TTL-SCHOTTKY-L/PWR, 14 PIN, 


IC DIGITAL COUNTER 74LS197.. 4 BIT, BINARY, 
PRESETTABLE, TTL-SCHOTTKY-L/PWR, 14 PIN, 


IC DIGITAL COUNTER 74LS197.. 4 BIT, BINARY, 
PRESETTABLE, TTL-SCHOTTKY-L/PWR, 14 PIN, 


IG DIGITAL COUNTER 74LS197,. 4 BIT, BINARY, 
PRESETTABLE, TTL-SCHOTTKY-L/PWR, 14 PIN, 


IC DIGITAL COUNTER 74LS197,. 4 BIT, BINARY, 
PRESETTABLE, TTL-SCHOTTKY-L/PWR, 14 PIN, 


IC DIGITAL COUNTER 74LS197.. 4 BIT, BINARY, 
PRESETTABLE, TTL-SCHOTTKY-L/PWR, 14 PIN, 


IC DIGITAL INVERTER 74LS04.. HEX, 
TTL-SCHOTTKY-L/PWR, 14 PIN, DUAL-IN-LINE. 


IC DIGITAL FLIP-FLOP/D-TYPE 74LS74.. 2 BIT, DUAL, 
POS EDGE TRIGGER, PLUS SET & CLEAR, 


IC DIGITAL FLIP-FLOP/D-TYPE 74LS74.. 2 BIT, DUAL, 
POS EDGE TRIGGER, PLUS SET & CLEAR, 


IC DIGITAL NAND-GATE 74LS00... 2 INPUT, QUAD, 
TTL-SCHOTTKY-L/PWR, 14 PIN, DUAL-IN-LINE. 


IC DIGITAL DECODER/DEMULTIPLEX 74LS139.. 2 INPUT, 
4 BIT, DUAL, INVERTING, 1 BIT ADDRESS, 


IC ANALOGUE VOLTAGE-REGULATOR LM317LZ... 37V 100mA 
POSITIVE ADJUSTABLE, LINEAR, MONOLITHIC, 3 PIN, 


RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED), 


RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.G, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 1K 4/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 150K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 390R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 1K8 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 3K9 +/- 2% 125mW 150V 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
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Ref. number 
A14 -25711/609 
x4 35901/604 
x2 31739/395 
x3 31829/635 
x4 21127/922 
X5 37590/920 
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RESISTOR VARIABLE CERMET LINEAR, 2K 10% 500mW 200V 
150 ppm/DEG.C, SINGLE-TURN, VERTICAL-PCB, 0.375in 


TERMINAL PRINTED BOARD TAG, CLOSED-END, 6.3mm x 
38mm TAG, 4mm LONG TAIL, BRASS, 0.6mm THK, HOT TIN 
LABEL-MARKEO POLYESTER, MARKED WITH 2 HAND WARNING 
TRIANGLES, BLACK ON YELLOW, SELF ADHESIVE, 20mm 
BOARD DETAIL PLATED-THROUGH, 2955A, AB2/2, GOLD 
PL, 1.6 mm THK, 1 oz CU, GLASS/EPOXY, GRADE FR4, 
PIN SPRING, C-TYPE, 0,062in DIA, 0,25in LONG, 
STEEL, CORROSION RESISTANT. 
MOULDED-PART POLYACETAL, PCB EJECTOR, BLACK, 24mm 
LONG, 6.6mm WIDE, 9.85mm HIGH. 
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VDU board AB3/2 


Ci3 


Cis 


C16 


Ci7 


Ci8 


C19 


C20 


C21 


C22 
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Di 
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44829/636 


26582/429 


26421/104 


26421/104 


26421/104 


26383/006 


26383/006 


26383/006 


26383/006 


26383/006 


26383/006 


26383/006 


26383/006 


26486/209 


26343/436 


26383/006 


26383/006 


26383/006 


26383/006 


26343/489 


26343/437 


26343/437 


28336/676 


28336/676 


When ordering, prefix circuit reference with AB3/2. 


Complete unit > 


CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 470nF +/-20% 50V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 470nF +/-20% 50V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 470nF +/-20% 50V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC i0nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, Smm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED GERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED TANTALUM 1uF +/-20% 35V " 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 270pF +/-2% 63V N750 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED), 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 22pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 100pF +/-2% 63V Ni50 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 100pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


DIODE GENERAL-PURPOSE 1N4148... 75V 110mA 1Vi @ 
10mA, AXIAL, DO-35, (TAPED). 

DIODE GENERAL-PURPOSE 1N4148. . 75V 110mA 1VI @ 
10mA, AXIAL, DO-35, (TAPED). 
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MErLAGCFCABLE PAHIS 


Description 


VDU board AB3/2 (contd.) 


Bees. | Reaehber 
D3 28371/417 
D4 28336/676 
D5 28336/676 
1C14 sare 
1016 28464/162 
1C17 28464/130 
1c18 28464/130 
1019 28466/345 
1C20 28466/009 
Ic22 28469/171 
1C23 28466/345 
|C24 28462/611 
{C25 28466/348 
1C26 28466/351 
1C27 28469/194 
1028 28464/130 
{C29 28469/707 
1C30 28462/611 
1C32 28466/345 
{034 28469/350 
1C36 28467/530 
{C37 28469/194 
IC38 28466/351 
{C39 28466/345 
{C40 28462/611 
1C42 28462/611 
46882-114B 


Sep, 93 


DIODE ZENER BZX79-C5V6... 500mW 5.6V 5% 250mA 
AXIAL, DO-35, (TAPED). 


DIODE GENERAL-PURPOSE 1N4148... 75V 110mA 1Vf @ 
10mA, AXIAL, 00-35, (TAPED). 


DIODE GENERAL-PURPOSE 1N4148.,. 75V 110mA 1Vf @ 
10mA, AXIAL, DO-35, (TAPED). 


IG DIGITAL FLIP-FLOP/D-TYPE 74LS74.. 2 BIT, DUAL, 
POS EDGE TRIGGER, PLUS SET & CLEAR, 


IC DIGITAL COUNTER 74LS393.. 4 BIT, DUAL, BINARY 
RIPPLE, TTL-SCHOTTKY-L/PWR, 14 PIN, DUAL-IN-LINE. 


IC DIGITAL COUNTER 74LS393.. 4 BIT, DUAL, BINARY 
RIPPLE, TTL-SCHOTTKY-L/PWR, 14 PIN, DUAL-IN-LINE. 
IC DIGITAL COUNTER 74LS393.. 4 BIT, QUAL, BINARY 
RIPPLE, TTL-SCHOTTKY-L/PWR, 14 PIN, DUAL-IN-LINE. 
IC DIGITAL NAND-GATE 74LS00,.. 2 INPUT, QUAD, 
TTL-SCHOTTKY-L/PWR, 14 PIN, DUAL-IN-LINE. 
IC DIGITAL AND-GATE 4081... 2 INPUT, QUAD, CMOS, 
14 PIN, DUAL-IN-LINE. 


IC DIGITAL INVERTER 74LS04.. HEX, 
TTL-SCHOTTKY-L/PWR, 14 PIN, DUAL-IN-LINE. 


IC DIGITAL NAND-GATE 74LS00... 2 INPUT, QUAD, 
TTL-SCHOTTKY-L/PWR, 14 PIN, OUAL-IN-LINE. 


IC DIGITAL FLIP-FLOP/D-TYPE 74LS74,. 2 BIT, DUAL, 
POS EDGE TRIGGER, PLUS SET & CLEAR, 


IC DIGITAL NANOD-GATE 74LS30... 8 INPUT, SINGLE, 
TTL-SCHOTTKY-L/PWR, 14 PIN, OUAL-IN-LINE. 


IG DIGITAL NAND-GATE 74LS10... 3 INPUT, TRIPLE, 
TTL-SCHOTTKY-L/PWR, 14 PIN, DUAL-IN-LINE. 


IC DIGITAL BUFFER 74LS365A... HEX, TRI-STATE, 
NON-INVERTING, TTL-SCHOTTKY-L/PWR, 16 PIN, 


IC DIGITAL COUNTER 74LS393.. 4 BIT, DUAL, BINARY 
RIPPLE, TTL-SCHOTTKY-L/PWR, 14 PIN, QUAL-IN-LINE. 

IC OIGITAL MULTIPLEXER 74LS157., 2 INPUT, 4 BIT, 
QUAD, NON-INVERTING, DATA SELECTOR, 


IC DIGITAL FLIP-FLOP/O-TYPE 74L8S74.. 2 BIT, DUAL, 
POS EDGE TRIGGER, PLUS SET & CLEAR, 


IC DIGITAL NANO-GATE 74LS00... 2 INPUT, QUAD, 
TTL-SCHOTTKY-L/PWR, 14 PIN, DUAL-IN-LINE. 


IC MIGRO STATIC-RAM, 2K x 8 BIT, HM6116, 
200nS, CMOS, 24 PIN, DUAL-IN-LINE. 


IC DIGITAL SHIFT-REGISTER 74LS165... 8 BIT, 
SERIAL/PARALLEL-IN SERIAL-OUT, TTL-SCHOTTKY-L/PWR, 


IC DIGITAL BUFFER 74LS365A... HEX, TRI-STATE, 
NON-INVERATING, TTL-SCHOTTKY-L/PWR, 16 PIN, 


IC DIGITAL NAND-GATE 74LS10... 3 INPUT, TRIPLE, 
TTL-SCHOTTKY-L/PWR, 14 PIN, DUAL-IN-LINE. 


IC DIGITAL NAND-GATE 74LS00... 2 INPUT, QUAD, 
TTL-SCHOTTKY-L/PWR, 14 PIN, DUAL-IN-LINE. 


IC DIGITAL FLIP-FLOP/D-TYPE 74LS74.. 2 BIT, DUAL, 
POS EDGE TRIGGER, PLUS SET & CLEAR, 


IC DIGITAL FLIP-FLOP/D-TYPE 74LS74.. 2 BIT, DUAL, 
POS EDGE TRIGGER, PLUS SET & CLEAR, 


6-55 


Cir. 
Ref, 


Ml part 
number 


Description 


VDU board AB3/2 (contd.) 


iC43 


IC44 


1C45 


IC46 


1C47 


IC48 


IC49 


L1 


Ri 


R2 


R3 


R6 


R7 


R8 


A9 


Ri0 


Rit 


Ri3 


R14 


Ri6 


a7 


R18 


R24 


R25 


6-56 


28466/406 


28469/171 


28462/618 


28462/618 


28462/618 


28461/349 


28466/345 


23642/551 


24772/137 


24772/097 


24772/097 


24772/097 


24772/121 


24772/121 


24772/129 


24772/121 


24772/089 


24772/141 


24772/141 


24772/073 


24772/095 


24772/075 


24772/121 


24772/089 


IC DIGITAL EXCLUSIVE-OR 74LS86... 2 INPUT, QUAD, 
TTL-SCHOTTKY-L/PWR, 14 PIN, DUAL-IN-LINE. 
IC DIGITAL INVERTER 74LS04.. HEX, 
TTL-SCHOTTKY-L/PWR, 14 PIN, DUAL-IN-LINE, é 
IC DIGITAL FLIP-FLOP/D-TYPE 74LS374.. 1 INPUT, . 
OCTAL, NON-INVERTING, POS TRIGGER, TRI-STATE, 
IC DIGITAL FLIP-FLOP/D-TYPE 74LS374.. 1 INPUT, 
OCTAL, NON-INVERTING, POS TRIGGER, TRI-STATE, 
IC DIGITAL FLIP-FLOP/D-TYPE 74LS9374.. 1 INPUT, 
OCTAL, NON-INVERTING, POS TRIGGER, TRI-STATE, 
IC ANALOGUE OPERATIONAL AMP TLO74CN,.. QUAD, 
JFET-INPUT, LINEAR, 14 PIN, DUAL-IN-LINE. 
IC DIGITAL NAND-GATE 74LS00,.. 2 INPUT, QUAD, 
TTL-SCHOTTKY-L/PWR, 14 PIN, DUAL-IN-LINE. 


INDUCTOR FIXED 2.2uH +/- 10% COATED-LACQUER, 
MINIATURE, 470mA OR9 MAX, 32 Q @ 7.9 MHz, 140 MHz 


RESISTOR FIXED METAL-FILM 470K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED), 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). © vo 

RESISTOR FIXED METAL-FILM 100K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 220K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 4K7 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1M +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1M +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW i50V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 8K2 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K2 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED), 

RESISTOR FIXED METAL-FILM 4K7 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 
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Descriptlon 


VDU board AB3/2 (contd.) 


Clr. MI part 
Ref. number 
R26 24772/097 
R27 24772/041 
SK1 28488/044 
oe 35901/604 
X2 31829/636 
X3 21127/922 
X4 37590/920 
X5 31739/395 
46882-114B 


Dec. 91 


RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 47R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


SOCKET INTEGRATED-CIRCUIT, 24 WAY, DUAL-IN-LINE, 
TURNED PIN, COLLET, LOW-PROFILE, 15.24mm ROW 


TERMINAL PRINTED BOARD TAG, CLOSED-END, 6.3mm x 
3mm TAG, 4mm LONG TAIL, BRASS, 0.6mm THK, HOT TIN 


BOARD DETAIL PLATED-THROUGH, 2955A, AB3/2, GOLD 
PL, 1.6 mm THK, 1 oz CU, GLASS/EPOXY, GRADE FR4, 


PIN SPRING, C-TYPE, 0.062in DIA, 0.25in LONG, 
STEEL, CORROSION RESISTANT. 

MOULDED-PART POLYACETAL, PCB EJECTOR, BLACK, 24mm 
LONG, 6.6mm WIDE, 9.85mm HIGH. 


LABEL-MARKED POLYESTER, MARKED WITH 2 HAND WARNING 
TRIANGLES, BLACK ON YELLOW, SELF ADHESIVE, 20mm 


6-57 


Ref. 


number 


Description 


Microprocessor board AB4/2 


C1 


C2 


C3 


C4 


C5 


Cé& 


C7 


C8 


Cg 


C10 


C12 


Ci3 


Ci4 


Ci5 


Ci6 


C1i7 


C18 


C22 


C23 


C24 


C25 


C26 


C27 


C28 


C29 


6-58 


44829/902 


26383/017 
26383/017 
26383/017 
26383/017 
26383/017 
26383/017 
26383/017 
26383/017 
26582/426 
26383/591 
26421/115 
26415/805 
26421/112 
26421/112 
26415/805 
26421/112 
26582/427 
26421/112 
26421/112 
26582/430 
26582/430 
26421/115 
26421/115 
26582/428 


26582/297 


When ordering, prefix circuit reference with AB4/2. 


Complete unit 


CAPACITOR FIXED CERAMIC 47nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 47nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 47nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 47nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 6mm PWP, (TAPED). 
CAPAGITOR FIXED CERAMIC 47nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 47nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 47nF -20/4+80% 25V K7004 
SINGLELAYER, RADIAL, 5mim PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 47nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 10nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 4.7nF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 33uF +/-20% 25V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 22uF -20/+100% 25V 
ELECTROLYTIC, AXIAL, (TAPED). 
CAPACITOR FIXED ALUMINIUM 10uF +/-20% 35V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 10uF +/-20% 35V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 22uF -20/+100% 25V 
ELECTROLYTIC, AXIAL, (TAPED). 
CAPACITOR FIXED ALUMINIUM 10uF +/-20% 35V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 470nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 10uF +/-20% 35V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 10uF +/-20% 35V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 220nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 220nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 33uF +/-20% 25V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 33uF +/-20% 25V 
ELECTROLYTIC, RADIAL, Smm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 47nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYCARBONATE 10nF +/-2% 400V 125 
ppm/DEG.C, RADIAL, 10.2mm PWP, (TAPED). 
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Cir. Mi part 
Ref. number 
C30 26421/104 
C31 26582/432 
C33 26421/106 
C34 26582/429 
C35 26383/585 
C36 26421/108 
C40 26383/017 
C41 26383/017 
C42 26383/017 
C43 26383/017 
C44 26383/017 
C45 26383/017 
C46 26346/120 
C47 26346/120 
C48 26383/017 
C49 26346/120 
C50 26346/120 
C51 26346/120 
C52 26346/120 
C53 26346/120 
C54 26346/120 
C55 26346/120 
C56 26346/120 
C57 26346/120 
C58 26346/120 
C59 26346/120 
C60 26346/120 
Cé1 26346/120 
46882-114B 


CAPACITOR FIXED ALUMINIUM 470nF +/-20% SOV 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 

CAPACITOR FIXED POLYESTER 1uF +/-10% 50V 330 
ppm/DEG.C, RADIAL, 6mm PWP, (TAPED). 

CAPACITOR FIXED ALUMINIUM 1uF 4+/-20% 50V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 

CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 

CAPACITOR FIXED CERAMIC 1nF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 

CAPACITOR FIXED ALUMINIUM 4.7uF +/-20% 35V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 

CAPACITOR FIXED CERAMIC 47nF -20/4+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 

CAPACITOR FIXED CERAMIC 47nF -20/4+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). - 

CAPACITOR FIXED CERAMIC 47nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 

CAPACITOR FIXED CERAMIC 47nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 

CAPACITOR FIXED CERAMIC 47nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 

CAPACITOR FIXED CERAMIC 47nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 

CAPACITOR FIXED CERAMIC 10nF +/-20% 50V X7R 
MULTILAYER, AXIAL, (TAPED). 

CAPACITOR FIXED CERAMIC 10nF 4+/-20% 50V X7R 
MULTILAYER, AXIAL, (TAPED). 

CAPACITOR FIXED CERAMIC 47nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 

CAPACITOR FIXED GERAMIC 10nF +/-20% 50V X7A 
MULTILAYER, AXIAL, (TAPED). 

CAPACITOR FIXED CERAMIC 10nF +/-20% 50V X7—R 
MULTILAYER, AXIAL, (TAPED). 

CAPACITOR FIXED CERAMIC 10nF +/-20% 50V X7—A 
MULTILAYER, AXIAL, (TAPED). 

CAPACITOR FIXED CERAMIC 10nF +/-20% 50V X7R 
MULTILAYER, AXIAL, (TAPED). 

CAPACITOR FIXED CERAMIC 10nF +/-20% 50V X7R 
MULTILAYER, AXIAL, (TAPED). 

CAPACITOR FIXED CERAMIC 10nF +/-20% S50V X7R 
MULTILAYER, AXIAL, (TAPED). 

CAPACITOR FIXED CERAMIC 10nF +/-20% SOV X7—R 
MULTILAYER, AXIAL, (TAPED). 

CAPACITOR FIXED CERAMIC 10nF +/-20% 50V X7R 
MULTILAYER, AXIAL, (TAPED). 

CAPACITOR FIXED CERAMIC 10nF +/-20% S50V X7R 
MULTILAYER, AXIAL, (TAPED). 

CAPACITOR FIXED CERAMIC 10nF +/-20% 50V X7R 
MULTILAYER, AXIAL, (TAPED). 

CAPACITOR FIXED CERAMIC 10nF +/-20% 50V X7RA 
MULTILAYER, AXIAL, (TAPED). 

CAPACITOR FIXED CERAMIC 10nF +/-20% 50V X7—A 
MULTILAYER, AXIAL, (TAPED). 

GAPACITOR FIXED CERAMIC 10nF +/-20% 50V X7—A 
MULTILAYER, AXIAL, (TAPED). 
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Ref. 


Niu part 
number 


Description 


Microprocessor board AB4/2 (conid.) 


C62 


Cé3 


C64 


Di 


D2 


D3 


D4 


D5 


D6 


D7 


D8 


D9 


D1i1 


Di2 


D1i3 


D1i4 


DiS 


D1i7 


IC1 


IC2 


IC3 


IC4 


ICS 


IC6 


6-60 


26346/120 


26582/426 


26582/426 


28336/676 


28336/676 


28336/676 


28336/676 


28336/676 


28461/768 


28355/176 


28349/013 


28371/417 


28349/013 


28349/013 


28349/013 


28349/013 


28349/013 


28349/013 


28469/415 


28462/618 


28461/945 


28469/416 


28469/491 


28462/614 


CAPACITOR FIXED CERAMIC 10nF +/-20% 50V X7R 
MULTILAYER, AXIAL, (TAPED). 

CAPACITOR FIXED POLYESTER 10nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 


CAPACITOR FIXED POLYESTER 10nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 


DIODE SMALL-SIGNAL, 1N4148... 75V 110mA 1Vf @ 


10mA, AXJAL, DO-35, (TAPED). 

DIODE SMALL-SIGNAL, 1N4148... 
10mA, AXIAL, DO-35, (TAPED). 

DIODE SMALL-SIGNAL, 1N4148... 
10mA, AXIAL, DO-35, (TAPED). 

DIODE SMALL-SIGNAL, 1N4148... 
10mA, AXIAL, DO-35, (TAPED). 

DIODE SMALL-SIGNAL, 1N4148... 75V 110mA 1Vf @ 
10mA, AXIAL, DO-35, (TAPED). 

IC ANALOGUE VOLTAGE-REFERENCE,.. LM336 SINGLE, 
5V 5mA 2% 300 uW, 3 PIN, TO-92, 

DIODE RECTIFIER, SCHOTTKY, 1N5819... 40V 1A 0-.6VE 
@ 1A, AXIAL, DO-41, (TAPED). 

DIODE SMALL-SIGNAL, SCHOTTKY, BAT42... 400mW 30V 
100mA 5pF 0.5Vi @ 50mA, 5nS, AXIAL, DO-35, 

DIODE ZENER, BZX79-C5V6... 500mW 5.6V 5% 250mA 
AXIAL, DO-35, (TAPED). 

DIODE SMALL-SIGNAL, SCHOTTKY, BAT42... 400mW 30V 
100mA SpF 0.5Vi @ 50mA, 5nS, AXIAL, DO-35, 

DIODE SMALL-SIGNAL, SCHOTTKY, BAT42... 400mW 30V 
100mA 5pF 0.5Vf @ 50mA, 5nS, AXIAL, DO-35, 

DIODE SMALL-SIGNAL, SCHOTTKY, BAT42... 400mW 30V 
100mA 5pF 0.5Vf @ 50mA, 5nS, AXIAL, DO-35, 

DIODE SMALL-SIGNAL, SCHOTTKY, BAT42... 400mW 30V 
100mA 5SpF 0.5Vi @ 50mA, 5nS, AXIAL, DO-35, 

DIODE SMALL-SIGNAL, SCHOTTKY, BAT42... 400mW 30V 
100mA 5pF 0.5Vf @ 50mA, 5nS, AXIAL, DO-35, 

DIODE SMALL-SIGNAL, SCHOTTKY, BAT42... 400mW 30V 
100mA 5pF 0 5Vf @ S0mA, 5nS, AXIAL, DO-35, 


75V 110mA iVf @ 
75V 110mA iVf @ 


75V 110mA 1VF @ 


IC MICRO PROCESSOR, 8 BIT, P80B85A-2.,. 5MHz, 
N-CHANNEL, NMOS, 40 PIN, DUAL-IN-LINE. 

IC DIGITAL FLIP-FLOP/D-TYPE 74LS374.. 1 INPUT, 
OCTAL, NON-INVERTING, POS EDGE TRIGGER, TRI-STATE, 

IC ANALOGUE A/D CONVERTER ADCOS0SCCN... 
BUS-COMPATIBLE 8 CHANNEL MULTIPLEXER, CMOS, 28 

IC MICRO CONTROLLER, AM9513... SYSTEM TIMING, 
“MOS/LSI, 40 PIN, DUAL-IN-LINE. 

IC DIGITAL PROG-ARRAY-LOGIC EP310-2,.. 18 INPUT, 8 
BIT, SINGLE, ERASABLE, 35nS, 8 MACROCELLS, 

IC DIGITAL FLIP-FLOP/D-TYPE 74LS175... QUAD, POS 
EDGE TRIGGER, PLUS CLEAR, TTL-SCHOTTKY-L/PWR, 16 


46882-114B 
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Description 


Microprocessor board AB4/2 (contd.) 


Dec. 91 


Rel, =—snumber 
IGT 28469/188 
IC8 28465/027 
IC11 28462/618 
{C12 28462/615 
1014 28467/079 
IC15 28469/188 
IC16 28469/323 
IC17 28466/108 
\C18 28465/029 
IC19 28462/615 
1C20 28468/312 
1C24 28462/611 
IC22 28466/454 
1C23 28464/127 
Ic24 28469/176 
1C25 28469/009 
IC26 28469/162 
1C27 28469/715 
{C28 28466/345 
IC29 28462/611 
1C30 28461/348 
iC3t 28469/729 
Ica2 28461/939 
1633 peneeras 
IG34 28466/214 
IC36 28468/310 
(C37 28462/611 
44533/399 
46882-1148 


IC DIGITAL TRANSCEIVER 74LS245.. OCTAL, TRI-STATE, 
NON-INVEATING, BI-OIRECTIONAL, TTL-SCHOTTKY-L/PWR, 


IC DIGITAL DECODER/DEMULTIPLEX 74LS138.. 3 INPUT, 
8 BIT, SINGLE, INVERTING, 3 BIT ADDRESS, 


IC DIGITAL FLIP-FLOP/D-TYPE 74LS9374.. 1 INPUT, 
OCTAL, NON-INVERTING, POS EDGE TRIGGER, TAI-STATE, 


IC DIGITAL FLIP-FLOP/O-TYPE 74LS273... OCTAL, POS 
EDGE TRIGGER, TTL-SCHOTTKY-L/PWR, 20 PIN, 


IG MICRO STATIC-RAM, 512 x 8 BIT, X2004... 
NON-VOLATILE, NMOS, 28 PIN, DUAL-IN-LINE. 

IC DIGITAL TRANSCEIVER 74LS245,.. OCTAL, TRI-STATE, 
NON-INVERTING, 8I-DIRECTIONAL, TTL-SCHOTTKY-L/PWR, 

1C MICRO STATIC-RAM, 32K x 8 BIT, 43256-12.. 120nS 
ACCESS TIME, +5V, NO CLOCK OR TIMING STROBE 

IC DIGITAL OR-GATE 74LS32., 2 INPUT, QUAD, 
TTL-SCHOTTKY-L/PWR, 14 PIN, DUAL-IN-LINE. 

{IC DIGITAL, DECODER/DEMULTIPLEX 74LS1939.. 2 INPUT, 
4 BIT, DUAL, INVERTING, 1 BIT ADDRESS, 

IC DIGITAL FLIP-FLOP/D-TYPE 74LS273... OCTAL, POS 
EDGE TRIGGER, TTL-SCHOTTKY-L/PWR, 20 PIN, 

IC ANALOGUE TIMER NESS56., DUAL, 16V ASTABLE & 
MONOSTABLE MODES, MONOLITHIC, 14 PIN, 

IC DIGITAL FLIP-FLOP/D-TYPE 74LS74.. 2 BIT, DUAL, 
POS EDGE TRIGGER, PLUS SET & CLEAR, 


IC DIGITAL AND/OR-GATE 74L851.... 2 INPUT, OUAL, 2 
WIDE/3 INPUT - 2 WIDE/2 INPUT, TTL-SCHOTTKY-L/PWR, 


IC DIGITAL COUNTER 74LS390.. 4 BIT, DUAL, DECADE 
RIPPLE, TTL-SCHOTTKY-L/PWR, 16 PIN, DUAL-IN-LINE. 

IC DIGITAL INVERTER 74LS514.. HEX, SCHMITT-TRIGGER 
OPERATION, TTL-SCHOTTKY-L/PWR, 14 PIN, 

IC DIGITAL INVERTER 74HCT14.. HEX, SCHMITT-TRIGGER 
OPERATION, CMOS-H/SPEED+TTL, 14 PIN, DUAL-IN-LINE. 

IC DIGITAL BUFFER/LINE-DRIVER 74L8244., 1 INPUT, 
OCTAL, NON-INVERTING, TRI-STATE BUS, 


IC DIGITAL MULTIPLEXER 74LS151.. 8 INPUT, SINGLE, 
8 TO 1, TRUE & COMPLEMENTARY OUTPUTS, 

IC DIGITAL NAND-GATE 74LS00... 2 INPUT, QUAO, 
TTL-SCHOTTKY-L/PWR, 14 PIN, DUAL-IN-LINE. 

IC DIGITAL FLIP-FLOP/O-TYPE 74L874.. 2 BIT, DUAL, 
POS EDGE TRIGGER, PLUS SET & CLEAR, 

IC ANALOGUE OPERATIONAL AMP TLO72CP... DUAL, 
JFET-INPUT, LINEAR, 8 PIN, DUAL-IN-LINE. 


IC DIGITAL MULTIPLEXER 74HC157., 2 INPUT, 4 BIT, 
QUAD, NON-INVEATING, DATA SELECTOR, CMOS-H/SPEED, 


IC ANALOGUE RMS/DC CONVERTER ADSS6AJH... LINEAR, 
MONOLITHIC, 10 PIN, TO-100. 


IC DIGITAL NANO-GATE 74LS00... 2 INPUT, QUAD, 
TTL-SCHOTTKY-L/PWR, 14 PIN, DUAL-IN-LINE. 


JC DIGITAL NOR-GATE 74LS02., 2 INPUT, QUAD, 
TTL-SCHOTTKY-L/PWR, 14 PIN, DUAL-IN-LINE. 


IC DIGITAL FLIP-FLOP/MONOSTABLE 74LS122... 
RETRIGGERABLE, TTL-SCHOTTKY-L/PWR, 14 PIN, 


IC DIGITAL FLIP-FLOP/D-TYPE 74LS74.. 2 BIT, DUAL, 
POS EOGE TRIGGER, PLUS SET & CLEAR, 


IC PROGRAMMED PAL, SET OF 1, 2955B, ADDRESS 


Clr. 
Ref, 


Ml part 
number 


Description 


Microprocessor board AB4/2 (conid.) 


LK1 


LK2 


Ail 


R3 


R5 


R6 


R7 


R8 


Ag 


Rid 


R11 


Ri2 


R13 


Ri4 


Rid 


R16 


Ri7 


R18 


Rid 


R20 


R21 


R25 


R26 


R28 


R29 


R30 


6-62 


23435/990 


23435/990 


24772/089 
24772/121 
24772/089 
24772/121 
24772/041 
24772/117 
24772/117 
24772/105 
24772/0265 
24772/025 
24772/117 
24772/083 
24772/117 
24772/041 
24772/117 
94772/025 
24772/121 
24773/309 
24773/301 
24772/025 
24772/105 
24772/121 
24772/121 


24772/113 


CONNECTOR SHORTING, SOCKET, 2 WAY, FOR 0.64mm SQ 
PINS,_2.54mm_PITCH,_9.6mm_HIGH,_FREE_MOUNTING,_ 
CONNECTOR SHORTING, SOCKET, 2 WAY, FOR 0.64mm SQ 
PINS,_2.54mm_PITCH,_9.6mm_HIGH,_FREE_MOUNTING,_ 


RESISTOR FIXED METAL-FILM 4K7 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 4K7 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 47h +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 68K 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 68K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 22K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 68K +/- 2% i25mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 2K7 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 68K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). | 

RESISTOR FIXED METAL-FILM 47R +/- 2% 125mW 150V 
100 ppm/DEG CG, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 68K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10R 4+/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100K +/- 2% 125mW 150V 
{00 ppm/DEG.G, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 33K +/- 2% 250mW 250V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 15K +/- 2% 250mW 250V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10R +/- 2% 125mW i50V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 22K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 47K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


46882-114B 
Dec. 91 


REPLACEABLE PARTS 


Description 


Microprocessor board AB4/2 (contd.) 


Dec. 91 


> es ~~ sure 

R31 24772/116 
R32 24773/265 
R33 24772/125 
R34 24772/089. 
R35 24772/089 
R36 24772/089 
R37 24772/105 
R38 24772/077 
R39 24772/117 
R42 24772/073 
R44 24772/065 
R45 24772/060 
R46 24772/097 
R47 24772/060 
R48 24772/097 
R50 24772/065 
A51 24772/065 
R52 24772/065 
R53 24772/065 
R54 24772/065 
R55 24772/065 
R56 24772/065 
A57 24772/065 
A58 24772/065 
R59 24772/065 
TR1 28435/227 
46882-114B 


RESISTOR FIXED METAL-FILM 62K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXEO METAL-FILM 470R +/- 2% 250mW 250V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 150K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 4K7 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 4K7 4+/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 4K7 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 22K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K5 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 68K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 470R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 300R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 300R +/- 2% 125mW 150V 
100 pprn/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 470R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 470R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 470R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 470R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 470R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 470R +/- 2% 125mW 150V 
100 ppm/DEG C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 470R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 470A +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 470R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 470A 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


TRANSISTOR PNP BIPOLAR 8C307A OR B... 45V 130MHz 
200mW 100mA 180hFE @ 2mA, TO-92, (LOOSE). 


Cir. Mi part 


Rei. number Description 
Microprocessor board AB4/2 (contd.) 
TR2 28435/227 TRANSISTOR PNP BIPOLAR BC307A OR B... 45V 130MHz 

200mW 100mA 180hFE @ 2mA, TO-92, (LOOSE). 
TR3 28452/781 TRANSISTOR NPN BIPOLAR BC208B.... 20V 150MHz 200mW 

100mA 290hFE @ 2mA, TO-92, (TAPED EMITR FIRST). € 
TR4 28452/781 TRANSISTOR NPN BIPOLAR BC208B.... 20V 150MHz 200mW 


100mA 290hFE @ 2mA, TO-92, (TAPED EMITR FIRST). 


| @ 
| 


46882-114B 
6-64 Dec, 91 


Clr. 
Ref. 


Ml part 
number 


REPLACEABLE PARTS 


Description 


Demodulation and scope board AB5/2 


44829/770 
C102 26343/437 
C103 26343/437 
C104 26343/437 
Ci05 26343/438 
C106 26421/124 
C107 26343/447 
C108 26943/447 
C109 26343/447 
C110 26582/428 
Cii1 26343/493 
Git2 26343/447 
C113 26343/447 
Ci14 26343/447 
C115 26343/437 
C116 26343/437 
Ci17 26343/447 
C118 26343/447 
C119 26343/447 
Ci21 26343/437 
C122 26582/432 
C123 26538/918 
C124 26582/429 
C125 26343/435 
C126 26383/006 
C127 263543/447 
46882-114B 


Dec. 91 


When ordering, prefix circuit reference with AB5/2. 


Complete unit 


CAPACITOR FIXED CERAMIC 100pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 100pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 100pF +/-2% 63V Ni50 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 120pF +/-2% 63V Ni50 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 220uF +4/-20% 16V 
ELECTROLYTIC, RADIAL, 5mm PWP, (LOOSE OR TAPED). 
CAPACITOR FIXED CERAMIC 330pF +/-2% 638V N750 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXEO CERAMIC 390pF +/-2% 63V N750 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPAGITOR FIXED CERAMIC 330pF +/-2% 63V N750 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 47nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 15pF +/-2% 63V NPO 
SINGLELAYER, RAOIAL, 2.5mm PWP, (TAPED), 
CAPACITOR FIXED CERAMIC 330pF +/-2% 63V N750 
SINGLELAYER, RADIAL, 2.6mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 330pF +/-2% 63V N750 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 330pF +/-2% 63V N750 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 100pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 100pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 330pF +/-2% 63V N750 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 330pF +/-2% 63V N750 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 330pF +/-2% 63V N750 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 100pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 1tuF +/-10% 50V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYSTYRENE 4.7nF 4+/-1% 63V 125 
ppm/DEG.C, RADIAL, 5.08 mm PWP, SQUARE, WIRES ON 
CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 220pF +/-2% 63V N750 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 330pF +/-2% 63V N750 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


Cir. 
Ref. 


Mil part 
number 


Description 


Demodulation and scope board AB5/2 (contd.) 


Ci28 


C129 


C130 


C131 


C132 


C133 


C134 


C135 


C136 


Ci37 


G138 


C139 


Ci40 


C141 


C142 


C143 


C144 


C145 


C146 


C147 


C148 


C200 


C201 


C202 


C203 


C204 


C205 


C206 


6-66 


26343/437 
26343/447 
26383/585 
26383/581 
26983/592 
26421/114 
26421/114 
26343/447 
26343/447 


26343/447 


26343/493 


26343/447 
26343/447 
26343/447 
26343/437 
26343/437 
26582/432 
26582/408 
26582/408 
26343/444 
26343/433 
26582/208 
26383/006 
26343/435 
26343/490 
26343/493 
26421/112 


26421/112 


CAPACITOR FIXED CERAMIC 100pF +/-2% 63V Ni50 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIG 330pF +/-2% 68V N750 & 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). \ 
CAPACITOR FIXED CERAMIC inF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 560pF +/-10% 63V 202 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 1.2nF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 22uF +/-20% 25V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 22uF +/-20% 25V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 330pF +/-2% 63V N750 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 330pF +/-2% 63V N750 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPAGITOR FIXED CERAMIC 330pF +/-2% 63V N750 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPAGITOR FIXED CERAMIC 15pF +/-2% 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
GAPACITOR FIXED CERAMIC 330pF +/-2% 63V N750 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 330pF +/-2% 63V N750 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 330pF +/-2% 63V N750 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 100pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 100pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPAGITOR FIXED POLYESTER 1uF +/-10% 50V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 330nF +/-10% 63V RADIAL, 
10.2mm PWP, (LOOSE). 
CAPACITOR FIXED POLYESTER 330nF +/-10% 63V RADIAL, 
10 2mm PWP, (LOOSE). 
CAPACITOR FIXED CERAMIC S6pF +/-2% 63V Ni50 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 47pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 100nF +/-10% 250V 
RADIAL, 10.2mm PWP, (LOOSE). 
CAPACITOR FIXED CERAMIG 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 220pF +/-2% 63V N750 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 1.8pF +/-0.25pF 68V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED GERAMIG 15pF +/-2% 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 10uF +/-20% 35V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 10uF +/-20% 35V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 


& 


46882-114B 
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REPLACEABLE PARTS 


Description 


Demodulation and scope board AB5/2 (contd.) 


Cir. Mi part 
Ref. number 
C207 26582/430 
C208 26582/430 
C300 26538/867 
C301 26598/867 
C302 26538/867 
C303 26538/867 
C304 26538/867 
C305 26538/867 
C306 26538/926 
C307 26343/435 
C308 26538/926 
C309 26538/912 
C310 26421/115 
C311 26538/918 
C312 26538/918 
C313 26538/918 
C314 26538/918 
C315 26582/299 
C316 26538/910 
Cal7 26582/299 
C318 26538/932 
C319 26383/006 
C320 26582/432 
C321 26421/124 
C322 26582/429 
C323 26421/124 
C324 26383/006 
C325 26383/006 
46882-1148 


Sep. 93 


CAPACITOR FIXED POLYESTER 220nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 220nF 4/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYSTYAENE 22nF 4/-1% 63V 125 
ppm/OEG.C, RADIAL, 5.08 mm PWP, SQUARE, WIRES ON 
CAPACITOR FIXED POLYSTYRENE 22nF 4/-1% 63V 125 
ppm/DEG.C, RADIAL, 5.08mm PWP, SQUARE, WIRES ON 
CAPACITOR FIXED POLYSTYRENE 22nF +/-1% 63V 125 
ppm/DEG.C, RADIAL, 5.068mm PWP, SQUARE, WIRES ON 
CAPACITOR FIXED POLYSTYRENE 22nF +/-1% 63V 125 
ppm/DEG.C, RADIAL, 5.08 mm PWP, SQUARE, WIRES ON 
CAPACITOR FIXED POLYSTYRENE 22nF +/-1% 63V 125 
ppm/DEG.C, RADIAL, 5.08 mm PWP, SQUARE, WIRES ON 
CAPACITOR FIXED POLYSTYRENE 22nF 4/-1% 63V 125 
ppm/DEG.C, RADIAL, 5.08 mm PWP, SQUARE, WIRES ON 
CAPACITOR FIXED POLYSTYRENE 10nF +/-1% 63V 125 
ppm/DEG.C, RADIAL, 5.08 mm PWP, SQUARE, WIRES ON 
CAPACITOR FIXED CERAMIC 220pF +/-2% 63V N750 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED POLYSTYRENE 10nF +/-1% 63V 125 
ppm/DEG C, RADIAL, 5.08 mm PWP, SQUARE, WIRES ON 
CAPACITOR FIXED POLYSTYRENE 2.7nF +/-1% 63V 125 
ppm/DEG.C, RADIAL, 5.08 mm PWP, SQUARE, WIRES ON 
CAPACITOR FIXED ALUMINIUM 33uF +4/-20% 25V 
ELECTROLYTIC, RADIAL, Smm PWP, (TAPED). 
CAPACITOR FIXED POLYSTYRENE 4.7nF 4+/-1% 63V 125 
ppm/DEG.C, RADIAL, 5.08mm PWP, SQUARE, WIRES ON 
CAPACITOR FIXED POLYSTYRENE 4.7nF +/-1% 63V 125 
ppm/DEG.C, RADIAL, 5.08mm PWP, SQUARE, WIRES ON 
CAPACITOR FIXED POLYSTYRENE 4.7nF +/-1% 63V 125 
ppm/DEG.C, RADIAL, 5.08 mm PWP, SQUARE, WIRES ON 
CAPACITOR FIXED POLYSTYRENE 4.7nF +/-1% 63V 125 
ppm/DEG.C, RADIAL, §.08 mm PWP, SQUARE, WIRES ON 
CAPACITOR FIXED POLYCARBONATE 100nF +/-2% 100V 125 
ppm/DEG.C, RADIAL, 10.2mm PWP, (LOOSE). 
CAPACITOR FIXED POLYSTYRENE 2.2nF 4+/-1% 63V 125 
ppm/DEG.C, RADIAL, 5 08mm PWP, SQUARE, WIRES ON 
CAPACITOR FIXED POLYCARBONATE 100nF +/-2% 100V 125 
ppm/DEG.C, RADIAL, 10.2mm PWP, (LOOSE). 
CAPACITOR FIXED POLYSTYRENE 22nF +/-1% 63V 125 
ppm/DEG.C, RADIAL, 5.08 mm PWP, SQUARE, WIRES ON 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 1uF +/-10% 50V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 220uF 4+/-20% 16V 
ELECTROLYTIC, RADIAL, 5mm PWP, (LOOSE OR TAPED). 
CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 220uF +/-20% 16V 
ELECTROLYTIC, RADIAL, 5mm PWP, (LOOSE OR TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/4+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
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C326 


C327 


Di00 


D101 


D102 


D103 


D200 


D300 


1C7100 


IC101 


1C102 


1C103 


IC104 


IC105 


IC106 


C107 


1C108 


1C200 


1C201 


1C202 


IC203 


1G204 


IC205 


1C300 


6-68 


26383/006 


26343/431 


2837 1/371 


28336/676 


28336/676 


28371/371 


28336/676 


28336/676 


28461/347 


28461/348 


28461/695 


28468/402 


2846 1/349 


28461/347 


28461/407 


28461/347 


28461/349 


28461/347 


28461/347 


28461/368 


28461/377 


28461/378 


28461/348 


28461/349 


CAPACITOR FIXED CERAMIC 10nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC 82pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


DIODE ZENER BZX79-C4V7,.. 500mW 4.7V 5% 250mA 
AXIAL, DO-35, (TAPED). 


DIODE GENERAL-PURPOSE 1N4148... 75V 110mA 1Vi @ 
10mA, AXIAL, DO-35, (TAPED). 


DIODE GENERAL-PURPOSE 1N4148... 75V 110mA 1Vf @ 
10mA, AXIAL, DO-35, (TAPED). 


DIODE ZENER BZX79-C4V7... 500mW 4.7V 5% 250mA 
AXIAL, DO-35, (TAPED). 


DIODE GENERAL-PURPOSE 1N4148... 75V 110mA 1Vi @ 
10mA, AXIAL, DO-35, (TAPED). 


DIODE GENERAL-PURPOSE 1N4148... 75V 110mA iVi @ 
10mA, AXIAL, DO-35, (TAPED). 


IC ANALOGUE OPERATIONAL AMP TLO7i1CP... SINGLE, 
JFET-INPUT, LINEAR, 8 PIN, DUAL-IN-LINE. 


IC ANALOGUE OPERATIONAL AMP TLO72CP... DUAL, 
JFET-INPUT, LINEAR, 8 PIN, DUAL-IN-LINE. 


IC ANALOGUE COMPARATOR LM311.. SINGLE, 15V 500mW, 
LINEAR, MONOLITHIC, 8 PIN, DUAL-IN-LINE. 

IC DIGITAL FLIP-FLOP/MONOSTABLE 74121,. TTL, 14 
PIN, DUAL-IN-LINE. 


IC ANALOGUE OPERATIONAL AMP TLO74CN... QUAD, 
JFET-INPUT, LINEAR, 14 PIN, DUAL-IN-LINE. 


IC ANALOGUE OPERATIONAL AMP TLO71CP... SINGLE, 
JFET-INPUT, LINEAR, 8 PIN, DUAL-IN-LINE. 


IC ANALOGUE OPERATIONAL AMP AD712JN.. DUAL, 15V 
PWR BANOWOTH 200kHz, SLEW-RATE 16V/uS, I/P OFFSET 


IC ANALOGUE OPERATIONAL AMP TLO71CP... SINGLE, 
JFET-INPUT, LINEAR, 8 PIN, DUAL-IN-LINE. 


IC ANALOGUE OPERATIONAL AMP TLO74CN... QUAD, 
JFET-INPUT, LINEAR, 14 PIN, DUAL-IN-LINE. 


IC ANALOGUE OPERATIONAL AMP TLO71CP.,. SINGLE, 
JFET-INPUT, LINEAR, 8 PIN, DUAL-IN-LINE. 


IC ANALOGUE OPERATIONAL AMP TLO71CP... SINGLE, 
JFET-INPUT, LINEAR, 8 PIN, DUAL-IN-LINE. 


IC ANALOGUE OPERATIONAL AMP OP27GP... ULTRA LOW 
NOISE, MONOLITHIC, 8 PIN, DUAL-IN-LINE. 


IC ANALOGUE OPERATIONAL AMP TLO72BCP.., DUAL, 
JFET-INPUT, LINEAR, 8 PIN, DUAL-IN-LINE. 


IC ANALOGUE OPERATIONAL AMP TLO74BCP.. QUAD, 
JFET-INPUT, LINEAR, 14 PIN, DUAL-IN-LINE. 


IC ANALOGUE OPERATIONAL AMP TLO72BCP... ,DUAL 
JFET-INPUT, LINEAR, 8 PIN, DUAL-IN-LINE. 


IC ANALOGUE OPERATIONAL AMP TLO74CN.,.. QUAD, 
JFET-INPUT, LINEAR, 14 PIN, DUAL-IN-LINE. 
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— 
10301  28461/349 
IC302  28461/348 
Ic303. =: 28 469/182 
Ic304 -28462/619 
Ic305-28462/619 
IC306  28462/619 
IC307 += 28465/029 
IC308 © 28465/029 
IC309  28465/029 
Ic311 + 28465/029 
10312 --28461/833 
IC313  28461/936 
10314: 28461/936 
IC315  28461/936 
IC316  28461/833 
(C317 += 2846 1/936 
[C318 © 28461/979 
(C319 28461/936 
1c321  ©28461/349 
“10322 = 28469/717 
L101 23642/567 
L300 23642/558 
L301 23642/558 
46882-114B 


IC ANALOGUE OPERATIONAL AMP TLO74CN... QUAD, 
JFET-INPUT, LINEAR, 14 PIN, DUAL-IN-LINE. 


IG ANALOGUE OPERATIONAL AMP TLO72GCP... DUAL, 
JFET-INPUT, LINEAR, 8 PIN, DUAL-IN-LINE. 


IC DIGITAL BUFFER/LINE-DARIVER 74LS244.. 1 INPUT, 
OCTAL, NON-INVERTING, TRI-STATE BUS, 


IC DIGITAL FLIP-FLOP/D-TYPE 74LS977... OCTAL, POS 


EDGE TRIGGER, CLOCK ENABLE, TTL-SCHOTTKY-L/PWR, 20 


IC DIGITAL FLIP-FLOP/D-TYPE 74LS377... OCTAL, POS 


EDGE TRIGGER, CLOCK ENABLE, TTL-SCHOTTKY-L/PWR, 20 


IC DIGITAL FLIP-FLOP/D-TYPE 74LS377.,. OCTAL, POS 


EDGE TRIGGER, CLOCK ENABLE, TTL-SCHOTTKY-L/PWR, 20 


IC DIGITAL DECODER/DEMULTIPLEX 74LS139.. 2 INPUT, 
4 BIT, DUAL, INVERTING, 1 BIT ADDRESS, 

IC DIGITAL DECODER/DEMULTIPLEX 74L8139.. 2 INPUT, 
4 BIT, DUAL, INVERTING, 1 BIT ADDRESS, 

[C DIGITAL DECODER/DEMULTIPLEX 74LS139.. 2 INPUT, 
4 BIT, DUAL, INVERTING, 1 BIT ADDRESS, 

IC DIGITAL DECODER/DEMULTIPLEX 74LS139.. 2 INPUT, 
4 BIT, DUAL, INVERTING, 1 BIT ADDRESS, 

|C ANALOGUE SWITCH 0G211CJ.... QUAD, SPST, CMOS, 
16 PIN, DUAL-IN-LINE. 

IC ANALOGUE SWITCH DG211CV.... 
16 PIN, DUAL-IN-LINE. 

IC ANALOGUE SWITCH DG211Cu.... 
16 PIN, DUAL-IN-LINE. 

IC ANALOGUE SWITCH 0G211Cu.... 
16 PIN, DUAL-IN-LINE, 

IC ANALOGUE SWITCH 0G211Cu.... 
16 PIN, DUAL-IN-LINE, 

IC ANALOGUE SWITCH DG211Cu.... 
16 PIN, DUAL-IN-LINE, 

IC ANALOGUE SWITCH DG529CV... DUAL, 15V LATCHABLE, 
CMOS, 18 PIN, DUAL-IN-LINE. 

IC ANALOGUE SWITCH 0G211C4J.,.. QUAD, SPST, CMOS, 
16 PIN, OUAL-IN-LINE. 

IC ANALOGUE OPERATIONAL AMP TLO74CN.., QUAD, 
JFET-INPUT, LINEAR, 14 PIN, DUAL-IN-LINE. 

IC ANALOGUE SWITCH SD5002.,. QUAD, 7.5V ARRAYS, 
OMOS, 16 PIN, DUAL-IN-LINE. 


QUAD, SPST, CMOS, 
QUAD, SPST, CMOS, 
QUAD, SPST, CMOS, 
QUAD, SPST, GMOS, 


QUAD, SPST, CMOS, 


INDUCTOR FIXED 1mH +/- 10% COATED-LACQUER, 
MINIATURE, 70rmA 40R MAX, 40 Q @ 0.79 MHz, 2.2 MHz 

INDUCTOR FIXED 33uH +/- 10% COATED-LACQUER, 
MINIATURE, 210mA 5R2 MAX, 55 Q @ 2.5 MHz, 20 MHz 

INDUCTOR FIXED 33uH +/- 10% COATED-LACQUER, 
MINIATURE, 210mA 5R2 MAX, 55 Q @ 2.5 MHz, 20 MHz 
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R102 


R103 


Ri04 


R105 


Ri06 


R107 


R108 


R109 


Ali 


Rii2 


R113 


Rii4 


Riis 


Rii6 


R1i7 


Riis 


Hits 


Ri20 


Ri2i 


Ri22 


Ri23 


R124 


R125 


Ri26 


R127 


Ri28 


R129 


R131 


6-70 


24772/101 
24772/119 
24772/105 
24772/107 
2571 1/612 
24753/364 
24753/475 
24753/626 
24772/083 
24772/083 
24772/073 
24772/121 
2472/1114 
24773/258 
24753/582 
24753/347 
24753/375 
24772/065 
24753/618 
24753/35 1 
24753/370 
24772/096 
24772/096 
24772/109 
24772/137 
24772/095 
25711/603 


24772/110 


RESISTOR FIXED METAL-FILM 15K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 82K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 22K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 27K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR VARIABLE CERMET LINEAR, 50K 10% 500mW 
200V 150 ppm/DEG.C, SINGLE-TURN, VERTICAL-PCB, 
RESISTOR FIXED METAL-FILM 4K99 +/- 0.5% 250mW 200V 

50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 
RESISTOR FIXED METAL-FILM 3K +/- 0,5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 
RESISTOR FIXED METAL-FILM 2K +/- 0.56% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 
RESISTOR FIXED METAL-FILM 2K7 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 
RESISTOR FIXED METAL-FILM 2K7 +/- 2% 125mW 150V 
_100 ppm/DEG.C, AXIAL, (TAPED)... ) 
RESISTOR FIXED METAL-FILM iK +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 
RESISTOR FIXED METAL-FILM 100K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 
RESISTOR FIXED METAL-FILM 39K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 
RESISTOR FIXED METAL-FILM 240R +/- 2% 250mW 250V 
100 ppm/DEG.C, AXIAL, (TAPED). 
RESISTOR FIXED METAL-FILM 54K6 +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 
RESISTOR FIXED METAL-FILM 110K +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 
RESISTOR FIXED METAL-FILM 78K7 +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 
RESISTOR FIXED METAL-FILM 470R +/- 2% 125mW 150V 
100 ppm/DEG.G, AXIAL, (TAPED). 
RESISTOR FIXED METAL-FILM 24K3 +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 
RESISTOR FIXED METAL-FILM 48K7 +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 
RESISTOR FIXED METAL-FILM 28K +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 
RESISTOR FIXED METAL-FILM 9K1 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 
RESISTOR FIXED METAL-FILM 9Ki +/- 2% 125mW 150V 
100 ppm/DEG.G, AXIAL, (TAPED). 
RESISTOR FIXED METAL-FILM 33K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 
RESISTOR FIXED METAL-FILM 470K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 
RESISTOR FIXED METAL-FILM 8K2 +/- 2% 125mW 150V 
100 ppm/DEG.G, AXIAL, (TAPED), 
RESISTOR VARIABLE CERMET LINEAR, 10K 10% 500mW 
200V 150 ppm/DEG.C, SINGLE-TURN, VERTICAL-PCB, 


RESISTOR FIXED METAL-FILM 36K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 
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R132 24772/126 
R133 24753/624 
R134 24753/377 
A1a5 24772/097 
R136 24772/049 
A137 24772/121 
R138 25711/613 
R139 24772/121 
R141 24772/121 
Ri42 24772/073 
R143 24772/109 
A144 24772/111 
A145 24772/081 
R146 24772/105 
R147 24772/097 
R148 24772/079 
R149 = 24772/093 
Ri50 24772/089 
A151 24772/117 
R162 24772/071 
R153 24772/089 
A154 24772/105 
Riss 24772/105 
A156 24772/090 
R157 24753/582 
A158 24753/347 
R159 24753/375 
Ri60 24772/097 
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RESISTOR FIXED METAL-FILM 160K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 1K +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 8K66 +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 


RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR VARIABLE CERMET LINEAR, 100K 10% 500mW 
200V 150 ppm/DEG.C, SINGLE-TUAN, VERTICAL-PCB, 

RESISTOR FIXED METAL-FILM 100K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100K +/- 2% 125mW 150V 
100 ppm/DEG,C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 33K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 39K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 2K2 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED), 

RESISTOR FIXED METAL-FILM 22K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K& +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 6K8 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 4K7 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 68K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 820R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 4K7 +/- 2% 125mW 150V 
100 ppm/DEG,C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 22K 4+/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 22K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 5K1 +/- 2% 125mW 150V 
100 ppnV/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXEO METAL-FILM 54K6 +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OA TAPED). 


RESISTOR FIXED METAL-FILM 110K 4/- 0.5% 250mW 200V 
50 ppmV/DEG.C, AXIAL, (LOOSE OR TAPED). 


RESISTOR FIXED METAL-FILM 78K7 +/- 0.5% 250mW 200V 
50 ppm/DEG,.C, AXIAL, (LOOSE OR TAPED). 


RESISTOA FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 
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RAi61 


R162 


R163 


R164 


R165 


Ri66 


R167 


R168 


Ri69 


A171 


Ri72 


R173 


R174 


Ri75 


R176 


R177 


R200 


R201 


R202 


R203 


R204 


R205 


R206 


R207 


R208 


R209 


R210 


R211 
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24772/025 
24772/026 
24753/618 
24753/351 
24753/370 
24772/137 
24772/097 
25711/610 
24772/121 
24772/111 
25711/603 
24772/129 
24772/129 
24772/089 
24772/125 
24772/115 
24772/085 
24753/337 
24772/137 
24753/582 
24753/363 
24753/355 
24753/640 
24772/105 
24772/083 
25711/609 
24772/097 


24753/355 


RESISTOR FIXED METAL-FILM 10R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10R +/- 2% 125mW 150V & 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 24K3 +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 48K7 +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 28K +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 470K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR VARIABLE CERMET LINEAR, 5K 10% 500mW 200V 
150 ppm/DEG.C, SINGLE-TURN, VERTICAL-PCB, 0.375in 

RESISTOR FIXED METAL-FILM 100K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL=FILM 39K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR VARIABLE CERMET LINEAR, 10K 10% 500mW 
200V 150 ppm/DEG.C, SINGLE-TURN, VERTICAL-PCB, 

RESISTOR FIXED METAL-FILM 220K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 220K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 4K7 4+/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 150K +/- 2% 125mW 150V © 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 56K 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 3K3 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1M +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 470K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 54K6 +/- 0.5% 250mW 200V 
50 ppm/DEG C, AXIAL, (LLOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 499K +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 40K2 +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 4K32 +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 22K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 2K7 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED), 

RESISTOR VARIABLE CERMET LINEAR, 2K 10% 500mW 200V 
150 ppm/DEG.C, SINGLE-TURN, VERTICAL-PCB, 0.375in 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 40K2 +/- 0.5% 250mW 200V & 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED), 
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Ree name 
R212. 24753/482 
R213 25711/613 
R214. —s24772/129 
R215 —«- 2472/0681 - 
R216 =: 24753/364 
R217 ~~. 24753/475 
Rei —s-«24753/624 
R219 24753/624 
R220 24772/097 
R221 24772/128 
A222 24772/121 
A223 «= 24772/120 
R224 ~—«-24772/098 
R225 24772/104 
R226 AH. Wy aes as bee 
R227. ~—s«-24753/640 
po28 ©. 24772/105 
R229 24772/101 
R231 25711/603 
A232 24753/539 
R233 24753/642 
A234 24753/628 
R235 24772/073 
R236 24753/364 
R237 24753/475 
R238 24753/624 
R239 24753/624 
R241 24772/025 
46882-1148 


RESISTOR FIXED METAL-FILM 4K +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR VARIABLE CERMET LINEAR, 100K 10% 500mW 
200V 150 ppm/DEG.C, SINGLE-TURN, VERTICAL-PCB, 

RESISTOR FIXED METAL-FILM 220K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 330R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 4K99 +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED), 

RESISTOR FIXED METAL-FILM 3K 4+/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 1K 4/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 200K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 91K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 11K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 20K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 40K2 +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 4K32 +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 22K 4+/- 2% 125mW 150V 
100 ppm/OEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 15K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR VARIABLE CERMET LINEAR, 10K 10% S500mW 
200V 150 ppm/DEG.C, SINGLE-TURN, VERTICAL-PCB, 

RESISTOR FIXED METAL-FILM 18K72 4/- 0.5% 250mW 
200V 50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 1K87 4+/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 4K99 +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 3K +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 1K 4/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K 4/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10R 4+/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 
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R242 


R243 


R244 


R245 


A300 


A301 


R302 


R303 


R304 


R305 


R306 


R307 


R308 


R309 


R310 


R311 


R312 


A313 


R314 


R315 


R316 


A317 


R318 


R319 


R320 


R321 


R322 


R323 
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24772/025 
25711/613 
25711/613 
24772/121 
24753/479 
24753/542 
24753/376 
24753/371 
24753/580 


25711/610 


24772/107 


24753/372 


24753/367 


24753/367 


24753/570 


24753/538 


247932/261 


24732/262 


25711/611 


24732/200 


24732/265 


24732/264 


24753/583 


24732/261 


25711/611 


24732/262 


24732/263 


247932/265 


RESISTOR FIXED METAL-FILM 10R +/- 2% 125mW 150V 
100 ppm/DEG C, AXIAL, (TAPED). 


RESISTOR VARIABLE CERMET LINEAR, 100K 10% 500mW 
200V 150 ppm/DEG.C, SINGLE-TURN, VERTICAL-PCB, 


RESISTOR VARIABLE CERMET LINEAR, 100K 10% 500mW 
200V 150 ppm/DEG.C, SINGLE-TURN, VERTICAL-PCB, 


RESISTOR FIXED METAL-FILM 100K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL; (TAPED). 


RESISTOR FIXED METAL-FILM 3K57 +/- 0.5% 250mW 200V 
50 ppm/DEG.G, AXIAL, (LOOSE OR TAPED). 


RESISTOR FIXED METAL-FILM 150K +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 


RESISTOR FIXED METAL-FILM 8K45 4/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 


RESISTOR FIXED METAL-FILM 29K4 4/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 


RESISTOR FIXED METAL-FILM 30K8 +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 


RESISTOR VARIABLE CERMET LINEAR, 5K 10% 500mW 200V 


.. 160 ppm/DEG,C, SINGLE-TUAN, VERTICAL-PCB, 0.375in . 


RESISTOR FIXED METAL-FILM 27K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 35K7 +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED), 

RESISTOR FIXED METAL-FILM 12K7 +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 12K7 +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED), 

RESISTOR FIXED METAL-FILM 6K92 +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 15K +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 59K +/- 0.25% 250mW 200V 
25 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 5K23 +/- 0.25% 250mW 
200V 25 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR VARIABLE CERMET LINEAR, 20K 10% 500mW 
200V 150 ppm/DEG.C, SINGLE-TURN, VERTICAL-PCB, 

RESISTOR FIXED METAL-FILM 226K +/- 0.25% 250mW 
200V 25 ppm/DEG.C, LOW-INDUCTANCE, AXIAL, (LOOSE 

RESISTOR FIXED METAL-FILM 19K6 +/- 0.25% 250mW 
200V 25 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FII_M 39K2 +/- 0.25% 250mW 
200V 25 ppm/DEG C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 61K9 +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 59K +/- 0.25% 250mW 200V 
25 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR VARIABLE CERMET LINEAR, 20K 10% 500mW 
200V 150 ppm/DEG.C, SINGLE-TURN, VERTICAL-PGB, 

RESISTOR FIXED METAL-FILM 5K23 +/- 0.25% 250mW 
200V 25 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 232K 4/- 0.25% 250mW 
200V 25 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 19K6 +/- 0.25% 250mW 
200V 25 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 
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Be cumcat 
R324 24732/264 
A325 24753/378 
R326 24753/362 
R327 24753/362 
A328 24753/355 
R329 24753/367 
R331 24753/367 
Ra32 24753/369 
R334 24772/089 
A335 24772/070 
AI36 24772/121 
R337 24772/065 
A338 24772/065 
A339 25711/603 
R340 243921/885 
RLA 23486/525 
TP1 23495/188 
TP2 239435/188 
TP3 23435/188 
TP4 93435/188 
TP5 23435/188 
TP6 23435/188 
46882-114B 
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RESISTOR FIXED METAL-FILM 39K2 +/- 0.25% 250mW 
200V 25 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 90K9 +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 34K +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 34K +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 40K2 +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 12K7 +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 12K7 +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 23K2 +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 4K7 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 750R 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 470R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 470R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR VARIABLE CERMET LINEAR, 10K 10% 500mW 
200V 150 ppm/DEG.C, SINGLE-TURN, VERTICAL-PCB, 
RESISTOR FIXED METAL-GLAZE 10M +/- 5% 250mW 1.6KV 

200 ppm/DEG.C, AXIAL, (TAPED). 


RELAY REED, SINGLE-POLE N/O, 5V COIL, 500R - 
CONTACTS 0,5A, 200V, MAX LOAD 10W, SCREEN CAN SPOT 


TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 
HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 


TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 
HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 


TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 
HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 


TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 
HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 


TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 
HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 


TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 
HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 


Cir. Mi part 
Rei. number Description 


Demodulation and scope board AB5/2 (contd.) 
TR100 28452/771 TRANSISTOR NPN BIPOLAR BC209C..., 20V 150MHz 200mW 
100mA 420hFE @ 2mA, TO-92, (TAPED EMITR FIRST). 


TR104 28459/010 TRANSISTOR N-CHANNEL-DEPLETION MOSFET 40673.... 
20V 400MHz 330mW 50mA DUAL-GATE, 4 LEAD, TO-72, € 


TA102 28452/777 TRANSISTOR NPN BIPOLAR BC109B,C.... 20V 150MHz 
300mW 100mA 410hFE @ 2mA, TO-1i8. 
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44829/526 
C1 26421/122 
C2 26343/445 
C3 26383/582 
C4 26538/904 
C5 26343/434 
C6 26343/445 
C7 26383/582 
cB 26538/904 
cg 26343/434 
C10 26421/122 
cit 26421/122 
C12 26582/211 
C13 26421/115 
14 26582/430 
C15 26538/918 
C16 26538/930 
C17 26538/924 
cia 26582/429 
Ci39 26582/429 
C20 26582/429 
C21 26562/429 
C22 96582/429 
23 26582/429 
C24 26582/429 
625 26582/429 
46882-114B 


When ordering, prefix circuit reference with AB6/1. 


Complete unit 


CAPACITOR FIXED ALUMINIUM 100uF +/-20% 35V 
ELECTROLYTIC, RADIAL, 5mm PWP, (LOOSE OR TAPED). 


CAPACITOR FIXED CERAMIC 15pF +/-2% 63V N470 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC 470pF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED POLYSTYRENE 1.2nF +/-1% 63V 125 
ppm/DEG.C, RADIAL, 5.08 mm PWP, SQUARE, WIRES ON 
CAPACITOR FIXED CERAMIC 68pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 15pF +/-2% 63V N470 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC 470pF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED POLYSTYRENE 1.2nF +/-1% 63V 125 
ppm/DEG.C, RADIAL, 5.08 mm PWP, SQUARE, WIRES ON 
CAPACITOR FIXED CERAMIC 68pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 100uF +/-20% 35V 
ELECTROLYTIC, RADIAL, 5mm PWP, (LOOSE OR TAPED). 
CAPACITOR FIXED ALUMINIUM 100uF +/-20% 35V 
ELECTROLYTIC, RADIAL, 5mm PWP, (LOOSE OR TAPED). 
CAPACITOR FIXED POLYESTER 100nF +/-10% 100V 250 
ppm/DEG,C, RADIAL, 10.2mm PWP, (LOOSE). 
CAPACITOR FIXED ALUMINIUM 33uF 4/-20% 25V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 220nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYSTYRENE 4.7nF +/-1% 63V 125 
ppm/DEG.C, RADIAL, 5.08 mm PWP, SQUARE, WIRES ON 


CAPACITOR FIXED POLYSTYRENE 15nF 4+/-1% 63V 125 
ppm/DEG.C, RADIAL, 5.08mm PWP, SQUARE, WIRES ON 


CAPACITOR FIXED POLYSTYRENE 8.2nF +/-1% 63V 125 
ppm/DEG.C, RADIAL, 5.08mm PWP, SQUARE, WIRES ON 

CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 


CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 100nF 4+/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 100nF +4/-10% 63V 330 
pprm/DEG.C, RADIAL, 5mm PWP, (TAPED). 


CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 


CAPACITOR FIXED POLYESTER 100nF +4/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 


CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
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C26 
C27 
C28 
C29 
C30 
C31 
C32 
C33 
C34 
C35 
C36 
C37 
C38 
fexcle 
C40 
C41 
C42 
C43 
C44 
C45 
C46 
C47 
C48 
C49 
C50 
C51 
C52 


C53 


6-78 


26582/429 


26582/429 


26582/429 


26582/429 


26346/120 


26346/120 


26346/120 


26346/120 


26346/120 


26346/120 


26346/120° 


26346/120 
26346/120 
26346/120 
26346/120 
26346/120 
26346/120 
26346/120 
26346/120 
26346/120 
26346/120 
26346/120 
26346/120 
26346/120 
26346/120 
26346/120 
26346/120 


26421/115 


CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 

CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 

CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 


CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 © 


ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 

CAPACITOR FIXED GERAMIG 10nF +/-20% 50V X7A 
MULTILAYER, AXIAL, (TAPED). 

CAPACITOR FIXED CERAMIC 10nF +/-20% 50V X7—A 
MULTILAYER, AXIAL, (TAPED). 

CAPACITOR FIXED CERAMIC 10nF +/-20% 50V X7RA 
MULTILAYER, AXIAL, (TAPED). 

CAPACITOR FIXED CERAMIC 10nF +/-20% 50V X7R 
MULTILAYER, AXIAL, (TAPED). 

CAPACITOR FIXED CERAMIC 10nF +/-20% 50V X7R 
MULTILAYER, AXIAL, (TAPED). 

CAPACITOR FIXED CERAMIC 10nF +/-20% 50V X7A 
MULTILAYER, AXIAL, (TAPED). 


~CAPACITOR FIXED CERAMIC 10nF +/-20% SOV X7RA - 


MULTILAYER, AXIAL, (TAPED). 

CAPACITOR FIXED GERAMIG 10nF +/-20% 50V X7R 
MULTILAYER, AXIAL, (TAPED). 

CAPACITOR FIXED CERAMIG 10nF 4/-20% 50V X7R 
MULTILAYER, AXIAL, (TAPED). 

CAPACITOR FIXED CERAMIC 10nF +/-20% SOV X7R 
MULTILAYER, AXIAL, (TAPED). 

CAPAGITOR FIXED CERAMIC 10nF +/-20% S0V X7R 
MULTILAYER, AXIAL, (TAPED). 

CAPACITOR FIXED CERAMIG 10nF 4/-20% 50V X7R 
MULTILAYER, AXIAL, (TAPED). 

CAPACITOR FIXED CERAMIC 10nF +/-20% 50V X7R 
MULTILAYER, AXIAL, (TAPED). 

CAPACITOR FIXED CERAMIC 10nF +/-20% 50V X7A 
MULTILAYER, AXIAL, (TAPED). 

CAPACITOR FIXED CERAMIC 10nF 4/-20% 50V X7R 
MULTILAYER, AXIAL, (TAPED). 

CAPACITOR FIXED GERAMIC 10nF 4+/-20% 50V X7R 
MULTILAYER, AXIAL, (TAPED). 

CAPACITOR FIXED CERAMIC 10nF +4/-20% S0V X7R 
MULTILAYER, AXIAL, (TAPED). 

CAPAGITOR FIXED CERAMIC 10nF +/-20% 50V X7R 
MULTILAYER, AXIAL, (TAPED). 

CAPACITOR FIXED CERAMIC 10nF +/-20% 50V X7A 
MULTILAYER, AXIAL, (TAPED). 

CAPACITOR FIXED CERAMIC 10nF +/-20% S50V X7R 
MULTILAYER, AXIAL, (TAPED). 

CAPACITOR FIXED CERAMIC 10nF +/-20% S50V X7R 
MULTILAYER, AXIAL, (TAPED). 

CAPACITOR FIXED CERAMIC 10nF +/-20% 50V X7A 
MULTILAYER, AXIAL, (TAPED). 

CAPACITOR FIXED CERAMIC 10nF 4/-20% 50V X7A 
MULTILAYER, AXIAL, (TAPED). 

CAPACITOR FIXED ALUMINIUM 33uF +/-20% 25V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
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= ees 
C54 26421/122 
C55 26421/122 
= Goo 26421/122 
C57 263943/438. 
C58 26343/494 
C59 26343/445 
C60 26343/445 
C61 26343/494 
C62 26343/494 
C63 26343/445 
C64 26343/445 
Cé5 26582/430 
C66 26943/437 
D1 28357/028 
D2 28357/028 
Da 28357/028 
D4 28357/028 
D5 28357/028 
D6 28357/028 
D7 28357/028 
D8 28357/028 
D9 28371/494 
Di0 28371/494 
ott 28357/028 
D12 28357/028 
D1i3 28371/494 
46882-114B 


CAPACITOR FIXED ALUMINIUM 100uF +/-20% 35V 


ELECTROLYTIC, RADIAL, Smm PWP, (LOOSE OR TAPED), 


CAPACITOR FIXED ALUMINIUM 100uF +/-20% 35V 


ELECTROLYTIC, RADIAL, 5mm PWP, (LOOSE OR TAPED). 


CAPACITOR FIXED ALUMINIUM 100UF +/-20% 35V 


ELECTROLYTIC, RADIAL, 5mm PWP, (LOOSE OR TAPED). 


CAPACITOR FIXED CERAMIC 120pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 33pF +/-2% 63V Ni50 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPAGITOR FIXED CERAMIG 15pF +/-2% 63V N470 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 15pF +/-2% 63V N470 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 33pF 4/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIG 3pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 15pF +/-2% 63V N470 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 15pF +/-2% 63V N470 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


CAPACITOR FIXED POLYESTER 220nF +/-10% 693V 330 


ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC 100pF +/-2% 63V Ni50 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


DIODE RECTIFIER 1N4004... 400V 1A 1.1Vf @ 1A, 
AXIAL, SOD-81, (TAPED). 
DIODE RECTIFIER 1N4004... 400V 1A 1.1Vf @ 1A, 
AXIAL, SOD-81, (TAPED). 
DIODE RECTIFIER 1N4004... 400V 1A 1.1VI @ 1A, 
AXIAL, SOD-81, (TAPED). 
DIODE RECTIFIER 1N4004... 400V 1A 1.1VI @ 1A, 
AXIAL, SOD-81, (TAPED). 
DIODE RECTIFIER 1N4004... 400V 1A 1.1VI @ 1A, 
AXIAL, SOD-81, (TAPED). 
DIODE RECTIFIER 1N4004... 400V 1A 1.1VI @ 1A, 
AXIAL, SOD-81, (TAPED). 
DIODE RECTIFIER 1N4004... 400V 1A 1.1VI @ 1A, 
AXIAL, SOD-81, (TAPED). 
DIODE RECTIFIER 1N4004... 400V 1A 1.1VI @ 1A, 
AXIAL, SOD-81, (TAPED). 
DIODE ZENER 1N825... 250mW 6.2V 5% 50mA 
_20ppm/DEG.C, AXIAL, DO-35, (TAPED). 
DIODE ZENER 1N825.,. 250mW 6.2V 5% SOmA 
20ppm/DEG.C, AXIAL, DO-35, (TAPED). 
DIODE RECTIFIER 1N4004,.. 400V 1A 1.1Vi @ 1A, 
AXIAL, SOD-81, (TAPED). 
DIODE RECTIFIER 1N4004... 400V 1A 1.1VI @ 1A, 
AXIAL, SOD-81, (TAPED). 
DIODE ZENER 1N825.,. 250mW 6.2V 5% 50mA 
20ppm/DEG.C, AXIAL, DO-35, (TAPED). 
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1C4 


IC2 


iC3 


IC6 


1C7 


IC8 


IC9 


IC10 


IC11 


IC12 


1C13 


1014 


IC15 


IC16 


1C17 


1C18 


IC19 


IC20 


IC22 


1C23 


1C24 


1C25 


1C26 


1C27 


1C28 


6-80 


28371/494 


28462/627 


28469/508 


28469/508 


28469/400 


28469/400 


28461/363 


28461/363 


28461/977 ~ 


28461/349 


— 28461/495 


28469/428 


28461/349 


28469/428 


28461/349 


28462/627 


28462/627 


28462/627 


2B8469/436 


28466/365 


28465/040 


28465/040 


28461/349 


28461/978 


28461/978 


28461/978 


DIODE ZENER 1N825... 250mW 6.2V 5% 50mA 
20ppm/DEG.C, AXIAL, DO-35, (TAPED). 


IC DIGITAL FLIP-FLOP/D-TYPE 74HC273.... OCTAL, POS 
EDGE TRIGGER, RESET, CMOS-H/SPEED, 20 PIN, 

IC DIGITAL ARRAY-LOGIC L5A0586., AUDIO SYNTHESIZER 
TO MI CUSTOM SPEC, CMOS, 68 PIN, PLCC. 


IG DIGITAL ARRAY-LOGIC L5A0586,, AUDIO SYNTHESIZER 
TO Mi CUSTOM SPEC, CMOS, 68 PIN, PLCC. 


~{C ANALOGUE D/A-CONVERTER AD7524UN... 15V 8 BIT 


MULTIPLYING, SLOW CURRENT SETTLE, CMOS, 16 PIN, 

IC ANALOGUE D/A-CONVERTER AD7524UN... 15V 8 BIT 
MULTIPLYING, SLOW CURRENT SETTLE, CMOS, 16 PIN, 

IC ANALOGUE OPERATIONAL AMP NE5532... DUAL, 
LINEAR, MONOLITHIC, 8 PIN, DUAL-IN-LINE. 

IC ANALOGUE OPERATIONAL AMP NE55322... DUAL, 
LINEAR, MONOLITHIC, 8 PIN, DUAL-IN-LINE. 

IC ANALOGUE D/A-CONVERTER 7537., DUAL, 15V 12 BIT, 
8+4 LOADING, REL-ACG +/-1 LSB, CMOS, 24 PIN, 

IC ANALOGUE OPERATIONAL AMP TLO74CN... QUAD, 
JFET-INPUT, LINEAR, 14 PIN, DUAL-IN-LINE. 

IC ANALOGUE AUDIO-AMPLIFIER TDA2030.. SINGLE, 28V 
14W, MONOLITHIC, 5 PIN, TO-220. 

IC ANALOGUE D/A-CONVERTER 7528... DUAL, 8 BIT 
BUFFERED MULTIPLYING, CMOS, 20 PIN, DUAL-IN-LINE. 

IC ANALOGUE OPERATIONAL AMP TLO74CN... QUAD, 
JFET-INPUT, LINEAR, 14 PIN, DUAL-IN-LINE. 

IC ANALOGUE D/A-CONVERTER 7528... DUAL, 8 BIT 
BUFFERED MULTIPLYING, CMOS, 20 PIN, DUAL-IN-LINE, 

IC ANALOGUE OPERATIONAL AMP TLO74CN... QUAD, 
JFET-INPUT, LINEAR, 14 PIN, DUAL-IN-LINE. 

IG DIGITAL FLIP-FLOP/D-TYPE 74HC273.... OCTAL, POS 
EDGE TRIGGER, RESET, CMOS-H/SPEED, 20 PIN, 

IC DIGITAL FLIP-FLOP/D-TYPE 74HC273.... OCTAL, POS 
EDGE TRIGGER, RESET, GMOS-H/SPEED, 20 PIN, 

IC DIGITAL FLIP-FLOP/D-TYPE 74HC273.... OCTAL, POS 
EDGE TRIGGER, RESET, GMOS-H/SPEED, 20 PIN, 

IC ANALOGUE D/A-CONVERTER 7545... 12 BIT BUFFERED, 
MULTIPLYING, CMOS, 20 PIN, DUAL-IN-LINE. 

IC DIGITAL NAND-GATE 74HCO0... 2 INPUT, QUAD, 
CMOS-H/SPEED, 14 PIN, DUAL-IN-LINE. 

IC DIGITAL DECODER/DEMULTIPLEX 74HC138.. 3 INPUT, 
8 BIT, SINGLE, INVERTING, 3 BIT ADDRESS, 

IC DIGITAL DECODER/DEMULTIPLEX 74HC138.. 3 INPUT, 
8 BIT, SINGLE, INVERTING, 3 BIT ADDRESS, 

IC ANALOGUE OPERATIONAL AMP TLO74CN.., QUAD, 
JFET-INPUT, LINEAR, 14 PIN, DUAL-IN-LINE. 

IC ANALOGUE SWITCH DG411... QUAD, 5V SPST, CMOS, 
16 PIN, DUAL-IN-LINE. 

{GC ANALOGUE SWITCH 0G411.,. QUAD, SV SPST, CMOS, 
16 PIN, DUAL-IN-LINE. 

IC ANALOGUE SWITCH DG411,.. QUAD, 5V SPST, CMOS, 
16 PIN, DUAL-IN-LINE. 
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Bee RL eee, 
1c29 28461/978 
{C30 28462/627 
’ C31 28469/128 
(C34 28461/978 | 
1035 28469/119 
{C36 28462/614 
1C37 28462/422 
1C38 28468/315 
{C39 28462/622 
1C40 28461/347 
Lt 23642/551 
L2 23642/555 
| L3 23642/551 
L4 23642/909 
Ril 25748/507 
R2 24772/068 
R3 94723/405 
A4 24723/405 
R5 924723/405 
AB 2.4723/405 
R7 24723/405 
: ats] 24723/405 
ete) 24723/215 
Ri0 24723/405 
46882-1148 


IC ANALOGUE SWITCH DG4i1... QUAD, 5V SPST, CMOS, 
16 PIN, DUAL-IN-LINE. 
IC DIGITAL FLIP-FLOP/D-TYPE 74HG273.... OCTAL, POS 
EDGE TRIGGER, RESET, CMOS-H/SPEED, 20 PIN, 
IC DIGITAL BUFFER/LINE-DRIVER 74HC244.. 1 INPUT, 
OCTAL, NON-INVERTING, TRI-STATE BUS, CMOS-H/SPEED, 
IC ANALOGUE SWITCH DG411... QUAD, 5V SPST, CMOS, 
1 16 PIN, DUAL-IN-LINE. 
IC DIGITAL INVERTER 74HC14,. HEX, SCHMITT-TRIGGER 
OPERATION, CMOS-H/SPEED, 14 PIN, OUAL-IN-LINE. 
IC DIGITAL FLIP-FLOP/O-TYPE 74LS175... QUAD, POS 
EDGE TRIGGER, PLUS CLEAR, TTL-SCHOTTKY-L/PWR, 16 
IC DIGITAL LATCH 74HCT573., OCTAL, TRI-STATE, 
NON-INVERTING, TRANSPARENT, D-TYPE, 
IC DIGITAL FLIP-FLOP/MONOSTABLE 74HC123A.. DUAL, 
POS EDGE TRIGGER, tW=AC, CMOS-H/SPEED, 16 PIN, 
IC DIGITAL FLIP-FLOP/D-TYPE 74HG74.. 2 BIT, DUAL, 
POS EDGE TRIGGER, PLUS SET & CLEAR, CMOS-H/SPEED, 


IG ANALOGUE OPERATIONAL AMP TLO71iCP... SINGLE, 
JFET-INPUT, LINEAR, 8 PIN, DUAL-IN-LINE. 


INDUCTOR FIXED 2.2uH +/- 10% COATED-LACQUER, 
MINIATURE, 470mA ORS MAX, 32 Q @ 7.9 MHz, 140 MHz 

INDUCTOR FIXED 10uH +/- 10% COATED-LACQUER, 
MINIATURE, 470mA ORS MAX, 45 Q @ 7.9 MHz, 45 MHz 

INDUCTOR FIXED 2.2uH +/- 10% COATED-LACQUER, 
MINIATURE, 470mA OR9 MAX, 32 Q @ 7.9 MHz, 140 MHz 


WOUND-PART INDUCTOR, WIDEBAND HF CHOKE, BEAD-CORE, 
4B1 GRADE MATERIAL, 2.5 TURNS, TINNED COPPER WIRE. 


RESISTOR VARIABLE CERMET LINEAR, 10K 10% 300mW 
200V 100 ppm/DEG.C, MULTI-TURN, HORIZONTAL-PCB, :: 

RESISTOR FIXED METAL-FILM 620R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 0.1% 250mW 200V 
50 ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 10K 4/- 0.1% 250mW 200V 
50 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 0.1% 250mW 200V 
50 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 0.1% 250mW 200V 
50 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 0.1% 250mW 200V 
50 ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 10K 4/- 0.1% 250mW 200V 
50 ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 1K09 4/- 0.1% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 


RESISTOR FIXED METAL-FILM 10K +/- 0.1% 250mW 200V 
50 ppm/DEG.C, AXIAL, (TAPED). 
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Ri 


Ai2 


Al4 


R15 


R16 


R17 


R18 


R19 


R20 


R2i 


R22 


R23 


R24 


R25 


R26 


R27 


R28 
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R32 
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R36 


R37 
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6-82 


24723/215 


24723/405 


24723/375 


24753/359 


24772/080 


24772/097 


24772/097 


24772/097 


25748/507 


24772/070 


24753/359 


24723/375 


24772/097 


24772/141 


24772/096 


24753/374 


24753/663 


24753/663 


24772/065 


24753/362 


24772/112 


24772/073 


24772/101 


24772/101 


24772/073 


24772/121 


24772/121 


24681/513 


RESISTOR FIXED METAL-FILM 1KO09 +/- 0.1% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 0.1% 250mW 200V 
50 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 40K +/- 0.1% 250mW 200V 
15 ppm/DEG.C, AXIAL, (TAPED). | 

RESISTOR FIXED METAL-FILM 13K3 +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 2K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR VARIABLE CERMET LINEAR, 10K 10% 300mW 
200V 100 ppm/DEG.C, MULTI-TURN, HORIZONTAL-PCB, 

RESISTOR FIXED METAL-FILM 750R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). . 

RESISTOR FIXED METAL-FILM 13K3 4/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED), 

RESISTOR FIXED METAL-FILM 40K +/- 0.1% 250mW 200V 
15 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1M +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 9K1 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 6K65 +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 20K +/- 0 5% 250mW 200V 
50 ppm/DEG.G, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 20K +/- 0.5% 250mW 200V 
50 ppm/DEG C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 470R 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 34K +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 43K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K 4/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 15K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 15K 4/- 2% 125mW i50V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR NETWORK ISOLATED, THICK-FILM, 330R 2% 
1.5W 500 ppm/DEG.C, LOW-PROFILE, 16 PIN, 
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R41 
 A42 
R43 
R44 
R45 
A46 


R47 


TRI 
TR2 
TR3 
TR4 
"785 
TRE 
TR7 


TRS 


24773/249 
24772/1935 


24772/073 


24772/100 - 


24772/065 
24772/065 


24772/065 


28495/225 
28435/225 
28435/225 
28435/225 
28435/225 
28435/225 
28435/225 


28435/225 


RESISTOR FIXED METAL-FILM 100R 4/- 2% 250mW 250V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXEO METAL-FILM 390K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 13K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 470R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 470FR +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 470R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


TRANSISTOR PNP BIPOLAR ZTX750.... 45V 100MHz 1W 2A 
1OOhFE @ 500mA, TO-92, (TAPED EMITR FIRST). 
TRANSISTOR PNP BIPOLAR ZTX750.... 45V 100MHz 1W 2A 
1OOHFE @ 500mA, TO-92, (TAPED EMITRA FIRST). 
TRANSISTOR PNP BIPOLAR ZTX750.... 45V 100MHz 1W 2A 
{OOhFE @ 500mA, TO-92, (TAPED EMITR FIRST). 
TRANSISTOR PNP BIPOLAR 2TX750.... 45V 100MHz iW 2A 
1O0hFE @ 500mA, TO-92, (TAPED EMITR FIRST). 
TRANSISTOR PNP BIPOLAR 2TX750.... 45V 100MHz 1W 2A 
{OOhFE @ 500mA, TO-92, (TAPED EMITR FIRST). 
TRANSISTOR PNP BIPOLAR ZTX750.... 45V 100MHz 1W 2A 
1O0hFE @ 500mA, TO-92, (TAPED EMITR FIRST). 
TRANSISTOR PNP BIPOLAR ZTX750.... 45V 100MHz 1W 2A 
1O00hFE @ S00mA, TO-92, (TAPED EMITR FIRST). 
TRANSISTOR PNP BIPOLAR ZTX750.... 45V 100MHz 1W 2A 
1O00hFE @ 500mA, TO-92, (TAPED EMITR FIRST). 


Input switching assembly ACO/2 


44990/998 
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Ref, number Description 


CRT drive board AC1 


When ordering, prefix circuit reference with AC1. 


44828/890  Gomplete unit em 

Ci 26415/813 CAPACITOR FIXED ALUMINIUM 100uF -20/+100% 25V 
ELECTROLYTIC, AXIAL, (LOOSE). 

C2 26383/031 CAPACITOR FIXED CERAMIC 100nF -20/+80% 30V K7004 
SINGLELAYER, RADIAL, 7.5mm PWP, (LOOSE). 

C3 -26422/323 CAPACITOR FIXED ALUMINIUM 4700uF -10/+30% 25V 
ELECTROLYTIC, PCB PIN TERMINATION, 4 RADIAL PINS, 

C4 26582/429 CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG,C, RADIAL, 5mm PWP, (TAPED). 

C5 26582/212 CAPACITOR FIXED POLYESTER 150nF +/-10% 100V 250 
ppm/DEG.C, RADIAL, 10.2mm PWP, (LOOSE OR TAPED). 

C6 26582/224 CAPACITOR FIXED POLYESTER 68nF +/-10% 100V 250 
ppm/DEG.C, RADIAL, 10.2mm PWP, (LOOSE). 

C7 26343/494 CAPACITOR FIXED CERAMIC 33pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 

C8 26421/132. _ CAPACITOR FIXED ALUMINIUM 2200uF +/-20% 16V 
ELECTROLYTIC, RADIAL, 7.6mm PWP, (LOOSE OR TAPED). 

cg 26582/212 CAPACITOR FIXED POLYESTER 150nF +/-10% 100V 250 
ppm/DEG.C, RADIAL, 10-2mm PWP, (LOOSE OR TAPED). 

C10 26415/801 CAPACITOR FIXED ALUMINIUM 4.7uF -20/+100% 63V 
ELECTROLYTIC, AXIAL, (TAPED). 

Cit 26421/109 CAPACITOR FIXED ALUMINIUM 3.3uF +/-20% 50V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 

C12 26538/926 CAPACITOR FIXED POLYSTYRENE 10nF +/-1% 63V 125 
ppm/DEG.C, RADIAL, 5.08mm PWP, SQUARE, WIRES ON 

Gis 26538/926 CAPACITOR FIXED POLYSTYRENE 10nF +/-1% 63V 125 & 
ppm/DEG.C, RADIAL, 5.08 mm PWP, SQUARE, WIRES ON 

C15 26582/234 CAPACITOR FIXED POLYESTER 22nF +/-10% 400V RADIAL, 
10.2mm PWP, (LOOSE). 

Ci6 26582/219 CAPACITOR FIXED POLYESTER 1.5uF +/-10% 100V 250 
ppm/DEG.C, RADIAL, 22.5mm PWP, (LOOSE). 

Ci7 26582/490 CAPACITOR FIXED POLYPROPYLENE 12nF +/-10% 630V 
RADIAL, 15 2mm PWP, PULSE RISE TIME 2100V/uS, 

C18 26421/123 CAPACITOR FIXED ALUMINIUM 100uF +/-20% 50V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 

C19 26421/130 CAPACITOR FIXED ALUMINIUM 1000uF +/-20% 35V 
ELECTROLYTIC, RADIAL, 7.5mm PWP, (LOOSE OR TAPED), 

C20 26582/226 CAPACITOR FIXED POLYESTER 220nF +/-10% 100V 250 
ppm/DEG.C, RADIAL, 10.2mm PWP, (LOOSE). 

C21 26582/206 CAPACITOR FIXED POLYESTER 47nF +/-10% 250V RADIAL, 
10.2mm PWP, (LOOSE). 

C22 26415/801 CAPACITOR FIXED ALUMINIUM 4.7uF -20/+100% 63V 
ELECTROLYTIC, AXIAL, (TAPED). 

C23 26582/206 CAPACITOR FIXED POLYESTER 47nF +/-10% 250V RADIAL, 
10.2mm PWP, (LOOSE). 

C25 26582/206 CAPACITOR FIXED POLYESTER 47nF +/-10% 250V RADIAL, 
10.2mm PWP, (LOOSE) 

C26 26531/114 CAPACITOR FIXED POLYCARBONATE 22nF +/-10% 630V 200 
ppm/DEG C, RADIAL, 15mm PWP, (LOOSE). 

C27 26582/429 CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 


ppm/DEG.C, RADIAL, 5mm PWP, (TAPED) 
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C28 26383/017 
C30 26421/127 
C31 26421/127 
C32 26421/143° 
C33 26383/017 
C34 26582/429 
C35 26421/009 
C36 26383/017 
Ca7 26421/143 
C38 26582/429 
C40 26582/429 
C41 26582/429 
Di 28357/028 
D2 28336/676 
D3 28358/726 
D4 28359/103 
DS 28359/103 
D7 28359/103 
D8 28359/103 
D9 28359/103 
D11 28357/016 
Di2 28371/494 
Di3 28373/067 
D14 28371/417 
D15 28336/676 
D16 28359/103 
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CAPACITOR FIXED CERAMIC 47nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 

CAPACITOR FIXED ALUMINIUM 470uF +/-20% 16V 
ELECTROLYTIC, RADIAL, 5mm PWP, (LOOSE OR TAPED), 

CAPACITOR FIXED ALUMINIUM 470uF +/-20% 16V 
ELECTROLYTIC, RADIAL, 5mm PWP, (LOOSE OR TAPED). 

CAPACITOR FIXED ALUMINIUM 470uF +/-20% 6.3V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 

CAPACITOR FIXED CERAMIC 47nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 

CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 

CAPACITOR FIXED ALUMINIUM 2.2uF +/-20% 50V 
ELECTROLYTIC, RADIAL, 2mm PWP, LOW LEAKAGE WITH 

CAPACITOR FIXED CERAMIC 47nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 

CAPACITOR FIXED ALUMINIUM 470uF 4/-20% 6.3V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 

CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 

CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 

CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 


DIODE RECTIFIER 1N4004... 400V 1A 1.1Vf @ 1A, 
AXIAL, SOD-81, (TAPED). 

DIODE GENERAL-PURPOSE 1N4148... 75V 110mA 1Vf @ 
10mA, AXIAL, DO-35, (TAPED). 

DIODE RECTIFIER BYW95C... 600V 3A -1.5Vi @ SA, 
AVALANCHE, AXIAL, SOD-64, (LOOSE). 

DIODE RECTIFIER BA159.. 1KV 400mA 1.3VI @ 1A, 
AXIAL, CASE-P1, (TAPED). 

DIODE RECTIFIER BA159... 1KV 400mA 1.3VI @ 1A, 
AXIAL, CASE-P1, (TAPED). 

DIODE RECTIFIER BA159... 1KV 400mA 1.3Vi @ 1A, 
AXIAL, CASE-P1, (TAPED). 

DIODE RECTIFIER BA159... 1KV 400mA 1.3VI @ 1A, 
AXIAL, CASE-P1, (TAPED). 


‘DIODE RECTIFIER BA159... 1KV 400mA 1.93VI @ 1A, 


AXIAL, CASE-P1, (TAPED). 

DIODE RECTIFIER AGP30G, MABS4. . 400V 3A 1.25VI @ 
3A, AXIAL, CASE-267 OR DO-201AD, (LOOSE). 

DIODE ZENER 1N825... 250mW 6.2V 5% 50mA 
20ppm/OEG.C, AXIAL, DO-35, (TAPED). 

DIODE ZENER BZX79-C22.... 500mW 22V 5% 250mA 
AXIAL, DO-35, (TAPED). 

DIODE ZENER BZX79-C5V6. . 500mW 5.6V 5% 250mA 
AXIAL, DO-35, (TAPED). 

DIODE GENERAL-PURPOSE 1N4148... 75V 110mA 1VI @ 
10mA, AXIAL, DO-35, (TAPED). 

DIODE RECTIFIER BAI59... 1KV 400mA 1.3Vi @ 1A, 
AXIAL, CASE-P1, (TAPED). 


Cir. 
Ref. 


Ml part 
number 


Description 


CRT drive board ACi (conitd.) 


IC1 
IC2 
IC3 
Ic4 


IC5 


L1 
L3 
L4 
L5 


L6 


PLA 
PLB 


PLC 


R41 
R2 
R3 
A4 
RS 
R6 
R7 
Re 


R9 


6-86 


28231/408 


28468/404 


28466/406 


28464/014 


28464/127 


44290/920 


23642/909 


23642/909 


23642/558° 


23642/549 


23435/188 


23435/188 


23444/334 


24772/131 


24772/127 


25711/613 


24772/131 


24772/111 


25711/612 


24772/137 


24772/129 


24772/115 


IC ANALOGUE TV VERTICAL DEFLECTN TDA1170.. 27V FOR 
MONOCHROME AND COLOUR, MONOLITHIC, 12 PIN, 
IC DIGITAL FLIP-FLOP/MONOSTABLE 74LS221... DUAL, 
NON-RETRIGGERABLE, WITH RESET, TTL-SCHOTTKY-L/PWR, € 
IG DIGITAL EXCLUSIVE-OR 74LS86... 2 INPUT, QUAD, 
TTL-SCHOTTKY-L/PWR, 14 PIN, DUAL-IN-LINE. 
IC DIGITAL COUNTER 74LS90.. 4 BIT, DECADE, DIVIDE 
BY 2,5 OR 10, TTL-SCHOTTKY-L/PWR, 14 PIN, 
IC DIGITAL COUNTER 74LS390.. 4 BIT, DUAL, DECADE 
RIPPLE, TTL-SCHOTTKY-L/PWR, 16 PIN, DUAL-IN-LINE. 


WOUND-PART INDUCTOR, SCREW-CORE, M6 x Imm, 114.5 
TURNS, MAGNET ASSY FITTED. 

WOUND-PART INDUCTOR, WIDEBAND HF CHOKE, BEAD-CORE, 
4B1 GRADE MATERIAL, 2.6 TURNS, TINNED COPPER WIRE. 
WOUND-PART INDUCTOR, WIDEBAND HF CHOKE, BEAD-CORE, 
4B1 GRADE MATERIAL, 2.5 TURNS, TINNED COPPER WIRE. 


‘INDUCTOR FIXED 33H 4/-10% COATED-LACQUER; *-*" » 


MINIATURE, 210mA 5R2 MAX, 55 Q @ 2,5 MHz, 20 MHz 


INDUCTOR FIXED 1uH +/- 10% COATED-LACQUER, 
MINIATURE, 820mA 0R3 MAX, 45 OQ @ 25 MHz, 210 MHz 


TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 
HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 


TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm € 
HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 


CONNECTOR-RF SMB-TYPE MALE, RECEPTACLE, 50 OHMS, 
PCB-MOUNTING, NICKEL PLATED BODY. 


RESISTOR FIXED METAL-FILM 270K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 180K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR VARIABLE CERMET LINEAR, 100K 10% 500mW 
200V 150 ppm/DEG C, SINGLE-TUAN, VERTICAL-PCB, 


RESISTOR FIXED METAL-FILM 270K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 39K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR VARIABLE CERMET LINEAR, 50K 10% 500mW 
200V 150 ppm/DEG.C, SINGLE-TURN, VERTICAL-PGCB, 


RESISTOR FIXED METAL-FILM 470K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 220K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM S6K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


46882-114B 
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REPLACEABLE PARTS 


Description 


CRT drive board AGi (conid.) 


Dec. 91 


Cir. MI part 
Ref. number 
Ri 24772/117 
R12 24772/001 
Ria 24772/115 
R14 24772/013 
R15 24772/033 
R16 24772/089 
R17 24772/101 
Ais 24772/045 
R19 24772/085 
A20 24772/091 
R21 25711/610 
R22 24772/083 
A23 24772/049 
R24 24772/051 
R25 24772/141 
R26 25611/193 
R27 24321/876 
R28 24772/141 
R31 24772/105 
A33(SIC) 24772/113 
R34 24772/067 
| R36 24772/017 
R37 24772/113 
R38 24772/071 
R39 25748/510 
R40 24772/057 
R41 24772/051 
46882-114B 


RESISTOR FIXED METAL-FILM 68K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1R +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 56K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 3A3 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 22A +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 4K7 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 15K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 68RA +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 3K3 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 5K6 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR VARIABLE CERMET LINEAR, 5K 10% S00mW 200V 
150 ppm/DEG.C, SINGLE-TURN, VERTICAL-PCB, 0.375in 

RESISTOR FIXED METAL-FILM 2K7 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 120R 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1M 4/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR VARIABLE CARBON LINEAR, 1M 20% 250mW S500V 
1K ppm/DEG.C, SINGLE-TURN, HORIZONTAL-PCB, 15mm 

RESISTOR FIXED METAL-GLAZE 1M8 +/- 5% 250mW 1.6KV 
200 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1M +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 22K 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 47K 4+/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 560R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 4R7 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 47K 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 820R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR VARIABLE CERMET LINEAR, 100K 10% 300mW 
200V 100 ppm/DEG.C, MULTI-TURN, HORIZONTAL-PCB, 

RESISTOR FIXED METAL-FILM 220R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 120R +/- 2% 125mW i150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


Cir. 
Ref. 


MI part 
number 


Description 


CRT drive board ACi (conid.) 


R42 
R43 
R44 
R45 
R46 
R47 
R48 
R49 
R50 
R52 
R53 
R54 
A55 
R56 


R57 


T1 


TRI 
TR2 
TR3 
TR4 
TR5 
TR 


TR7 


6-88 


24772/103 
24772/093 
24772/099 
24773/301 
24772/075 
24772/063 
24772/081 
24772/073 
24772/097 
24772/090 
24772/033 
24772/053 
24772/121 
24772/097 


24772/097 


28231/402 


28455/787 
28455/787 
28458/690 
28452/197 
28452/197 
28433/455 


28452/781 


43130/524 


RESISTOR FIXED METAL-FILM 18K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 6K8 +/- 2% 125mW 150V 
{00 ppm/DEG.C, AXIAL, (TAPED). € 


RESISTOR FIXED METAL-FILM 12K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 15K +/- 2% 250mW 250V 
100 ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 1K2 +/- 2% 125mW 150V 
100 ppm/DEG.G, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 390R +/- 2% 125mW 150V 
100 ppmn/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 2K2 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 5K1 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 22R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 150R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 100K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 10K 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). € 


CRT-ACCESSORY EHT TRANSFORMER, LINE OUTPUT, I/P 
11V, O/P 12KV WITH CRT ANODE CONNECTION, 380mm 


TRANSISTOR NPN BIPOLAR BFY76.,. 60V 30MHz 360mW 
50mA 280hFE @ 10mA, TO-18. 


TRANSISTOR NPN BIPOLAR BFY76... 60V 30MHz 360mW 
50mA 280hFE @ 10mA, TO-18. 


TRANSISTOR NPN BIPOLAR BU806.... DARLINGTON, 200V 
6OW 8A 100hFE @ SA, TO-220, 


TRANSISTOR NPN BIPOLAR 2N2369.... 1SV 500MHz 360mW 
500mA 40hFE @ 10mA, TO-18. 


TRANSISTOR NPN BIPOLAR 2N2369.... 15V 500MHz 360mW 
500mA 40hFE @ 10mA, TO-18. 


TRANSISTOR PNP BIPOLAR BC308B.... 20V 130MHz 200mW 
100mA 200hFE @ 2mA, TO-82, (TAPED EMITR FIRST). 


TRANSISTOR NPN BIPOLAR BC208B.... 20V 150MHz 200mW 
100mA 290hFE @ 2mA, TO-92, (TAPED EMITR FIRST). 


CABLE ASSEMBLY, CRIMP TERMINAL 8 WAY 
(TO AB1/1 PLD), (TO AC1) 


€ : 


46882-114B 
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Cir. 
Ref. 


MI part 
number 


REPLACEABLE PARTS 


Description 


Attenuator assembly (except Option’) ADO 


44429/039 


This assembly should not be dismantled. 


Complete unit 


GPIB interface unit AD1 


Ci 


C2 


{Ci 


IC2 


IG3 


1G4 


ICS 


IC6 


IG7 


Al 


R2 


R3 


R4 


R5 


R6 


44990/845 


26486/219 


26383/017 


28466/345 
28469/194 
28467/027 
28469/190 
28469/190 
28469/190 


28469/190 


24772/113 
24772/113 
24772/113 
24772/113 
24772/113 


24772/113 


46882-114B 
Dec. 91 


When ordering, prefix circuit reference with AD1. 


Complete unit 


CAPACITOR FIXED TANTALUM 4.7uF +/-20% 35V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 

CAPACITOR FIXED CERAMIC 47nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 


[C DIGITAL NAND-GATE 74LS00... 2 INPUT, QUAD, 
TTL-SCHOTTKY-U/PWA, 14 PIN, DUAL-IN-LINE. 

IC DIGITAL BUFFER 74LS365A... HEX, TRI-STATE, 
NON-INVERTING, TTL-SCHOTTKY-L/PWR, 16 PIN, 

IC MICRO CONTROLLER, 8291/7210... INTERFACE BUS 
TALKER/LISTENER, NMOS, 40 PIN, DUAL-IN-LINE, 

IC DIGITAL TRANSCEIVER 3448... QUAD, INTERFACE 
BUS, TAI-STATE, TTL, 16 PIN, QUAL-IN-LINE. 

IC DIGITAL TRANSCEIVER 3448... QUAD, INTERFACE 
BUS, TRI-STATE, TTL, 16 PIN, DUAL-IN-LINE. 

IC DIGITAL TRANSCEIVER 3448... QUAD, INTERFACE 
BUS, TRI-STATE, TTL, 16 PIN, DUAL-IN-LINE. 

IC DIGITAL TRANSCEIVER 3448,.. QUAD, INTERFACE 
BUS, TAI-STATE, TTL, 16 PIN, OUAL-IN-LINE. 


RESISTOR FIXED METAL-FILM 47K 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 47K 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 47K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 47K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 47K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 47K 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


6-89 


Clr. MI part 
Ref. number 


GPIB interface unit AD1 (conid.) 


43129/825 


23465/897 


23435/133 


Description 


CABLE ASSEMBLY, RIBBON SOCKET, 20 WAY (TO ABi/1 PLC) 


SWITCH ROCKER, SINGLE-POLE 6 SWITCHES, ON-OFF, 


CONNECTOR TYPE-57, SOCKET, 24 WAY, EDGE MOUNTED, 


Main keyboard AFi/2 


This is included in the front panel assembly as listed under ‘Miscellaneous mechanical 
parts’. The front panel is designed to be replaceable as a complete assembly. However, under 
certain conditions, the following parts may be available. 


When ordering, prefix circuit reference with AF1/2. 


B2955FA19821 


D1 B2955P3051S1 
D2 B2955P30515S1 
D3 B2955P305151 
D4 B2955P3051S1 
D5 B2955P3051S1 


IC1 B295574HC174 


Ri 24773/257 
R2 24773/257 
R3 24773/257 
R4 24773/257 
RAS 24773/257 


6-90 


Complete unit (PCB assembly with elactronic components but not 
including plastic key mat) 


LAMP LED HLMP-P305-151 YELLOW 
LAMP LED HLMP-P305-151 YELLOW 
LAMP LED HLMP-P305-151 YELLOW 
LAMP LED HLMP-P305-151 YELLOW 
LAMP LED HLMP-P305-151 YELLOW 


ICD 74HC174 


RES MF 220R .25W 2% 100 PPM 
RES MF 220R .25W 2% 100 PPM 
RES MF 220R .25W 2% 100 PPM 
RES MF 220R .25W 2% 100 PPM 
RES MF 220R .25W 2% 100 PPM 


46882-114B 
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REPLACEABLE PARTS 


Cir. MI part 
Ref. number Description 


Scope keyboard AF2/2 


This is included in the front panel assembly as listed under ‘Miscellaneous mechanical 
parts'. The front panel is designed to be replaceable as a complete assembly. However, under 
certain conditions, the following parts may be available. 


When ordering, prefix circuit reference with AF2/2. 


B2955FA19822 Complete unit (PCB assembly with electronic components but not 
Including plastic key mat) 


R1 25761/005 RV PLAS 50K LIN 0.25W 20% 

R2 25761/005 RV PLAS 50K LIN 0.25W 20% 

R3 25761/005 AV PLAS 50K LIN 0.25W 20% 

R4 25761/005 AV PLAS 50K LIN 0.25W 20% 
46882-1148 


Dec. 91 6-91 


Clr. 
Ref. 


Ml part 
number 


Description 


Power supply board ARi/i 


Ci6 


C23 


C24 


C25 


C27 


C28 


C29 


C30 


6-92 


44829/645 


26383/582 


26383/582 


26383/585 


26421/139 


26421/130 


26383/031 


26421/109 


26421/109 


26383/017 


26582/429 


26383/584 


26421/118 


26383/031 


26421/130 


26383/031 


26421/130 


26383/031 


26421/132 


26383/031 


26421/132 


26582/211 


26421/127 


26421/112 


26421/129 


26421/112 


When ordering, prefix circuit reference with ARI/1. 


Complete unit 


CAPACITOR FIXED CERAMIC 470pF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 470pF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC inF +/-10% 63V 2G2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 47uF +/-20% 63V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 1000UF +/-20% 35V 
ELECTROLYTIC, RADIAL, 7.5mm PWP, (LOOSE OR TAPED). 
CAPACITOR FIXED CERAMIC 100nF -20/+80% 30V K7004 
SINGLELAYER, RADIAL, 7.5mm PWP, (LOOSE). 
CAPACITOR FIXED ALUMINIUM 3.3uF +/-20% 50V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 3.3uF +4/-20% 50V 
ELECTROLYTIC, RADIAL, Smrh PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 47nF -20/+80% 25V K7004 
SINGLELAYER, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 820pF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 100uF +/-20% 6.3V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 100nF -20/+80% 30V K7004 
SINGLELAYER, RADIAL, 7.5mm PWP, (LOOSE). 
CAPACITOR FIXED ALUMINIUM 1000UF +/-20% 35V 
ELECTROLYTIC, RADIAL, 7.5mm PWP, (LOOSE OR TAPED). 
CAPACITOR FIXED GERAMIC 100nF -20/+80% 30V K7004 
SINGLELAYER, RADIAL, 7.5mm PWP, (LOOSE). 
CAPAGITOR FIXED ALUMINIUM 1000UF +/-20% 35V 
ELECTROLYTIC, RADIAL, 7.5mm PWP, (LOOSE OR TAPED). 
CAPACITOR FIXED CERAMIC 100nF -20/+80% 30V K7004 
SINGLELAYER, RADIAL, 7.5mm PWP, (LOOSE). 
CAPACITOR FIXED ALUMINIUM 2200uF +/-20% 16V 
ELECTROLYTIC, RADIAL, 7.5mm PWP, (LOOSE OR TAPED). 
CAPACITOR FIXED CERAMIC 100nF -20/+80% 30V K7004 
SINGLELAYER, RADIAL, 7.5mm PWP, (LOOSE). 
CAPACITOR FIXED ALUMINIUM 2200uF +/-20% 16V 
ELECTROLYTIC, RADIAL, 7.5mm PWP, (LOOSE OR TAPED). 
CAPACITOR FIXED POLYESTER 100nF +/-10% 100V 250 
ppm/DEG.G, RADIAL, 10.2mm PWP, (LOOSE). 
CAPACITOR FIXED ALUMINIUM 470uF 4/-20% 16V 
ELECTROLYTIC, RADIAL, 5mm PWP, (LOOSE OR TAPED). 
CAPACITOR FIXED ALUMINIUM 10uF +/-20% 35V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 470UF +/-20% 25V 
ELECTROLYTIC, RADIAL, 5mm PWP, (LOOSE OR TAPED). 
CAPACITOR FIXED ALUMINIUM 10uF 4/-20% 35V 
ELECTROLYTIG, RADIAL, 5mm PWP, (TAPED). 
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REPLACEABLE PARTS 


Description 


Power supply board AR1/1 (contd.) 


Dec. 91 


Bee ee 
C35 26582/426 
C36 26582/211 
C37 26383/587 
C38 26582/426. 
C39 26582/211 
C40 26582/429 
C41 26421/139 
D1 28371/371 
D3 28371/417 
D4 28371/417 
D5 28371/417 
D6 28371/417 
ei 28337/126 
D8 28337/126 
D9 28377/143 
D11 28372/584 
D12 28372/472 
| pi3 28349/013 
D14 28356/019 
D145 28356/019 
D016 28356/019 
D1i7 283956/019 
D018 283955/165 
021 28355/172 
D22 98355/172 
46882-114B 


CAPACITOR FIXED POLYESTER 10nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, Smm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 100nF +/-10% 100V 250 
ppm/DEG.C, RADIAL, 10.2mm PWP, (LOOSE). 
CAPACITOR FIXED CERAMIC 2.2nF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 10nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 100nF +/-10% 100V 250 
ppm/DEG.C, RADIAL, 10.2mm PWP, (LOOSE). 
CAPACITOR FIXED POLYESTER 100nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED ALUMINIUM 47uF +/-20% 63V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 


DIODE ZENER BZX79-C4V7... 500mW 4.7V 5% 250mA 
AXIAL, DO-35, (TAPED). 
DIODE ZENER B2ZX79-CS5V6... 
AXIAL, 00-35, (TAPED). 
DIODE ZENER 82X79-CSV6... 
AXIAL, DO-35, (TAPED). 
DIODE ZENER 82X79-C5V6... 
AXIAL, DO-35, (TAPED). 

DIODE ZENER BZX79-C5V6... 500mW 5.6V 5% 250mA 
AXIAL, 00-35, (TAPED). 

DIODE RECTIFIER BAY72... 500mW 100V 225mA 0.78Vf @ 
200mA, AXIAL, DO-35, (TAPED). 

DIODE RECTIFIER BAY72... 500mW 100V 225mA 0.78VI @ 
200mA, AXIAL, DO-35, (TAPED). 

DIODE ZENER BZV85-C75.,.. 1W 75V 5% 250mA AXIAL, 
DO-41, (TAPED). 

DIODE ZENER 82ZX79-C18.... SOQmW 18V 5% 250mA 
AXIAL, DO-35, (TAPED). 

DIODE ZENER 82X79-Ci6.... 500mW 16V 5% 250mA 
AXIAL, DO-35, (TAPED). 

DIODE SCHOTTKY BAT42... 400mW 30V 100mA 0.5Vi @ 
50mA, FAST-SWITCHING, AXIAL, DO-35, (TAPED). 

DIODE RECTIFIER BYV28-200... 200V 3.5A 30nS, 
100 ppm/DEG.C, AXIAL, (TAPED). 

DIODE RECTIFIER BYV28-200... 200V 3.5A 30nS, 
100 ppm/DEG.C, AXIAL, (TAPED). 

DIODE RECTIFIER BYV28-200... 200V 3.5A 30nS, 
100 ppm/DEG.C, AXIAL, (TAPED). 

OIODE RECTIFIER BYV28-200.,. 200V 3.5A 30nS, 
100 ppm/DEG.C, AXIAL, (TAPED), 

DIODE SCHOTTKY 20CTQ045.., 45V 16A RECTIFIER, 
DUAL, COMMON CATHODE, PLASTIC PACKAGE, TO-220AB. 

DIODE SCHOTTKY 11DQ06... 60V 1A RECTIFIER, AXIAL, 
DO-41, (TAPED). 

DIODE SCHOTTKY 11DQ06... 60V 1A RECTIFIER, AXIAL, 
DO-41, (TAPED). 


500mW 5.6V 5% 250mA 
S00mW 5.6V 5% 250mA 


500mW 5.6V 5% 250mA 


6-93 


Clr. 
Ref. 


MI part 
number 


Description 


Power supply board ARi/i (conid.) 


D23 


D24 


D25 


D26 


De7 


D28 


D29 


D30 


D31 


D32 


D33 


D34 


IC1 


1C2 


ICS 


IC4 


IC5 


IC6 


L1 


L3 


L5 


Ly. 


L9 


6-94 


28374/120 


28371/481 


28372/309 


28357/028 


28357/028 


28336/676 


28357/028 


28349/014 


28371/494 


28349/013 


28357/028 


28349/013 


28461/739 


28464/162 


28625/008 


28625/008 


28461/347 


28461/734 


44291/015 


44290/899 


44291/016 


44290/901 


44290/957 


DIODE ZENER iN5365B.... SW 36V 5% AXIAL, GASE-17, 
(TAPED). 

DIODE ZENER BZX79-C6V2... 500mW 6.2V 5% 250mA ? 
AXIAL, DO-35, (TAPED). e 

DIODE ZENER BZX79-C15.... 500mW 15V 5% 250mA 
AXIAL, DO-35, (TAPED). 

DIODE RECTIFIER 1N4004... 400V 1A 1.1VE @ 1A, 
AXIAL, SOD-81, (TAPED). 

DIODE RECTIFIER 1N4004... 400V 1A 1.1Vf @ 1A, 
AXIAL, SOD-81, (TAPED). 

DIODE GENERAL-PURPOSE 1N4148... 75V 110mA 1Vi @ 
10mA, AXIAL, DO-35, (TAPED). 

DIODE RECTIFIER 1N4004... 400V 1A 1.1Vf @ 1A, 
AXIAL, SOD-81, (TAPED). 

DIODE SCHOTTKY BAT29... 100mW 5V 0.55Vi @ 10mA 
SMALL-SIGNAL, AXIAL, DO-35, (TAPED). 

DIODE ZENER 1N825... 250mW 6.2V 5% 50mA 
20ppm/DEG.C, AXIAL, DO-35, (TAPED). 

DIODE SCHOTTKY BAT42... 400mW 30V 100mA 0.5Vi @ 
50mA, FAST-SWITGHING, AXIAL, DO-35, (TAPED). 

DIODE RECTIFIER 1N4004,.. 400V 1A 1.1Vf @ 1A, 
AXIAL, SOD-81, (TAPED). 

DIODE SCHOTTKY BAT42... 400mW 30V 100mA 0.5VE @ 
50mA, FAST-SWITCHING, AXIAL, DO-35, (TAPED). 


IC ANALOGUE PULSE-WIDTH-MODULATR TL494... 
REFERENCE, MONOLITHIC, 16 PIN, DUAL-IN-LINE. € 

IC DIGITAL COUNTER 74LS393.. 4 BIT, DUAL, BINARY 
RIPPLE, TTL-SCHOTTKY-L/PWR, 14 PIN, DUAL-IN-LINE. 

MODULE OPTO COUPLED JSOLATOR, CNY17... 3V 90mA 
GALLIUM ARSENIDE INFRARED DIODE, PHOTOTRANSISTOR, 

MODULE OPTO COUPLED ISOLATOR, CNY17... 3V 90mA 
GALLIUM ARSENIDE INFRARED DIODE, PHOTOTRANSISTOR, 

IC ANALOGUE OPERATIONAL AMP TLO71CP... SINGLE, 
JFET-INPUT, LINEAR, 8 PIN, OQUAL-IN-LINE. 

IC ANALOGUE VOLTAGE-REGULATOR 781.05AC... 5V 100mA 
POSITIVE, LINEAR, MONOLITHIC, 3 PIN, TO-92. 


WOUND-PART INDUCTOR, 640uH, POT-CORE, RM10, 50.5 
TURNS, LABELLED. 

WOUND-PART INDUCTOR, 1.i1mH, POT-CORE, RM7, 53.5 
TURNS, LABELLED. 

WOUND-PART INDUCTOR, 200uH, POT-CORE, RM10, 
35.5:35.5 TURNS, BIFILAR WOUND, LABELLED. 

WOUND-PART INDUCTOR, 0.48mH, POT-CORE, RM7, 35.5 
TURNS, LABELLED. 

WOUND-PART INDUCTOR, WIRE-ENDED-CORE, 10 TURNS, 
VARNISHED. 
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REPLACEABLE PARTS 


Description 


Power supply board AR1/1 (contd.) 


palo Mntieber 
PLA 23435/188 
PLB 939435/911 
PLC 23435/188 
PLD 23435/1 88 
Rl 24773/281 
R2 24772/105 
R3 24772/089 
R4 24773/297 
RA5 24772/073 
R6 24772/081 
A7 24772/105 
R8 24772/105 
Rg 24772/097 
RAlq 24772/121 
R12 24772/115 
R14 24772/121 
R16 24772/123 
Al7 24772/086 
Ris 24772/107 
Rig 24772/121 
R20 24772/104 
R21 24772/073 
R22 247721073 
R23 24772/073 
R24 24772/073 
R25 24772/097 
46882-1148 
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TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 


HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 
CONNECTOR MULTIWAY, PCB HEADER, 6 WAY, STRAIGHT, 


5.08mm PITCH, TIN PLATED PINS, 1.14mm SQUARE. 
TERMINAL CONNECTOR:PIN, 0.64mm SQUARE, 5.97mm 


HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 


TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 


HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 


RESISTOR FIXED METAL-FILM 2K2 +/- 2% 250mW 250V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 22K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 4K7 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 250mW 250V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 2K2 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 22K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 22K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 56K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100K 4/- 2% 125mW 150V 
100 ppm/DEG,C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 120K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 3K6 +/- 2% 125mW 150V ~~ 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 27K +/- 2% 125mW 150V 
100 pprn/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100K 4+/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 20K 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K 4+/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


Cir. 
Rei. 


Mi part 
number 


Description 
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R26 
R27 
R28 
R29 
R31 
R33 
Ra4 
R35 
R36 
R37 
A38 
A389 
RAI 
A42 
R43 
R44 
R45 
R46 
RAT 
R48 
R49 
R51 
R52 
R57 
R58(SIC) 
R60 
R61 


R62 


6-96 


24772/073 
24772/073 
24772/073 
24772/073 
24772/097 
24772/105 
24772/073 
24772/104 
24772/054 
24772/081 
24772/08 1 
24772/087 
24772/096 
24772/096 
24772/082 
24772/075 
24772/104 
25711/640 
25711/639 
24573/073 
24573/073 
24772/097 
24772/121 
24772/027 
24772/117 
24772/108 
24772/081 


24772/089 


RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 22K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 20K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 160R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 2K2 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 2K2 +/- 2% 125mW 150V 
100 ppm/OEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 3K9 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED), 

RESISTOR FIXED METAL-FILM 9K1 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 9K1 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 2K4 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K2 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 20K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR VARIABLE CERMET LINEAR, 5K 10% 500mW 200V 
150 ppm/DEG.C, SINGLE-TURN, HORIZONTAL-PGCB, 

RESISTOR VARIABLE CERMET LINEAR, 2K 10% 500mW 200V 
150 ppm/DEG.C, SINGLE-TURN, HORIZONTAL-PCB, 

RESISTOR FIXED METAL-OXIDE 1K +/- 2% 500mW 350V 
250 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-OXIDE 1K +/- 2% 500mW 350V 
250 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 12h +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 68K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 90K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 2K2 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 4K7 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 
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Cir. Mi part 
Ref. number 
R64 24772/071 
R65 24772/097 
R66 24773/281 
R67 25748/585. 
RLA 23486/157 
SKC 23435/990 
SKD 23435/990 
T1 43590/149 
ite 43590/150 
T3 49590/151 
TRi 28435/227 
TR2 28435/227 
TR3 28455/421 
TR4 28455/421 
TAS 28435/868 
TR6 28435/227 
TAL 28435/227 
TR8 28455/421 
TAQ 28435/227 
TR11 28435/227 
TRi2 28452/197 
46882-114B 
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RESISTOR FIXED METAL-FILM 820R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K 4+/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 2K2 +/- 2% 250mW 250V 
100 ppm/DEG.C, AXIAL, (TAPED). 


RESISTOR VARIABLE CERMET LINEAR, 5K 10% 250mW 200V 
100 ppm/DEG.C, MULTI-TUAN, VERTICAL-PCB, 0.25in 


RELAY MAGNETIC, SINGLE-POLE CHANGEOVER, 12V COIL, 
270R - CONTACTS 10A @ 24VDC, 10A @ 250VAC, PCB 


CONNECTOR SHORTING, SOCKET, 2 WAY, FOR 0.64mm SQ 
PINS, 2.54mm PITCH, 9.6mm HIGH, FREE MOUNTING, 


CONNECTOR SHORTING, SOCKET, 2 WAY, FOR 0.64mm SQ 
PINS, 2.54mm PITCH, 9.6mm HIGH, FREE MOUNTING, 


WOUND-PART TRANSFORMER, POT-CORE, AM10, 
5+5:848:3.54+3.5 TUANS, BIFILAR WOUND, MARKER 

WOUND-PART TRANSFORMER, CURRENT SENSE, POT-CORE, 
RM7, 400:1 TURNS, LABELLED. 


WOUND-PART TRANSFORMER, RING-CORE, 8:8 TURNS, 
TWISTED BIFILAR WOUND, MOUNTED ON TRANSISTOR MTG 


TRANSISTOR PNP BIPOLAR BC307A OR B... 45V 130MHz 
200mW 100mA 180hFE @ 2mA, TO-92, (LOOSE). 

TRANSISTOR PNP BIPOLAR 8C307A OR B... 45V 130MHz 
200mW 100mA 180hFE @ 2mA, TO-92, (LOOSE). 

TRANSISTOR NPN BIPOLAR BC237A.... 45V 150MHz 200mW 
{00mA 170hFE @ 2mA, TO-92, (LOOSE). 

TAANSISTOR NPN BIPOLAR BC237A.... 45V 150MHz 200mW 
100MA 170hFE @ 2mA, TO-92, (LOOSE). 


TRANSISTOR PNP BIPOLAR 2N2905A.... 60V 200MHz 
600mW 600mA TO0hHFE @ 150mA, TO-39. 


TRANSISTOR PNP BIPOLAR BC307A OR B... 45V 130MHz 
200mMW 100mA 180hFE @ 2mA, TO-92, (LOOSE). 


TRANSISTOR PNP BIPOLAR 8C307A OR B... 45V 130MHz 
200mW 100mA 180hFE @ 2mA, TO-92, (LOOSE). 


TRANSISTOR NPN BIPOLAR BG237A.... 45V 150MHz 200mW 
100mA 170hFE @ 2mA, TO-92, (LOOSE). 


TRANSISTOR PNP BIPOLAR BC307A OR B... 45V 130MHz 
200mW 100mA 180hFE @ 2mA, TO-92, (LOOSE). 


TRANSISTOR PNP BIPOLAR BC307A OR B... 45V 130MHz 
200mW 100mA 180hFE @ 2mA, TO-92, (LOOSE). 


TRANSISTOR NPN BIPOLAR 2N2369.... 15V 500MHz 360mW 
500mA 40hFE @ 10mA, TO-18. 
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TRIS 


TR14 


TR15 


TRIE 


TRi8 


TRI9 


28459/069 


28435/227 


28452/197 


28459/069 


28455/421 


28455/421 


TRANSISTOR N-CHANNEL-ENHANCE MOSFET JAFS540.... 
100V 125W 27A ORO85 TO-220. 
TRANSISTOR PNP BIPOLAR BC307A OR B... 45V 130MHz € 
200mW 100mA 180hFE @ 2mA, TO-92, (LOOSE). 
TRANSISTOR NPN BIPOLAR 2N2369.... 15V 500MHz 360mW 
500mA 40hFE @ 10mA, TO-18. 
TRANSISTOR N-CHANNEL-ENHANCE MOSFET IRF540.... 
100V 125W 27A ORO85 TO-220. 
TRANSISTOR NPN BIPOLAR BG237A.... 45V 150MHz 200mW 
100mA 170hFE @ 2mA, TO-92, (LOOSE). 
TRANSISTOR NPN BIPOLAR BC237A.... 45V 150MHz 200mW 
100mA 170hFE @ 2mA, TO-92, (LOOSE). 


DC filter board AR4 


C1 


C2 


C3 


C4 


C5 


L1 


L2 
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44829/508 


26582/424 


26582/418 


26582/418 


26582/418 


26582/418 


44290/958 


44290/958 


When ordering, prefix circuit reference with AR4, 


Complete unit 


CAPACITOR FIXED POLYESTER 6.8uF +/-10% 63V RADIAL, 
22.5mm PWP, (LOOSE), 
CAPACITOR FIXED POLYESTER 2.2uF +/-10% 63V RADIAL, 
15.2mm PWP, (LOOSE). 
CAPACITOR FIXED POLYESTER 2,2uF +/-10% 63V RADIAL, € 
15.2mm PWP, (LOOSE). : 
CAPACITOR FIXED POLYESTER 2.2uF +4/-10% 63V RADIAL, 
15.2mm PWP, (LOOSE). 
CAPACITOR FIXED POLYESTER 2.2uF +/-10% 63V RADIAL, 
15.2mm PWP, (LOOSE). 


WOUND-PART INDUCTOR, RING-CORE, 18 TURNS, 
UNMOUNTED. 

WOUND-PAAT INDUCTOR, RING-CORE, 18 TURNS, 
UNMOUNTED, 
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Description 


CRT base board AT2 


44829/520 
At 24331/201 
R2 24331/202 
R3 24931/203 
A4 24331/203 
SKA 28238/101 
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When ordering, prefix circuit reference with AT2. 


Complete unit 


RESISTOR FIXED CARBON-COMPOSITION 330R +/- 5% 
500mW 350V AXIAL, (LOOSE OR TAPED). 


RESISTOR FIXED CARBON-COMPOSITION 1K5 +/- 5% 500mW 
350V AXIAL, (TAPED). 


RESISTOR FIXED CARBON-COMPOSITION 22K +/- 5% SO0OmW 
350V AXIAL, (LOOSE OF TAPED). 


RESISTOR FIXED CARBON-COMPOSITION 22K +/- 5% S00mW 
350V AXIAL, (LOOSE OR TAPED). 


CONNECTOR VALVE, SOCKET, 7 WAY, CRT-B7G BASE, PCB 
MOUNTING, UNSKIRTED. 


6-99 


ee 


Cir. 
Ref. 


Receiver tray assembly (Option 1 only) 
When ordering, prefix circuit reference with RX1. 


Ci 


C2 


C3 


C4 


C5 


C6 


C7 


C8 


C9 


C10 


C11 


Ci2 


Ci3 


C14 


Cib 


Ci6 


C17 


C18 


C19 


PLB 


PLC 


SKA 


6-100 


Mi part 
number 


44990/879 
26397/205 
26397/205 
26397/205 
26373/733 
26373/733 
26373/733 
26373/733 
26373/733 
26373/733 
26373/733 
26397/205 
26373/733 
23642/921 
26373/733 
26397/205 
26373/733 
26397/205 
26373/733 


26373/733 


23444/382 


23444/383 


23444/505 


Description 


RX1 


Complete unit 


FILTER AFI-SUPPRESSION, 1.5nF MIN, 350V DC, 
FEED-THROUGH, CERAMIC, PI-CIRCUIT, SOLDER-IN. 
FILTER RFI-SUPPRESSION, 1.5nF MIN, 350V DC, 
FEED-THROUGH, CERAMIC, PI-CIRCUIT, SOLDER-IN. 
FILTER RFI-SUPPRESSION, 1.5nF MIN, 350V DC, 
FEED-THROUGH, CERAMIG, PI-CIRCUIT, SOLDER-IN. 
CAPACITOR FIXED GERAMIC inF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC inF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC 1nF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPAGITOR FIXED CERAMIC InF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC inF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.5mm MOUNTING 
GAPAGITOR FIXED CERAMIC inF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC inF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
FILTER AFI-SUPPRESSION, 1.5nF MIN, 350V DC, 
FEED-THROUGH, CERAMIC, PI-CIRCUIT, SOLDER-IN. 
CAPACITOR FIXED CERAMIC inF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
FILTER RFI-SUPPRESSION, 22nF MIN, 100V DG, 10A 
RATING, FEED-THROUGH, CERAMIC, PI-CIRCUIT, 
CAPACITOR FIXED CERAMIC inF -20/+80% 300V K3000 
FEED-THROQUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
FILTER AFI-SUPPRESSION, 1.5nF MIN, 350V DC, 
FEED-THROUGH, CERAMIC, PI-CIRCUIT, SOLDER-IN. 
CAPACITOR FIXED CERAMIC inf -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
FILTER RFI-SUPPRESSION, 1.5nF MIN, 350V DC, 
FEED-THROUGH, CERAMIC, PI-CIRCUIT, SOLDER-IN. 
CAPACITOR FIXED CERAMIC InF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 
CAPACITOR FIXED CERAMIC inF -20/+80% 300V K3000 
FEED-THROUGH, SOLDER-IN MOUNTING, 3.9mm MOUNTING 


CONNECTOR-RF SMC-TYPE MALE, RECEPTACLE, 50 OHMS, 
BULKHEAD, SOLDER-BUCKET, FRONT MOUNTING, NICKEL 

CONNECTOR-RF SMC-TYPE MALE, RECEPTACLE, 50 OHMS, 
ELBOW, BULKHEAD, SOLDER-BUCKET, FRONT MOUNTING, 


CONNECTOR-RF SMA-TYPE FEMALE, JACK, 50 OHMS, 
ELBOW, FLANGED, SOLDER-BUCKET, 12.7mm SQUARE 
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MI part 
number 


44829/561 
C1 26386/887 
c2 26386/887 
C3 26421/115 
C4 26386/887 
Cs 26386/887 
C6 26386/887 
C7 26343/499 
ca 26343/490 
C9 26343/499 
C10 26343/435 
Cit 26582/426 
C12 26582/426 
C13 26343/431 
C14 26343/489 
Ci5 26847/098 
C16 26343/754 
C17 26343/437 
C18 26847/098 
C19 26343/498 
C20 26343/788 
C21 26582/426 
C22 26582/426 
_ C25 26582/426 
C26 26343/431 
C27 26343/489 
46882-1148 


REPLACEABLE PARTS 


Description 


RX11 


Complete unit 


CAPACITOR FIXED CERAMIC 100nF +/-10% 50V X7—A 
MULTILAYER, SURFACE-MOUNTED, SIZE 1210, NICKEL 


CAPACITOR FIXED CERAMIC 100nF +/-10% 50V X7R 
MULTILAYER, SURFACE-MOUNTED, SIZE 1210, NICKEL 

CAPACITOR FIXED ALUMINIUM 33uF +/-20% 25V 
ELECTROLYTIC, RADIAL, Smm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC 100nF +/-10% 50V X7R 
MULTILAYER, SURFACE-MOUNTED, SIZE 1210, NICKEL 


CAPACITOR FIXED CERAMIC 100nF +/-10% 50V X7R 
MULTILAYER, SURFACE-MOUNTED, SIZE 1210, NICKEL 


CAPACITOR FIXED CERAMIC 100nF +/-10% 50V X7R 
MULTILAYER, SURFACE-MOUNTED, SIZE 1210, NICKEL 
CAPACITOR FIXED CERAMIC 27pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 1.8pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 27pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.6mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 220pF +/-2% 63V N750 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 10nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 10nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 82pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 22pF +/-2% 63V Ni50 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


CAPACITOR VARIABLE CERAMIC 3.5pF to 10pF 100V NPO, 
VERTICAL-PCB MOUNT, 5mm DIA, 3.5mm LONG, 5mm PWP, 


CAPACITOR FIXED CERAMIC 1.2pF +/-0.5pF 50V NPO 
MULTILAYER, SURFACE-MOUNTED, SIZE 0805, NICKEL 


CAPACITOR FIXED CERAMIC 100pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


CAPACITOR VARIABLE CERAMIC 3.S5pF to 10pF 100V NPO, 
VERTICAL-PCB MOUNT, 5mm DIA, 3.5mm LONG, 5mm PWP, 

CAPACITOR FIXED CERAMIC 18pF +/-2% 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 

CAPACITOR FIXED CERAMIC 680pF +/-5% 50V NPO 
MULTILAYER, SURFACE-MOUNTED, SIZE 0805, NICKEL 

CAPACITOR FIXED POLYESTER 10nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 


CAPACITOR FIXED POLYESTER 10nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 


CAPACITOR FIXED POLYESTER 10nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC 82pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC 22pF +/-2% 63V Ni50 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
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Sensitive receiver board (Option 1 only) RX711 (conid.) 


C28 


C29 


C30 


C31 


C32 


C33 


C34 


C35 


C36 


C37 


C38 


C39 


C40 


C41 


C42 


C43 


C44 


C45 


C46 


C47 


C48 


C49 


C50 


C51 


C52 


C53 


C54 


C55 


6-102 


26847/098 


26343/754 


26343/437 


26847/098 


26343/498 


26943/788 


26582/426 


26343/490 


26383/585 


26383/585 


26343/492 © 


26343/432 


26343/488 


26943/432 


26343/490 


26582/426 


26582/426 


26383/585 


26383/585 


26383/585 


26582/426 


26582/426 


26383/585 


26582/426 


26383/585 


26582/426 


26343/432 


265B2/426 


CAPACITOR VARIABLE CERAMIC 3.5pF to 10pF 100V NPO, 
VERTICAL-PCB MOUNT, 5mm DIA, 3.5mm LONG, 5mm PWP, 

CAPACITOR FIXED CERAMIG 1.2pF +/-0.5pF 50V NPO 
MULTILAYER, SURFACE-MOUNTED, SIZE 0805, NICKEL ¢ 

CAPAGITOR FIXED CERAMIC 100pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 

CAPACITOR VARIABLE CERAMIC 3.5pF to 10pF 100V NPO, 
VERTICAL-PCB MOUNT, 5mm DIA, 3.5mm LONG, 5mm PWP, 

CAPAGITOR FIXED CERAMIC 18pF +/-2% 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED), 

CAPACITOR FIXED CERAMIC 680pF +/-5% 50V NPO 
MULTILAYER, SURFACE-MOUNTED, SIZE 0805, NICKEL 

CAPACITOR FIXED POLYESTER 10nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 

CAPACITOR FIXED CERAMIC 1.8pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 

CAPACITOR FIXED CERAMIC 1nF 4/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.6mm PWP, (TAPED). 

CAPAGITOR FIXED CERAMIC InF 4/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 

CAPAGITOR FIXED CERAMIC 10pF +/-2% 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 

CAPACITOR FIXED CERAMIC 150pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 

CAPACITOR FIXED CERAMIC 8.2pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 

CAPACITOR FIXED CERAMIC 150pF 4/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 

CAPACITOR FIXED CERAMIC 1.8pF +/-0.25pF 63V NPO 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). € 

CAPACITOR FIXED POLYESTER 10nF 4/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 

CAPAGITOR FIXED POLYESTER 10nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 

CAPACITOR FIXED CERAMIC inF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 

CAPACITOR FIXED CERAMIC inF 4/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 

CAPACITOR FIXED CERAMIC 1nF 4/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 

CAPACITOR FIXED POLYESTER 10nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 

CAPAGITOR FIXED POLYESTER 10nF 4/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 

CAPACITOR FIXED CERAMIC inF 4/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 

CAPACITOR FIXED POLYESTER 10nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 

CAPACITOR FIXED CERAMIC tnF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 

CAPACITOR FIXED POLYESTER 10nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 

CAPACITOR FIXED CERAMIC 150pF +/-2% 63V.N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 

CAPACITOR FIXED POLYESTER 10nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). € 


46882-114B 
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REPLACEABLE PARTS 


Description 


Sensitive receiver board (Option 1 only) RX11 (contd.) 


Nec. 91 


Cir. Mi part 
Ref. number 
C56 26383/585 
57 26343/447 
C58 26383/585 
C59 26582/426 
C60 26383/585 
C61 26582/426 
C62 26383/585 
C63 26343/447 
C64 26383/585 
C65 26582/432 
Cé6 26343/432 
C67 26582/432 
- C68 26582/427 
C69 26582/427 
C70 26582/426 
C71 26582/428 
C72 26582/428 
G73 26582/428 
C74 26582/428 
C75 26582/426 
C76 26582/428 
C77 26582/426 
C78 26582/426 
C79 26421/115 
C80 26421/124 
cai 26421/115 
46882-114B 


CAPACITOR FIXED CERAMIC inF +/-10% &3V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC 330pF +/-2% 63V N750 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC inF +/-10% 63V 202 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


CAPACITOR FIXED POLYESTER 10nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC inF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 10nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC inF +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 330pF +/-2% 63V N750 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC inf +/-10% 63V 2C2 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 1uF +/-10% 50V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 150pF +/-2% 63V Ni50 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 1uF +/-10% 50V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 470nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 470nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 10nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 47nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED POLYESTER 47nF +/-10% 693V 330 
ppm/OEG C, RADIAL, 5mm PWP, (TAPED). 


CAPACITOR FIXED POLYESTER 47nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 


CAPACITOR FIXED POLYESTER 47nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 


CAPACITOR FIXED POLYESTER 10nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 


CAPACITOR FIXEO POLYESTER 47nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 


CAPACITOR FIXED POLYESTER 10nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 


CAPACITOR FIXED POLYESTER 10nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 


CAPACITOR FIXED ALUMINIUM 33uF +/-20% 25V 
ELECTAOLYTIC, RADIAL, 5mm PWP, (TAPED). 


CAPACITOR FIXED ALUMINIUM 220uF +/-20% 16V 


ELECTROLYTIC, RADIAL, 5mm PWP, (LOOSE OR TAPED). 


CAPACITOR FIXED ALUMINIUM 33uF +/-20% 25V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
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Sensitive receiver board (Option i only) RX1i (conid,) 


D1 
D2 
D3 
D4 
D5 
Dé 
D7 
DB 
D9 
DiO 
Dit 
D12 
Di3 
D14 
Dis 


116 


ICi 
IG2 
IC3 
IC4 
IC5 
IC6 
IC7 
IC8 
IC9 


IC10 


6-104 


28383/997 


28383/997 


28335/675 


28383/997 


28335/675 


28383/997 


44529/057 


44529/057 


2837 1/494 


28336/676 


28336/676 


28336/676 


28357/028 


28357/028 


2835 7/028 


28357/028 


28461/415 


28461/410 


28531/007 


23642/942 


28461/414 


28461/408 


28461/414 


28461/415 


28461/378 


28461/349 


DIODE PIN 5082-3379... 250mW 50V VHF-UHF 
ATTENUATOR, AXIAL, HP-OUTLINE-15, (TAPED). 


DIODE PIN 5082-3379... 250mW 50V VHF-UHF 
ATTENUATOR, AXIAL, HP-OUTLINE-15, (TAPED). 


DIODE GENERAL-PURPOSE BA482... 35V 100mA 1.2VI @ 
100mA AXIAL, DO-34, (TAPED). 


DIODE PIN 5082-3379... 250mW 50V VHF-UHF 
ATTENUATOR, AXIAL, HP-OUTLINE-15, (TAPED). 


DIODE GENERAL-PURPOSE BA482,.. 35V 100mA 1.2Vi @ 
100mA AXIAL, DO-34, (TAPED). 


DIODE PIN 5082-3379,,, 250mW 50V VHF-UHF 
ATTENUATOR, AXIAL, HP-OUTLINE-15, (TAPED). 


DIODES MATCHED PAIR 
DIODES MATCHED PAIR 


DIODE ZENER 1N825... 250mW 6.2V 5% 50mA 
20ppm/DEG.C, AXIAL, DO-35, (TAPED). 

DIODE GENERAL-PURPOSE 1N4148... 75V 110mA 1VI @ 
10mA, AXIAL, DO-35, (TAPED). 


" DIODE GENERAL-PURPOSE 1N4148... 75V 110mA1Vi@ 


10mA, AXIAL, DO-35, (TAPED). 

DIODE GENERAL-PURPOSE 1N4148,.. 75V 110mA 1VI @ 
10mA, AXIAL, DO-35, (TAPED). 

DIODE RECTIFIER 1N4004... 400V 1A 1.1Vi @ 1A, 
AXIAL, SOD-81, (TAPED). 

DIODE RECTIFIER 1N4004... 400V 1A 1.1Vi @ 4A, 
AXIAL, SOD-81, (TAPED). 

DIODE RECTIFIER 1N4004... 400V 1A 1.1Vi @ 7A, 
AXIAL, SOD-81, (TAPED), 

DIODE RECTIFIER 1N4004... 400V 1A 1.1VI @ 1A, 
AXIAL, SOD-81, (TAPED), 


IC ANALOGUE MICROWAVE-AMPLIFIER MSA-0385... 
CASCADABLE BIPOLAR, 4.0GHz, MONOLITHIC, 4 PIN, 
IG ANALOGUE MICROWAVE-AMPLIFIER MSA-0485... 
CASCADABLE BIPOLAR, 3.6GHz, MONOLITHIC, 4 PIN, 
RF-MIXER DOUBLE-BALANGED, DIODE RING, SRA220.. 
0.05-2000MHz, 50R 1 dBm RF-idB COMPRESS, 6 dB 
FILTER CRYSTAL, PCB-MOUNT, 21.4MHz, LINEAR- PHASE, 
3dB PASSBAND 5KHz, 60dB8 STOPBAND 40KHz, 4dB MAX 
IC ANALOGUE MICROWAVE-AMPLIFIER MSA-0865... 
CASCADABLE BIPOLAR, 6.0GHz, MONOLITHIC, 4 PIN, 
IC ANALOGUE WIDEBAND-AMPLIFIER MC1350P... SINGLE, 
12V WITH AGC CONTROL, 8 PIN, DUAL-IN- LINE. 
IC ANALOGUE MICROWAVE-AMPLIFIER MSA-0885... 
CASCADABLE BIPOLAR, 6.0GHz, MONOLITHIC, 4 PIN, 
IC ANALOGUE MICROWAVE-AMPLIFIER MSA-0385... 
CASCADABLE BIPOLAR, 4.0GHz, MONOLITHIC, 4 PIN, 
IG ANALOGUE OPERATIONAL AMP TLO74BCN... QUAD, 
JFET-INPUT, LINEAR, 14 PIN, DUAL-IN-LINE. 
IC ANALOGUE OPERATIONAL AMP TLO74CN .. QUAD, 
JFET-INPUT, LINEAR, 14 PIN, DUAL-IN-LINE, 
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Clr. MI part 
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' (CM 28461/980 
L1 23642/557. 
L2 44291/009 
L3 23642/563 
L4 44291/009 
L5 34901/046 
L6 44291/006 
L7 44291/007 
L8 44291/006 
L9 44291/007 
L10 23642/557 
Li 23642/932 
Ut2 23642/557 
Li3 23642/557 
L14 23642/557 
Lis 23642/557 
L16 23642/933 
Li7 23642/557 
L18 23642/557 
L19 23642/933 
L20 23642/557 

21 23642/557 
ee 23642/557 
46882-114B 


IC ANALOGUE TEMPERATURE-SENSOR LM35D2Z... 30V 
+/-1.5 DEG.C VOLTAGE PROPORTIONAL, MONOLITHIC, 3 


INDUCTOR FIXED 22uH +/- 10% COATED-LACQUER, 
MINIATURE, 260mA 3A MAX, 55 QO @ 2.5 MHz, 25 MHz 
WOUND-PART INOUCTOR, 1.6uH, RING-CORE, 10 TURNS, 
UNMOUNTED, VARNISHED. 

INDUCTOR FIXED 220uH +/- 10% COATED-LAGQUER, 
MINIATURE, 110mA 17R MAX, 45 Q @ 0.79 MHz, 4.2 MHz 

WOUND-PART INDUCTOR, 1.6uH, RING-CORE, 10 TURNS, 
UNMOUNTED, VARNISHED. 

WOUND-PART INDUCTOR, 0.08uH, AIR-CORE, 2.4mm 
/DIA, 7.5 TURNS, CLOSE WOUND. 

WOUND-PART INDUCTOR, 503nH, AIR-CORE, ON M4 x 
0.5mm FORMER, 3.25:12.25 TURNS. 

WOUNQO-PART INDUCTOR, 503nH, AIR-CORE, ON M4 x 
0.5mm FORMER, 15.75 TURNS. 

WOUND-PART INDUCTOR, 503nH, AIR-CORE, ON M4 x 
0.5mm FORMER, 3.25:12.25 TURNS. 

WOUND-PART INDUCTOR, 503nH, AIR-CORE, ON M4 x 
0.5mm FORMER, 15.75 TURNS. 


INDUCTOR FIXED 22uH +/- 10% COATED-LACQUER, 
MINIATURE, 260mA 3R MAX, 55 Q @ 2.5 MHz, 25 MHz 


INDUCTOR VARIABLE 0.38uH NOM, UNSCREENED, 2 PIN, 
7.5mm SQUARE PCB MOUNT BASE, Q>80 @ 45MHz, 


INDUCTOR FIXED 22uH +/- 10% COATED-LACQUER, 
MINIATURE, 260mA 3R MAX, 55 Q @ 2.5 MHz, 25 MHz 


INDUCTOR FIXED 22uH +/- 10% COATED-LACQUER, 
MINIATURE, 260mA 3R MAX, 55 Q @ 2.5 MHz, 25 MHz 


INDUCTOR FIXED 22uH +/- 10% COATED-LACQUER, 
MINIATURE, 260mA 3A MAX, 55 Q @ 2.5 MHz, 25 MHz 


INDUCTOR FIXED 22uH +/- 10% COATED-LAGQUER, 
MINIATURE, 260mA 3A MAX, 55 Q @ 2.5 MHz, 25 MHz © 


INDUCTOR VARIABLE 0.17uH NOM, UNSCREENED, 2 PIN, 
7.5mm SQUARE PCB MOUNT BASE, 5.5 TURN COIL, ~~ 


INDUCTOR FIXED 22uH +/- 10% COATED-LACQUER, 
MINIATURE, 260mA 3A MAX, 55 Q @ 2.5 MHz, 25 MHz 


INDUCTOR FIXED 22uH +/- 10% COATED-LACQUER, 
MINIATURE, 260mA 3R MAX, 55 Q @ 2.5 MHz, 25 MHz 


INDUCTOR VARIABLE 0.17uH NOM, UNSCREENED, 2 PIN, 
7.5mm SQUARE PCB MOUNT BASE, 5.5 TURN COIL, 


INDUCTOR FIXED 22uH +/- 10% COATED-LACQUER, 
MINIATURE, 260mA 3R MAX, 55 Q @ 2.5 MHz, 25 MHz 


INDUCTOR FIXED 22uH +/- 10% COATED-LACQUER, 
MINIATURE, 260mA 3R MAX, 55 Q @ 2.5 MHz, 25 MHz 


INDUCTOR FIXED 22uH +/- 10% COATED-LACQUER, 
MINIATURE, 260mA 3R MAX, 55 Q @ 2.5 MHz, 25 MHz 
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ee 


Cir, 
Ref. 


MI part 
number 


Description 


Sensitive receiver board (Option i only) RX11 (conid.) 


PLA 
PLB 


PLC 


Al 
R2 
R3 
R4 
R5 
R6 
R7 
R8 
Ag 
R10 
Ri 
R12 
Ri3 
A14 
R15 
R16 
R17 
R18 
Ri9 
R20 
R21 
R22 


R23 


6-406 


23435/188 


23435/188 


23435/188 


24321/602 


24321/603 


24321/602 


24573/056 


24573/051 


24321/600 


24321/601 


24321/600 


24772/061 


24772/084 


24772/076 


24772/025 


24772/044 


24772/047 


24772/031 


24772/079 


24772/069 


24772/041 


24772/042 


24772/042 


24772/045 


24772/080 


24772/075 


TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 

HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 
TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 
_ HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 


TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 
HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 


RESISTOR FIXED METAL-GLAZE 95A3 +/- 1% 250mW 200V 
100 ppm/DEG.C, SURFACE MOUNTED, SIZE 1210, (LOOSE 
RESISTOR FIXED METAL-GLAZE 71RAS5 4+/- 1% 250mW 200V 
100 ppm/DEG.C, SURFACE MOUNTED, SIZE 1210, (LOOSE 
RESISTOR FIXED METAL-GLAZE 95R3 +/- 1% 250mW 200V 
100 ppm/DEG.G, SURFACE MOUNTED, SIZE 1210, (LOOSE 
RESISTOR FIXED METAL-OXIDE 200R +/- 2% S500mW 350V 
250 ppm/DEG.C, AXIAL, (TAPED). 
RESISTOR FIXED METAL-OXIDE 120A +/- 2% 500mW 350V 
250 ppm/DEG.G, AXIAL, (TAPED). 
RESISTOR FIXED METAL-GLAZE 294R +/- 1% 125mW 200V 
100 ppm/DEG.C, SURFACE MOUNTED, SIZE 1206, (LOOSE 
RESISTOR FIXED METAL-GLAZE 17R8 +/- 1% 125mW 200V 
100 ppm/DEG.C, SURFACE MOUNTED, SIZE 1206, (LOOSE 
RESISTOR FIXED METAL-GLAZE 294R +/- 1% 125mW 200V 
100 ppm/DEG.C, SURFACE MOUNTED, SIZE 1206, (LOOSE 
RESISTOR FIXED METAL-FILM 330R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 
RESISTOR FIXED METAL-FILM 3K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 
RESISTOR FIXED METAL-FILM 1K3 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 
RESISTOR FIXED METAL-FILM 10R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 
RESISTOR FIXED METAL-FILM 62RA +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 
RESISTOR FIXED METAL-FILM 82R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 
RESISTOR FIXED METAL-FILM 18RA +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 
RESISTOR FIXED METAL-FILM 1K8 +/- 2% 125mW 150V 
100 ppmV/DEG.C, AXIAL, (TAPED). 
RESISTOR FIXED METAL-FILM 680R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 
RESISTOR FIXED METAL-FILM 47R +/- 2% 125mW 150V 
100 ppm/DEG.G, AXIAL, (TAPED). 
RESISTOR FIXED METAL-FILM 51R 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 
RESISTOR FIXED METAL-FILM 51A 4+/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 
RESISTOR FIXED METAL-FILM 68R +/- 2% 125mW 150V 
100 ppm/DEG.G, AXIAL, (TAPED). 
RESISTOR FIXED METAL-FILM 2K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 
RESISTOR FIXED METAL-FILM 1K2 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


46882-114B 
Dec. 91 


REPLACEABLE PARTS 


Description 


_ Sensitive receiver board (Option 1 only) RX11 (contd.) 


Dec. 91 


fel Olinber 
R24 24772/041 
R25 24772/043 
A26 24772/046 
R27 24772/041° 
R28 24772/046 
A29 24772/066 
R30 24772/059 
R31 24772/066 
Ag2 24772/044 
R33 24772/057 
R34 24772/073 
R35 24772/049 
R36 24772/040 
R37 24772/066 
R38 24772/049 
R39 24772/073 
R40 24772/063 
R41 24573/051 
R42 24772/078 
R43 24772/049 
A44 24723/397 
R45 24772/051 
RAG 24573/051 
R47 24573/053 
R48 24772/042 
R49 24772/055 
46882-114B 


RESISTOR FIXED METAL-FILM 47R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 56R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 75R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 47R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 75 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 510R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 270R 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 510R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 47R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 220R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100F +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 43R 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 510R +4+/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100R +4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K 4/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 3S90R +4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-OXIDE 120R 4+/- 2% 500mW 350V 
250 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 100R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 300R +/- 0.1% 250mW 200V 
25 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 120R +/- 2% 125mW 150V 
100 pprm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-OXIDE 120RF +/- 2% 500mW 350V 
250 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-OXIDE 150R +/- 2% S500mW 350V 
250 ppm/DEG.C, AXIAL, (TAPED). y 

RESISTOR FIXED METAL-FILM 51R 4+/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 180R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 
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ROrPLACECADLE PAHIS 


Clr. 
Ref. 


MI part 
number 


Description 


Sensitive receiver board (Option 1 only) RX11 (conid.) 


R50 
RSt 
R52 
AS3 
R54 
R55 
R56 
R57 
R58 
A59 
R60 
R61 
R62 
R63(SIC) 
R64 
R65 
R66 


A67 


6-108 


24772/069 
24772/137 
24772/137 
24772/089 
24772/089 
24772/113 
24772/113 
24772/137 


24772/071 


25711/639 


24772/080 
24723/404 
24723/373 
24753/213 
24723/373 
24723/306 
24723/373 
24723/373 
24723/397 
24723/373 
24732/261 
24723/397 
24772/073 
24772/081 
24772/073 
24772/081 
24772/073 


24772/081 


RESISTOR FIXED METAL-FILM 680R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 470K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 470K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 4K7 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 4K7 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 47K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 47K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 470K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 620R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR VARIABLE CERMET LINEAR, 2K 10% 500mW 200V 
150 ppm/DEG.C, SINGLE-TURN, HORIZONTAL-PGB, ~~ 

RESISTOR FIXED METAL-FILM 2K +/- 2% 125mW 150V 100 
ppm/DEG,C, AXIAL, (TAPED). 


RESISTOR FIXED METAL-FILM 320K +/- 0.1% 250mW 200V 


50 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 0.1% 250mW 200V 
15 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 300K +/- 0.5% 250mW 200V 
50 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 0.1% 250mW 200V 
15 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 0.1% 250mW 200V 
15 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 0.1% 250mW 200V 
15 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 0.1% 250mW 200V 
15 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 300R +/- 0.1% 250mW 200V 
25 ppm/DEG C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 10K +/- 0.1% 250mW 200V 
15 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 59K +/- 0.25% 250mW 200V 
25 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 300R +/- 0.1% 250mW 200V 
25 ppm/DEG.C, AXIAL, (LOOSE OR TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 2K2 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 2K2 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 1K +/- 2% 125mW 150V 100 
ppm/DEG.C, AXIAL, (TAPED). 

RESISTOR FIXED METAL-FILM 2K2 +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 


46882-114B 
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REPLACEABLE PARTS 


Description 


Sensitive receiver board (Option 1 only) RX11 (contd.) 


Dec. 91 


Clr. MI part 
Ref. number 
R78 24772/107. 
R79 24772/099 
R80 24772/137 
R81 24772/059 - 
Ra2 24772/058 
Ra3 24772/058 
R84 24772/051 
Ras 24772/051 
R86 24772/025 
“R87 25711/638 
ALA 23486/101 
ALB 23486/513 
RLC 23486/513 
SKB 23435/990 
7 44291/008 
T2 44291/008 
ThA 23435/188 
TP2 23435/188 
46882-114B 


RESISTOR FIXED METAL-FILM 27K 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 
RESISTOR FIXED METAL-FILM 12K 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED): 
RESISTOR FIXED METAL-FILM 470K +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 
RESISTOR FIXED METAL-FILM 270R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 
RESISTOR FIXED METAL-FILM 240R 4/- 2% 125mW 150V 
{00 ppm/DEG.C, AXIAL, (TAPED). 
RESISTOR FIXED METAL-FILM 240A +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 
RESISTOR FIXED METAL-FILM 120R 4/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 
RESISTOR FIXED METAL-FILM 120R +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 
RESISTOR FIXED METAL-FILM 10A +/- 2% 125mW 150V 
100 ppm/DEG.C, AXIAL, (TAPED). 
RESISTOR VARIABLE CERMET LINEAR, 1K 10% 500mW 200V 
150 ppm/DEG.C, SINGLE-TURN, HORIZONTAL-PGB, 


RELAY MAGNETIC, DOUBLE-POLE CHANGEOVER, 5V COIL, 
62R - CONTACTS 1A @ 28VDC, 9.5mmSQ, 9.6mm HIGH, 
RELAY REED, SINGLE-POLE N/O, CO-AXIAL, 5V COIL, 
230R - CONTACTS 0.5A, 200V, DC-1200MHz, PCB 
RELAY REED, SINGLE-POLE N/O, CO-AXIAL, 5V COIL, 
230R - CONTACTS 0.5A, 200V, DC-1200MHz, PCB 


CONNECTOR SHORTING, SOCKET, 2 WAY, FOR 0.64mm SQ 
PINS, 2.54mm PITCH, 9.6mm HIGH, FREE MOUNTING, 


WOUND-PART TRANSFORMER, IMPEDANCE, RING-CORE, 
24+24 TURNS, TWISTED BIFILAR WOUND, UNMOUNTED. 


WOUND-PART TRANSFORMER, IMPEDANCE, RING-CORE, 
24+24 TURNS, TWISTED BIFILAR WOUND, UNMOUNTED. 


TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 
HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 


TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 
HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 
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Sensitive receiver board (Option 1 only) RX11 (contd.) 


TRI 
TR2 
TR3 
TR4 
TRS 
TRE 
TR7 
TR8 
TR9 
TRIO 
TRit 
TR12 
TRi3 
TR14 


TR15 


6-110 


28451/694 


28452/172 


28452/172 


28452/197 


28434/827 


28434/827 


28433/455 


28433/455 


284935/225 


28433/455 


28435/225 


28433/455 


28435/225 


28433/455 


28435/225 


TRANSISTOR NPN BIPOLAR BFRQIA.... 12V 6GHz 300mW 
35mA 40hFE @ 30mA, SURFACE MOUNTED, SOT-37, 


TRANSISTOR NPN BIPOLAR BFAQE6S.... 15V 5GHz 700mW 
100mA 25hFE @ 70mA, SURFACE MOUNTED, SOT-37, 
TRANSISTOR NPN BIPOLAR BFAQGS.... 15V 5GHz 700mW 
100mA 25hFE @ 70mA, SURFACE MOUNTED, SOT-37, 
TRANSISTOR NPN BIPOLAR 2N2369.... 15V 500MHz 360mW 
500mA 40hFE @ 10mA, TO-18. 
TRANSISTOR PNP BIPOLAR MPS6534.... 40V 250MHz 
625mW 600mA SOhFE @ 100mA, TO-92, (LOOSE). 
TRANSISTOR PNP BIPOLAR MPS6534.... 40V 250MHz 
625mW 600mA SOhFE @ 100mA, TO-92, (LOOSE). 
TRANSISTOR PNP BIPOLAR BC308B.... 20V 1830MHz 200mW 
100mA 200hFE @ 2mA, TO-92, (TAPED EMITR FIRST). 
TRANSISTOR PNP BIPOLAR BC308B..., 20V 130MHz 200mW 
100mA 200hFE @ 2mA, TQ-92, (TAPED EMITR FIRST). 
TRANSISTOR PNP BIPOLAR ZTX750.... 45V 100MHz 1W 2A 
1OOhFE @ 500mA, TO-92, (TAPED EMITR FIRST). 
TRANSISTOR PNP BIPOLAR BC308B.... 20V 130MHz 200mW 
100mA 200hFE @ 2mA, TO-92, (TAPED EMITR FIRST)... 
TRANSISTOR PNP BIPOLAR ZTX750.... 45V 100MHz iW 2A 
1OOhFE @ 500mA, TO-92, (TAPED EMITR FIRST). 
TRANSISTOR PNP BIPOLAR BC308B.... 20V 130MHz 200mW 
100mA 200hFE @ 2mA, TO-92, (TAPED EMITR FIRST). 
TRANSISTOR PNP BIPOLAR ZTX750.... 45V 100MHz iW 2A 
1OOhFE @ 500mA, TO-92, (TAPED EMITR FIRST). 
TRANSISTOR PNP BIPOLAR BC308B.... 2Z0V 130MHz 200mW 
100mA 200hFE @ 2mA, TO-92, (TAPED EMITR FIRST). 
TRANSISTOR PNP BIPOLAR ZTX750.... 45V 100MHz 1W 2A 
1OOhFE @ 500mA, TO-92, (TAPED EMITR FIRST). 


46882-114B 
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Clr. 
Ref. 


Local oscillator driver board (Option 1 only) 


When ordering, prefix circuit reference with RX12., 


me) 


Dec. 91 


MI part 
number 


44829/594 
C1 26343/432 
C2 26343/446_ 
C3 26343/447 
C4 26943/432 
C5 26343/435 
G6 26386/756 
G7 26421/115 
cB 26986/756 
ers) 26386/756 
C10 26582/426 
IC 28461/410 
L1 23642/932 
L2 93642/933 
L3 23642/939 
L4 235642/992 
44291/009 
L6 23642/563 
PLA 23435/188 
At 24573/051 
RLA 23486/101 
46882-114B 


REPLACEABLE PARTS 


Description 


RX12 


Complete unit 


CAPAGITOR FIXED CERAMIC 150pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 


CAPACITOR FIXED CERAMIC 180pF +/-2% 63V N750 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 330pF +/-2% 63V N750 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 150pF +/-2% 63V N150 
SINGLELAYER, RADIAL, 2.5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 220pF +/-2% 63V N750 
SINGLELAYER, RADIAL, 2.6mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 39nF +/-20% 50V X7R 
MULTILAYER, SURFACE-MOUNTED, SIZE 1210, NICKEL 
CAPACITOR FIXED ALUMINIUM 39uF +/-20% 25V 
ELECTROLYTIC, RADIAL, 5mm PWP, (TAPED). 
CAPACITOR FIXED CERAMIC 39nF +/-20% 50V X7R 
MULTILAYER, SURFACE-MOUNTED, SIZE 1210, NICKEL 
CAPACITOR FIXED CERAMIC 39nF +/-20% 50V X7R 
MULTILAYER, SURFACE-MOUNTED, SIZE 1210, NICKEL 


CAPACITOR FIXED POLYESTER 10nF +/-10% 63V 330 
ppm/DEG.C, RADIAL, 5mm PWP, (TAPED). 


IC ANALOGUE MICROWAVE-AMPLIFIER MSA-0486... 
3d8 PASSBAND SKHz, 60dB STOPBAND 40KHz, 4dB MAX 


INDUCTOR VARIABLE 0.38uH NOM, UNSCREENED, 2 PIN, 
7.5mm SQUARE PCB MOUNT BASE, Q>80 @ 45MHz, 
INDUCTOR VARIABLE 0.17UH NOM, UNSCREENED, 2 PIN, 
7.5mm SQUARE PCB MOUNT BASE, 5.5 TUAN COIL, 
INDUCTOR VARIABLE 0.17uH NOM, UNSCREENED, 2 PIN, 

7.5mm SQUARE PCB MOUNT BASE, 5.5 TURN COIL, 
INDUCTOR VARIABLE 0.38uH NOM, UNSCREENED, 2 PIN, 
7.5mm SQUARE PCB MOUNT BASE, Q>80 @ 45MHz, 
WOUND-PART INDUCTOR, 1.6uH, RING-CORE, 10 TURNS, 
UNMOUNTED, VAANISHED. 


INDUCTOR FIXED 220uH +/- 10% COATED-LACQUER, 
MINIATURE, 110mA 17R MAX, 45 Q @ 0.79 MHz, 4.2 MHz 


TERMINAL CONNECTOR-PIN, 0.64mm SQUARE, 5.97mm 
HIGH, PCB-MOUNTING, SINGLE-ENDED, 0.75um GOLD OVER 


RESISTOR FIXED METAL-OXIDE 120A +/- 2% 500mW 350V 
250 ppm/DEG.C, AXIAL, (TAPED). 


RELAY MAGNETIC, DOUBLE-POLE CHANGEOVER, 5V COIL, 
62R - CONTACTS 1A @ 28VDC, 9.5mmSQ, 9.6mm HIGH, 


6-111 


Cir. MI part 
Ref. number Description 


Attenuator and switch assembly (Option 1 only) RxX2 


This assembly should not be dismantled. P 


44429/037 Complete unit 


Bypass switch assembly (Option 1 only) RxX3 


When ordering, prefix circuit reference with RX3., 


44429/038 Complete unit 


SKA 23444/531 ©CONNECTOR-AF SMA-TYPE FEMALE, RECEPTACLE, 50 OHMS, 
BULKHEAD, STUB CONTACT, WITHOUT MTG SHOULDR, SPECL 
SKB 23444/531 | GONNECTOR-RF.SMA-TYPE FEMALE, RECEPTACLE, 50 OHMS, 
BULKHEAD, STUB CONTACT, WITHOUT MTG SHOULDR, SPECL 
SKC 23444/531 | CONNECTOR-RF SMA-TYPE FEMALE, RECEPTACLE, 50 OHMS, 
BULKHEAD, STUB CONTACT, WITHOUT MTG SHOULDA, SPECL 
SKD 23444/531 §CONNECTOR-RF SMA-TYPE FEMALE, RECEPTAGLE, 50 OHMS, 


BULKHEAD, STUB CONTACT, WITHOUT MTG SHOULDR, SPECL 


46882-114B 
6-112 Dec. 91 


MISCELLANEOUS MECHANICAL PARTS 


Item 
No. Description 
Order without prefix. Item numbers as shown in Fig. 6-1. 
1 Top cover 
2 Board frame cover 
3 Board guide (1 of 12) 
4 Safaty cover for AT2 
5 CRT magnatic shield 
Gasket moulding 
CRT strap assembly 
a VARIABLE control knob 
8 CRT bezel 
9 Lower cover 
10 Eront panel assembly (including front 
panel, kayboards AF1/2 and AF2/2, (English) 
plastic key mat and VOLUME, INTENSITY = (French) 
and POSITION controls (Spanish) 
Plastic key mat only for AF1/2 and 
AF2/2 (The front panel is designed 
to be replaceable as a complete 
assembly. However, under certaln (English) 
conditions, thase parts may ba (French) 
available.) (Spanish) 
11 CRT window 
CRT screen, mesh 
12 VOLUME, INTENSITY or POSITION control 
knob (1 of 4) 
13 Foot (1 ta 4) 
Stud, nylon (1 of 4) 
14 Handle assembly (including handle, bosses, locking 
rings, springs, screws, washers and buttons) 
15 AF tray cover (small) 
16 Side rail (1 of 2) 
17 RF tray cover (large) 
18 Safety cover for AC1 
19 Rear cover 
Grommat, blind (1 of 2) 
Air filter (1 of 3) 
20 Rear stand (1 of 2) 
ny Rear panel 
Voltage sslector locking plata 
22 Nut, sheet metal (1 of 8) 
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' Part 


Number 


35907-046 
35906-437 
22324-0014 
37590-841 
35904-561 
37590-988 


41700-687 
37591-605 


37591-616 
35907-045 


46662/450 
46662/475 
46662/474 


B2955KP1982 


37490-707 
31519-125 


37591-610 
37591-593 
37591-461 


41590/279 
41690-406 


34902-016 
41690-408 
37490-749 
41690-600 
23118-242 
37490-718 


37591-590 
35906-720 
35907-2111 
35901-352 
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Fig. Unit Part no. 

Fig. 7-1 Circuit diagram of Overall assembly (Without Option 1)..A0 52955/500... 

Fig. 7-2 Circuit diagram of Overall assembly (With Option 1)....... AQ AS faa) ja) t) Le 

Fig, 7-3 Circuit diagram of RF tray assembly ........scscesseestccereesees Po Se ot 

Fig, 7-4 Circuit diagram of Attenuator and switches (Option 1).....AQ © cccsccccssseacesens 

Fig. 7-5 Component layout of RF modulation meter board .......... AAL  44828/878... 

Fig. 7-6 Circuit diagram of RF modulation meter board 

COsciNatianl PIs) tm setae casencsaens>- AA]  44828/878... 

Fig. 7-7 Circuit diagram of RF modulation meter board (Mixer)....AAl 44828/878... 

Fig. 7-8 Component layout of RF counter board ..........eeeseeeseeees AA2 44828/879... 

Pipe 7-9 ACUCHIPCISET aT Oi tet COUMLED DOATC ..s..e0cccossesoseresoorsenee soe AA2 44828/879... 

Fig. 7-10 Component layout of RF synthesizer and oscillator board AA3 44828/880... 7- 

Fig. 7-11 Circuit diagram of RF synthesizer and oscillator board 

COSC atOmency LIUCrS \icstcscccsssicesesass AA3  44828/880... 

Fig. 7-12 Circuit diagram of RF synthesizer and oscillator board 

CT RG IAS aon ete eee AA3 ~—- 44828/880... 
Fig. 7-13 Component layout of LF synthesizer and output 

VG AW iY eH GLa ON eT AYR a ME ys er pel arte aaah AA4/1 44829/613... 

Fig. 7-14 Circuit diagram of LF synthesizer and output amplifier 

iar MUNilXeul ast sreser tere estecsereset tone AA4/I 44829/613... 
Fig, 7-15 Circuit diagram of LF synthesizer and output amplifier 

DOA a CIUUGUL )aa.ccee cs ccntete oc, deatecceos AA4/1 44829/613... 
Fig. 7-16 Component layout of Motherboard ou... eesscceesseeenees ABI/L 44829/523... 7- 
Fig. 7-17 Circuit diagram of Motherboard (Audio amplifier 

Ng tanta) col(otet ¢(ay) pl Perera ap esen eer ee emer ABI/1 44829/523... 

Fig. 7-18 Circuit diagram of Motherboard (Keyboard intertace)....ABI/1 44829/523... 

Fig. 7-19 Component layout of Digital scope board .........cseseeeees AB2/2 44829/635... 

Fig. 7-20 Circuit diagram of Digital scope board (ADC 

A CARLICL UT) enere es ect eeneee ny) cc aenets sc AB2/2 44829/635... 

Fig. 7-21 Circuit diagram of Digital scope board (Output)............. AB2/2 44829/635... 

Migees mC OmpOneninay Gur Oley LU D0ard © io. cice.veressseseuedscacesnse AB3/2 44829/636... 

Fig. 7-23 Circuit diagram of VDU board (Character generator) .....AB3/2 44829/636... 

Fig. 7-24 Circuit diagram of VDU board (Scope trigger)...........0.. AB3/2 44829/636... 
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Unit 
Component layout of Microprocessor board .......s...e000 AB4/2 
Circuit diagram of Microprocessor board 
(CPU and THEMOryY)) c..ccttectercsesaveree AB4/2 
Circuit diagram of Microprocessor board (ADC)........0++ AB4/2 
Circuit diagram of Microprocessor board 
(Programmable divider) .....:scvcsetssssoes AB4/2 


Component layout of Demodulation and scope board ...AB5/2 


Circuit diagram of Demodulation and scope board 

(IF Gemocuiationm).cc.carevescs teres ereeeae ABS5/2 
Circuit diagram of Demodulation and scope board 

(Swithiste). x ssevs-ssxceceaceeeeeeieees seats AB5/2 
Circuit diagram of Demodulation and scope board 

(Ranging snc Piters)icnsticscres eee AB5/2 
Component layout of AF synthesizer board ...........00000. AB6/1 
Circuit diagram of AF synthesizer board (Dividers) ....... AB6/1 
Circuit diagram of AF synthesizer board (DAC),........++ AB6/1 
Component layour of. DC filter-O0ard io cicess-dseecretvarserees AR4 
Circuit diagram of Input switching assembly ..............ACO/2 

and‘IoC Bier nGard.,..cste tees AR4 
Component layout of CRT drive board wo... eee eesseeeeeees ACI 

and CR Tabase, DOA yi. cranectscsactes AT2 
Circuit diagramof CRT, drive DOard .....dsscsecet¥edehieas ences ACI 

and CI base DOard «..:.ccaee scares AT2 
Component layout of GPIB interface unit .........:sessseeee AD1 
Circuindiagcamor GPIB antertace nites cases ce AD1 
Gircuit diagrant ofMain keyDoard ....c....0.c%s;sateveeclccteae AF]/2 
Circuit diggramof Scope KEYOOBN. ..:1:,.scustetuvsnatece ae AF2/2 
Component layout of Power supply board ....... cesses ARI/1 
Circuit diagram of Power supply board ...........csscceeereeees ARI/I 
Circuit diagram of Receiver tray assembly ...........e:eeseeees RX] 
Component layout of Sensitive receiver board ............... RX11 
Circuit diagram of Sensitive receiver board...............0000 RX1] 
Component layout of Local oscillator driver board......... RX12 
Circuit diagram of Local oscillator driver board............. RX12 
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CIRCUIT NOTES 
Component values 


Resistors : R=ohms, k=kilohms, M = megohms. 
Capacitor: {l= microfarrads, n = nanofarads, p = picofarads. 
Inductors : {l= microhenries, m = millihenries. 


SIC . = value selected during test, nominal value shown. 
Symbols 

Symbols are to BS 3939 with the following additions : 

rN Static sensitive component - see Notes and Cautions, Page iv. 

eh Tag 

TP4 ; 

—}— Test point 

—— Edge connector 

apes Ferrite bead 


PCB layouts 


PCB layout are shown as viewed from the Component side. 
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CIRCUIT DETAILS FOR AO 
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Drg. No. ZS29S5/S01 Sheet 1 Is34,/i¢ diagram of Overall assembly (With Option 1) 


46882-1148 
Dec. $1 ag 


7-6 


46882-114B 
Dec. 91 


CIRCUIT DIAGRAM FOR AO 
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The international country codes in telephone and fax numbers are shown in square brackets [ ] 
whilst the national area codes are identified by round brackets ( ). 


HEAD OFFICE 


Marconi Instruments Ltd 
Longacres 

ST ALBANS 

Hertfordshire AL4 OJN 

United Kingdom 

Telephone: [+44] (727) 859292 
Fax: (+44) (727) 857481 

Telex: 23350 MARCON G 


AUSTRALIA 


Marconi Instruments (Pty) Ltd 
Unit 1 

38 South Street 

Rydalmere, 

NEW SOUTH WALES, 2116 
Australia 

Telephone: (+61] (2) 638 0800 
Fax: [+61] (2) 638 3131 


FRANCE 


Marconi Instruments SA 

18 Rue du Plessis-Briard 

“Le Canal" 

Courcouronnes 

91023 EVRY CEDEX 

France 

Telephone Hee (1) 60 77 90 66 
Fax: [+33] (1) 60 77 69 22 

Telex: 690482 F 


HONG KONG 


Marconi Instruments Ltd. 
702-703 CC Wu Building 
302-308 Hennessy Road 
WANCHAI 

Hong Kong 

Telephone. [+852] 832 7988 
Fax: [+852] 834 5364 

Telex: 72369 MINST HX 


| UK SERVICE DIVISION 


Marconi Instruments Ltd 

The Airport 

LUTON 

Bedfordshire LU2 SNS 

United Kingdom 

Telephone: [+44] (582) 33866 
Fax: [+44] (582) 417573 


GERMANY 


Marconi Masstechnik GmbH 
Landsberger Strasse 65 — 
D-82110 GERMERING 
Germany 
Telephone: [+49] (89) 84 936 
Fax: (+49] (89) 84 19142 
Talex: 5212642 MMMC D 


NETHERLANDS 


Marconi Instrumenten 

Van Limburg Stirumlaan 4 
5037 SK TILBURG 

Postbus 645 

5000 AP TILBURG 
Netherlands 

Telephone: (+31] (13) 639540 
Fax: [+31] (13) 639663 


SINGAPORE 


Marconi Instruments 

3 Tai Seng Drive 
SINGAPORE 1953 
Telephone: (+65] 381 1404 
Fax: [+65] 382 8200 

Telex: 36730 GECSRS RS 


SPAIN 


Marconi Instrumentos S.A. 
Centro Empressarial “El Plantio" 
c/Ochandiano, 4 Planta Baja 
28023 MADRID 


span 

elephone: (1) 372 98 75 
Fax: (1) 307 69 39 
Telex: 57481 MIESE 


USA 
Marconi Instruments Inc. 
3 Pearl Coun 
Allandale 


NEW JERSEY 07401 
USA 


Telephone: EAN ae 934 9050 

or Toll Free 1 800 233 2955 
Fax: [+1] (201) 934 9229 
Telex: 910 710 991 9752 
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The international country codes in telephone and fax numbers are shown in square brackets [ ] 
whilst the national area codes are identified by round brackets ( ). 


HEAD OFFICE GERMANY 


Marconi Instruments Ltd Marconi Messtechnik GmbH 
Longacres ; 


Landsberger Strasse 65 
ST ALBANS D-82110 GERMERING 
Hertfordshire AL4 OJN Germany 
United Kingdom Telephone: [+49] (89) 84 936 
Telephone: [+44] (727) 859292 Fax: (+49] (89) 84 19142 


Fax: [+44] (727) 857481 
Telex: 23350 MARCON G 


AUSTRALIA NETHERLANDS 


Telex: 5212642 MMMC D 


Marconi Instruments (Pty) Ltd Marconi Instrumenten 

Unit 1 Van Limburg Stirumlaan 4 

38 South Street 5037 SK TILBURG 
Rydalmere, Postbus 645 

NEW SOUTH WALES, 2116 5000 AP TILBURG 

Australia Netherlands 

Telaphone: {+61] (2) 638 0800 Telephone: (+31] (13) 639540 
Fax: [+61] (2) 638 3131 Fax: [431] (13) 639663 


FRANCE SINGAPORE 


Marconi Instruments SA 


ic -Gri Marconi Instruments 
Me ase Picea ts 3 Tai Seng Drive 
Courcouronnes SINGAPORE 1953 
91023 EVRY CEDEX Telephone: (+65] 381 1404 
France Fax: (+65] 382 8200 
Telephone [+33] (1) 60 77 90 66 Telex: 36730 GECSRS RAS 


Fax: [+33] (1) 60 77 69 22 
Telex: 690482 F 


; SPAIN 
HONG KONG Marconi Instrumentos S.A. 


Marconi Instruments Ltd Centro Empressarial “El aonlst 
ilding /Ochandiano, 4 Planta Baja 
702-703 CC Wu Building c/Ochanuiano a j 


28023 MADRID 
302-308 Hennessy Road Spain ei 
WANCHAI ToRnnOne: (1) 372 98 75 
Toh i he ae [+852] 832 7988 Sepa a Nie 
elephone. {+ Telex: 57481 MIES E 
Fax: [+852] 834 5364 ae 


Talex: 72369 MINST HX 


——s USA 
| UK SERVICE DIVISION 


Marconi Instruments Inc. 


Marconi Instruments Ltd 3 Pearl Coun 

The Airport Allendale 

LUTON NEW JERSEY 07401 

Bedfordshire LU2 9NS USA 

United Kingdom Telephone: (+1) (201) 934 9050 
Telephone: [+44] (582) 33866 or Toll Free 1 800 233 2955 
Fax: [+44] (582) 417573 Fax: [+1] (201) 934 9229 


Telex: 910 710 991 9752 


All Marconi Instruments products are supported by the following network of Service Centres. Details of these 
establishments may change from time to time. If you experience difficulties, please contact our Customer Support 
Group at the UK Service Division at the address on the previous page. 


ARGENTINA BULGARIA CZECH REPUBLIC 


RF Instrumentos attra ere ice EMPOS sro 

(1049) BUENOS pees: ae and Ljuben Dobrianovi Str eenentnn y 

Republic of Argentina uigaria Czach Republic 
Telephone: (2) 708357 or P 

a er ee Hora 

Telex: 21833 JUDD AR (2) 706112 pa : 


Fax: (2) 707458 


AUSTRALIA CANADA DENMARK 


i Canadian Marconi Company Slantronic Instruments 
pice Instruments (Ply) Lid Eldctronic Instruments Dept eka ees ie 
38 South Street Commercial Communications Div Den M RSENS 
Rydalmere 2442 Tranion Avenue Hoy abled ie 
NEW SOUTH WALES. 2116 Montreal Talephone: 643366 
Australia QUEBEC H3P 1Y9 ax: 4080 
Canada 


Talephona: (2) 638 0800 
Fax: (2) 638 3131 


Talaphone: (514) 341 7630 ext 4560 
Fax: (514) 340 3100 


AUSTRIA CHILE AWA Compac plead 2 Pacific Ud 


37 Freaston Roa 


LB-Electronics GmbH Morgan & Cia Walu Bay 
Doblinger Haupsirasse 95 Miguel Claro 070 Suva P.O Box 858 
A-1190 WIEN Opto 807 Torres de Tajamar SUVA Flu} 
Austria Torre B Providancia ee hone. 312744 
one. 
Telephone. (1) 222 367660 Sos. Faxauus7s 
Fax: 222 3698443 Telephone (2) 2357733 Telex: 2347 AWA FlJl FS 


Fax: (2) 235 7552 


Asradlo Technical Servicas WL L. 


PO Box 26803 Marcon Instruments Service Center Kaukomarkkinal Oy 

MANAMA Electronics Dapanment Kulojantie 4 

Bahraln Beijing Institute of Technology SF-02530 ESPOO 63 
P.O. Box 327 Finland 

Telephone 727790 BENING 100081 Talaphone (0) 5211 

Fax 727811 
China Fax (0) 521 6641 

Telex 6226 ATS BN Telephone (1) 841 6688 x2618 Talex 124469 KAUKO SF 


Telex 22011 BIT CN 


Marconi Instrumenten 


Van Limburg Siirumlaan 4 Caren-Marconi Instruments Service Slalion Marconi Insirumenis GSA 

5037 SK TILBURG 424 Huaihai Road Wes! 18 Rue du Plessis-Briard 

Poslbus 645 SHANGHAI 200052 “Le Canal” 

5000 AP TILBURG China Courcouronnes 

Netherlands Telephone (21) 523119 exi 395 or 91023 EVRY CEDEX 

Telephone (13) 639540 (21) 523633 France 

Fax (13) 639663 Fax (21) 251 2662 Telephona- (1) 60 77 90 66 
Telex 33390 AEROS CN Fax (1) 60 77 69 22 


Telex 604482 F 


BRAZIL COLOMBIA 
Tecelinco Fechnologia Electronica Ltda Telectronica Limitida GERMANY 


fla Melon Sato? Avenida 40a No 13-06 
PISO 2 Marconi Messlechnik GmbH 
Glee - SAO PAULO-SP Boge Landsberger Strasse 65 
Columbia D-82110 GERMERING 
Telephone (11) 257 3645 or Telephone (1) 2456391 or Germany 
(11) 258 42866 (1) 245 8478 Telaphone (89) 84 936 
Fax (11) 256 6445 Fax: Call phone no and ask for fax Fax: (89) 84 19142 


Telex 1125588 TLNO BA Telex 5212642 MMMC D 


service 
Telex 45173 TELET CO 


BRUNEI 
COSTA RICA GREECE 


Marcon} Instruments 


ASEAN Reglonal Centre ; Soni Vision S A. Anco SA 

GEC Building Apartado 620-1000 44 Syngrou Avenue 

3 Tai Sang Drive SAN JOSE 117-42 ATHENS 
SINGAPORE 1953 Costa Rica Greece 

Telephone 381 1470 Telephone. 235887 Telephone (1) 923 6861 
Fax 2810113 Fax.316531 Fax: (1) 922 8802 


Telex 36730 GECSAS AS Telex 2645 ELEPEX CA Telex 215303 ANCO GR 


ww 


SAUD! ARABIA TURKEY 
Electronic Equipment Marketing Co Orko Mumessillik 


NORWAY 


Nonronicom a/s 
PO Box 33 P.O, Box 3750 Tunus Caddesl 85/9 
Manglerud RIYADH 11487 06680 KAVAKLIDERE 
0612 OSLO 6 Kingdom of Saudi Arabia Ankara 
Norway peavares ) are 1650 Tike 
Telephone: (2) 68 09 10 ax: Telephone: (4) 126 6047 
Fax) 68 4887 Telax: 401120 ZUHAIA SJ Coetettgbeee tM: 
Telex’ 77140 NUM Telex: 44498 OKAS TR 
SINGAPORE 
OMAN, SULTANATE OF Marcon! instruments UAE ABU DHABI 
AN Regional Centra ee 
Suhail & Saud Bahwan GEC Bullding Business Communications UAE (Pte) Lid 
PO Box 169 3 Tai Sang Drive P.O. Box 2534 
MUSCAT SINGAPORE 1953 ABU DHABI! 
Sullanale of Oman : Telephone: 381 1470 United Arab Emirate 
Telephone: 793741 ue af 2810113 : Pex ey ree tea 
‘ 736 Ss : 
Fax: 796158 elex: 36730 GECSAS AS Toles 22457 BCLAH EM 


Telex: 3585 BAHWAN ON 
SLOVAKIA REPUBLIC 


PAKISTAN EMPOS s.r.0. UAE DUBAI 
Rosuslavova 13 Busi Communi UAE Lid 
Intermark Ltd 140 00 PRAHA 4 Prey se cattle nepali Soho 
PO.Box6159_ Czach Republic DUBAI 
Hakimsons Building Telephone: (2) 692 50 80 United Arab Emirate 
19 Wes! Wharf Road Fax: (2) 692 50 84 Telephone: (4) 225135/6/7 or 
KARACHI 74000 ( 01ser7/6 
akistan Fax: (4 
Telaphona (21) 201725 SOUTH AFRICA | Tolea. 47681 DUTEN EM 
aee iy 241.8480) ry os $e UTEN EM ... 
Telex: 23649 YAQIN PK aera ae 
DUNSWART 1508 UNITED KINGDOM 
POLAND Republic v South Altica Marcon Instruments Ltd 
Telephone: (11) 894 7721 the Alrport 
ServiMarc : LUTON 
Ul Spalinowa 11 aes A sect Bedfordshire LU2 9NS 
04-058 WARSZAWA fe outa Mas ed Pele United Kingdom 
Poland Talaphone: [+44] (582) 33866 
Telaphone (22) 344042 SPAIN Fax: [+44] (582) 417573 
Telax. 825248 MARCON G 


Fax: (22) 344042 (Gp 3 
) Soe Marconi Instrumentos S.A. 
Centro Empressarial “E} Plantio” 


U c/Ochandlano, 4 Planta Baja URUGUAY 
PORT GAL 28023 MADRID 
; ‘ : Spain Pellmar SA 
LS eee @ Maquinas Lida elephone. (1) 372 98 75 acl Cores 6125 
3-1 Esq Fax (1) 307 69 39 PIEDRAS 676 
4200 LISBON Telex. 57481 MIES E Montevideo 
Ponugal Angee (2) 962017 
Fax (1) 3972595 SWEDEN Fax (2) 96199] 
Telex 16819 SOCILP Pronesto AB Telex: 26685 PELMA UY 
Ee ace 16-18 
164 75 KISTA 
QATAR Sweden USA 
elephone (8) 752 90 80 5 
Business Communications Qalar Lid Fax (8) 751 41 11 Phase pe ei Inc 
PO Box 3656 Telex 19270 PROS ‘all ret 
DOHA sy rappers 
ae ke NEW JERSEY 07401 
Telephone, 325851 SWITZEREAND nee (201) 934 9050 
Fax. 443871 pibselies 
Telex 4219 JAIDAH DH Compuler Controls AG Toll Free 1 800 233 2955 
cstalas Probusweg 2 Fax (201) 934 9229 
8057 ZURICH Telex 910710 991 9752 


; Switzerland 
SABAH Telephone (1) 3130616 
Fax (1) 313 0622 


VENEZUELA 
The General Electric Company ol 


Malaysla Sdn Bhd Marcoms De Venezuela C.A 
Jalan 215-Templer TAIWAN _Edif Exagon Piso 5 OFC 57 


PO Box 255 Av Romulo Gallegos El Marques 


Jalan Sultan Hwa Jaal Corp Apartado 76702 
46720 PETALING JAYA 6F-3, No 181 CARACAS 1070A 
Malaysia Fu-Hsing N Road Venezuela 
ene Hal ze 11388 yon 10441 Telephone (2) 242 eit el ae 1590 
ax or (2) 242 
Telex 37617 GECMYA MA Telephone ( ue ee or Fax (2) 238 0068 or (2) 242 0241 
(2) Telex 23049 DHMAR VG 


Fax. (2) 719 2886 


SARAWAK 
“AR ZIMBABWE 
The General Electric Company of THAILAND 


Malaysia Sdn Bhd Yip in Tsoi & Jacks Lid KDB Holdings (Pvt) Ltd 
Jalan 215-Templer 523 Mahaprulharam Road Elacombe House 
PO Box 255 P O. Box 2611 Cnr Kenneth Kuanda Avenua & Angwa Sireel 
Jalan Sultan BANKOK 10501 P O. Box 2500 
46720 PETALING JAYA Thailand HARARE 
Malaysia Telephone (2) 236 5730 Zimbabwe 
Telephone (3) 791 1388 Fax (2) 236 5693 Telephone (4) 793681 
Fax (3)791 1883 Telex 82929 YIPJACKS TH Fax: (4) 736059 


Telex 37617 GECMYA MA Telex 26069 KDB ZW 
27/7/93 


QEC Hong Kong Lid 

CC Wu Building 

302-308 Hennessy Road 
WANCHAI 

Hong Kong 

Telephone: 893 6282 

Fax 8345773 

Telex: 73098 G HONG HX 


HUNGARY 


MTA-MMSZ Lid 

59-61 Elela ut 

H-1119 BUDAPEST 
Hungary 

Telephone (1) 1869 589 
Fax (1) 1611021 

Telex: 225114 MTAMM H 


ICELAND 


Amundason HF 

P.O. Box 12258 
Bildshofoa 18 

112 REYKJAVIK 
Iceland 

Telephone: (1) 687820 
Fax (1) 681180 

Telaxc 2108 AMCO [S 


INDIA 


Almil Safas & Agencies Pvt Lid 
Nalmex House - 

A-8 Mohan Co-operative Ind Est 
Mathura Road 

NEW DELHI 110 044 

(India 

Telephone: (11) 683 7281 

Fax: (11) 644 8660 

Telex (31) 75020 AIML IN 


INDIA 


Almil Sales & Agencies Pvt Ltd 
Badamt Mansions 

44 Millers Road 

BANGALORE 560 052 

India 

Telephone, (812) 265 954 

Fax (812) 267 437 

Telex 084 58269 AIML IN 


INDONESIA 


P.T. Centranix 

36 Jalan Matraman Raya 
JAKARTA 13150 
Indonesia 

Telephone (21) 884187 
Fax (21) 881186 

Telex 48216 CENT JKT 


Zaelm Electronic Ind Co. Lid 

PO Box 14155-1434 

Niloo Street 

No 21 Zaeim Bullding 

Vanak Square 

TEHRAN 

Iran 

Telephone {21) 681214/15 or 
21) 684144 

Fax. (21) 686455 

Telex. 212997 ZEIM IR 


IRELAND. 


Neltronic Lid 


Eire 

Telephone (1) 503560 
Fax (1) 552789 
Telex 93556 NELT El 


ISRAEL 


{ES Electronics Agencies (1986) Lid 
50 Betzalel Sireat 

RAMAT GAN 52521 

Telephone (3) 752 6333, 

Fax: (3) 751 0927 

Telex: 361396 [ES IL 


Marconi SpA 

Vila Palmanova, 185 
20132 MILANO 

Italy 

Telephone: (2) 256 3141 
Fax (2) 256 7745 

Telex: 311467 MARCON | 


ITALY 


Marconi SpA 

Via Campo Nefl'Elba 3/5 Instruments 
00199 ROME 

Italy 

Telephone (6) 886 931 

Fax: (6) 886 3963 

Telex: 626189 MARCON | 


Sal a 


Kikusul Efectronics Corp. 
3-1175 Shinmaruko Higashl 
Nakahara-Ku 

Kawasaki Clty 
KANAGAWA PREF 211 
Japan 

Telaphone: (44) 411 0115 
Fax: (44) 433 3966 

Talex: 384 2678 KECJPN J 


KENYA 


GPT Kenya Lid 
Uhuru Highway 

P O. Box 40743 
NAIROBI 

Kenya 

Telephone (2) 555011 
Fax (2) 541556 
Telex 24053 


; KOREA 


Zina international 
‘Yaungsung Bidg 

1C2-4 Samsung-dong 
Kangnam-ku 

SEOUL 135 091 

Korea 

Telephone (2) 545 7334 
Fax: (2) 545 7335 


KUWAIT 


Al-Nawasi Trading Co WLL 
PO Box 3204 

13033 SAFAT 

Kuwail 

Telephone 244 7243 

Fax: 2410473 

Telex 22131 AAA KT 


LEBANON 


Mabek Electronics Division 

P.O. Box 13-5657 

BEIRUT 

Lebanon 

Telephone. (1) 812523 or (1) 812598 
Telex 22889 MABEK LE 


LICHTENSTEIN 


Computer Controls A G 
Probusweg 2 

8057 ZURICH’ 

Switzerland 

Telephone {+41} (1) 313 0616 
Fax (+41](1) 313 0622 


LUXEMBOURG 


Marconl Instrumenten 
Van Limburg Stirumiaan 4 
5037 SK TILBURG 

. Postbus 645 
5000 AP TILBURG 
Natherlands 
Telephone. (13) 639540 
Fax: (13) 639663 


MALAWI 


Business Machines Limited 
P.O Box 5095 

Chilambwe Housa 
Churchill Road 

LIMBE 

Malawi 

Telephone: 640 088 

Telex: 4218 ERANTHIS 


MALAYSIA 


Tha General Elactric Company of 
Malaysla Sdn Bhd 

Jalan 215-Tempfer 

PO Box 225 

Jalan Sultan 

46720 PETALING JAYA 

Malaysia 

Telephone (3) 791 1388 

Fax: (3) 791 21350 of (3) 791 1886 

Telex: 37617 GECMYA 


NAMIBIA 


Measurelest cc 

P.O Box 6301 
DUNSWAAT 1508 
Transvaal : 
Republic of South Africa 
Telephone. (11) 694 7721 
Fax: (11) 894 6414 

Telex: 747651 MTEST SA 


NEPAL 


AIMIL Sales & Agencias Pvt Ltd 
Naimex Housa 

A-8 Mohan Co-operailva ind Est 
Mathura Road 

NEW DELHI 110 044 

India 

Telephone (11) 683 7281 

Fax (11) 644 8660 

Telex (31) 75020 AIML IN 


NETHERLANDS 


Marconi Instrumenten 
Van Limburg Slirumlaan 4 
5037 SK TILBURG 
Postbus 645 

5000 AP TILBURG 
Netherlands 

Telephone: (13) 639540 
Fax (13) 639663 


NEW ZEALAND 


Components & Instrumentation NZ Lid 
P.O. Box 38099 

Wellington Mail Cantra 

19-21 Pretoria Street 

LOWER HUTT 

New Zealand 

Telephone (4) 566 3222 

Fax: (4) 566 2111/0999 


NIGERIA 


GPT (West Africa) Ltd 


Telephone {1} 803230 
Fax (1) 870591 
Telex 21385 


